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FOREWORD 

This 1973 Analog Devices’ PRODUCT GUIDE has been pre- 
pared for the designer of instrumentation and systems which 
accept, analyze, process, convert, transmit, display and react 
to analog signals. In addition to cataloging all current products 
available from us, it also classifies products, presents product 
orientation and explanatory data to make it as simple as pos- 
sible for you to decide upon and specify our products for 
your application. We suggest that you spend a couple of 
moments now acquainting yourself with the format and how 
to use it to assure that you receive maximum service from it. 
Since the information contained in this GUIDE updates that 
in the 1972 edition, in many places considerably, we strongly 
urge you to use this 1973 edition as your primary informa- 
tion source. 


GUIDE PROFILE 

You will notice from the table of contents, five major product 
categories are presented: AMPLIFIERS; CONVERTERS; 
DIGITAL PANEL METERS; FUNCTION MODULES; 
LINEAR INTEGRATED CIRCUITS. Each has a “‘product 
guide”’ which is a straight-forward product presentation in- 
cluding narrative and specification tables. The AMPLIFIERS, 
CONVERTERS, DIGITAL PANEL METERS and 
MULTIPLIERS/DIVIDERS (under FUNCTION MODULES) 
also contain an “orientation” preceding the “‘product guide” 
which presents decision making criteria upon which to base 
product choice. Both discrete and integrated circuit products 
are discussed in these sections. 


In addition to the product descriptions, diagramatic views of 
the style and dimensions of the packaging into which our 
products are designed are presented in one convenient loca- 
tion. The package designations are referenced in the respective 
sections for each product. 


Two quick reference product/page indices, one organized by 
product category and class, the other by model number, are 
also included. 


This GUIDE also contains a discussion of significant new 
products, a worldwide business guide, and an overview of 
Analog Devices, a worldwide service-oriented company. The 
company you do business with is as important a consideration 
in the product selection process, as the product itself. The 
summary of our company presented here should, we believe, 


be reviewed with the same interest as the product presentations. 


HOW TO USE THIS GUIDE 

There are a number of ways to use this publication depending 
upon your particular product needs, level of understanding of 
the technology, and knowledge of the Analog Devices product 
line. In general: 


© IF you want to reference a product that you know by 
model number, THEN simply refer to the Model Number 
Page Index (page 208). 

© IF you know what class of product (i.e., High Resolution 
A/D Converters), but need to decide on a specific model, 
THEN refer to that product class listing in the table of 
contents. On the page indicated you will find sufficient 
information to make a choice. 

® All of the integrated circuits are presented both in the 
LINEAR INTEGRATED CIRCUITS section as well as 
the AMPLIFIER PRODUCTS section. Thus, if your re- 
quirement is definitely for an IC use the information in 
the IC section. If you are undecided, the data in the 
AMPLIFIER PRODUCTS section on both modules and 
IC’s will help you choose. 


© In addition to their presentation beginning on page 10, new 
products, improvements in performance and price reduction 
are called out in color in the margin of the page where that 
product is listed, and by a color block on the table of speci- 
fications for that product within a series. 


In most cases, the information contained in this GUIDE should 
provide sufficient information to make a product choice. Of 
course, additional documentation and application information 
are available on all of these products from our representative 

in your area or directly from the factory. Information request 
cards are attached for your convenience. 


Your comments regarding this GUIDE are always welcome, 
and we thank you for your continued interest in our company, 
its products and services. 
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A WORLDWIDE SERVICE-ORIENTED COMPANY 


This 1973 PRODUCT GUIDE reflects Analog Devices’ on- 
going commitment to provide the user community with the 
most meaningful product support program. It is this type of 
demonstrated commitment in all areas of our operation which 
is user-recognized and which is responsible for our maintain- 
ing the position of leadership in our field. 


Programs of this nature underscore Analog Devices basic 
operating philosophy: to understand what the user — designer, 
researcher, buyer — really needs, and to respond beyond the 
expected. This objective transcends simply providing the best 
in products. The objective demands considerations of such 
factors as: product breadth; product reliability; product 
availability ; product innovations; customer support; and 
vendor stability. 


Unless these criteria are included in your decision making 
process, you are not exercising your full prerogatives in 
making the best overall choice. 


ANALOG DEVICES, INC.: The company has grown in sales 
volume from a half-million dollars in 1965 to over $15 million 
in 1972. The company employs more than 600 people world- 
wide. We recently announced and have already begun to im- 
plement a five year expansion plan with the objective to 


become the dominant supplier of devices, modular instruments 


and subsystems to the instrumentation and control markets. 
Expansion in sales and earnings is projected at 25 percent per 


Net Sales 


$18 Million 
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year. The company will continue to offer the broad range of 
products presented in this PRODUCT GUIDE. We will also 
expand our technological base in the area of integrated cir- 
cuits, modular instrumentation and analog input/output 
peripherals for minicomputers. In addition to continued in- 
vestment in product development, we continue to seek selec- 
tive external opportunities in support of our program. 


As we entered 1973, we reorganized into a divisional struc- 
ture comprised of the Modular Instrumentation Division 
which will concentrate on the development of modular in- 
struments and analog I/O devices, and the Microcircuit 
Division, consisting of three operating groups which will 
provide us with the advanced IC technology to meet our 
internal requirements and those specialized requirements of 
the open marketplace. The three groups are: Nova Devices in 
Wilmington, Massachusetts specializing in bipolar thin film 
IC’s; Resistor Products Division in Rochester, New York, 
specializing in the development of thin film resistor networks 
and substrates; and our Santa Clara, California operation 
which will concentrate on high performance monolithic 
transistors and analog CMOS devices. 


Our confidence in the longer term future grows each year as 
the opportunities accessible to Analog Devices become more 
visible and our resources continue to develop and mature. 


(Analog Devices is a publicly owned company and its stock is 
traded over-the-counter. NASDAQ symbol: ANLG) 


Foreign and Domestic Sales 
ai Foreign E Domestic 
$18 Million 
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PRODUCT BREADTH: Once dissatisfied users themselves, 
Analog Devices’ founders launched their company in 1965 
with a line of high performance operational amplifiers. Since 
then, the company has continually monitored the market 
requirements and now offers, at all price/performance levels, 

a broad range of amplifiers, converters, computation and 
function modules and accessories in both discrete and inte- 
grated circuit packaging. The Analog Devices product line is 
composed of some three dozen product classifications, and 
more than 200 models with over 350 standard variations. The 
continued expansion of our digital panel meter line, the recent 
introduction of our data control and communication modules, 
and our ongoing development of bipolar, FET and CMOS in- 
tegrated circuits are further expressions of our committment to 
provide special, and often unique, solutions to your broadest 
range of design problems. 


PRODUCT RELIABILITY: Product breadth is irrelevant if 
the products do not perform as expected. Our products are 
used in scientific and medical instrumentation, industrial 
control equipment, environmental systems, aerospace and 
military systems and other applications characterized by 
“hostile” conditions or critical operating requirements. Thus, 


Active laser trimming used in our IC fabrication is a fast and 
accurate technique for producing custom trimmed devices on a 
mass production basis. Although previously used for amplifiers, 
a recent breakthrough was the application of laser trimming of 
the thin film resistors directly on the chip of a new internally 
trimmed monolithic multiplier, AD532. 


reliability is a paramount consideration. Our wide ranging 
quality assurance program begins even before a component 
reaches our receiving dock. 


First, we engineer reliability into our products by selecting 
only the best components suited to the task, and the best 
production and test methods. Next, our strict vendor qualifi- 
cation and rating procedure assures us that the components 
we don’t make ourselves, meet the quality and performance 
standards expected of the components we do make, and of 
the end product we build. 


Incoming component inspection includes this semi-automatic IC 
tester used for both linear and digital IC’s built into our products. 
Testing assures these units will perform to all published specifications. 
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Automatic power supply tester can check a dozen power supplies 
in a matter of minutes to assure that the units will meet specifica- 
tions for such parameters as output voltage and output tracking 
accuracy, line and load regulation, ripple and noise, and short cir- 
cuit protection. All of our products are subjected to rigid quality 
assurance procedures. 
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Our product, performing reliably in your application, is the 
basis for our overall quality assurance program which also 
includes: extensive incoming component inspection; selection 
and grading in a controlled environment; visual and electrical 
checkouts during assembly; and environmental testing both 
before and after compensation (for our discrete products). 
We also have a regular program for burn-in of selected products 
(168 hours on each digital panel meter, for example), and for 
checkout and calibration of our testing equipment. Our 
integrated circuit devices are built to MIL-STD-883 
performance specifications; a discussion on this technique can 
be found in the section on Linear Integrated Circuits. 


Quality assurance doesn’t end at the shipping dock. 
Occasionally units will not operate as expected. We have 

a department whose sole responsibility it is to investigate why 
products are returned (or rejected in manufacture), and to 
make recommendations for redesign, for new methods, or 

for whatever remedial action is necessary. Because of control 
procedures used during production, components used in our 
modular products can be traced to source lots, and the unit’s 
production history can be referenced. This ability permits a 
more thorough analysis of why a unit failed. 


In addition to repair work processed in our factories, we also 
maintain a repair depot in Karlsruhe, West Germany, to 
service the requirements of our European customers. 


In short, our quality assurance program exceeds the boundaries 
of the usual or standard approaches. We’d rather have our 
products fail while they are being built, so they won’t fail 

after you get them. 


PRODUCT AVAILABILITY: Next to performance, delivery 
is a most critical product consideration. The more widely 
specified products in our line are usually shipped directly 
from inventory. Forecasting techniques for product demand 
and our computerized raw material availability system provide 
reasonable assurances that we can meet these general require- 
ments. Our Modular Instrumentation Division in Norwood, 
Massachusetts, and our Microcircuit Division facilities in 
Wilmington, Massachusetts, Rochester, New York and 

Santa Clara, California feature the most up-to-date, ad- 
vanced techniques to meet virtually any delivery requirement 
for standard or special units. Our field and factory service 
staff is continually informed about the scheduled availability 
of specific items, and can quote specific delivery dates. 


A portion of our assembly area in our Modular Instrumentation 
Division facility is shown here. 


CUSTOMER SUPPORT: We won’t forget you. Analog 
Devices maintains several programs to keep users, and other 
interested parties, informed of new product developments, 
new techniques and new applications, and to keep us informed 
of user needs. These programs include: extensive product and 
application literature; handbooks; buyers’ guides; technical 
seminars; a world wide advertising and technical communica- 
tions program; and our international journal, ANALOG 
DIALOGUE. (If you would like to receive this publication, 
use the information request card in this publication.) 


Our customer support program is personalized by more than 
150 professional sales engineers in 74 worldwide locations. Our 
field sales force is comprised of both Analog Devices personnel 
and representatives, all chosen for their applications expertise. 
They not only assist the user in understanding our products 
and business policies, but will lend assistance with applications 
engineering. 

This field force is factory-supported by a team of account 
service representatives. Each account is assigned to one of 
these representatives who is responsible to that account to 
assure all orders are processed efficiently, to answer any 
questions regarding price and delivery, to inform you of the 
status of returns, repairs and warranties, and, in general, to 
assist with all facets of ordering procedures. 


Each account is also assigned a factory-based applications 
service representative to provide technical information and 
application assistance when this is not readily available from 
the local representative. 


The depth of our total service establishment has been care- 
fully planned to assure that it is as easy as possible to conduct 
business with Analog Devices. 


Meaningful technical communications has become synonomous 
with Analog Devices. Our international technical journal, 
ANALOG DIALOGUE, for example, is read regularly by some 
50,000 technical people worldwide. 


The wafer diffusion area at our Microcircuits Division 
facility in Wilmington, Massachusetts is shown here. 
We recently doubled our facilities at the Nova Devices 
subsidiary to 25,000 square feet. 
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PRODUCT INNOVATIONS: The same engineering and 
design expertise which has propelled Analog Devices into the 
forefront of its industry continues to explore and affect new 
techniques in product design. Among the many milestones 
credited to Analog Devices are: 
@ popularizing encapsulated chopper stabilized op amps 
and power supplies (most recently, 234) 
@ the first modular isolation amplifier for 
critical applications (272) 
® the first to develop and manufacture encapsulated 
D/A converters (MINIDACS) 
® first to build a true 16-bit binary D/A converter (DAC- 16) 
@ first to develop and market monolithic current and 
voltage switches with 12-bit D/A capability and also 
provide the resistor network (AD550, AD555, 
AD850 series) 
An AD2010 digital panel meter is shown here undergoing final test © first high performance, wideband pulse-modulation 


and calibration prior to packaging and burn-in. multiplier (424) 
® first noninverting chopper op amp (260) 


® first truly self-contained monolithic analog 
multiplier (AD5 30) 

®@ first low cost, small, modular 1 microsecond A/D 
converter (ADC-F) 

@ first low drift, sub-picoamp, parametric op amp 
(310/311) 

® first laser-trimmed IC FET opamp (AD506) 

@ first easy-to-apply ultra stable IC op amp (AD504) 

® first complete monolithic instrumentation amplifier 
(AD520) 

@ first true 16-bit binary A/D converter (ADC-16Q) 

@ price and size breakthroughs in digital panel meter 
technology (AD2000 family) 

@ nonlinear multifunction module (433) 


This automatic wave soldering machine complements other 
facets of our manufacturing facilities geared for volume 
with quality. 
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Most of these units, or new generation improvements of them, 
are currently in our product line. And, as we move into 1973 
we continue to offer innovative, state-of-the-art advances 
including: 
@ revolutionary technique for data control and 
communications in factory and laboratory appli- 
cations (SERDEXT™ Modules) 
® monolithic multiplier whose thin film resistors 
are deposited directly on the multiplier circuit and 
then laser-trimmed (AD532) 
® super beta transistors that are practical at high 
voltages (AD815) 


These and future design innovations are not the result of 
engineering for engineering sake but reflect our design response 
to customers’ practical needs, at a favorable pricing structure, 
and with no compromise in performance. 


In addition to product innovations, Analog Devices has con- 
stantly demonstrated its leadership position in interpreting 
product specifications and applications information, for 
establishing meaningful cataloging standards, and for simpli- 
fying the designers’ selection and procurement processes. 


Volume production of our IC products includes automatic wafer 
scribing. The unit’s diamond-tip stylus moves along scribe lines 
oriented to the crystal lattice structure of the silicon wafer to 
produce perfectly scribed dice. 


More than 5,000 organizations around the world currently 
comprise the Analog Devices user community. If yours is one, 
you have learned to expect these wide-ranging capabilities of 
Analog Devices described here. Independent surveys compiled 
from the opinions of professionals like you, consistently 
reflect enthusiastic preference for Analog Devices’ products 
and services. In fact, a recent study of a leading electronics 
industry publication ranked Analog Devices in the top 15 
companies most preferred of all suppliers in the industry. The 
reason: confidence in doing business with a leader. 


We are certain that this GUIDE, and subsequent updates and 
new editions, will make it even more convenient to do business 
with us. To those designers, researchers, and buyers not fully 
acquainted with Analog Devices, we welcome the opportunity 
to develop a strong working relationship with you. 


March, 1973 


The electrical characteristics of the active elements of IC 
wafers are continually tested in process on a sample basis to 
insure that the processing is in conformance with the circuit 
design standards. 
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NEW PRODUCTS 


DATA CONTROL/COMMUNICATION 


The following are capsule descriptions of the products 
introduced by Analog Devices during the past year and 
scheduled for formal introduction during the next couple of 
months, In addition to new products, this selection includes 
brief descriptions of product improvements and product 
price changes. Additional information on these products 

can be found on the pages noted, except those entries 
indicated as ‘‘advance information.” Unless otherwise 
stated, these products are currently available. 
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SERial Data EXchange Modules 

A revolutionary data exchange system which permits the in- 
terrogation and control of factory, process and laboratory 
control devices using only a standard teletypewriter was in- 
troduced by the Modular Instrumentation Division in March. 


Called SERDEXTM Modules, the new system is comprised of 
five modules which convert parallel output data from devices 
such as analog-to-digital converters into ASCII serial data that 
can be handled by a teletypewriter or other similar input/out- 
put device. Conversely, the modules translate ASCII serial out- 
put data into parallel data required by digital input devices 
such as D/A converters. Nine standard printing ASCII charac- 
ters are used to control the operation of the modules, and to 
control system components such as valves, sensors, motors, 
pumps, and switches. 


Although a SERDEX Module System can be manually con- 
trolled from a standard teletypewriter, it can also be readily 
controlled by any computer with a teletypewriter port. The 
use of standard ASCII characters permits all computer pro- 
gramming to be done in a high level language such as BASIC 
or FOCAL. Furthermore, since the only connection to the 
computer is through the teletypewriter port, no computer 
hardware interface is required. 

SERDEX Module Systems offer substantial cost savings over 
techniques currently used to handle data control in industrial 
automation and control systems. The greatly simplified soft- 
ware and the elimination of complex computer hardware 
interfacing offer not only direct cost savings, but indirect 
savings since computer professionals are not needed to design 
and implement the system. 


All of the modules within the system can be interconnected 
with inexpensive, easy-to-use twisted pair wires instead of the 
generally required shielded cabling whose cost can exceed 
that of the hardware with which it is used. 


The data is transmitted over the twisted pair wire via standard 
20mA optically isolated current loops. This results in highly 
reliable data transfer even in the presence of very high com- 
mon mode noise likely to be found in industrial environments. 


SERDEX Modules In Detail 

The five units which comprise the SERDEX Module family 
are: a serial data transmitter, STX1003; a serial data receiver, 
SRX1005; two modules which make up a multiplexer, 
SMC1007/SMX1004; and a clock, SCL1006. 


When commanded, the serial transmitter will initiate a conver- 
sion in an A/D converter, and, after the conversion, send back 
the output data to the terminal or computer that requested it. 


The serial receiver receives up to 8 data characters (or more if 
expanded with external circuitry) which can be used to supply 
input data to a D/A converter or other digital input devices. 


The multiplexer, which consists of two module types, allows a 
single teletypewriter or computer to control a total of 8 or 

16 transmitters and receivers. It is addressed from the control- 
ling terminal or computer, and more than one rank of multi- 
plexing may be used, resulting in unlimited system expan- 
sion capability. 

The clock module is an accessory module that supplies clock 


pulses and -15V power to the other modules in the system. 
One is required at each module location. 


All SERDEX Modules feature 0.025” square wire wrapping 
pins, and require only +5 volts power. The STX1003 trans- 
mitter, SRX1005 receiver, and SMC1007 multiplexer are 
each housed in a 4.25” x 3.3” x 0.625” case. The SMX1004 
multiplexer and SCL 1006 clock are each in cases measuring 
21 24" «O68. 


SERDEX Modules are controlled by nine standard ASCII 
characters: ? / = $ * |! %’ and # 

Depending upon the mode of operation, interrogation or con- 
trol, these characters represent different commands. In opera- 
tion, SERDEX Modules will ignore all extraneous, user gen- 
erated inputs into the system. For instance, in the statement: 
WHAT IS THE LEVEL IN THE TANK? the SERDEX 
Modules will act only upon the control character that was 
transmitted, namely the question mark. 


This feature allows the user either during manual operation 
with a teletypewriter, or when programming for computer 
control, to use logical English statements in conjunction with 
the minimal instruction set. 


Complete information on SERDEX Modules is available from 
the factory or your local Analog Devices’ representative. 


NEW DEVELOPMENTS IN TECHNOLOGY: CMOS 


A new technology - - Complementary Metal Oxide Semicon- 
ductor (CMOS) - - is used for a new generation of analog and 
digital/analog interface products which will soon be available 
from Analog Devices, Inc. This technology allows for simpler 
designs and great reduction in power dissipation for a 
particular function. 


CMOS QUAD SWITCH - AD7510, AD7510A 

The AD7510 and AD7510A consist of four independent 
switches controlled by TTL, DTL or CMOS compatible logic. 
The switches have an ‘“‘ON”’ resistance of about 702 with ex- 
tremely low ‘‘standby” power - - dissipation (below 5yuW). 
(Availability: May 1973.) 


CMOS 8 CHANNEL MULTIPLEXER - AD7501, AD7502 
The AD7501 is a single 8 channel multiplexer controlled by 
TTL, DTL or CMOS compatible logic, while the AD7502 is a 
differential 4 channel multiplexer. Both units have an ““ON” 
resistance of about 200Q with a “‘standby”’ power dissipation 
below 5uW. (Availability: May 1973.) 
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DIGITAL PANEL METERS 


NALOS 


ANALO: 
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AMPLIFIERS (MODULAR) 


Analog Devices pioneered the design of +5 VDC logic-powered 
DPM’s, introducing the first model, the AD2001, in 1971. By 
powering the DPM from +5 VDC, the size and cost of the DPM 
was markedly reduced, AC power line noise pickup was reduced 
and increased reliability was achieved. In the last year, Analog 
Devices introduced four more +5 VDC powered DPM’s, offer- 
ing a model for nearly every application. The DPM line offered 
by Analog Devices will be augmented in 1973 with additional 
designs including AC line-powered units. (Page 116) 


AD2010, 3% DIGITS, LOW COST, SMALL SIZE, LED DISPLAY, 
RATIOMETRIC OPTION. The AD2010 isa general purpose DPM, 
utilizing LED display packaged with MSI counters and latches 

to greatly reduce the overall design complexity, size, and cost. 

A ratiometric option allows measuring voltages compared to an 
externally supplied reference voltage. Leading zero suppression 
can be initiated externally. 


AD2004, 4% DIGITS, HIGH PERFORMANCE, ISOLATED IN- 
PUT, LED DISPLAY. The AD2004 has a floating optically iso- 
lated analog section to provide excellent common mode rejection 
(120dB) at high common mode voltages (+300V). The LED 
display section contains MSI counters and latched data outputs. 


AD2003, 3% DIGITS, HIGH PERFORMANCE, NUMITRON 
DISPLAY. The differential input of the AD2003 provides 80dB 
of common mode rejection at common mode voltages of £2.5V. 
The display uses large RCA Numitron tubes with a green filter 
matched to the response of the human eye. 


AD2002, 2% DIGITS, LOW COST, ANALOG METER RE- 
PLACEMENT, NUMITRON DISPLAY. The AD2002 is a unipo- 
lar, single-ended DPM designed to be competitive in cost with 
high accuracy analog meters. BCD data outputs are optional. 


AD2006, AC LINE-POWERED DPM (ADVANCE INFORMA- 
TION). For those applications requiring a DPM powered by AC 
line power, Analog Devices has designed the AD2006, a 3% 
digit panel meter using Sperry gas discharge displays. The 
AD2006 has a bipolar, differential input with a full scale range 
of 0 to 1.999V. Maximum error is 0.05% of reading +1 digit. 
The ratiometric option allows measurement of voltages com- 
pared to an externally supplied voltage. Common mode rejec- 
tion is 70dB at common mode voltages of +300V (+5V with 
digital interface connections). The AD2006 is internally set 
for 5 conversions per second; external triggering can provide 
up to 90 conversions per second without display. AC power 

is connected on a separate rear panel terminal strip for lower 
noise pickup and greater safety. Pricing and availability: 
summer 1973. 
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WIDE BANDWIDTH FAST SETTLING (Page 44) 

MODEL 50 SETTLING TO 0.1% IN 90ns: Model 50 features 
an 100MHz gain bandwidth product, settling time of 90ns to 
0.1%, and an output capability of 100mA. Slew rate sensitivity 
and settling time for an LSB step are far better than anything 
previously available. 


Drift is only 15uv/°C (Model 50K), and when operated in a 
bandwidth of 5Hz to 2MHz, noise is only 8uV rms. 


LOW NOISE, LOW DRIFT FET AMPLIFIER (Page 40) 
MODEL 43K, 5uV/°C DRIFT: Designed for low level signal 
processing, the Model 43K is an update on the 43J design 
which combines low drift of 5uV/°C with low noise of 2uV 
rms in a 10kHz bandwidth. The differential FET inputs, with 
bias currents of only 10pA, may be operated in both inverting 
and non-inverting applications. The full power bandwidth 

and slew rate have guaranteed specifications of 200kHz and 
12V/usec, respectively. 


HIGH VOLTAGE AMPLIFIER (Page 54) 

MODEL 171, +150V FET AMPLIFIER: Designed for applica- 
tions such as high voltage buffers, followers with gain, and high 
voltage integrators, Model 171 can be operated from a wide 
range of inexpensive power supplies. Power Supply Rejection 
is 7UV/V and CMR is greater than 100dB. 


ISOLATION AMPLIFIER (Page 58) 

MODEL 274], GAIN 1-100 WITH A SINGLE RESISTOR: A 
new amplifier with additional isolation features and externally 
adjustable gains, allows low-level signals to be amplified using 
either its ECG or EEG input terminals. It also has +10V output 
swing, transformer isolation of the power source from the out- 
put as well as the input, and a choice of input terminals for 
applications, such as EEG’s, and low noise industrial applica- 
tions, in which lower noise may be traded for protection (e.g., 
from direct application of defibrillators). 


INSTRUMENTATION AMPLIFIER — IMPROVED PER- 
FORMANCE (Page 56) 

MODEL 605, EXCELLENT LINEARITY AND LOW DRIFT: 
Model 605, offering CMR of 70dB with a 1kQ source un- 
balance, nonlinearity of 0.005% and RTI drift to 0.5uV/°C 
now has improved RTO drift. Drift of 150uV/°C has now 
been reduced to 100uV/°C for the J version, 75uV/°C for 
605K and 50uV/°C for the 605L. These improved specifica- 
tions are being offered at no additional cost. 


ELECTROMETER AMPLIFIERS — IMPROVED SPECIFICA- 
TIONS (Page 52) 

MODEL 42, BIAS CURRENT TO 75fA DRIFT TO 25uV/C: 
The popular Model 42, long recognized as an excellent electro- 
meter amplifier, now has dramatically improved specifications. 
The key parameters for electrometer applications, offset volt- 
age drift and bias current, can now be selected to 25uv/°C and 
75fA, respectively, on Model 42L. Model 42J and Model 42K 
offer similar improvements. And all are offered in a small 

1 1/8” package at very low cost. 


LOW NOISE CHOPPER AMPLIFIER (ADVANCE 
INFORMATION) 

MODEL 261, GUARANTEED NOISE OF LESS THAN IpV: 
The Model 261 is a second generation design which typically 
provides a significant improvement in the noise and bandwidth 
characteristics of Model 260 and other competitive models. 
Operating at a higher carrier frequency, this non-inverting de- 
sign features extremely low noise, 0.4u'V p-p in a 1Hz band- 
width; low drift, 0.1#V/°C; and an output that is virtually 

free of chopper spikes. 


Model 261 also offers a solution to beat frequency problems 
caused by a low frequency carrier mixing with harmonics of 
the AC line. The carrier frequency on this design is nearly a 
decade higher than that of models previously available, thereby 
eliminating the possibility of any interaction with the line 
frequency or its harmonics. 


The new model should be considered for all new instruments 
and circuit applications, or wherever improved performance, 
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CONVERTERS 


at no increase in cost, is desirable for existing sockets. Models 
260 and 261 are mechanically and electrically interchangeable 
for these applications. 


Model 261 will be available in production quantities by June of 
1973. Evaluation units are currently available. 


FAST SETTLING — PRICE REDUCTION (Page 44) 

MODEL 48, SETTLING TO 0.01% IN 500ns MAX: Model 48, 
an ultra fast differential amplifier, has a 15 MHz bandwidth, 
settles to 0.01% in 300ns typical (500ns max), has a CMR of 
80dB, and slews at 125V/us. The new price reduction now 
makes this amplifier the best choice for high speed applica- 
tions requiring 20mA or less of output current. 


ANALOG 
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LOW COST DUAL SLOPE A/D (Page 94) 

ADC1100, 3% BCD DIGITS PLUS SIGN: A compact module 
ideally suited for use in data acquisition systems, or for driving 
a display, or for doing both jobs at the same time. It has an 
input range of $199.9mV, but the input can withstand up to 
+20V indefinitely without damage. 


The unit features automatic zero correction before each con- 
version, and a gain temperature coefficient of less than 
50ppm/*C over its full operating temperature range of 0 to 
+70 C. The only power required is +5.OOVDC. The ADC1100 
can be set for a normal mode noise rejection ratio of at least 
40dB for either 50Hz or 60Hz power line noise. All logic in- 
puts and outputs are TTL compatible. 


HIGH SPEED A/D (Page 96) 

ADC1103, 12 BITS IN 3.5us: A very high speed A/D con- 
verter in a compact 2” x 4” module. Designed for high speed 
data acquisition systems and other applications requiring high 
throughput rates. It employs the successive approximation 
technique to perform an 8 bit conversion in 1.0us, a 10 bit con- 
version in 1.2us, or a 12 bit conversion in 3.5yus. 


Three user-selected input ranges are available: 0 to +10V, +5V, 
+10V. Output coding can be natural binary, offset binary, or 

‘ EK ° 
two’s complement. There are no missing codes from 0 to +50 C. 
Differential nonlinearity error is +%LSB maximum. All logic 
inputs and outputs are TTL compatible. 


LOW COST SUCCESSIVE APPROXIMATION A/D (Page 90) 
ADC-12QZ, 12 BITS IN 40s FOR ONLY $129: A low cost 
general purpose 12 bit successive approximation A/D converter 
offering 40us conversion time, +4LSB maximum differential 
nonlinearity error, and a gain TC of +30ppm/°C maximum. It 
has no missing codes from 0 to +50°C. 


The ADC-12QZ is packaged in a 2” x 4” x 0.4" module, and 
offers four user selected input ranges: 0 to +10V, 0 to +5V, 
£10V, +5V. Output coding can be natural binary, offset binary, 
or two’s complement. An easy-to-use serial data output is 
provided, and all logic inputs and outputs are fully 

TTL compatible. 


HIGH RESOLUTION SAMPLE-AND-HOLD (Page 100) 
SHA-6, SETTLES TO 0.00075% IN Sms: A2" x 4" x0.4" 
sample-and-hold amplifier designed as a companion to Analog 
Devices’ ADC-16Q 16 bit A/D converter. It will acquire and 
hold an input signal to 16 bit accuracy long enough for the 
ADC-16Q to convert it. 


Careful design and layout, an instrumentation amplifier-ty pe 
input buffer, and high-stability resistor networks with excel- 


lent tracking TCR’s are used. This results in the SHA-6 being 
stable over temperature within 2ppm/°C, and over time within 
2ppm/month. 


SYNCHRO/DIGITAL CONVERSION PRODUCTS (Page 102) 
A new line of synchro/digital conversion products was added 
early in 1973. The line initially is comprised of a 14-bit S/D 
converter series (SDC1602), a 10-bit S/D converter series 
(SDC1604), and a 5-digit synchro angle display meter 
(API1617). The SDC1602 features 14-bit resolution +1 
arc-minute error, 1440°/second tracking rate and is less than 
7 cubic inches in size. The SDC1604 with 10-bit resolution 
(1024:1) and 30’ accuracy provides excellent performance 
in applications that do not require the exacting 14-bit reso- 
lution of the SDC1602. 


The API1617 angular position indicator provides LED 
readout and a BCD or binary output of angles from 0° to 
359.98° (continuous rotation), with 0.02° resolution <0.05° 
error, at tracking speeds up to 1440°/second. 


POWER SUPPLY 


DIVIDER WITH VARIABLE GAIN (Page 137) 
Zz — 
MODEL 434, e,=Y xX’ ACCURACY TO %%: Similar to 


Model 433 in design, Model 434 has been optimized for divider 
applications. Accuracy can be held to within 4% over a signal 
range of 100mV to 10V without the use of any external trims. 
External trimming may be performed, if desired, to eliminate 
offsets at the temperature of concern. 


MULTIFUNCTION MODULE (Page 137) Z 
MODEL 433B, %% ACCURACY, €g = Y (\ 
1972, an extremely versatile function module, Model 433], 
was introduced to implement a wide range of computational 
circuits. Capable of raising ratios to a power and multiplying 
by a third variable, the 433] provides 2% accuracy over a 
signal range of 100:1. 

Model 433B has all the capabilities of Model 433J, but has 
twice the accuracy, 4% vs. %2%, and guaranteed temperature 
performance over the range of -25°C to +85°C. The 433B 
also has a lower intial offset and offset vs. temperature. 


ye, During 


VOLTAGE/CURRENT LOG RATIO (Page 143) 

MODEL 756, 2% ACCURACY, LOW COST, SMALL 
PACKAGE: Designed primarily for photometer applications, 
Model 756 is a general purpose log ratio module capable of 
processing input signals spanning four decades. 

This design improves on log modules previously available in 
that it may be used to process either voltages or currents, and 
both inputs are continuously variable signal inputs. 


HIGH OUTPUT POWER REGULATED SUPPLY (Page 144) 
MODEL 920, +15 Volts at +200mA: Model 920, the latest 
addition to the modular power supply line, features a clean 
regulated output of up to 200mA at +15 volts. Operating 
from 115VAC input, this design provides a higher output cur- 
rent than the popular Model 902 (+15VDC at 100mA), and 
sacrifices nothing in reliability. It is packaged in a black 
anodized aluminum case, which guarantees a low thermal re- 
sistance path for internally generated heat. 
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DUAL SUPER BETA NPN TRANSISTORS AT HIGH BREAK- 
DOWN VOLTAGES (Page 187) 

AD814 SERIES: Betas of 1000 and 2000 min are achieved with 
respective breakdown voltages of 35V and 20V. The AD814, 
AD815 and AD816 are manufactured using a proprietary NPN 
transistor process and advanced silicon nitride passivation tech- 
niques. Offsets of less than 1mV and drifts of less than 5uV/°C 
make these devices ideal for extremely high gain differential 
input stages. 


LOG CONFORMANCE DUAL NPN TRANSISTORS (Page 188) 
AD818: The AD818 dual NPN transistor is specifically designed 
for excellent conformance to the ideal logarithmic relationship 
between Vgrp and Ip over a wide collector current range, up to 
1imA. The AD818 also exhibits very low voltage noise 
(2nV/.\/Hz @ 10Hz) and low collector saturation levels. 


DUAL MONOLITHIC PNP TRANSISTORS (Page 189) 
AD820 SERIES: The AD820, AD821 and AD822 are small 
signal, dual monolithic PNP transistors providing high gain 

over wide collector current ranges and voltage breakdowns in 
excess of 60V. The excellent matching characteristics guarantee 
offsets of less than 0.5mV and drifts better than 2.5uV/°C. 


EXTREMELY LOW NOISE DUAL MONOLITHIC FETS (Page 184) 
AD840 SERIES: TRAK-FETS'™™ AD840, AD841 and AD842 

are large geometry, dual monolithic silicon N-channel J-FETS 
designed for super low voltage noise, less than 15nV/./Hz @ 

10Hz, and outstanding matching characteristics: 5mV and 

5uVv/°C (AD840). 


These units are ideal for sensing very small signals from high 
impedance transducers commonly found in biomedical, opto- 
electronic and nuclear applications. 


HIGH TRANSCONDUCTANCE, WIDEBAND DUAL FETS 
(ADVANCE INFORMATION) 

2N5911/AD845 SERIES: The 2N5911/5912 are dual hybrid 
FETS with very high transconductance and low input capaci- 
tance. The AD845 and AD846 are monolithic versions of the 
2N5911 and 2N5912 respectively. These dual FET’s are excel- 
lent performers for frequencies up to 1OOMHz. (Availability: 
June 1973.) 


HIGH ACCURACY FET-INPUT OP AMP (Page 151) 
ADS5S06L: The AD506L is a low drift, high accuracy FET-input 
operational amplifier which combines the low current charac- 
teristics typical of FET amplifiers with the offset voltage sta- 
bility commonly found only in bipolar devices. The AD506L 
features bias currents below 5pA max and maximum offset 
voltage drifts of 10uv/°C. 


LOW COST FET-INPUT OP AMP (Page 153) 

AD540J: The AD540J is the lowest priced, high performance 
IC FET-input operational amplifier available which provides the 
user with low bias currents, high overall performance and accu- 
rately specified operation. The device achieves a maximum bias 
current of 50pA, minimum gain of 20,000, CMRR of 70dB and 
a slew rate of 6V/usec. 


LOW DRIFT, LOW NOISE OP AMP (Page 157) 

ADS504M: The AD504M is the lowest drift, lowest noise, high 
accuracy IC operational amplifier available. The device achieves 
a maximum nulled offset drift of 0.5uVv/°C, minimum gain of 
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10°, and 0.6uV (p-p) maximum input noise voltage (0.1Hz to 
10Hz bandwidth). 


LOWEST COST, HIGH ACCURACY OP AMPS (Page 158) 
AD741J/S: The AD741J and AD741S are high accuracy ver- 
sions of the industry standard AD741C and AD741. In addition, 
both devices offer the user the further advantages of high 
guaranteed output current and gain at low values of load im- 
pedance. The AD741J and AD741S guarantee a minimum gain 
of 25,000 swinging +10V into a 10kQ load. 


AD301AL: The AD301AL is the highest accuracy version of 
the popular AD101A, AD201A, AD301A series of operational 
amplifiers. The AD301AL provides substantially increased ac- 
curacy by reducing the errors due to offset voltage (0.5mV 
max), offset voltage drift (5uV/°C max), bias current (30nA 
max), offset current (S5nA max) and CMRR (90dB min). 


WIDEBAND FAST SLEWING OP AMP (Page 163) 
AD507S: The AD5075S is a low cost, monolithic operational 
amplifier that is designed for general purpose applications 
where high gain bandwidth and speed are significant require- 
ments and operation over the extended temperature range is 
essential. The device also provides excellent de performance 
with maximum bias and offset currents (15nA), maximum 
offset voltage of 4mV, and a guaranteed maximum offset 
voltage drift of 20uV/°C from -55°C to +125°C. 


HIGH SPEED, FAST SETTLING OP AMP (Page 164) 
ADS509: The AD509J, AD509K and AD5098S are monolithic 
operational amplifiers specifically designed for applications 
requiring fast settling times to high accuracy. The AD509K 
and AD509S are 106% tested and guaranteed to settle to 0.1% 
in 500nsec maximum and 0.01% in 2usec maximum, while 
typically the settling times are faster. 


HIGH SPEED, LOW COST OP AMP (Page 165) 

ADS518: The AD518J, AD518K and ADS518S are precision 

high speed monolithic operational amplifiers designed for ap- 
plications where high slew rate and high bandwidth are required, 
but low cost and ease of use are essential. The devices are in- 
ternally compensated for unity gain applications with a 60° 
phase margin to insure stability, a minimum slew rate of 
50V/usec and a bandwidth of 12MHz. 


INTERNALLY TRIMMED, MONOLITHIC MULTIPLIER 
(Page 170) 

AD532: The AD532 is the first fully trimmed monolithic 
multiplier/divider. It requires no external networks or op 
amps to achieve 1% accuracy (AD532K) at full scale, +10 
volts. It is pin compatible with the popular AD5 30, but 
features differential inputs for even greater flexibility and 
ease of use. 


QUINT SWITCH FOR D/A AND A/D CONVERTERS 

(Page 174) 

AD552, 120nsec SETTLING, FULL TTL COMPATIBILITY: 
The AD552 expands the popular AD551 quad current switch 
to five bits for 5 and 10 bit converter applications. It features 
fast settling time and is supplied in the 16-pin ceramic dual- 
in-line package. 
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WHICH AMPLIFIER FOR THE JOB 

Selecting the best amplifier for a particular application has 
become almost an art when you consider the overwhelming 
proliferation of both operational amplifiers and committed 
gain amplifiers in recent years. During 1971, Analog 
Devices made several significant advances in operational 
amplifier design. Proprietary monolithic designs (1C’s) 
moved ahead strongly with improved bias current, drift and 
speed characteristics challenging the high performance of 
today’s better discrete component devices. These include 
both FET and bipolar input circuits. 


By the same token, discrete designs also moved ahead 
especially in the area of fast settling and low drift 
amplifiers. No longer can it be said that designers should 
consider discretes for higher performance and monolithics 
for moderate performance, small size or economy. Economy 
and performance are now available in either form factor, 
making the selection process more complex than a year ago. 


In the area of committed gain amplifiers, Analog Devices has 
added new designs which represent major improvements 

over models previously available. For data acquisition require- 
ments, high speed and low drift have been achieved in its 


new instrumentation amplifiers. For medical and industrial 
applications, isolation amplifiers appear for the first time to 
satisfy patient safety and equipment isolation requirements. 


The following sections are intended to guide the user to the 
best amplifier for his application whether he be expert or 
new-comer to the art of selecting amplifiers. The extent 

of his familiarity with amplifier types and their specifications 
will determine how rapidly he moves to his final decision. 


HOW AMPLIFIERS ARE CLASSIFIED 

To assist the designer in distinguishing among the multitude 
of models, many with comparable specifications, Analog 
Devices has listed all amplifiers in this catalog by application 
class. Identifying a key parameter will usually lead the 
designer to the best amplifier for his job. To assist in the 
selection process, the chart below ties the key application 
parameters to the relevant amplifier class which can then be 
located on the designated page. 


Classification of Amplifiers 
To assist you in selecting the best amplifier for the 
application, we have classified products into eleven cate- 


APPLICATION GUIDE BY KEY FEATURE 


Key Feature Application Amplifier Classification Page 
Low drift and noise, Medical and industrial, transducers, | Low drift chopper 48 
long term stability amplifiers, preamps Low drift differential 50 
Low bias current High source impedance, integrators, | General purpose FET 
charge amplifiers electrometer 52 

Wideband and fast D/A, A/D converters, sample and Wide bandwidth 

settling holds, comparators fast settling 44 

Economy, moderate Function generators, general General purpose bipolar 38 

performance designs, active filters General purpose FET 40 

High CMRR, CMV Long cable transmissions, noisy Isolation 58 
signal environments, instrument Instrument 56 
preamps 

Input-output isolation Medical patient safety currents, Isolation 58 
isolation, programmable equipment 

Battery operation Portable equipment, low noise, Low drift differential 50 
preamps 

Log or antilog Signal compression, linearization, Logarithmic 139 
photometric ratios 

Voltage and/or current Audio and servos, power regulators, High output capability 54 


booster 
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galvanometers, current source 


gories. In doing this we have established what we believe 

to be the optimum point of departure for proper amplifier 
selection. In some exceptional cases, an amplifier has been 
included in more than one category because of its out- 
standing versatility. But in most instances we have focused 
on one single attribute or key parameter for amplifier 
classification. For example, the chopper stabilized group 
focuses on low drift, but includes several models which 
could qualify for high output capability or wide bandwidth. 
We believe that low drift is the key feature. 


Many designers are faced with the problem of selecting the 
best amplifier whether it be a microcircuit or discrete compon- 
ent module. To ease their task, Analog Devices has listed 

these devices together in this amplifier section making 

direct comparisons more convenient. The monolithics are 

also listed separately in their own section and should be 
referred to there when the choice must clearly be a micro- 
circuit device. 


1. General purpose - moderate performance 

Amplifiers in this group include Analog’s lowest cost devices. 
They are best suited for general purpose designs with : 
moderate drift requirements in the range from 5 to 75uV/ C, 
unity gain bandwidths to 1MHz, and full power response to 
100kHz. Typical applications include summing, inverting, 
impedance buffering (followers) and active filtering. They 
are also useful for developing nonlinear transfer functions. 


2. General purpose FET - low bias current, high Zjj 

These models should meet most design requirements, 
especially those which cannot be satisfied by bipolar input 
designs because of excessive bias currents or too low 

input impedance. The lower bias currents (1 to 100pA) and 
higher input impedances (10! ohms) of FET’s make them 
a natural choice when amplifier gain networks exceed 100k 
ohms and it is necessary to minimize input loading and 
current offset errors for improved accuracy. Significant 
applications include integrators, sample and hold amplifiers, 
current to voltage converters and low bias current log 
circuits. 

3. Wide bandwidth - fast settling 

Amplifiers in this group feature both differential FET and 
bipolar input stages which afford a wide choice of drift 

and bias current specifications. They emphasize 
exceptionally fast response and wide bandwidths (to 40MHz, 
100ns settling) for applications in data acquisition and pulse 
data transmission systems. Critical specifications are step 
response settling time, full power response and current 
output. 


These amplifiers are useful for sample and hold circuits, 
A/D converters or as high speed buffers and integrators. 
Offering high output current capability, they should be 
considered for video or line driver circuits, D/A output 

amplifiers or as deflection coil amplifiers. 


4. Low voltage drift - chopper stabilized 

These amplifiers are widely accepted as the best choice when 
it is essential to maintain low voltage offsets and bias currents 
with time and temperature or whenever external offset 
adjustments are not practical in the application. Using carrier 
modulation techniques, these designs achieve bandwidths to 
20MHz, drifts to 0.1uV/°C and long term stability of 
2uV/month. Typical applications include error summing 
amplifiers for servo loops, precision regulators, or as input 
amplifiers for laboratory grade metering instruments and 

test equipment. 


5. Low voltage drift - differential input, high CMRR 
“Chopperless” low drift designs with differential inputs 
should be considered for high accuracy instrumentation, 
low level transducer bridge circuits, precision voltage 
comparators and for impedance buffer designs. In general, 
they should be selected over single ended choppers where 

a differential input is required or whenever possible chopper 
modulation spikes are objectionable in the circuit design. 


Amplifiers in this group feature differential bipolar transistor 
input stages achieving input drifts as low as 1/4 uV/°C, offset 
voltages to 100uV and exceptionally stable long term drifts 
of 3uV/month. These devices offer differential performance 
with input noise of 1uV p-p, a CMV of 10V and 100d3 of 
CMR. For comparison, chopper stability approaches 1yV/ 
month but they are useful as single ended amplifiers only. 


6. Electrometer - ultra low bias current 

Amplifiers with bias currents less than 1pA are classified 

as suitable for electrometer use where frequency response 
and voltage drift are usually secondary requirements. Both 
varactor bridge and FET input designs are employed to 
achieve these bias currents ranging from one picoamp 

(10 '* A) to ten femptoamps (10 '* A). These amplifiers are 
used as current-to-voltage converters with high impedance 
transducers such as photomultiplier tubes, flame detectors, 
pH cells and radiation detectors. 


7. High output - voltage/current 

Amplifiers offered here have bipolar or FET inputs with 
output voltage swings of +20 volts or output current to 
+100mA. Also included is model B100, a 100mA wideband 
booster for op amps. Typical applications include audio 
amplifiers, voltage or current regulators and driver stages for 
sonar transducers, galvanometers and deflection coils. 
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8. Instrumentation 

The instrumentation amplifier is a committed gain amplifier 
with internal precision feedback networks. Its excellent 
drift, linearity and noise rejection capability make it a 
natural choice for extracting and amplifying low level signals 
in the presence of high common mode noise voltages. These 
devices are commonly used as transducer amplifiers for 
thermocouples, strain gage bridges, current shunts and 
biological probes. As preamplifiers they are capable of 
extracting small differential signals superimposed on large 
common mode voltages. Wideband designs are also available 
for data acquisition systems. 


9. Isolation - medical, industrial 

Isolation amplifiers are committed gain designs with FET 
inputs and total ground isolation between input and output 
signals. With 120dB of CMR, they are useful for processing 
millivolt signals in noisy environments (up to 1000 volts 
CMV) or for interrupting ground loops in medical or 
industrial applications. Using carrier modulation techniques 
and fail safe designs, the isolation amplifier is an excellent 
choice for ECG patient amplifier designs, offering complete 


patient protection, and for off-ground measurement systems. 
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10. Logarithmic Amplifier and Elements 

Log modules from Analog Devices develop the instantaneous 
value of the log or antilog of an input signal. Contrary to 
communications type log amplifiers, which basically compress 
AC signals, the 700 series log modules operate on single 
polarity inputs from DC to an upper cutoff frequency. These 
temperature-compensated designs will work over 6 decades 
of input current (1nA to 1mA) and 4 decades of voltage 
(1mV to 10V). Typical applications include transducer 
linearization, data compression and basic computational 
circuits for acoustical and optical instruments in chemical, 
medical and industrial design. 


11. Comparators 

Comparators in this group are specialized operational 
amplifiers with differential inputs and two bi-stable output 
states. They are available with either FET or bipolar input 
stages and have been optimized for stable switching and 
threshold characteristics. These devices are useful as thres- 
hold level detectors for A/D converters, voltage to frequency 
converters, pulsewidth modulators and a wide variety of 
square wave and pulse generators. 


HOW TO SELECT OPERATIONAL AMPLIFIERS 


INTRODUCTION 

In selecting the right device for a specific application, you 
should have clearly in mind your design objectives and a 

firm understanding of what published specifications mean. 
Beyond this, you should detail the significant variables that 
are pertinent to your application. The purpose of this section 
is to put these many decision factors into perspective to 

help you make the most meaningful buying decisions. 


To properly choose an operational amplifier for any given 
set of requirements, the designer must have: 


1. A complete definition of the design objectives. 
Signal levels, accuracy desired, bandwidth require- 
ments, circuit impedance, environmental 

conditions and several other factors must be well 
defined before selection can be effectively undertaken. 


2. Firm understanding of what the manufacturer means 
by the numbers published for the parameters. 
Frequently, any two manufacturers may have com- 
parable published specifications, which may have been 
arrived at using differing measurement techniques. 

This creates a pitfall in op amp selection. To avoid 
these difficulties, the designer must know what the 
published specifications mean and how these para- 
meters are measured. He then must be able to translate 
these published specifications in terms meaningful to 
his design requirements. In the following discussion, 
Analog Devices provides the designer: 1) a checklist 
which he can apply to his application to assure that 

all significant factors are taken into account; 2) mean- 
ingful definitions for each of our published specifica- 
tions; and 3) illustrations of how the requirements of 
his design are translated in terms of these specifications 
to help make an effective and economical choice. 


APPLICATION CHECKLIST ; ; 
By way of an application checklist, the designer will need to 


account for the following: 


Character of the application: The character of the 
application (inverter, follower, differential amplifier, 
etc.) will often influence the choice of amplifier. 
Chopper stabilized amplifiers, for example, are not 
generally applicable where differential inputs are 
required. 


Accurate description of the input signal: It is 
extremely important that the input signal be 
thoroughly characterized. Is the input a voltage source 
or current source? Range of amplitude? Source imped- 
ance? Time/frequency characteristics? 


Environmental conditions: What is the maximum 
range of temperature, time, and supply voltage over 
which the circuits must operate (to the required 
accuracy) without readjustment? 


Accuracy desired: The accuracy requirement deter- 
mines the extent to which the foregoing considerations 
are critical, and ultimately points the way to a device 
(or series of devices) which are acceptable. Accuracy 
must, of course, be defined in terms meaningful to 

the application with regard to bandwidth, DC offset, 
and other parameters. 


SELECTION PROCESS 

In general, the objective of amplifier selection should be to 
choose the least expensive device which will meet the 
physical, electrical, and environmental requirements imposed 
by the application. This suggests that a ‘General Purpose”’ 
amplifier will be the best choice in all applications where 

the desired performance requirements can be met. Where 
this is not possible, it is generally because of limitations 
encountered in two areas — bandwidth requirements, and/or 
offset and drift parameters. 


To make it easier to relate bandwidth requirements with the 
drift and offset characteristics, a capsule view of bandwidth 
considerations precedes the DC discussions below. The 
reader is then returned to an expanded discussion of gain- 
bandwidth considerations. 


Gain Bandwidth Considerations, A Capsule View 

Although all selection criteria must be met simultaneously, 
determination of the bandwidth requirements is a logical 
starting point because: 


A) If DC information is not of interest, a suitable 
blocking capacitor can usually be connected at the 
amplifier input and all of the ‘“‘drift”’ specifications 
may be ignored, and 


B) Where high frequency (> 10MHz) characteristics 
are of primary importance, the choice will be limited 

to those amplifiers designated ‘‘Wide Bandwidth/Fast 
Settling.” 


Where DC information is required and where frequency 
requirements are relatively modest (full power response 
below 100kHz, unity gain of less than 1.5MHz) other criteria 
will probably influence the final choice. It is important, 
however, to choose an amplifier with which an adequate 
value of loop gain is assured (at the maximum frequency of 
interest) to obtain the desired accuracy. Loop gain is the 
excess of open loop gain over closed loop gain, and is 
responsible for the diminishing error due to fluctuations in 
the open loop gain due to time, temperature, etc. Typically, 
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a loop gain of 100 will yield an error of no more than 1%, 0.1% 


from loop gain of 1000, etc. Where undistorted response is 
required, the specifications for full linear response and 
slewing rate should be chosen such that they are not 
exceeded at the highest frequency of operation. 


Offset and Drift Considerations 

In the majority of op-amp applications, final selection is 
determined by the DC offset and drift characteristics. To 
undertake amplifier selection in these cases, it is necessary 
to translate the requirements listed above as follows. (It is 
assumed that bandwidth requirements have been established 
at this point.) 


1. What input impedance must the circuit present to the 
signal source? This depends primarily on the source 
impedance, Rg, and the amount of loading error which 

is acceptable. Most amplifier circuits are designed around 
either the inverting or noninverting circuit of Figure 1. The 
choice is often made between the two to accommodate the 
impedance requirement. Input impedance for the inverting 
circuit is approximately equal to the summing impedance, 
R; and the upper limit on the magnitude of Rj is determined 
by the allowable drift error because of input bias current as 
discussed below. The noninverting circuit offers inherently 
higher input impedance than the inverting circuit (due to 
“bootstrapping” feedback) and in this case input impedance 
is approximately equal to the common mode impedance of 
the amplifier Rem- 


2. How much drift error can be tolerated? The question is 
related to the input signal level, e,, and the required accuracy. 
For example, to amplify or otherwise manipulate a DC input 
signal of one volt with an accuracy of 0.1%, the offset 

drift error, Vg, must be one millivolt or less. (This assumes 
that other sources of error such as input loading, noise and 
gain error have already been allowed for.) By the same 
reasoning, the allowable drift error for a 1 volt signal and 
0.01% accuracy would be 100uV. 


When this has been defined, the allowable limits of offset 
voltage (€,,), bias current (ip), and difference current can 
be calculated by the equations of Figure 1. 


— 


SOURCE 


R¢ R¢ + Ry For Rc = 0 
a= + [e. + eos(—_—)+ le Ri | . 
R; R¢ and Rs << Rj 
Signal Input Drift Error = Vg 


R¢ 
a == 2 [es + €os 
i aya R¢ and Rs << R; 


Signal Input Drift Error = Vg 

Input Impedance Riy ~ Rj 
100V 4 

e 


% Drift Error = 
Ss 


Figure 1A. Inverting Configuration 
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Re + R; a)'* Rc=R; Re /Ri + Re 
i] 


Figure 1 gives the equations which relate offset voltage 
(€g,), bias current (i), difference current (ig) and the 
external circuit impedances to the drift error, Vq, for both 
the inverting and the noninverting circuits. From these 
equations it can be seen how the input impedance require- 
ments of the foregoing paragraphs are related to the drift 
error. 


For example, in the case of the inverting circuit, an offset 
error voltage, i,Rj, is generated by the bias current flowing 
through the summing impedance. This error increases for 
increasing Rj. Since Rj also sets the input impedance, there 
is a conflict between high input impedance and low offset 
errors. Likewise, for a given offset error, higher values for Rj 
can be used with an amplifier which has lower bias current. 


Where it will otherwise function properly, the noninverting 
circuit generally makes a better choice for high input 
impedance circuits. Also, for the same source and input 
impedance requirement, a given amplifier will generate lower 
offset errors for the noninverting circuit than for the inverting 
circuit. This is so because the bias current flows only through 
R, for the noninverter and this will always be less than the 
input impedance, Rj, of the inverter. Input impedance of the 
noninverter (approximately Rc») is typically 107 ohms 
even for the least expensive bipolar amplifiers and up to 101! 
ohms for FET types. 


Unfortunately, however, the noninverting configuration 

can not always be used since it will not perform many circuit 
functions such as integration or summation. A further 
limitation occurs in high accuracy applications, where 
common mode errors may rule out this circuit configuration. 


Initial offsets can usually be zeroed at room temperature so 
that only the maximum temperature excursion (AT) from 
+25°C need be considered. For example, over the range of 
-25 to +85°C, the maximum temperature excursion (AT) 
from +25°C would be 60°C. Asa practical matter, offset 
errors due to supply voltage and time drift can generally 

be neglected since errors due to temperature drift are usually 
much greater. 


SOURCE 


" rae be +€o5 + ip Rs | for Rc = 0 
Signal Drift Error = Vq 
R, 
@o =i # Gee, iy Rs| for Rc = Rs “a. ¢ 
Ny | 2 
Signal Drift Error = Vq 
Input Impedance Rin) ~ Rem 


100V 4 


Ss 


% Drift Error = 


Figure 1B. Noninverting Configuration 


Current Amplifier Considerations 

Before leaving the subject of offset errors, we shall discuss 
briefly the current amplifier configuration which is shown 
in Figure 2A. The obvious approach to measuring current 

is to develop a voltage drop across a load resistor, R¢, and to 
measure this potential with a high impedance amplifier as 
shown in Figure 2B. 


This approach has several disadvantages as compared to the 
circuit of Figure 2A. First the noninverting amplifier intro- 
duces common mode errors which do not occur for Figure 
2A. Second, an ideal current meter would have zero 
impedance whereas, R¢ in Figure 2B may become very 
large since this resistor determines the sensitivity of the 
measurement. Third, the changes of input impedance, Rem 
for the noninverting amplifier with temperature will cause 
variable loading on R¢ and hence a change in sensitivity. 


The current amplifier of Figure 2A circumvents all of these 
difficulties and approaches an ideal current meter; that is, 
there is essentially no voltage drop across the measuring 
circuit, since with enough open loop gain, A, the input 
impedance Ry becomes very small. 


In selecting a current amplifier, the most important 
consideration is current noise, and bias current drift. 
Measuring accuracy is largely the ratio of current noise and 
drift to signal current, i,. To obtain the drift of error current 
I, referred to the input, use the following expression. 


Aeos/ Re + Rg Aig 
= — NT 
Big | as( in, | AT 


Now, to make a proper selection you must pick an amplifier 
with an error current, I, over the operating temperature 
which is small compared to the signal current, ip. Do not 
overlook current noise which may be more important than 
current drift in many applications. 


SOURCE 


Signal Drift error = le 
Re Rg 1 
Input Impedance Rjy <2 : = ( nye a) 
Re (R, + Ry) 100 Ie 


where 1/6 = 1 + 
R Ry i 


Ss Ss 


Figure 2A. Current Amplifier 
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Gain Bandwidth Considerations, Expanded Discussion 

From the previous discussion, it is apparent that most 
general purpose operational amplifiers will usually give 
adequate performance for the DC and audio frequency range 
applications. However, to obtain unity gain bandwidth above 
2MHz, full power response above 20kHz and slewing rate 
above 6V/usec, in general, requires special design techniques. 
All amplifiers with wideband, fast response characteristics 
have been listed in the wide bandwidth group to simplify 

the selection for higher frequency applications. 


One factor often overlooked is that stray capacitance and 
impedance levels of the external feedback circuit can be the 
major limitation in high frequency applications. For example, 
in Figure 1A, if Re were one megohm and stray capacitance, 
C,, were one picofarad then the closed loop bandwidth 
would be limited to 160kHz (1/(27RpCsg)) regardless of 
how fast the amplifier is. Moreover, output slewing rate will 
be limited by how fast Cg can be charged which in turn is 
related to signal level, e,, and input impedance, Rj, by 
de,/dt = -e,/RjC,. For these reasons it is usually not 
possible to obtain both fast response and high input 
impedance for an inverting circuit since both R; and R¢ must 
be large to obtain high input impedance. 


Another advantage of the noninverting circuit (Figure 1B) 

is that input impedance, being determined by potentiometric 
feedback, does not depend on the impedance levels for Ry 
and R92. Therefore, a low impedance can be used for R> so 
that stray capacitance of C, will not limit the circuit’s band- 
width. In this case the minimum value for R2 is constrained 
only by the output current rating of the amplifier. Again the 
trade-off between the frequency response and input 
impedance of the inverting and noninverting circuits must 
be evaluated in light of the common mode rejection error 
introduced by the noninverter. 


SOURCE 


Goo F i, Rg tor Ry Ry 
OOO 
Signal Drift Error = V,, 


Input Impedance Riy ~ R¢ 


100 Vy 
% Drift Error = : 
R¢ Ig 


Figure 2B. Voltage Amplifier With Sampling Resistor 
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In the past, many wideband amplifiers, especially chopper 
stabilized units, did not offer fast response on the positive 
input and therefore were restricted to use in inverting 
circuits. However, new FET amplifiers from Analog Devices 
are available to meet the needs for high speed performance 
for either configuration. 


For greater emphasis wideband applications can be separated 
into two categories — steady state and transient. Since the 
amplifier requirements for the two are somewhat different, 
these categories will be discussed separately. 


A. Steady State Applications 
Steady state applications involve amplifying or otherwise 
manipulating continuous sinusoidal, complex or random 
waveforms. In these applications the significant issues in 
choosing an amplifier are as follows: 
1. Is DC coupling required? If DC information is of no 
consequence, then the offset drift errors are not usually 
important and a capacitor can be used if necessary to block 
the output DC offset. Your only concern here is that DC 
offset at the output does not become so large, as might be 
the case with a high gain stage, that the output is saturated 
or the dynamic swing for AC signals is limited. One way to 
circumvent the latter problem is to use feedback to limit 
the gain at DC as shown in Figure 3. The gain of these circuits 
can be small at DC but large at high frequencies. 


2. What closed loop gain and bandwidth are required? 
Closed loop gain, G, is dictated by the application. To a first 
approximation the intersection of the open and closed loop 
gain curves in Figure 4 gives the closed loop bandwidth, 

to4 (-3dB). For high gain, wideband requirements, it may be 
necessary, or more economical, to use two amplifiers in 
cascade each at lower gain. 


3. What loop gain is required or alternatively what gain 
stability, output impedance and/or linearity are necessary? 
The available loop gain at a particular frequency or over a 


1 1 ‘ ~ 


(R3 + Rs)C R;C 
Figure 3. DC Feedback Minimizes Output Offset 
for AC Applications 


range of frequencies is very often more important than 
closed loop bandwidth in selecting an amplifier. Loop gain 
as illustrated in Figure 4, is defined as the difference, in dB, 
or as the ratio, arithmetically, of the open to closed loop 
gain (AB = A/G). You will find in most of the equations 
defining the closed loop characteristic of a feedback 
amplifier that the loop gain (AQ ) is the determining factor 
in performance. Some of the more notable examples of this 
point are as follows: 


a. Closed loop gain stability = AG/G 
AG/G = (AA/A) [1/(1 + AB)] where AA/A is the 


open loop gain stability, usually about 1%/°C. 


b. Closed loop output impedance = Z,,j = Zo/(1 + AB), 
where Z, is the open loop output impedance, 
usually 200 to 5000 ohms. 


c. Closed loop nonlinearity = Lg = Lo)/(1 + AB), where Lo) 
is the open loop linearity, usually less than 5%. 


Loop gain of 100, or 40dB, is adequate for most applications 
and this is readily achievable at DC and low frequencies. But 
note that loop gain decreases with increasing frequency 
which makes it difficult to obtain large loop gains at high 
frequencies. For this reason it may be necessary to use a 
10MHz unity gain amplifier in order to obtain adequate 
feedback over a 10kHz bandwidth. 


4. What full power response and/or slew rate are required? 
You should examine your expected output waveform and 
select an amplifier whose slewing rate exceeds the maximum 
rate of change of output signal. For a sinusoidal waveform 
with a peak voltage output equal to the rated amplifier 
output the frequency should not exceed fp, the full power 
response of the amplifier. As the output signal voltage is 
reduced below the rated output voltage, the usable maximum 
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Figure 4. Closed Loop Bandwidth and Loop Gain 
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frequency can be extended proportionately. If you do not 
observe these restrictions you will get distortion and 
unexpected DC offsets at the output of the amplifier. 


There are many monolithic amplifier designs available today 
whose frequency response is not a simple 6dB roll-off and 
which may be shaped with external RC components for 
improved performance. Using feed-forward or phase lag 
compensation networks, gain-bandwidth product and/or full 
power response may be shaped to meet varying design require- 
ments. Most discrete op amps offer the stable 6dB roll-off 
with specified unity gain-bandwidth and slew rate thereby 
limiting maximum speed and response to those published 
specifications. 

B. Transient Applications 
In applications such as A/D and D/A converters and pulse 
amplifiers, the transient response of the wideband amplifier 
is generally more important than the gain bandwidth 
characteristic described above. Slewing rate, overload 
recovery and settling time are the specifications which 
determine the transient response. 


When applying the high frequency amplifier, it is important 
to understand how amplifier performance is affected by 
component selection as well as impedance levels used 
around the amplifier. 


Settling Time 

The time and frequency response of a linear, bilateral 
network or amplifier are related by well known mathematics. 
For example, the step response for a well behaved, linear, 
6dB/octave amplifier with a closed loop bandwidth of Ww, 

is shown in Figure 5. 


To a first approximationgthe curve in Figure 5 can be used 
to relate settling time to closed loop bandwidth of Figure 4. 
Settling time is defined as the time elapsed from the 
application of a perfect step input to the time when the 
amplifier output has entered and remained within a specified 
error band symmetrical about the final value (Figure 6). 
Settling time therefore includes the time required for the 
amplifier to slew from the initial value, recover from slew 
rate limited overload, and settle to a given error in the linear 
range. 


However, the approximation soon breaks down since settling 
time is determined by a combination of amplifier character- 
istics (both linear and non-linear) and because it is 

a closed loop parameter. Therefore, it cannot be readily pre- 
dicted from the open loop specifications such as slew rate, 
small signal bandwidth, etc. 


Analog Devices specifies settling time for the condition of 
unity gain, relatively low impedance levels, and no 
capacitive loading. A full-scale step input is used to deter- 
mine settling time and the step is generally unipolar — i.e.: 
from zero to plus or minus full scale. The settling time 
indicated is generally the longest time resulting from a step 
of either polarity and is given as a percentage of the full 
scale step transition. 


Settling time is a non-linear function. It varies with the input 
signal level and it is greatly affected by impedances external 
to the amplifier. The non-linear dependence of settling time 
on these two parameters can be demonstrated by an 
examination of experimental data from Analog Devices’ wide 
bandwidth model 46 amplifier. 
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Figure 5. Step Response for Linear 6dB/Octave Amplifier 
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Figure 6. Typical Settling Time Characteristics 


AMPLIFIERS 27 


Settling Time vs. Signal Swing 
The curves in Figure 7 illustrate model 46 settling time error 
versus input signal level. These “‘V”’ curves are useful as a 
design aid for bracketing settling time versus step input level. 
Percentage settling time error is calculated by forming the 
ratio of output error to input voltage step. Shown in 
Figure 7 are 1%, 0.1% and 0.01% error points for a +10V 
input step. The settling times for these errors are read off 
the vertical axis. 


Because of nonlinear factors, extrapolation of settling times 
from one set of conditions to another becomes very 

difficult, if not impossible. This point becomes very apparent, 
in Figure 7, when reviewing settling time as a function of 
input signal swing. Using this measurement technique, the 
settling time error voltage, measured at point V, is equal to 
one-half of the null voltage between the input signal 

and the output signal. 


Settling Time vs. Re, Rj and Cy, 
Experience indicates that for wide bandwidths and ultra fast 
settling times, 500Q2 to 2.5kQ2, gain resistors should be used 
to keep stray capacitance to a minimum. The effects of 
various resistance values on settling time are given in the 
following table. In developing the data, the test circuit of 
Figure 7 was used, but with an output load capacitor (Cy) 
added to the circuit. 


TABLE: 0.1% Settling Time vs R¢, Rj, Cy 
Re = Rj t, (0.1%) Cap Load (C;) 
2.5kQ 115nsec <10pF 
1.0kQ 80nsec <10pF 
50022 64nsec <10pF 
10.0kQ 150nsec 270pF 
5.0kQ 150nsec 190pF 
2.5kQ 150nsec 100pF 
1.0kQ 150nsec 65pF 
50022 150nsec 55pF 


V (ERROR) 
Figure 7A. Model 46 Inverting Configuration Test Circuit 


28 AMPLIFIERS 


SETTLING TIME (NANOSECONDS) 


With load capacitance set to zero, the settling time to 0.1% 
error improved two-fold as R¢ and Rj were reduced from 
2.5kQ to 50022. To show the interaction of R¢, Rj and 
Cy, settling time to 0.1% error was then held constant at 
150ns while varying Re, Rj and Cy. Cy, was increased 

until settling time reached the 150ns level. This value of 
Cy did not create an oscillatory condition at the output, but 
was that value of capacitance which increased settling time 
to 150ns for a specified R¢ and Rj. Heavier capacitive loads 
would have degraded settling time further because of rate 
limiting effects. 


From these data, the effect of R¢ and Rj on performance 

is significant enough to recommend selecting the proper 
range of R¢ and R; with the amplifier operating in its final 
configuration. The small feedback capacitor placed in 
parallel with R¢ (Figure 7) partially cancels the pole formed 
in the loop gain response by the input resistor, Rj, and the 
amplifier input capacitance. It is selected to minimize 
settling time. 


-10V ov 10V 
Figure 7B. Input Voltage Step 


APPLYING THE INSTRUMENTATION AMPLIFIER 

The preceding discussion has focused on developing selection 
criteria for op amps which require external feedback 
networks. In transducer and certain other instrumentation 
applications it is important that an amplifier be able to 
extract signals in the presence of common mode noise while 
retaining its gain adjustment ability. In the conventional 
operational amplifier, a mismatch between the input gain 
setting resistors can cause substantial errors in CMRR. An 
instrumentation amplifier, by virtue of its committed gain 
configuration, employing internal feedback networks, 
suffers minimal degradation in CMRR as the gain is varied. 


From Figure 8, the instrumentation amplifier appears to be 
little more than an operational amplifier operated in a 
differential mode. In fact, the modern instrumentation 
amplifier is an appreciably more sophisticated device, which 
usually requires three basic differential amplifiers in order 
to provide for the solution of “Common Mode” noise 
problems as found in many industrial and laboratory 
environments. 


The appearance of this noise in the simplest possible system 
is shown in Figure 9. It is clear that the single ended 
amplifier has no ability to differentiate between the signal 
voltage and the ““Common Mode” voltage. 


A first attempt to solve the problem might involve the use 
of an operational amplifier in the differential mode. In 
principle it works. In practice, its use is restricted to fixed, 
low gain situations for the following reasons. To avoid 
source loading errors, it is necessary to use high value resistor 
networks which can result in troublesome bias current noise 
and drift. Therefore, low gains are used to keep the gain 
ratio R¢/Rjy as low as possible. 


Another problem arises in maintaining high CMR with gain 
changes. Since CMR is directly related to gain resistor 
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balance, any resistor changes, as encountered when varying 
gain, will require a retuning. This procedure is both time 
consuming and impractical for most applications. These 
difficulties are highlighted in the example of Figure 10. 


In this example a gain of 1000V/V is desired to amplify a 
10mV signal. To avoid loading down the 1kQ source 
impedance, a 1MQ2 resistor is used for a 0.1% loading error. 
The desired gain is set using a 5MQ2 feedback resistor and 
output attenuator. To preserve a CMR of 80dB for noise 
rejection, the gain resistor network must be balanced to an 
accuracy of 1 part in 10,000 which is difficult. If the 

gain must now be adjusted to another value, the delicate 
tweaking procedure must be repeated which is one of the 
difficulties in using this circuit. The second obstacle 
obviously arises from using high gains and resistor values 
which lead to excessive input noise and drift. 


The instrumentation amplifier, with differential inputs, 
overcomes these two difficulties. High input impedance is 
achieved without an external summing resistor and high 
CMRR is maintained as gain adjustments from 1 to 
1000V/V are made by varying only one resistor. The circuit 
of Figure 8 demonstrates that gain adjustment using one 
resistor does not require changing several sets of resistors as 
is required to alter the gain with differential amplifiers. 
Close matching of internal gain resistors and other compon- 
ents during manufacture assures extremely high CMRR. 

An output sense terminal is usually available to either 
convert the output for current feedback operation or to 
allow the use of a booster amplifier inside the feedback loop. 


The equivalent model of Figure 8 reveals the main circuit 
elements to consider when applying this device. Zcyy and 
Zq will yield gain errors due to loading of the source 
resistance and are frequency dependent. Zg will vary with 
gain and is specified at its minimum value. Z, will also yield 
small gain error under heavy loading. 


GAIN ADJUST 


Figure 8. Instrumentation Amplifier Equivalent 


Model When Used as a Bridge Amplifier 


Figure 9. Single Ended Amplifier Sees Both 
/nput and Error as the Signal 
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Figure 10. A Possible Cure Employing a Differential 
Amplifier Yields Virtually Impossible Matching of 
External Component Parameters for Adjustable Gain 
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Specifying the Instrumentation Amplifier 

When applying the instrumentation amplifier, several new 
parameters appear which are not common to the operational 
amplifier. For example, using a committed gain config- 
uration eliminates open loop gain as a parameter which leads 
to new gain non-linearity and stability terms. Drift terms 
also appear differently and are gain dependent since input 
and output amplifiers make up the total design. Drift is 
specified as ‘referred to input (RTI) or output (RTO)” at 
minimum and maximum gains. Total drift, referred to input, 
is then calculated as: Total RTI drift = [RTI drift + 

RTO drift/gain] wV/°C. 


Probably the quickest way to understand and specify the 
instrumentation amplifier is to apply this device in a 
straightforward application. This is done in Figure 8. An 
error budget for the design is developed below to illustrate 
a possible selection technique. 


Operating Conditions 
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Error Source 


Gain Drift 


Offset Drift 
Total Drift Error 


Linearity Error 
CMRR Error 


Offset Error 


Input Loading Error 

Output Loading Error 

Total Error @ +25°C 

Total Error (+5°C to +45°C) 


For the example shown, a 5.9% error results using the 
amplifier parameters as specified in the chart. If this error 

is excessive, then key areas to consider for improvement are 
drift and CMRR. Using a 1nV/°C (RTI) amplifier would 
significantly reduce drift error by 180mV (3.6%) to 40mV 
(0.8%). If CMV is relatively constant (and for a bridge circuit 
this is the case), then a simple offset adjustment can 

reduce the CMRR gain error to virtually zero (1% improve- 
ment). The total error will then be approximately +55mV 
(1.1%) which demonstrates the importance of selecting the 
proper drift and CMRR for the application, keeping in 

mind that CMRR errors can be compensated by using gain 
trim if CMV is constant. A high CMRR rating will be required 
for widely varying CMV. 


ERROR BUDGET ANALYSIS 
(For Circuit of Figures) 


Amplifier Specifications 


En = +5mV €os Dnift = +1mV/ C (RTO), 
+10uV/°C (RTI) 

Eout = 15V Gain Drift = +0.01% (G = 1000 V/V) 

Ecm =+5V Ip = 20nA 

AT =+20°C Zq = 300MQ 


Tamp = +25 °C 
Rioap = 10kQ 
Bridge = 500Q 


Zcom = 1000MQ 

CMRR = 100dB 

Gain = 1000V/V 
Non-Linearity = +0.01% 


Ry = 102 
COMPUTATION 

Value % Full Scale 5V Calculation 
+10mV 0.2% = +0.01%/°C x AT x EguT 
+220mV 4.4% = (RTI drift x Gain + RTO drift) x AT 
+230mV 4.6% (+5°C to +45°C) =AT 
+10mV 0.2% 0.01% @ 10V (independent of output level) 
+50mV 1% Acm = (Ad/cmrr) X Ecm 

OV €9s (RTI) x Gain = 1mV x 1000 

(adjust to OV) 

=0V =R,/Rq = 0.0002% (negligible) 

5mV 0.1% Ro/RLOAD X €out 
+65mV 1.3% @ constant temperature 
+295mV 5.9% (£230mV + 65mV) 


APPLYING THE ISOLATION AMPLIFIER 

Analog Devices has recently developed and introduced a 
series of unique DC coupled isolation amplifiers. Offering 
total ground isolation and low stray coupling capacitance 

(<. 10pF) between input and output grounds, these compact 
modules develop extremely high CMR (115dB @ 60Hz) and 
CMV ratings (to 5kV) using modulation techniques with 
transformer isolation. Capable of transmitting millivolt 
signals in the presence of up to 1000 volts common mode, 
with unity gain or with adjustable gain, these amplifiers 

are ideal for medical (ECG) applications where it is important 
to isolate hospital patients from potentially lethal ground 
fault currents, and for industrial applications, to interrupt 
ground loops between transducers and output conditioning 
circuits. 


All models are designed to improve on the existing patient 
safety specifications of Underwriter’s Laboratories and 
other regulatory agencies. When used for ECG and EEG 
patient-monitoring equipment, these amplifiers will do their 
job without exposing the hospital patient to the hazards of 
microshock and possible electrocution. 


ISOLATION VS INSTRUMENTATION AMPLIFIERS 
There are several aspects of the isolation amplifier design 
which make it a useful alternative to the instrumentation 
amplifier for a specific set of operating conditions. In 
general, isolation amplifiers should be considered for 
applications requiring: 1) moderate gain (1 to 10V/V); 

2) high CMR and CMV under heavy source imbalance 
(5kQ); 3) moderate RTO drifts (to 300UV/°C); and 

4) wherever it is necessary to eliminate bias currents for two 
wire systems or the more carefree three lead transducer 
hook-ups. Total signal ground isolation is an added feature 


which may be found useful for improving overall performance. 


Circuit Description 

These designs have committed gain circuits with internal feed- 
back networks as do instrumentation amplifiers. Each model 
in this series operates from DC to 2kHz and is designed in 
two parts — an isolated front end amplifier section, followed 
by a grounded output section. The front end circuitry 
includes: 1) an input op amp with fixed gain (see Figure 11 
for models 272, 273) or adjustable gain (see 274 block 
diagram in product specification section); 2) a modulator; 
and 3) a DC regulator circuit, all enclosed in a floating 
guard-shield. The output section contains a demodulator 
circuit with low pass filter and power oscillator circuit 
operating from a single +15 VDC supply. Operating power 

is transformer-coupled into the shielded input circuits and 
capacitively or magnetically coupled (model 274) to the 
output demodulator circuit. 


CMR Holds Up at Low Gain 

Common mode performance of isolation amplifiers is 
independent of amplifier gain, and is determined primarily 
by the amount of stray capacitance from input circuit to 
guard-shield (CMR 1) and from guard-shield to output 
common (CMR 2) (see Figure 12). Shielding and transformer 
design are essential to high common-mode rejection. 
Conversely, CMR performance of instrumentation amplifiers 
is gain dependent, although significantly improved over 
conventional differential amplifier designs. 


At gains below 10, CMR is reduced to typical values of 60dB 
with 1kQQ source imbalance. For isolation amplifiers, 

typical ratings of 150dB with a 5k82 source imbalance are 
not uncommon — 90dB (3000:1) improvement. High CMV 
ratings up to 1000 volts are also readily achieved with 
isolation designs which do not require the well balanced and 
complex circuits used in instrumentation amplifiers. 


Zero Bias Current, Low RTO Drift, Linearity 

Isolation amplifiers operating with single ended input stages 
result in only differential current flow between input high 
and signal ground with zero net bias current flow. 

Instrument amplifiers, with differential inputs and signal 
ground returns, have bias current and differential current 

flow which require the use of a third wire return or external 
circuitry to accommodate these “‘housekeeping”’ bias currents. 


Regarding amplifier drift and linearity: at low gains (below 
10V/V), drift of instrument amplifiers (typically 100 to 
500uV/°C RTO) usually becomes a significant part of the 
overall drift specification and approaches the performance 

of isolation amplifiers (typically 100pV/°C x Gain). 

Gain nonlinearity in certain models (272/273) is amplitude 
dependent, improving from 0.2% at 4V p-p inputs to 0.02% at 
40mV p-p inputs. For model 274J, nonlinearity is approxi- 
mately +0.5% at +10 volts full scale output. 


GUIDELINES FOR MEDICAL APPLICATIONS 

Several unique problems arise when designing front-end 
amplifiers for biological applications. These relate to: 

1) electrode voltage offsets setting a limit on amplifier gain; 
2) trading off amplifier input noise to achieve defibrillator 
protection; and 3) dealing with multiple CMV noise sources 
arising along the surface of a patient’s body and between 
patient/amplifier ground points. The following discussion 
describes isolation amplifier features which afford some 
design relief when applying these devices in medical 
applications. 


Two CMR Ratings Available 
The guard shield, enclosing the input circuitry, is brought 
out to an external pin for connection to a common mode 
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source voltage. In fact, the transformer isolation technique 
develops two common mode barriers, one on either side 

of the guard shield. This makes it possible to reject two 
sources of common mode error voltage. These conditions 
appear as CMV voltages, CMV1 and CMV2 in Figure 12, with 
typical values of CMR also shown. 


These features are useful when CMV sources and their 
internal impedances are obscured or buried as might occur 
in fetal heart monitoring and ECG monitoring applications, 
whenever signal and transducer sources are not discretely 
defined, or when the amplifier is not in close proximity to 
the signal source. 


Effects of Electrode Offset Voltage (ECG, EEG, etc.) 
Biological signals are frequently superimposed on normal 
mode (as opposed to common mode) offset voltages which 
arise from galvanic bias potentials at the patient/electrode 
interface. These signals, which may be as high as 5|00mV 
(ECG) limit the amount of amplifier gain one may use before 
AC coupling the signal to the following high gain circuits. 
The unity gain buffers (272, 273) with +3V signal range 

are useful for processing the larger ECG signals. If amplifica- 
tion is desired, a gain of 20V/V may be taken with the 

274] to process ECG signals before saturation occurs at 
offsets beyond 500mV. With lower offsets, as encountered 
with EEG electrodes and direct blood pressure transducer 


4 GAIN = 1V/V 
FET INPUT DC TO 2kHz 
: AMPLIFIER 
+IN © 
| 
! 
FROM | 
PATIENT ! 
LEADS 
| 
! 
-IN Q 
| 
I 
\ 
4 
y LIMITED OSCILLATOR 
SHIELD Q CONVERTER 150kHz 


e— SHIELD 


Cs = STRAY 
CAPACITANCE (< 10pF) 


R* = IMQ (273J) 
2M&2 (273K) 
20M82 (2725) 


Figure 11. Block Diagram of 
Unity Gain Isolation Amplifiers 
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circuits, higher gains of up to 100V/V may be taken in the 
model 274 amplifier. 


Amplifier Noise Performance vs Defibrillator Protection 
Relatively large noise voltage is developed in the large input 
resistor used to support repeated blasts of up to 5kV of 
defibrillator voltage. This resistor is required to limit the 
maximum input current to the FETS, but unfortunately 
introduces noise according to the expression: 


€, = 0.825 VV R(MQ) x BW(Hz) UV p-p 


The Johnson noise for a 1 megohm resistor is 8.25uUV p-p in 
a 100Hz bandwidth, based on the above equation. Combined 
with 3-5uV p-p FET input noise, the 273J with 1 megohm 
input resistor has approximately 10uV p-p of input noise in 
a 100Hz bandwidth. Model 272J has approximately 35uV 
p-p of noise. 


For ECG and direct blood pressure transducer amplifiers, it 
would be desirable to combine in one module, 273] noise 
performance with 272J defibrillator protection. For even 
lower noise applications, such as EMG and EEG where 
defibrillator protection usually is not required, an even 
lower noise level (3 to 5uV p-p) would be advantageous. 
Analog Devices has developed models 273K and 274J to 
accommodate both of these requirements. 


PATIENT 
ECG ELECTRODES 
A,B,C 
P.C.CARD = _ 272/273 
SHIELD: FLOATING 
ELECTRODE PATCH GUARD 
TRANSDUCER PANEL SHIELD 
CABLE 
es 


OUT 


LO 


COM 


PATIENT 
COMMON SYSTEM 
MODE VOLTAGE E A= GROUND 


GROUND 
\ COMMON 
YY MODE 

\ VOLTAGE 
OFF GROUND COMMON 
MODE VOLTAGE Eg 


SOURCE GROUND 


Figure 12. Patient-Amplifier 
Interconnection Diagram 


DEFINITION OF SPECIFICATIONS 


Absolute Maximum Differential 

Under most operating conditions, feedback maintains the 
error voltage between inputs to near zero volts. How- 

ever, in some applications, such as voltage comparators, 

the voltage between inputs can become large. Eq defines the 
maximum voltage which can be applied between inputs 
without causing permanent damage to the amplifier. 


Common Mode Rejection 

An ideal operational amplifier responds only to the difference 
voltage between inputs (e+ minus e—) and produces no out- 
put for a common mode voltage, that is, when both inputs 
are at the same potential. However, due to slightly different 
gains between the plus and minus inputs, common mode 
input voltages are not entirely subtracted at the output. If 
the output error voltage is referred to the input (dividing by 
closed loop gain) it reflects the common mode error voltage 
between the inputs. Common mode rejection ratio (CMRR) 
is defined as the ratio of common mode voltage to common 
mode error voltage. CMRR is sometimes expressed in dB. 


Precisely specifying CMRR is complicated by the fact that 
common mode voltage error, €g¢m, can be a highly non- 
linear function of common mode voltage and it also varies 
with temperature. This is particularly true for FET input 
amplifiers. As a consequence, CMRR data published by 
Analog Devices are average figures assuming an end point 
measurement at the common mode voltage specified. 

The incremental CMRR about some large common mode 
voltage may be less than the average CMRR which is 
specified. Published CMRR specifications apply only to DC 
input signals. CMRR becomes lower with increasing 
frequency. 


Drift vs. Supply 

Offset voltage, bias current and difference current vary as 
supply voltage is varied. Usually errors due to this effect are 
negligible compared to temperature drift. 


Drift vs. Time 

Offset voltage, bias current and difference current change 
with time as components age. It is important to realize that 
the published time drift for amplifiers does not accumulate 
linearly. For example, voltage drift for a chopper stabilized 
amplifier (which is by far the best amplifier type for long 
term stability) might be quoted as 1UV/day whereas 
cummulative drift over 30 days would not exceed 5UV nor 
15qMV ina year. In general the drift accumulation may be 
extrapolated by multiplying the specified drift/day by the 
square root of the number of days. Since our catalog 
specifies drift/month, divide by 4/30 or 5.5 to obtain drift/ 
day. 


Full Power Response 

The large signal and small signal response characteristics of 
operational amplifiers differ substantially. An amplifier will 
not respond to large signal changes as fast as the small 

signal bandwidth characteristics would predict, primarily 
because of slew rate limiting in the output stages. We specify 
full power response in two ways: Full linear response and 
full peak response. 


Full linear response, fp, is the maximum frequency at unity 
closed loop gain, for which a sinusoidal input signal will 
produce full output at rated load without exceeding 
pre-determined distortion level. Note that this specification 
does not relate to “‘response”’ in the sense of gain reduction 
with frequency but refers only to distortion in the output 
signal. There is no industry wide accepted value for the 
distortion level which determines the full linear response 
limitation but we use 3% as a maximum acceptable limit. One 
subtle point here is that in many applications the distortion 
which is caused by exceeding the full linear response can be 
comfortably ignored. But a far more serious effect, often 
overlooked, is that a DC offset voltage can be generated 
when the full linear response is exceeded. This is due to 
rectification of the asymmetrical feedback waveform or 
overloading the input stage with large distortion signals at 
the summing junction. 


Certain amplifiers designed to optimize high frequency 
performance will provide full output swing substantially 
beyond the full linear response (3% distortion) limit 
described above. Since linear waveshape is not generally a 
consideration in the use of these devices, they are specified 
to the maximum frequency at which they will produce full 
output swing. This is termed “‘full peak response” and is 
indicated as such on the specification charts by the word 
“peak’’ in the row marked ‘‘Full Power Response.” 


Initial Bias Current 

Bias current, ib, is defined as the current required at either 
input from an infinite source impedance to drive the output 
to zero (assuming zero common mode voltage). For 
differential amplifiers, bias current is present at both the 
negative and positive inputs. All Analog Devices 
specifications pertain to the worst of the two (not average 
or mean). For single ended amplifiers, bias current refers to 
the current at the negative input only. 


Initial bias current, Ip, is the bias current at either input 
measured at +25°C, rated supply voltages and zero common 
mode voltage. The designation (0. +) or (0.—) indicates that 
no internal compensation has been used to reduce initial 
bias current and hence the polarity is always known. The 
sign indicates to which power supply voltage an external 
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compensating resistor should be connected to zero the 
initial bias current. The designation (+) indicates that internal 
compensation has been used to reduce initial bias current 
and that the residual bias current may be of either polarity. 
In general, compensating initial bias current has little effect 
on the bias current temperature coefficient. One should 

note that the bias current of FET amplifiers increases by a 
factor of 2 for each 10°C rise in temperature. 


Initial Difference Current 

Difference current, id, is defined as the difference between 
the bias currents at each input. The input circuitry of 
differential amplifiers is generally symmetrical so that bias 
currents at both inputs tend to be equal and tend to track 
with changes in temperature and supply voltage. Therefore, 
difference current is about .1 times the bias current at 
either input, assuming that initial bias current has not been 
compensated. 


Input Impedance 

Differential input impedance, Rd, is defined as the 
impedance between the two input terminals, measured at 
+25°C, assuming that the error voltage e¢ is nulled or very 
near zero volts. To a first approximation, dynamic 
impedance can be represented by a capacitor, Cq, in parallel 
with Rg. 

Common mode impedance, Rem, is defined as the impedance 
between each input and ground (or power supply common) 
and is specified at +25°C. For most circuits common mode 
impedance on the negative input Rem-, has little significance 
except for the capacitance which it adds to the summing 
junctions. However, common mode impedance on the plus 
input, Rem+t, sets the upper limit on closed loop input 
impedance for the non-inverting configuration. Dynamic 
impedance can be represented by a capacitor, Cem, in 
parallel with Rem which usually runs from 5 to 25pF on the 
plus input. 


Common mode impedance is a non-linear function of both 
temperature and common mode voltage. For FET 
amplifiers, common mode impedance is reduced by a factor 
of two for each 10°C temperature rise. 


As a function of a common mode voltage, Rem is defined 
as average impedance for a common mode voltage change 
from zero to tE¢m, that is, maximum common mode 
voltage. Incremental Rem about some large common mode 
voltage may be considerably less than the specified average 
Rem, especially for FET input amplifiers. 


Initial Offset Voltage 
Offset voltage, eos, is defined as the voltage required at the 
input from a zero source impedance to drive the output to 
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zero. Initial offset voltage, Eos, defines the offset voltage 
at +25°C and rated supply voltages. In most amplifiers, 
provisions are made to adjust initial offset to zero with an 
external trim potentiometer. 


Input Noise 

Input voltage and current noise characteristics can be 
specified and analyzed very much like offset voltage and 
bias current characteristics. In fact, drift can be considered 
noise which occurs at very low frequencies. The primary 
difference in measuring and specifying noise as opposed to 
DC drift is that bandwidth must be considered. At low 
frequencies, 100Hz or less, 1/f noise prevails which means 
that the noise per root cycle increases inversely with the 
square root of frequency. At the mid-band frequencies 
noise per root cycle is constant or ‘“‘white.” 


For this reason two noise specifications are given. Low 
frequency noise in a bandpass of 0.01 to 1Hz is specified as 
peak-to-peak with a 3.30 uncertainty, signifying that 99.9% 
of the observed peak-to-peak excursions will fall within the 
specified limits. Wideband noise in a bandpass of 5Hz to 
50kHz is specified as rms. 


Maximum Common Mode Voltage 

For differential input amplifiers, the voltage at both inputs 
can be raised above ground potential. Common mode voltage, 
Ecm, is defined as the voltage (above ground) when both 
inputs are at the same voltage. Ec is defined as the 
maximum peak common mode voltage which will produce 
less than a 1% error at the output. Eq, establishes the 
maximum input voltage for the voltage follower connection. 


Open Loop Gain 

Open loop gain, A, is defined as the ratio of a change of output 
voltage to the error voltage applied between the amplifier 
inputs to produce the change. Gain is usually specified only 

at DC(A,), but in many applications the frequency dependence 
of gain is also important. For this reason the typical open loop 
gain response is published for each amplifier. 


Overload Recovery 

Overload recovery, T, defines the time required for the output 
voltage to recover to the rated output voltage Eg froma 
saturated condition. In some amplifiers the overload recovery 
will increase for large impedances (greater than 50kS2) in the 
input circuit. Published specifications apply for low 
impedances and assume that overload recovery is not 
degraded by stray capacitance in the feedback network. 
Overload recovery is defined for 50% overdrive. 


Rated Output 
Rated output voltage is the minimum peak output voltage 
which can be obtained at rated output current before 


clipping or excessive non-linearity occurs. Rated output 
current is the minimum guaranteed value of current 
supplied at the rated output voltage. Load impedance less 
than Eg/Io can be used but Eg will decrease, distortion may 
increase and open loop gain will be reduced. (All models 
are short circuit protected.) 


Settling Time 
(See discussion on previous section on Selecting an 
Amplifier.) 


Slewing Rate 

Slewing rate, S, usually in volts/usec, defines the maximum 
rate of change of output voltage for a large input step 
change. S = 27f)Eo 


Temperature Drift 

Offset voltage, bias current and difference current all 
change or ‘‘drift”’ from their initial values with temperature. 
This is by far the most important source of error in most 
applications. The temperature coefficients of these 
parameters, Aeg,/AT, Aip/AT, and Aig/AT are all defined 
as the average slope over a specified temperature range. In 
general, however, drift is a non-linear function of 
temperature and the slopes are greater at the extremes of 
temperature than around normal (+25°C) ambient which 
generally means that for small temperature excursions, the 
specification is conservative. 


For example, a rather popular method of specifying this 
extremely important parameter consists of: a) arithmetically 
subtracting the measured offset values at the upper and 
lower temperature extremes and b) dividing this difference 


by the temperature excursion. This can yield an extremely 
misleading result, particularly where offset drifts in the same 
direction at the two extremes. It is obviously possible to 
have no difference in the two end-point measurements, yet 
severe slopes may exist between the two as illustrated in 
Figure 13. In this case the apparent (specified) drift would 
be zero UV/°C. 


Analog Devices employs two methods of drift specification — 
a “true butterfly” curve characteristic for the high 
performance/low drift models, and a ‘‘modified butterfly” 
for the lower cost amplifiers. Both overcome the deficiencies 
described above. A comparison of these methods is shown 
with definitive equations in Figure 14. Essentially, the 
butterfly characteristic insures that if the amplifier is adjusted 
to zero at room temperature (Ty), the offset at any tempera- 
ture would, in no case, exceed the value predicted by 
multiplying the specified drift rate (in UV/°C) by the 
temperature excursion. 


Unity Gain Small Signal Response 

Unity gain small signal response, fr, is the frequency at which 
the open loop gain becomes unity or zero dB. ‘‘Small signal’’ 
indicates that in general it is not possible to obtain large 
output voltage swing at high frequencies because of 
distortion due to slew rate limiting or signal rectification. 
For amplifiers with symmetrical response on each input, fr 
may be obtained by either the inverting or non-inverting 
configurations. Some wideband amplifiers with feed forward 
design have fast response only on the negative input which 
restricts high speed use to the inverting circuit. 


Figure 13 
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CAPSULE SELECTION TABLE AMPLIFIER PRODUCTS 
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' Rated specifications for J, K, and L versions apply over the 
0°C to +70°C temperature range; for A and B versions over 


—— Frequency Response 
Description Model’ 
viv Unity Gain Full Power Slew Rate 
i. MHz kHz V/s 
General Purpose — Bipolar 
Moderate Performance Op Amps 
Good Performance Economy 118 A/K 250k +5 100 6.0 
Low Cost, 20mA Output 119 A/K 500k +20 100 6.0 
Economy, Speed, IC AD201A 50k +5 10 0.5 
Lowest Cost, General Purpose, IC AD741 J/K/L* 50k +10/5/5 10 0.5 
Super Beta-Low 2nA Ipias IC AD208/A 50k/80k +1.3 10 0.3 
High Accuracy IC AD301 AL 80k 0-150 0.25-9 
General Purpose FET — 
Low Bias Current, High Zi, Op Amps 
Lowest Cost Discrete 40 J/K 50k 4.0 100 6.0 
Guaranteed CMR — Low Bias 43 J/K 50k 4.0 100/200 6.0/12.0 
Lowest Bias — High CMR 41 J/K/L 100k 1.0 50 3.0 
Lowest Drift — 20mA Output 146 J/K 100k 5.0 150 10 
Best Choice — Economy IC AD503 J/K* 20k/50k 1.0 100 6.0 
Hybrid — Lowest Offset & Bias, IC ADS511 A/B 25k 1.0 70 5.0 
High GBW, Slew Rate, IC AD513 J/K* 20k/50k 1.0 to 800 to 50 
Low Vos Economy IC AD506 J/K/L* 20k/50k/75k 1.0 100 6.0 
Low Vos Externally Compensated IC AD516 J/K 20k/50k 1.0 100 6.0 
Economy IC ADS40J 20k 1,0 100 6.0 
Wide Bandwidth — 
Fast Settling Op Amps 
1000V/us Slew, 100ns Settling, 1OOmA 46 J/K 25k +100 40 10MHz 1000 
125V/us, 250ns Settling to 0.1% 48 J/K 100k +20 15 1.5MH<a(inv.) 125 (inv.) 
100mA Output — 80MHz fp — Diff Input 50 J/K 25k +100 40 80MHz 500 
Lowest Cost — ls Settling to 0.01% 45 J/K 50k +20 10 1MHz 75 
0.01% Buffer, lus to 0.01% 44 J/K 100k +20 10 1MHz 75 
100MHz GBW, Lowest Drift 120 A/B 500k +25 10-100 4MHz 250 
Wideband, 130V/us, IC ADSO05 J/K* 100k/250k £5 10 2MHz 120 
Slew Rate, High Gain, IC AD507 J/K* 80k +10 +10 35 320 20 
High Speed, Diff Input IC AD509 J/K* 15k +10 1.6/2.0 1600/2000 120 
High Speed, Low Cost IC ADS18 J/K* 200k 10,000 70 
Low Voltage Drift — 
Chopper Stablized Op Amps 
O.1nV/°C Drift — Lowest Noise 234 J/K/L 10M 500 30 
Lowest Cost — General Purpose 233 J/K/L 10M 4.0 0.25 
Low Cost, Non-Inverting, High Zin 260 J/K 5M 2-50Hz 100V/sec 
General Purpose — 25mA Output 231 J/K 10M 3.0 0.2 
High Bandwidth — 20mA Output 210/211 100M 500 100 
Low Voltage Drift — 
Differential Input, High CMR Op Amps 
Lowest Cost — 0.25uV/°C 184 J/K/L 300k 5.0 03 
Battery Powered — General Purpose 153 J/K 50k 5.0 0.02 
Lowest Bias, 4nA, 0.5uV/°C 180 J/K 300k 10 0.6 
Super Beta, 1uV/°C, 20nA, IC ADS508 J/K/L* 250k/1M/1M 1.5 0.12 
Highest CMR, Low Offset and Drift, IC ADS504 J/K/L*? | 250k/500k/1M LS 0.12 
Electrometers — 
Ultra Low Bias Current 
Varactor, Inverting 310 J/K 100k +10 +5 7Hz 0.4V/ms 
Varactor, Non-Inverting 311 J/K 100k +10 £5 7Hz 0.4V/ms 
lowest Cost — High Gain FET 42 J/K/L 300k +10 +5 4.0 0.25 
Iligh CMR, Wideband 41 J/K/L +10 £5 50 3.0 
1 ET, Input, IC AD523 J/K/L* +10 +5 70 5.0 
High Output Voltage or Current Op Amps 
100mA Booster — Lowest Cost B100 0.85 +10 +100 1MHz = 
20V, 20mA Output — High CMR 163 A/K 500k +20 +20 50 6.0 
20KV, SmA Output — Economy 165 A/K 250k +20 +5 50 6.0 
140V Output 171 J/K 10M +140 +10 15 10 
100mA Output — 80MHz fp — Diff Input 50 J/K 25k +10 +100 80MHz 500 
Guaranteed 10mA vs. Temp, IC ADS512 K/S 50k +12/+10 |+12/+10 10 0.5 
Instrumentation Amplifiers 
Low Drift — High CMR 605 J/K/L 1-1000 +10 1.5 0.1 
l.ow Cost, General Purpose 603 J/K/L 1-2000 +10 10 2.0 
Low Drift — Fixed Gains 602 J10/ 
J100/K100 10/100/100 +1 -1%@1kHz = 
Low Cost, General Purpose, IC ADS20 J/K/S 1-1000 +1 7 4.0 
Isolation Amplifiers, 
Medical, Industrial 
EEG/ECG Inputs, Adjust Gain 274) 1-100 +10 3.0kHz 200Hz = 
ECG Input, SkV Safety 273K 1.0 +3 4kHz 200Hz 
Low Noise Buffer 273) 1.0 43 4kHz 200Hz = 
ECG Input, 5kV Safety 272J 1.0 £3 2kHz 200Hz = 


-25°C to +85°C; for S and T versions over -55°C to +125°C. 
71C devices priced at 1-24 units, others at 1-9. 


(Specifications typical @ +25°C and +15VDC power supply unless otherwise noted.) 


Offset Voltage Input Bias Current Input Input Noise 
oO 
: ture ; 
vs. Tempera @25'C vs. Temperature Impedance Voltage Frices/Small Quantity? 
ff : Mod 0.01-1Hz 5-5OkHz 
nN APC ‘ommon 


+20/45 0,+35nA +0.6/40.5nA/°C 3.0 11/21 
£20/4£5 0,+35nA +0.6/t0.5nA/°C 3.0 24/34 
£15 t75nA - 5.0 (10Hz to 10kHz) 4.10 
£15/25 +75nA 4.0 (10Hz to 10kHz) 1.85/3.40/9 
415/45 +2.0nA - = 10.50/21 


<5 30nA 0.1nAC 4.0 (10Hz to 10kHz) 6 


+50/+20 0,-50/-20 2x/10°C 6.0 3.0 12/19 
+30/+5 0,-10/0,-20 2x/10°C 6.0/2.0 max 3.0/2.0 20/26 
+25/+10/425 0,-0.5/-0.25/-0.15 2x/10°C 8.0 10 45/55/64 
+7/+2 0,-30/-20 2x/10°C 6.0 16 55/68 
+75/+25 0,-15/-10 2x/10°C 15 5 14.80/21 
+75/+25 0,-25/-10 2x/10°C 30 15 20/24 
+75/+25 0,-30/-20 2x/10°C 30 15 11/13.50 
+75/+25/410 15/10/5 2x/10 C 30 15 13/15.50/24 
+75/425 30/20 2x/10°C 30 15 13/15.50 
+75 50 2x/10°C 15 5 6.45 
+75/425 0,-100 2x/10°C 10!! 10"! 5.0 75/92 
+50/£15 0,-50/-25 2x/10°C 10"! 10"! 2.0 3.0 49/59 
+50/415 0,-2nA 2x/10°C 10! 10"! 5 3.0 (10Hz to 10kHz) 75/92 
+50/415 0,-50/-25 2x/10°C 101! 10"! 5.0 3.0 37/47 
+50/415 0,-50/-25 2x/10°C 10!! 10"! 2.0 3.0 42/52 
+15/+8 0,+55nA 0.9/0.7nA/°C 2x 10° - 0.5 3.0 65/75 
+15/+8 typ +75/425nA - 2x 10° - 8(0.01 to 10Hz) 20 15/18 
+15/415 max +25nA - 40 x 10° 7.0 (1 to 100kHz) 9/15 
20 125/100nA 300 x 10° 11.50/18.75 
4.0/2.0mV [ 120nA 3x 10° 3/7.20/12.00 
+1.0/40.3/40.1 +100 +4/+2/+2 3x 10° NA 1.0 2.0 54/65/89 
+1.0/40.3/40.1 +50 +2/+1/40.5 6x 10° NA 1.0 3.0 45/54/75 
+0,3/40.1 +300 +10 8x 10°//0.01pF | 10°//0.02uF 0.4 ~ 49/64 
+0.25/+0.1 +100/450 +1/40.5 3x 10° NA LS 5.0 80/115 
+0.5/41.0 |___ 4100/4150 +1/43 | 5x 10° NA 5/10 10 i 157/113 
+1.5/£0.5/40.25 | 0,4+25nA +0.25nA/°C 4x 10° 2x 10° 1.0 4.0 39/55/65 
+5.0/42.0 +3nA +0.1nA°C 10° 2x 10° 1.0 4.0 40/50 
+1.5/40.5 +4nA +0.1/40.05nA/°C 2x 10° 10° 1.0 4.0 72/90 
+3.0/+0.5/41.0 +25/£10/410 100/40/40 4x 10° 100x 10° 1.0 2.0 21.20/29.80/38 
+5.0/+3.0/+1,0 +200/+100/+80 200 10° 10° | 1.0 | 2.0 11.20/19.80/28 
| | 
+30/+10 +10fA +1fA/°C 3x10" - 10 10 (1 to 100Hz) 59/95 
+30/+10 +10fA +1fA/°C 3x10" - | 10 10 (1 to 100Hz) 59/95 
*50/£15/425 350/100/75fA 4(0 to +70 C) 10° 10°? 6.0 8.4 25/32/36 
+25/410/425 0,-0.5/-0.25/-0.15  4(0 to +70°C) 10% 10% 8.0 10 45/55/64 
+90/+30/+60 | -1.0/-0.5/-0.25 | 2x/10°C | 10'? 103 | 20 - 21/25/28 
| 
+1.0mv/°C +500UA | - 9x 10° NA - ~ 30 
+20/+5 0,+35nA | £0.6/40.5nA/°C 10° 10° 1.0 4.0 36/46 
+20/+5 0,+35nA +0.6/£0.5nA/°C 10° 10° 1.0 4.0 24/34 
+50/+15 50/-20 2x/10 € 10! 10!! 4.0 | 2.5 (10Hz to 10kHz) 69/79 
+50/+15 0,-2nA 2x/10 ¢ 10" 10! 5 3.0 (10Hz to 10kHz) 75/92 
+20/225 | +#200nA_ - a 4.0 | 5.0 (10Hz to 10kHz) | 6/9 _ 
| 
+3/+1/40.5(G=1000) 0,+100nA 1.0nA/°C 10° 10? 1.5(G=1000) 5 (G=1) 59/65/80 
+50/+15/45(G=1000) | 0,-50/-20/-20 2x/10°C 10!” 10"? 2(G=1000) 80 (G=1) 39/45/50 
+10/+1000/+200 +50nA +1.0nA/°C 10° - - - 59/55/75 
+10/45/+5(G=1000) | +40/+20/+20nA_| 0.5/0.2/0.5nA/°C 2x 10° = 5uV(G=1000) | - | 18/24/33 
+100 RTI, G=100 typ 0,-50 2x/10°C 10'7 10! 3 5 115 
100 typ 0,-50 2x/10°C 10? 10" 3 5 109 
+100 typ 0,-50 2x/10°C 10!? 10" 3 5 109 
+125 typ 0,-50 2x/10°C | 10'? l 10" | 6 15 109 


3 also available in “‘M”’ version — 0.5mV/°C max Offset Voltage Drift; 0.6mV p-p max Input Voltage Noise (0.1 to 10Hz); $30.00 (1-24) 
*Also available in ‘“S” version. 
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GENERAL PURPOSE-MODERATE PERFORMANCE 
MODELS II8, 119, OIA, 741, 208, 301AL 


GENERAL DESCRIPTION 

Amplifiers in this group include Analog’s lowest cost devices. 
They are best suited for general purpose designs with 
moderate drift requirements in the range from 5 to 40uV/°C, 
unity gain bandwidths to 1MHz, and full power response 

to 100kHz. Using silicon bipolar transistors as the differential 
input stage, bias currents range from 2 to 75nA placing upper 
limits of 10k to 100k ohms on circuit impedances for best 
performance. Typical applications include linear designs for 
summing, inverting, impedance buffering (followers) and 
active filtering. They are also useful for developing non- 
linear transfer functions. 


MODEL 118 A/K: LOWEST COST 

The first op amp to consider for general purpose applications 
is model 118, a discrete component amplifier which surpasses 
the performance of lower cost IC’s. It has high open loop 
gain and good slew rate with drifts of 20uV/°C (118A) and 
5uV/°C (118K). Careful component selection and advanced 
design techniques yield low bias current and low thermal 
overshoots for improved performance over earlier discrete 

op amp designs. 


MODEL 119 A/K: 20mA OUTPUT 

Model 119 A(K) is identical to 118 A(K) except for its higher 
20mA output current at +10V. For £20 volt output voltage re- 
quirements, select model 163 to replace model 118, and model 
165 for model 119 replacement. (See page 54, “High Output- 
Voltage, Current.’’) 


AD201/AD201A: ADJUSTABLE BANDWIDTH 

The low cost AD201 series combines the dynamic response 
flexibility, afforded by external frequency compensation, 
with good DC performance. Because frequency compensation 
is performed externally, the AD201 provides a greater degree 
of design control, and permits the dynamic operating 
characteristics to be fitted to the specific system application. 
Other models to consider in this series are AD101A 

(military grade) and AD301A (industrial grade). The device 
offers full short circuit protection, external offset voltage 
nulling, and the absence of latch-up. (See also Linear 

IC Section.) 


AD301AL: LOW COST, HIGH ACCURACY, SPEED 

The low cost AD301AL combines the dynamic response flexi- 
bility afforded by external frequency compensation with ex- 
cellent DC performance. The amplifier increases overall accu- 


Model 


Open Loop Gain 
DC Rated Load, V/V min 
Rated Output, min 
Frequency Response 
Unity Gain, Small Signal 
Full Power Response, min 
Slewing Rate, min 
Overload Recovery 
Input Offset Voltage 
Initial, 25° C, (adj. to zero) max 
Avg. vs. Temp, max 
vs. Supply Voltage 
vs. Time 
Input Bias Current 
Initial, 25°C, max 
Avg. vs. Temp, max 
Input Difference Current 
Initial, 25°C, max 
Avg. vs. Temp, max 
Input Impedance 
Differential 
Common Mode 
Input Noise 
Voltage, 0.01 to 1Hz, p-p 
10Hz to 10kHz, rms 
Current, 0.01 to 1Hz, p-p 


Discrete 


Good Performance, 
Economy 
118 


250,000 
+10V@5mA 


1.5MHz 

100kHz 

6V/ps' 
0.5ms 


+5mV 
+20 | +5uv/°c 
+10NV/% 
+200UV/mo. 


+35nA 
+0.6 1+0.5nA/°C 


+3nA 
+0.1 #0.05nA/°C 


10° Q 
10° Q 


luv 
2uV 
20pA 


Input Voltage Range 


Common Mode Voltage, min +10V 
Common Mode Rejection 86dB 
Max Safe Differential Voltage +15V 
Power Supply Range (VDC) +12 to 18)V 
Rated Specification (VDC) +15V@4mA 


Temperature Range 

Operating, Rated Specification 
Package Outline 

Case Dimensions 
Price 


(1)20kHz and 1.2V/us for non-inverting operation. 
(2)Compensated gain of 20dB. 


-25 to +85°C Oto +70°C 


M-1 
om xs Tx OS" 
$11.00 $21.00 
$10.50 $19.00 
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racy over the standard AD201A by 30%, and by a factor of 4 
over the AD301A by reducing errors due to Vos, AVos/AT, 
Ip, CMRR, etc. (See also Linear IC Section.) 


AD741 J/K/L/S: LOWEST COST, HIGH ACCURACY 

These low cost devices are general purpose op amps with inter- 

nal frequency compensation and significantly tighter specifica- 
tions which allow substantial upgrading in performance of de- 

signs desiring 741 simplicity and operating familiarity. Results 

of error budget analyses of typical applications show factors of 
improvement in accuracy ranging from 2.5 to 8 over the 
industry-standard AD741 and AD741C. (See also Linear IC Section.) 


Low Cost, 
20mA Output Economy, Speed 
119 AD201A 


AD208/208A: LOW BIAS CURRENT 

Using a superbeta input device, AD208A offers low bias 
current, to 2nA, for use with higher circuit impedances or 
for lower current drift. The “A”’ selection has lower offset 
voltage and drift with specified minimum gain and CMRR 
ratings. Included in this series are models AD108/AD108A 
(military grade) and AD301/AD301A (industrial grade) with 
varying specifications for temperature operating range and 
input characteristics. (See also Linear IC Section.) 


Microcircuit 


Super Beta High Accuracy, 
Low 2nA Bias Economy, Speed 
AD208 AD301AL 


A K J K E s AD208 AD208A 
500,000 ea he ae ee 80,000 
+10V@5mA +10V@10mA| +10V@5SmA | +10V@SmA | +10V@10mA +13V@1.3mA +10V@5mA 
1.5MHz 1MHz 1MHz IMHz 1-10MHz 
100kHz 10k Hz typ 10kHz typ 10kHz typ? 6-150kHz 
6V/Us 0.5V/Us typ 0.5V/us typ 0.3V/Ms typ 0.25-9V/usec 
0.5ms -- =e = = 
+5mV +2mV +3mV +2mV +0.5mV +2mV +2mv° +0.5mV +0.5mV 
+20 | +5uv/°c +1SUV/PC +20uV/°C t15uv/°C +5uv/°C +15uVv/°C +15 +5 UVC +5uv/°C 
+10 MV/% 15~V/% max | 100"V/V max 15uV/V max 15UV/% max 90dB min 
+200UV/mo. — -- = 
$35nA +200nA_ | = £75nA +30nA 
+0.6 | +0.5nA/°C = 
+3nA +10nA +50nA +10nA | +5nA +10nA +0.2nA +5nA_ 
+0.1 1+0.05nA/°C +0.2nA/°C +0.1nA/°C | +0.2nA/°Cmaxt +0.1nA/°C maxi +0.25nA/°C max +2.5pA°C +0.1nA/°C 
10° Q 4x 10°2 2x 10°2 70 x 10°Q 4x 10°Q 
10° Q _ — oe 7 | = 
IV 2uV 2uV ~ 2uv 
2uvV 4uv 3uUV a 4uV 
20pA — = Ss 
+10V +12V +12V +14V +12V 
86dB 96dB 100dB 100dB 100dB 
+15V +30V +30V Note* | +30V 
+(12 to 18)V +(3 to 22)V +(5 to 18)V | +(5 to 22)V +(2 to 20)V +(3 to 18)V 
+15V@2mA +15V@3mA +15V@2.8mA +15V@0.6mA | +15V@3mA 
-25 to +85°C 0t0+70°C || -25 to +85°C 0 to +70°C -25 to +85°C 010 +70°C 
F-1 TO-99 TO-99, Mini-DIP l TO-99 TO-99 TO-99, Mini-DIP 
iS” x 15" x 04" -- ‘ mae = 
_——_ 
$24.00 $34.00 $4.10 $1.85 $3.40 $+.00 | $4.95 $10.50 $21.00 $6.00 
$20.00 $29.00 $4.10 $1.85 $3.40 $9.00 $4.95 $10.50 | $21.00 $6.00 


(3)No provision for external V,, null. 
(4)Shunt-diode input protection. Current must be limited to £10mA. 
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GENERAL PURPOSE FET-LOW BIAS,HIGH Zjx 
MODELS 40, 43, 41, 146, AD503, AD506, AD540, ADS5II, AD513 


GENERAL DESCRIPTION 

General purpose FET amplifiers should be considered for 
moderate performance designs requiring high input imped- 
ance, low bias currents and bandwidths to 1MHz. These 
models should meet most design requirements, especially 
those which cannot be satisfied by bipolar input designs 
because of excessive bias currents or too low input imped- 
ance. The lower bias currents (1 to 100pA) and higher 
input impedances (10'' ohms) of FETS make them a 
natural choice when amplifier gain networks exceed 100k 
ohms and it is necessary to minimize input loading and 
current offset errors for improved accuracy. Significant 
applications include integrators, sample and hold amp- 
lifiers, current to voltage converters and low bias current 
log circuits. 


MODEL 40 J/K: ECONOMY, LOW BIAS 

The popular model 40J is a best choice for OEM designs aud 
for the general class of applications requiring low bias current 
(SOpA), moderate offset drift (50unV/°C), and high input 
impedance (10''Q). Designed with minimum performance 
tradeoffs, it has high gain, for improved closed loop accuracy, 
and 4MHz bandwidth with stable 6dB roll-off. Select model 
40K for a lower 20uV/°C offset drift and a bias current of 
20pA. 


MODEL 43J: GUARANTEED 80dB CMR 

Closely resembling model 40J in performance, model 43J has 
improved bias currents of 10pA and offset drift of 30uV/°C. 
It is especially noted for its guaranteed CMR of 80dB at 

+11 volts for accurate noninverting buffer or differential 
applications. Its 10pA bias and high input impedance are 
desirable for accurately amplifying small current or voltage 
signals approaching those levels requiring electrometer 
designs. 


MODEL 43K: 5uV/°C, LOWEST NOISE 

The best FET’s available have been designed into model 43K 
to produce the lowest noise FET amplifier in the line. This 
new, low noise, low drift design features a guaranteed noise 
specification of 2UV rms (max) in a 10kHz bandwidth, and 
only 5uV/°C (max) of voltage drift from 0 to +70°C. Bias cur- 
rent of 10pA and input impedance of 10'' Q are also com- 
patible with the excellent drift and noise performance of 

this amplifier. 


MODEL 41 J/K/L: HIGH CMR, 0.5pA DIFFERENTIAL FET 
Model 41 has guaranteed bias currents from 0.5 pA to 

0.15 pA max, typical CMR of 94dB, and a 1MHz bandwidth. 
It was specifically designed for low level current measure- 
ments demanding minimal errors when used with high 
impedance sources such as pH transducers, photomultipliers 
and long term integrators. Its speed, high CMR and low 

input capacitance also make it useful for medium speed 
automated test systems. 
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MODEL 42 J/K/L: LOWEST BIAS CURRENT, 110dB GAIN 
Undoubtedly one of the best values for OEM designs, the 
model 42 is an ultra low bias current FET useful for measur- 
ing low level currents or voltages from high source impedance 
such as photo/ion detectors and pH transducers. Typical 
specifications include 110dB open loop gain, 1 MHz band- 
width and CMR of 66dB at +1V for differential designs. 
Models are available with bias current as low as 75fA and drift 
to 15uV/°C. Refer to Electrometer Amplifier product group 
for further information. 


MODEL 146 J/K: LOWEST VOLTAGE DRIFT 

Model 146 features low voltage and current drift for use 
with high impedance sources. High CMR performance make 
this differential FET amplifier especially useful for bridge 
circuits and buffer designs where good CMR performance 
is required for accuracy. For source impedances below 
100k{2, the 184 series low drift amplifiers are a good 
alternative to model 146. The models 146J and 146K have 
7uV/°C and 2uV/°C voltage drift respectively, with 80dB 
CMR and 20mA output. Other specifications include 
10''Q input impedance, 5MHz bandwidth, 10V/usec 

slew rates, bias currents to 20pA and 100dB gain for use 
with high speed integrators, current to voltage converters, 
accurate buffer designs and, in general, where 

speed and FET characteristics must be combined with 
good drift performance. 


AD503 J/K/S GENERAL PURPOSE, LOW PRICED IC 
These internally compensated FET op amps, with stable 6dB 
roll-off provide a good combination of economy and perfor- 
mance for most FET applications. In addition to their high 
CMRR, slew rate and low bias current, the nulling technique 
for trimming offset voltage results in only minor changes in 
drift performance — unlike other comparable IC FET designs. 


AD506 J/K/L/S HIGH ACCURACY IC 

These devices are high accuracy FET-input op amps which 
combine the low current characteristics typical of FET am- 
plifiers with the low initial offset voltage and offset voltage 
stability of bipolar amplifiers. Active laser trimming and close 
matching of circuit elements provide maximum warmed-up off- 
set voltage below 1.0mV, maximum offset voltage drift of 
10uV/°C, and warmed-up bias current below 5pA max. Other 
excellent characteristics include open loop gain above 75,000 
and minimum CMRR of 80dB. 


AD540J LOWEST COST IC 

The AD540J is the lowest priced IC FET-input op amp which 
provides the user with low bias currents, high overall perfor- 
mance, and accurately specified, predictable operation. Despite 
its low cost, the AD540J provides such benefits as bias current 
and offset voltage specified under fully warmed-up conditions, 
gain guaranteed with the offset voltage both nulled and un- 
nulled, and minimal variation in offset voltage drift with nulling. 


AD511 A/B: HYBRID, LOWEST BIAS AND OFFSET 

These devices are low cost replacements for AD501 and 
ADP501 type hybrid amplifiers and are manufactured by 
combining FET input chips with a monolithic bipolar op amp 
on a laser trimmed substrate. Offsets are held below 1mV 
while drift and bias currents are less than 25uV/°C and 5pA 
respectively. See linear IC section for more information. 


AD513 J/K, AD516 J/K HIGH SPEED 

Useful for high speed comparators, integrators, sample/hold or 
peak detectors, the AD513 offers external frequency compen- 
sation for adjusting gain bandwidth and slew rate performance. 
Using either simple lag or feedforward compensation, GBW 
products and slew rates of 30MHz and 50V/usec may be 
achieved with ease. AD513J has offsets of 20mV, bias currents 
of 20pA and drifts to 25uV/°C. For comparable performance 
with lower offsets to 3mV, select the AD516 series with laser 
trimmed offsets. See Linear IC section also. 


AMPLIFIERS 41 


new product: 43K 


Model 


Open Loop Gain 
DC Rated Load, V/V min 
Rated Output, min 
Frequency Response 
Unity Gain, Small Signal 
Full Power Response, min 
Slewing Rate, min 
Overload Recovery 
Input Oftser Voltage 
Initial, 25°C, (adj. to zero) max 
Avg. vs. Lemp, max 
vs. Supply Voltage 
vs, Lime 
Input Bias Current 
Ininal, 25°C, max 
(Doubles every +10°C) 
Input Difference Current 
Initial, 25°C 
(Doubles every +10°C) 
Input Impedance 
Differential 
Common Mode 
Input Noise 
Voltage, 0.01 to Tz, pop 
Siz to SOKEIz, rms 
Current, 0.01 to Tz, p-p 
Input Voltage Range 
Common Mode Voltage, min 
Common Mode Rejection 
Max Safe Differential Voltage 
Power Supply Range. Vg (VDC) 
Rated Specification (VDC) 
Femperature Range 
Operating, Rated Specifications 


Lowest Cost 
Discrete—$12 


50,000 


TovesmA 


4MHz 

1OOKHz 

OV/ Us 
4us 


+2mv' 
+50 | t20nV/°C 
+50UV/0 
+250NV/mo. 


0,-SOpA | 0, -20pA 


10! *Q1/73.SpF 


1o'! 2/73. spF 


+8, -10V 
80dB(+8, -10V) 
+15V 


+(12 to 18)V 
+15V@5.5mA 


0 w +70°C 


Package Outline 
Case Dimensions 
Price 
1=9 
10-24 


(1)With external 499 2 trim 
(2)With trim terminals open 


$12 $19 
$17.10 


$11.80 


(3)With external trim resistor supplied 
(4)CMR @ *5V. Option ‘V’ provides 80dB CMR @ t10V 
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Discrete 


Economy 
Guaranteed CMR 


Low Bias 
43 


50,000 


100kKHz 
OV ius 
tus 


+5uv °C 
+10UV/% 


+50uV/mo. 


0, -10paA 


10''Q//3.5pF 
10''0//3.5pF 


2uV max 
3uV max 
0.1pA 


+10V 


80dBmin@t10V | 80dB @(+8V, -10V) 


+15V 
+(12 to 18)V 


+15V@5.5mA | 
0 to +70°C 


M-2 
Peoxdr os" 


0, -O.SpA | 


t1SV@8mA 


High Performance 
Lowest Bias 


High CMR 


41 


K 


IMIIz 
SOkKHz 
3V/ Us 
2us 


t2mVv~ 


+10 J +25uvec 


+1OUV/% 
+250UV/mo 


0.25pA | 


£0.2pA | *0.1pA | 


10'? Q//3.5pk 
10°? Q7/3.5pF 


8uV 
10uV 


+(12 to 18)V 
+15V@8mA 


O.15SpA 


t0.1pA 


Lowest Drift 
20mA Output 


146 


100,000 
+10V@20mA 


5MHz 
150kHz 
10V/ps 

1.5ms 


+0.7mV* 
| +2uv/°c 
+15 MV/% 
+1O0OMV/mo. 


+ 
“ 


0,-30pA | -20pA 


t10pA 


10! | Q0/3.5pF 
10'! QU/3.5pF 


6uV 
16uV 
O.1pA 


+10V 
80dB(+5, -10V) 
+15V 


+(12 two 18)V 
+15V@SmA 


0 to +70°C 
F-1 
LS" s 5" x OA" 


$55 $68 
$53 $63 


Microcircuit 


Low Cost High GBW, 
General Purpose Minipackage Slew Rate 
Low Cost Replacement (Low Offset) 
ADS503 ADS511 ADS13 (AD516) 
J K Ss J K 
20,000 | 50,000 | 50,000 20,000 | 50,000 | 75,000 | 50,000 20,000 25,000 20,000 | 50.000 
=0vesmA =T0V@5mA HOVesmA 
1MHz 1MHz 1MHz 1MHz IMHz 
100kHz typ 100kHz typ 100kHz typ 7OKHz Up to 800kHz typ (Feedforward) 
6V/us typ 6V/psec typ 6V/usec typ 5V/ qs Up to 50V/us typ (Feedforward) 
OUs 
+50mV +20mV +20mV +1.0mV +1.5mV +2mV timv +50mV +20mvV 
+75 +25 +50uV/°C +75 +25 +10 +50uv/°C +75 +25pVv/°C +75 +25pV/°C 
+12 +6 +6UV/% +6uV/% +15 PV/% +50 +15pV/% 
-15pA | -10pA | -10pA -30pA | -20pa 
+10pA | #5pA | +5pa +20pA | #10pA 
101! 10''Q 
10'?Q 10'7Q 
15pV 15uV (p-p) 15yuV 30NV 30KV 
SUV 70nV/./Hz (f = 100Hz) SUV 1SpV 1SuV 
= 25nV/V/ Hz (f = 1kHz) = -- = 
+10V +10V +10V +10V 
90dB =| =: 90dB | 90dB 90dB 80dB 86dB 70dB | 80dB 
+4V(for Ip level) +4V (for Ip level) +20V ra +Vs 
+(5 to 18)V [| #(5to18)V =| #(5 to. 22)V (5 t0 18)V |+(5to18) | +(5to18)V | +(5 to 22)V +(5 to 18)V +(5 to 18)V +(5 to 18)V 
+15V@3mA +15V@5mA +15V@3mA +15V@4mA +15V@4mA 
0 to +70°C 


0t0+70°C | Oto+70°C 55°C to +125°C |Ot0+70°C | Ot0+70°C | Oto +70°C F55°C to +125°C | Oto +70°C -25 to +85°C 
TO-99 TO-99 TO-99 P=1 TO-99 
= io - 0.6" x 0.6 x 0.25" sia 


$21.00 $13.00 | $15.50 | $24.00 $26.50 
36.45 


$14.80 | 


$14.80 $21.00 $13.00 $15.50 $26.50 


$24.00 


$11.00($13.00) |$13.50($15.50) 
$11.00($13.00) |$13.50($15.50) 
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WIDE BANDWIDTH-FAST SETTLING 
MODELS 45, 46, 47, 48, 50, 44, 120,AD505, AD507, AD509, AD5I8 


GENERAL DESCRIPTION 

Amplifiers in this group feature both FET and bipolar 
designs with differential and single ended input stages to 
provide a wide choice of drift and bias current specifications. 
They emphasize exceptionally fast response and wide band- 
widths for applications in data acquisition and pulse data 
transmission systems. Critical specifications are step response 
settling time, full power response and stable 6dB roll-off. 
Low output impedance and output current capability also 
become important for line driving applications and immunity 
from capacitive loads or oscillations. Typical performance 
numbers are unity-gain bandwidths to 40MHz, 0.1% 

settling times to 100ns, 1000V/us slew rates, and 1OMHz 
full power response. 


These amplifiers are useful for sample and hold circuits, 
A/D converters, or as high speed buffers and integrators. 
Offering high output current capability, they should be 
considered for video or line driver circuits, D to A output 
amplifiers or as deflection control amplifiers. 


MODEL 46 J/K: 1000V/us DIFFERENTIAL, 

100ns SETTLING FET 

The model 46, an extremely fast amplifier, should be 
considered if settling time, slew rate or bandwidth are 
critical requirements for digital and linear signals in the 
100ns and 10MHz region. It is an exceptionally stable FET 
amplifier offering guaranteed 1000V/us slew rate, 100ns 
settling time to 0.1% and 40MHz bandwidth with -6dB 
per octave roll off. 


MODEL 45 J/K: ECONOMY, Ipsec SETTLING FET 
Designed for use with A to D, D to A and multiplexer 
circuits, the model 45 FET amplifier is the best choice for 
most inverting and noninverting applications. It offers a good 
balance between cost and performance with 75 V/usec slew 
rate, L1OMHz unity gain bandwidth and 20mA output for 
driving up to 700pF of capacitance. Models 45J (S0uV/°C, 
25pA bias) and 45K (15uV/°C, 10pA bias) settle to 0.01% 
in 1 wsec (max) inverting; CMR capability is 74dB at +5V, 
-10V CMV making it useful as a follower at minimum gains 
of 2V/V, noninverting. 


MODEL 50: FASTEST SETTLING, 100mA OUTPUT, 
100MHz GAIN BANDWIDTH PRODUCT 
The new model 50 combines a high gain bandwidth product of 


100MHz with an output current of 100mA, and settles to 0.1% 


in less than 100ns. Unlike most high speed amplifiers, the 
model 50 does not require high input drive voltage in order to 
achieve fast settling. See Figures 1 and 2 that compare model 
50 to model 46 which has been accepted as being an industry 
standard for fast amplifiers. 


A typical application of model 50 is that of current to voltage 
conversion, where the output of a D/A converter is applied 
directly to the amplifier’s summing junction. In this configura- 
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MADE INUSA 


tion, the high speed amplifier is usually operated in a noise 
gain of about 5 (Noise Gain = 1 + R¢/Rout of p/A)- This 
condition represents a significant variance from the point of 
unity gain where all high speed amplifiers are specified. Most 
high speed amplifiers will suffer severe degradation in settling 


Lowest Cost 


1000V/us, Differential 
1Ms to 0.01% 


46 


Model 


Open Loop Gain 
DC Rated Load, V/V min 


Rated Output, min 


50,000 
+10V@20mA 


25,000 
+10V@100mMA 


Frequency Response 


Unity Gain, Small Signal 1OMHz 40MHz 
Full Power Response, min IMHz 10MHz 
Slewing Rate. min 75V/Us 1000V/ Us 
Overload Recovery 0.5 Us 0.2 Us 
Settling Time to 0.01% 1.0Ms, max 250ns, max, 0.05% 
Settling Time to 0.1% = | 500ns 100ns_ max 
Input Offset Voltage 
Initial, 25°C, (Adj. to zero) +2m\ +3mV 
Avg. vs. Temp, max +50 | t15UV/ ¢ £75 | +25uVi ¢ 
vs. Supply Voltage tSOUV/ +30 NV/% 
vs. Time +250uNV/mo tS00KV/mo 
+ + 
Input Bias Current 
Initial, 25°C, max 0. -SOpA | 0, -25pA 0. -100pA 
Avg. vs. Temp, max 2x/10 °C 2x/10 °C 
Input Impedance 
Differential 101! 3.Spk 10! ! 73 Spr 
Common Mode 10! ' Q/73.5pE Lo! W73.5pF 
Input Noise 
Voltage, 0.01 to 1H, p-p SUV 1OuV 
50Hz to SOkHz, rms 3uV Note? 
Current, 0.01 to 1Hz, p-p O.1pA O.1pA 


Input Voltage Range 
Common Mode Voltage, min ~ | +10V 
Common Mode Rejection @ +10\ 74dB (+5, -10V)’ 72dB min 
Max. Safe Differential Voltage } _ +15V i] eh) 

+(12 to 18)V +(12 to 18)V 

+15V@7mA | tISV@55mA 


—- 


Power Supply Range (VDC) 
Rated Specification (VDC) 
lemperature Range 


Operating, Rated Specifications | 0 to +70°C ez 0 to +70°C 
Package Outline QC-1 N-1 


Case Dimensions 1.125"x1.125" x 0.4 | 1.22 x 1.88" x 0.6" 


Price 
1-9 $37 | 
10-24 $36 

a . 


$48 
$46 


$92 
$75 


$75 
$62 


(4)With fixed 499Q external trim 
(5)200kQ at DC; 10k//3pF above 10Hz 


(1)External trim adjustment 
(2)Model 48 non-inverting slew rate-90V/us 
(3)Model 44 non-inverting slew rate-50V/ps 


time and slew rate when operated in gains other than unity. 


Model 50 with its 100MHz gain bandwidth easily achieves fast 
settling, since it is still far from the point of being band- 


width limited. 


(i.e.) At a gain of 4, model 50 has a bandwidth of 20MHz which 
represents a time constant of 8ns. (T = 1/27F = 0.16/20x10*®). 
For 0.1% settling the bandwidth limitation is 6.9 time constants 


or only 55.2ns. 


V/s 


SLEW RATE 


In addition to the 100MHz gain bandwidth product, the high 


transconductance of the input stage also provides the ability to 


achieve fast slew rates for small signals. See Figure 2. 


300 ( 


0.05% SETTLING TIME (ns) 


100 }—___ TO 0.05% 


Rr 
NOISE GAIN = 1 + —— 
Fin 


MODEL 46 
TO 0.05% 


MODEL 50 


3 4 5 
NOISE GAIN 


Figure 1. Settling Time vs. Gain (V/V) 


Discrete 


300ns to 0.01% 
- Smooth Settling 


48 
J K 


100,000 
+10V@20mA 


15MHz 
1.5MIzinv  1MHz noninv 
125V/ps° 
0.5 Us 
300ns 
250ns 


+2mv* 
+50 | t1spw/°c 


+250UV/mo. 


0, -SOpA | 0, -25pA- 
2x/10 °C 


10'! 0//3.5pF 
10! ' Q/3.5pF 


2yuv 
3uV 
O.1pA 


+11V 
80dB min 
t15V 
+(12 to 18)V 
t15V@9mA 


0 to +70°C 
Qc-1 
LAZ5" xe E25 se Oe? 


$41 $52 
$39 $48 


Accurate Buffer 
lps to 0.01% 


100,000 
+10V@20inA 


10MElz 
1MHz 
75V/ps° 
0.5 Us 
1.0Ms, max 
500ns 


+2mV 
+50) | +1suv/°c 


+250KV/mo. 


0, -SOpA | 0, -25pA 
2x/10 °C 


10! Q1/73.5pF 
10'! 2//3.5pF 


2uUV 
3uV 
O.1pA 


+11V 
80dB, min 

+15V 
+(12 to 18)V 
+15V@9mA 


0 to +70°C 


Wideband 100MHz 
250V/ps 
120 


500,000 
+10V@25mA 


10 to 100MHz! 
4MHz 
250V/Us 
10us 
1.0pys 


Adjust to 0 


+15 t8uV/°C 


20NV/% 
SOLV/mo 


O, +55nA 


0.9 0.7nA/°C max 


Note? 


+(13 to 18)V 
+15V@20mA 


-25 to +85°C 


(6)Model 46 — 25uV rms, 5Hz to 2MHz; Model 50 — 6uV rms, 5Hz to 2MHz. 
(7)CMR specified at +5V, -10V. Option ‘‘V”’ provides CMR of 74dB min at +10V. 


ERROR SIG 


Figure 2. Slew Rate vs. Error Signal 


MODEL 48 J/K: 300ns SETTLING, 80dB CMR 

Model 48 is an ultra fast differential amplifier, optimized 
for D/A and A/D converter applications demanding 
excellent slew rate, settling time and DC characteristics. 
When used with these high speed circuits, its smooth settling 
response and wideband CMR capability are particularly use- 
ful for resolving small bit increments and for rejecting 


logic ground noise. 


Typical specifications for this FET design include 300ns 
settling to 0.01% (inverting or noninverting), CMR of 80dB at 
+10V, open loop gain of 100dB and 125 V/usec slew rate 


Fastest Settling 
100ns to 0.05% 
at Gain of 5 


25,000 
+10V @ 100mA 


80MHz 
8MHz 
500V/uUs 
0.2us 
200ns max, 0.05% 
100ns max 


+3mV 


| t1suv/c 


15uUV/% 


2x/10°C 


10''Q//3.5pF 
10''Q//3.5pF 


+(12 to 18)V 
t15V @40mA 


0 to +70°C 
N-1 


1.22” x 1.88" x 0.6" 


$75 $92 
$62 $75 


Fast Settling 
Hermetically Sealed 
47 


A B 


100,000 
+10V @ 20mA 


10MHz 
800kHz 
50V/us 
0.5 us 
1.0us, max 
1 


+2mv* 
+50 =| t15uv/°C 


+250uV/mo. 


0,-50pA | 0,-25pA 
2x/10°C 


10'!2//3.5pF 
01! 2//3.5pF 


2uV 
3yuV 
0.1pA 


£11V 
66dB, min 

t15V 
+(12 to 18)V 
t15V @9mA 


-25°C to +85°C 
QC-1 
1.125" x 1.125" x 0.4” 


$69 $79 
$62 $72 
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(inverting). Extremely stable at 15MHz bandwidths, model 
48 has good immunity to oscillations under heavy load 
capacitance, to 750pF. This device is available in two drift 
selecuons, SOuV/°?C (48 J) and 1suv/°C (48K), and uses 
monolithic input stages to minimize thermal feedback 
affects for improved small signal resolution. 


MODEL 44 J/K: 0.01% BUFFER, I usec SETTLING FET 
Model 44 is a fast differential amplifier with guaranteed CMR 
of 80dB at +10V for high speed non-inverting buffer 
applications requiring high open loop gain and 0.01% full 
scale accuracy with lusec settling times. Capable of driving 
1000pF capacitive load, its smooth settling characteristics 
make it a good choice for 12-bit D/A, A/D circuits, 
multiplexers, peak detectors, and sample/hold circuits 

where overall speed is affected by this cascaded circuit 
element. Other specifications include 100dB open loop gain, 
10MHz band width, 50V/usec slew rate, 20mA output. Model 
44] is available with 50uV/°C drift and model 44K with 
15uV/°C drift. 


MODEL 47 A/B: FAST SETTLING, HERMETICALLY 
SEALED 

Model 47 with all hermetically sealed devices is recommended 
to upgrade models 44 and 45 for wider temperature range ap- 
plications as required in military grade circuits. Settling time is 
1us to 0.01% (inverting and noninverting) and CMR is 86dB at 
+10V. Other specifications parallel those of model 44 J/K. 


MODEL 120 A/B: 100MHz BANDWIDTH, 1 usec SETTLING 
The model 120 offers design flexibility in an inverting ampli- 
fier with bipolar input stage and externally adjustable gain- 
bandwidth product from 10MHz to 100MHz. Requiring only 
a single resistor for frequency response shaping, it is very use- 
ful for providing large gains at wide bandwidth, as used in 
video circuits, radar signal processing, fast Fourier Transfor- 
mer or, in general, whenever fast low level signals must be 
amplified accurately. At lower gains, it achieves 250V/usec 
slew rates and lysec settling with 0.01% error for use in 
comparators, D/A converters or in other high speed circuits. 


Optimized for use with circuit impedances below 10k, 
the model 120 will deliver 25mA and is available in two 
versions: 120A (15uV/°C) and 120B (8uV/°C). 


ADS505 J/K/S: 150V/usec, HIGH DC ACCURACY, 
MONOLITHIC 

Model 505, with bipolar input, features high gain, low voltage 
drift and wide bandwidth when operated in the inverting 
mode. Using external frequency compensation, these devices 
should be considered for high speed applications requiring 
fast slew rates and settling times or whenever high loop gain 
is required at wideband frequencies. Typical applications 
include active filters, sample/hold circuits, D/A and A/D 
converters. 


Specifications include high open loop gain, typical slew rate of 
150V/usec and bias current below 40nA. (The ADS505 is availa- 


Microcircuit 
Wideband rad, 
150V/us Inverter depen 
ADS05 ADS07 
K Ss 
Model J 
Open Loop Gain | 
DC Rated L.oad, V/V min 100,000 250,000 250,000 80,000 100,000 100,000 
Rated Output, min +10V@5mA +10V@10mA 
Frequency Response 
Unity Gain, Small Signal 10MHz aie 
Full Power Response, min 2Milz typ - 
Slewing Rate, min 120V/us typ 20V/psec 
Overload Recovery = 
Settling Time to 0.01% 2us = 
Settling Time to 0.1% 800ns = 
Input Offset Voltage 
Initial, 25°C, (Adj. to zero) +2.5mV max +5mV +3mV +4mV max 
Avg. vs. Temp, max t1OUVC twp +15 typ +15 max +20uV/ C max 
vs. Supply Voltage +45 UV /% +30UV/% +15uV/% max +15uV/% max 
vs. Time _ = 
Input Bias Current 
Initial, 25°C, max 7sna | asna | 2sna 25nA | Ash | 158A 
Avg. vs. Temp, max = - 
Input Impedance 
Differential Note! 300x10° 
Common Mode - 
Input Noise 
Voltage, 0.01 to 1Hz, p-p 8UV(0.01Hz to 10Hz) ~ 
50Hz to 5OkHz, rms 20KV(10Hz to IMHz) _ 
Current, 0.01 to 1Hz, p-p 200pA(0,.01Hz to 10Hz) = 
Input Voltage Range 
Common Mode Voltage, min NA +11V 
Common Mode Rejection @ +10V NA 100dB 
Max. Safe Differential Voltage +10V +12V 
Power Supply Range (VDC) +(5 to 18)V +(5 to 20)V 
Rated Specification (VDC) t15V@6mA +15V@4mA 
Temperature Range ; E : - ‘3 
Operating, Rated Specifications 0 to +70°C low+70°c | -§5 to +125°C | Oto +70 C | 0 to +70 C |-55 Cto+125 C 
Package Outline TO-100 TO-99 
Case Dimensions a = 
Price 
I-9 $9.50 | $15.00 | $22.50 
10-24 39.50 15.00 $22.50 


(1)2MQ. at DC; 20k above 20Hz. 
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ble in two accuracy selections: J, K for 0 to +70°C operation; 
and, S$ for -55°C to +125°C operation.) 


AD507 J/K/S: LOW COST, 35 V/usec, HIGH ACCURACY 
Model AD507 is recommended for use where low cost and all- 
around excellent performance, especially at high frequencies, 
are needed. It is particularly well suited as a fast high imped- 
ance comparator, integrator, or wideband amplifier, and in 
sample-and-hold circuits. It is unconditionally stable for all 
closed loop gains above 10 without external compensation. 
The frequency compensation terminal is used for stability at 
lower closed loop gains. 


The ADS507 provides a gain bandwidth of 100MHz, minimum 
slew rate of 25V/pusec (K), maximum I} and Igg of 15nA (K) 


and, for wide-temperature range applications, drift below 
20uV/°C (S). 


ADS509 J/K/S: 2usec MAX TO 0.01%, 20MHz BANDWIDTH 
Model ADS509 is a fast differential input amplifier whose com- 


2.Ousec (K), typical slew rate of 120V/usec, 20MHz typical 
bandwidth, and +10mA minimum output current at +10V. 


AD518 J/K/S: HIGH SPEED, LOW COST 

The AD518 is a precision monolithic operational amplifier de- 
signed for applications where high slew rate and wide band- 
width are required but low cost and ease of use are essential. 
The devices are internally compensated for unity gain applica- 
tions with a 60° phase margin to insure stability, a minimum 
slew rate of 50V/psec, and a bandwidth of 12MHz. The 
AD518’s DC performance is consistent with its precision dy- 
namic characteristics. The devices feature offset voltages be- 


low 2mV, maximum offset voltage drifts of 10uV/°C, and 
offset currents below 50nA max. 


The high slew rate, fast settling time, ease of use and low cost 
make the AD518 ideal for use with D/A and A/D converters. 


as well as active filters, sample and hold circuits, and as a 
general purpose amplifier. 


bination of low cost and excellent dynamic performance makes 


it a preferred choice for 12 bit D/A and A/D circuits, sample/ 
hold circuits, multiplexers, and other applications requiring 
fast settling time to low error levels. The AD509 is stable for 
all values of closed-loop gain >3, and can be stabilized for any 
value of closed-loop gain with a single external capacitor. . 


Specifications include maximum settling time to 0.01% of 


Fast Settling to 


High Accuracy High Speed, Low Cost 
ADS509 ADS18 
| K s J K s 
7,500 | 10,000 | 10,000 25,000 50,000 50,000 
+10V@10mA +12V@ 10mA 
20MHz 12MHz 
120kHz | 150kHz | 150kHz = 
80V/us 100V/s 100V/ps 50V/us 
200ns typ 500ns max | 500ns max 2us 
1.0ys typ 2.0us max 2.0us max 800ns 
10mV max 8mV max 8mV max 10mV 4mV 4mV 
20 typ 30 max 30 max pV/°C 10uV/°C 
200 100 100uV/V max 80dB 
7 
250nA | 200nA 200nA 500nA 200nA 200nA 
40MQ min | 50MQ min 50MQ min 3MQ. 
+10V +10V 
744B min? = | 80dB min’ | 804B min? 704B | 804B | 804B 
+15V 2 
+(5 to 20)V +(5 to 20V) 
+15V@4mA +15V 
0to+70°C =| 010 +70°C bs5°cto +125°C | Ot0+70°C | or0+70°C | -55°C to +125°C 
TO-99 TO-99 
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LOW VOLTAGE DRIFT-CHOPPER STABILIZED 
MODELS 234, 233, 260, 261, 231, 210 


GENERAL DESCRIPTION 

Chopper stabilized amplifiers employ modulation techniques 
for processing the “‘low frequency” components of a signal 
and an AC coupled amplifier for the higher frequencies. 

This chopping technique makes it possible to process wide- 
band signals and yet achieve superior low drift and long 

term stability. Analog Devices, a pioneer in the development 
of encapsulated chopper stabilized amplifiers, offers designs 
with drifts between 0.1 to 1nV/°C, low frequency voltage 
noise to 1%uV p-p and bias currents from 50 to 300pA. 
Long term stability averages 1uV/month. These amplifiers 
are widely accepted as the best choice when it is essential 

to maintain either low voltage offsets and bias currents versus 
time or against severe environmental changes, or whenever 
external offset adjustments are not possible or desirable. 


MODEL 234 J/K/L: LOWEST NOISE, WIDEBAND 

This latest inverting amplifier design from Analog Devices 

is virtually free of chopper spikes and is singled out as the 
industry’s quietest, wide band chopper stabilized amplifier in a 
low cost module. To illustrate the significant improvement in per- 
formance, comparative noise signals are presented in the figure 
for model 234 and its predecessor model 232. 


Available in three drift selections (1, 0.3 and 0.1uV/°C), 
model 234 specifications include voltage noise of 1%uV p-p, 
current noise of 2pA p-p, and 2.5MHz bandwidth. Slew 

rate is 30V/usec. The wide bandwidth of 234 makes it 
especially useful for 16-bit D/A converters, high speed 
integrators as well as for low frequency applications includ- 
ing control systems, DVM input amplifier designs and other 
precision instrumentation. Attractively priced, its consistent 
unit-to-unit performance makes it an ideal choice for new 
OEM designs. 


MODEL 233 J/K/L: LOWEST COST, 0.1nV/°C 

The popular model 233 is a good choice for many low drift, 
high gain applications including precision integrators, 
instrument preamplifiers and null detectors as used to 
resolve microvolt error signals. 

The combination of IC’s and improved design techniques 

in this 0.4” high module results in good performance at low 
cost for OEM designs. 

Typical specifications for this inverting amplifier include 
500kHz bandwidth, 0.25V/usec slew rate, 50pA bias current 
and 3uV p-p noise in a 10Hz bandwidth. It is available 

with three drift selections: 1; 0.3; and 0.1uV/°C. 


MODEL 260 J/K: 10°92 NONINVERTING, 0.1.V/°C 
Analog Devices pioneered in the development of new 
“chopper” amplifier designs to provide high input impedance 
without compromising the excellent low frequency character- 
istics of chopper type amplifiers. As embodied in the model 
260, this design is useful as a noninverting buffer amplifier 
for processing microvolt signals with minimal source loading 
errors. Typical specifications for the model 260 are 10’ input 
impedance, drift to 0.1uVv/°C and CMR of 110dB at +1V. 


MODEL 261: GUARANTEED NOISE OF LESS THAN 1yV 
The model 261 is a second generation design which typically 
provides a significant improvement in the noise and bandwidth 
characteristics of model 260 and other competitive models. 
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Lowest Cost 
General Purpose 


233 
Model J K L 
Open Loop Gain 
DC Rated Load, V/V min 107 
Rated Output, min +10V@5mA 
Frequency Response 
Unity Gain, Small Signal 500kHz 
Full Power Response, min 4kHz 
Slewing Rate, min 0.25V/Ms 
Overload Recovery = 
Input Offset Voltage 7 
Initial, 25°C (Adj. to zero) max +50UV t20UV +20UV 
Avg. vs. Temp (0°C to 70°C) max +1.0 +0.3 +0.1uV/°C 
vs. Supply Voltage +0.2UV/% 
vs. Time +2uUV/mo. 


Hput Bias Current 
Initial, 25°C, max +50pA 
Avg. vs. Temp (0°C to 70°C) max +2 | 2 |+0.5pA/°C 
Input Impedance : 
Differential 600k Q 
Common Mode NA 
Input Noise 
Voltage, 0.01 to 1Hz, p-p luv 
0.1 to 10Hz, p-p 3uV 
10Hz to 10kHz, rms 3uV 
Current, 0.01 to 1Hz, p-p 3pA 
0.1 to 10Hz, p-p 6pA 
Input Voltage Range 7 7 7 
Common Mode Voltage, min NA 
Common Mode Rejection NA 
Max Safe Differential Voltage +15V 
Power Supply Range (VDC) 7 £(12 to 18)V 
Rated Specification (VDC) +15V@5mA 


Temperature Range 7 


Operating, Rated Specifications 0 to +70°C 


Package Outline F-3 7 
Case Dimensions LS" x 15" ~ OA" 

Price - 
1-9 $45 $54 $75 
10-24 $40 | $49 | $68 


(1)Model 260 inverting input bias current +3nA, max. 


Operating at a higher carrier frequency, this noninverting de- 
sign features extremely low noise, 0.4uVp-p in a 1Hz band- 
width; low drift, 0.1pVv/°C; and an output that is virtually 
free of chopper spikes. 


Model 261 also offers a solution to beat frequency problems 
caused by a low frequency carrier mixing with harmonics of 
the AC line. The carrier frequency on this design is nearly a 
decade higher than that of models previously available, thereby 
eliminating the possibility of any interaction with the line 
frequency or its harmonics. 


The new model should be considered for all new instruments 
and circuit applications, or wherever improved performance, 
at no increase in cost, is desirable for existing sockets. Models 
260 and 261 are mechanically and electrically interchangeable 
for these applications. 


Model 261 will be available in production quantities by June 
of 1973. Evaluation units are available from stock. 


MODEL 231 J/K: 25mA OUTPUT, 0.1uV/°C 

Model 231, available in two drift selections (231J, 0.25uV/°C 
and 231K, 0.1 uV/°C) is an inverting chopper stabilized 
amplifier with increased output current capability (25mA). 
With stable 3kHz full power response and low drift, it offers 
higher output without use of an additional booster stage 

for heavier load requirements. 


MODELS 210/211: 100Vusec WIDEBAND, 1nV/°C 
Models 210/211 with 20mA output, are inverting chopper 
stabilized amplifiers for that class of application requiring 
low drift performance with good high frequency 
performance. This design will provide slew rates of 100V/usec 
and 90dB of loop gain at 10kHz for improved wideband 
accuracy. Incorporating internal limiting circuitry, these 
amplifiers have exceptionally fast overload recovery, 
(0.2usec) and stable input characteristics for high speed 
integrator and comparator designs. They are available in 
two drift selections (model 210, 1uV/°C, model 211, 
2uv/°C). 


MODEL 232 


DC to 1kHz Noise, Referred to the Input; 234 vs 232 


High Performance Low Cost 
Wideband Non-Inverting General Purpose High Bandwidth 
1LV p-p Lowest Noise High Zin 25mA Output 20mA Output 
234 260 210/211 
J K L 210 211 
10’ 5 x 10° 10” 10° 
+10V@5mA +10V@5mA +10V@25mA +10V@20mA 
2.5MHz 100Hz 500kHz 20MHz 
500kHz 2 to 50Hz 3kHz 500kHz 
30V/ps 100V/s 0.2V/Us 100V/Us 
~ 30ms 3.0sec 0.2Us 
+50yNV +25uV +25KV +25 UV 5 tISUV +10UV +100UV 
+1.0 +0.3 +0.1uV/°C +0.3 | #0.1uW/°C| +0.25 +0.1uV/°C | +£0.5 | tluv/’c 
+0.2UV/% +0.1V/% +0.1LV/% +10UV/% 
+2uV/mo. +1.0LV/mo. +1.0UV/mo. +1.0uV/day 
+100pA a +300pA' +100pA +50pA +100pA | t1SOpA 
| +2pA/°C +10pA/°C +1.0 +0.5pA°C | +1 +3pA/°C 
300kQ 80k92//0.01LF 300k Q 500k Q 
NA 10° Q//0.02UF NA 
0.7uV 0.4uUV SUV 10UV 
1.5UV 1.0uV re 
2yuV — 10uV 
2pA 4pA 10pA 
4pA 10pA _ 
+ 
NA +1.0V NA 
NA 110dB NA 
+15V +20V +15V 
#12 to 18)V i; +710 to 18)V £12 to 18)V +(12 to 18)V 
+15V@5mA +15V@6mA +15V@+8, -10mA +15V@+30, -4mA 
0 to +70°C 0 to +70°C 0 to +70°C 0 to +70°C 
F-3— FA—6 “WA~1 R-7 


4.57" 3% 5°” x 0.4" 


15" % 1.5" 56 :0,62" 


3.6" % 1:6" x 0:4" 2.87" x 1:37" x 0:99" 


$49 $59 


$54 $65 $89 $49 
$82 $45 


$64 
$58 


$157 
$148 


$113 
$107 
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GENERAL DESCRIPTION 

These “‘chopperless” amplifiers with differential input 
feature high open loop gain, low drift and good CMR for 
improved linearity and gain accuracy as required for many 
low level signal applications. As single ended or differential 
amplifiers they may be used for precision comparators, 
transducer and bridge circuits, or in general, to precisely 
amplify and process low level signals of moderate band- 
widths. They should be selected over single-ended choppers 
whenever chopper noise and spikes are objectionable in the 
circuit design. 


Advanced circuit techniques, coupled with careful 
component selection and processing, have made possible 
economical amplifier designs which challenge the low voltage 
drift of the chopper amplifier. Amplifiers in this group use 
differential bipolar input stages to achieve offset voltages 

and drifts up to 100uUV and %uV/°C respectively with good 
offset stability of 3uV/month. These devices offer differential 
performance with input noise of 1uV p-p and 100dB of 

CMR at +10V. For comparison, chopper stability approaches 
1yV/month and are useful as single ended amplifiers only. 


MODEL 184 J/K/L: 0.25uV/°C, 100dB CMR 

These low drift “chopperless” amplifiers challenge the low 
drift and long term stability of choppers while avoiding 
“chopper noise and spikes.’’ Their low noise (1uV p-p) and 
low drift (to 0.25uV/°C, 184L) also make them the best 
choice among other amplifier types for processing low level 
transducer and bridge signals with source impedances up to 
100k{2. With internally trimmed offsets to 100uUV (184 K, L), 
open loop gains of 110dB and a CMR of 100dB, the model 
184 will provide good linearity and gain stability for single- 
ended or differential amplifier configurations. 


MODEL 153 J/K: BATTERY POWERED, 70LA CURRENT 
DRAIN 

Incorporating the best features of the “chopperless”’ class of 
differential amplifiers, the model 153 has a bipolar input 
stage and is designed to operate from +2.7VDC to +15 VDC 
power supply voltages. Using two 2.7VDC batteries, power 
consumption is held to 190uW at 70uA current drain while 
providing 2uv/ec drift, 94dB of CMR and 2u'V rms of 
wideband noise. The model 153 is a best choice for amplify- 
ing low level signals from source impedances to 100kQ2 
where excellent power supply rejection is demanded such as 
in battery operated equipment. 


MODEL 180 J/K: LOW BIAS CURRENT 

These devices, with drifts of 1.5uV/°C (180 J) and 0.5uV/°C 
(180 K), are companion designs to model 184 but with 
reduced bias currents (4nA versus 25nA for 184). This six- 
fold improvement in bias current is achieved using current 
compensation techniques thereby permitting better current 
drift performance with higher source impedances (to 500k). 
Package size is reduced below that of model 184 for critical 
space requirements. 
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mm 


CMR MODELS 184, 53, {8 80, A 


FRENTIAL INPUT, 
D508, AD504 


Lowest Cost 


Low Drift 
184 
Model J K i 
Open Loop Gain 
___ DE. Rated Load, V/V min 7 300,000 
Rated Output, min +10V@5mA 
Frequency Response 
Unity Gain, Small Signal 1MHz 
Full Power Response, min 5kHz 
Slewing Rate, min 0.3V/Us 
Overload Recovery — 7 — 
Input Offset Voltage | 
Initial, 25°C, max +25 0nV +100UV | +100KV 
Avg. vs. Temp (0 to 70°C) max +1.5 | 40.5  |0.25uV/°C 
vs. Supply Voltage +5 UV/% 
vs. Time +3uV/mo.* 
Input Bias Current 
Initial, 25°C, max 0, +25nA 
Avg. vs. Temp (0 to 70°C) max +0.25nA/°C 
Input Difference Current 
Initial, 25°C, max +2nA 
Avg. vs. Temp (0 to 70°C) max +0.02nA/°C 
Input Impedance P 
Differential 4x 10°Q 
Common Mode 2x 10°2 
Input Noise 
Voltage, 0.01 to 1Hz, p-p 1phV 
5Hz to 50kHz, rms 4yuV 
Current, 0.01 to 1Hz, p-p 10pA 
Input Voltage Range 
Common Mode Voltage, min +10V 
Common Mode Rejection @ +10V 100dB 
Max Safe Differential Voltage +15V 
Power Supply Range (VDC) +(10 to 18)V 
Rated Specification (VDC) +15V@9mA 
Temperature Range 
Operating, Rated Specifications 0 to +70°C 
F-1 


Package Outline 
Case Dimensions 


1.5" x 15" x O48" 


Price 
1-9 $39 | $55 | $65 
10-24 $37 $52 $62 
(1)+2.7 VDC supply voltage. (3)Warm-up drift +10uV, 20 min. 
(2)Vos nulled. 


AD504 J/K/L/M: LOW COST, 0.5uV/°C, 

0.6uV (p-p) MAX NOISE 

The monolithic AD504 is an extremely low drift, low noise 
operational amplifier that is designed for high precision appli- 
cations where moderate source impedances are used. A double 
integrator circuit concept combined with a precise thermally 
balanced layout achieves gain greater than 10°, offset voltage 
drift below 0.5uv/°C, maximum noise (0.1Hz to 10Hz) of 
0.6uUV (p-p), bandwidth of 300kHz, and slew rate of 
0.12V/usec. The inputs and output are fully protected, and the 
amplifier will drive 1000pF of load capacitance. This com- 
bination of performance characteristics makes the AD504 
ideally suited for numerous low level applications in pre- 
cision measurement, telemetry, and data acquisition. 


AD508 J/K/L: HIGHEST ACCURACY, LOW Ih, 

LOW DRIFT 

Its combination of low drift (0.5uV/°C max), low input cur- 
rents (1.0nA max Igg, 10nA max I), and long term stability 
(10u“V/month max) make the AD508 operational amplifier an 
excellent choice for all applications requiring the utmost in 
precise, highest accuracy performance. Guaranteed parameters 
also include gain greather than 10°, PSRR less than 10uV/V, 
CMRR above 110dB, and Vog below 0.5mV. Dynamic per- 
formance is more than adequate with a unity gain slew rate of 
0.12 V/usec and bandwidth of 300kHz. The outstanding long 
term stability of the AD508 is attained by subjecting 100% of 
the devices to special stabilization burn-in processing, with the 
ADS508L achieving its maximum drift specification of 
10uV/month following 600 hours of monitored operation. 


Discrete Microcircuit 
T 
Low Offset Drift Battery Powered Low Noise Highest Accuracy 
Low Bias Current General Purpose Low Offset, Drift, Cost Low Ip, Vos Drift 
180 153 ADS04 ADS508 
J K J J K L M J K id 
} = 
300,000 4 50,000 | asia 500,000) 1.000.000 1,000,000 | 250,000 a 1.000.000 
iu @inA 7, 
+10V@2.5mA +1V @1ImA +10V@SmA t10V@5mA 
1MHz 150kHz 300kKH 300KE7 
10kHz SkHz (peak) 1.SkHy twp LSE typ 
0.6V/ps 0.02V/Us O.12V/Ms twp OA2V/ps typ 
2.0ms 2.0ms = = 
250nV +100LV +0.25mV +2.5mV]}+1.5mV|  +0.5mV +0.5mV +2.5mV] +0.5mV| +0.5mV 
+15 40.5 UVC +5.0 +2.0uV/°C 150 | 43.0 +1.0 +0.5uV/C +3.0 40.5 | +1.0nV/°C* 
+2 UV/% +1.0UV/% +1OMV/% +1ONVs 
+5 uV/mo. +5uV/mo. +15uV' mo | +10uV/mo +15 | +10 | +10 max pV/mo 
+4nA +3nA #200nA| #100nA] 80nd | t80nA sysna || SiGnk +10nA 
+0.1 |+0.05nA/°C +0.1nA/°C +200pA/°C typ +100 +40 +40pA/"C typ 
+InA +3nA rosa 15nd] +tonA | t10nA +5.0nA| #1.0nA| +1.0nA 
+0.02nA/°C +0.05nA/°C +50pA°C typ +14 +4 | t4pA/°Ctyp 
2x 10° 2 10° Q 10° Q 4x 10°Q 
10° Q 2x 10°2 10° Q\|4pF | 10° Q\i4pk 
Inv (0.1 to 10Hz) 1.0uVp-p 0.6uVp-p max (0.1 to 10HIz) 1.0uV p-p 
4uV (100Hz) 10nV/¥ Hz rms 10nV/V Hz rms max (100Hz) 12nVA/ Hz rms 
SOpA (1kHz) 8nV/V Hz rms 9nV/V Iz rms max (kHz) 10nV/¥ Hz rms 
+10V tiov | +10v | +10V | +10V +10V +t10v | +10Vv 
100dB 120dB 120dB 
+15V +15V +15V 
+(10 to 18)V +(2.5 to 18)V +5 tw 18)V | £(5 to 18)V 
+15V@5.5mA +2.7V@70UA +15V@1.5mA t1SV@1LSmA 
0 to +70°C 0 to +70°C 0 to +70°C 0 to +#70°C 
ae | 
Q-1 F-1 TO-99 TO-99 
1.125 x 1.125" x 0.62” 15" x 1:5" x, O4" = - 
$40 | 20 | $19.80 | $28.00 $30.00 $21.20} $29.80 | $38.00 
$38 $11.20 | $19.80 | $28.00 $30.00 $21.20} $29.80 | $38.00 
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ELECTROMETER-ULTRA LOW BIAS CURRENT 


MODELS 310, 31l, 41, 42, AD523 


GENERAL DESCRIPTION 

Amplifiers with bias currents less than 1pA are classified 
as suitable for electrometer use where frequency response 
and voltage drift are usually secondary requirements. Both 
varactor bridge and FET input designs are employed to 
achieve these bias currents ranging from one pico amp 
(10° *? A) to ten femptoamps (10° '* A). 


Available with either inverting, noninverting or differential 
inputs, these amplifiers are used as current to voltage 
converters with high impedance transducers such as photo- 
multiplier tubes, flame detectors, pH cells and radiation 
detectors. To minimize RFI and other noise pickup problems, 
the varactor modulated amplifiers, operating at 10fA, are 
available with shielded cases. 


VARACTOR BRIDGE ELECTROMETERS 


MODEL 310 (INVERTING), MODEL 311 (NONINVERTING) 


These operational amplifiers feature extremely low input 
bias currents and high input impedances. They are appli- 
cable to a wide range of electrometer applications which 
have been traditionally fulfilled using vacuum tube types. 
Because of varactor bridge inputs, the solid state models 
310 and 311 are best suited for applications characterized 
by extremely high source impedance or where infinitesimal 
currents must be measured or amplified accurately. In 
principle, the varactor bridge amplifier design is similar to 
that of the vibrating reed electrometers (parametric), but 
with the inherent advantages of solid state circuitry. 


Typical specifications for models 310 and 311 include open 
loop gain of 100dB, 2kHz unity gain response, 0.4V/msec 
slew rate, initial bias current of 107!*A, with 10°15 A/°C 
current stability, and low current and voltage noise of 
10°'* A and 10uV p-p (1Hz bandwidth) respectively. Two 
voltage drift selections are available: 310J, 311J with 
30uV/°C, and 310K, 311K with 10uV/°C. Each is housed 
in an aluminum enclosure for improved shielding. 


Model 310, with inverting input only, is most appropriate 

for use with current source signals such as gas chromatographs 
flame detectors and photomultiplier tubes. It is also useful 
for precision long term integrators or where extremely wide 
dynamic current range is needed as in log compression 
amplifiers. Current to voltage converters may also be 
developed using a feedback resistor for setting the conversion 
scale factor. 


Model 311 has a single noninverting input for measuring 
voltage from very high source impedances where bias currents 
would create substantial offset errors. Such sources include 
PH cells or stored capacitor charge as found in long term 
track and hold applications. Common mode rejection is 
100dB at +25V with 10'*2 impedance to ground for 
reduced source loading errors. 


FET INPUT ELECTROMETERS 
MODELS 41, 42, AD523 (MONOLITHIC): This family of 
FET input amplifiers fully complements the varactor bridge 
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Model 


Open Loop Gain 
DC Rated Load, min 
Rated Output, min 
Frequency Response 
Unity Gain, Small Signal 
Full Power Response, min 
Slewing Rate, min 
Overload Recovery 
Input Offset Voltage 
Initial, 25°C, (adj. to zero) 
Avg. vs. Temp (0 to 70°C) max 
vs. Supply Voltage 
vs. Time 
Input Bias Current 
Initial, 25°C, max 
Inverting Input (Varactor) 
Non-Inverting Input (Varactor) 
Avg. vs. Temp (0 to 70°C) 
Input Impedance 
Differential 
Inverting Input (to common) 
Non-Inverting Input (to common) 
Common Mode (FET) 
Input Noise 
Voltage, 0.01 to 1Hz, p-p 
5Hz to 50kHz, rms 
Current, 0.1 to 10Hz, p-p 
1 to 100Hz, rms (Varactor) 
Input Voltage Range 
Common Mode Voltage, min 
Common Mode Rejection 
Max Safe Differential Voltage 
Power Supply Range (VDC) 
Rated Specification (VDC) 
Temperature Range 
Operating, Rated Specifications 
Package Outline 
Case Dimensions 
Price 
1-9 
10-24 
(1)With external 4.99k trim. 
(2)With trim terminal open. 


Lowest Cost 
High Gain FET 
42 


J K L 


300,000 
+10V@5mA 


1MHz 

4kHz 
0.25V/pMs 

10ms 


+2mv' 

+50 «=| 415 =| +25uv/°C 
$25 UV/% 
+250UV/mo. 


350fA | 100fA | 75fA 


0, -4pA* 


10°° Q//3pF 


10° 2 


6uV 
8uV 
SfA 


+10V 
66dB@t1V 
£15V 
+(12 to 18)V 
+15V@2mA 


0 to +70°C 
QB-1 
pS ee ee ae 


$25 | $32 | $37 
$23 $29 $35 

(3)Max bias at 70°C. 
(4)Signal input only. 


designs for electrometer applications. Available in three 
package sizes, these designs provide high input impedance, 
sub-picoamp bias currents and improved bandwidth 
characteristics. They may be used single-ended or differen- 
tially for making low level current or voltage measurements 
from photo/ion current transducers, pH cells, photometers 

or, in general, where speed and low input capacitance are 
essential for accurate measurements at high impedance levels 
as found in automated test systems. Other applications 
include fast integrators, charge amplifiers, differentiators 

and long term integrators. In addition, these carrier-less units 
overcome certain RFI problems which may arise in extremely 
noisy environments using the varactor bridge modulator 
types. 

Model 42 J/K/L Improved Performance: Undoubtedly one of 
the best values for OEM designs, this differential FET amplifier 
has 110dB open loop gain, for improved closed loop accuracy, 
1MHz unity gain response and CMR of 66dB at +1V CMV. It 
is available in three current selections ranging from 0.35pA to 
75fA. Each device features all hermetically sealed semiconduc- 


Model 41 J/K/L: This device combines outstanding bias 
current and drift specifications with speed and full dif- 
ferential input capability for use in a broad range of electro- 
meter and integrator applications as well as for wideband 
differential and buffer circuitry. Typical specifications 
include 50kHz full power response, 94dB CMR at +5V 
(80dB at +10V), 100dB gain for improved closed loop 
performance, and three bias current and drift selections: 
41J, 0.5pA and 25yuv/° C; 41K, 0.25pA and 10uV/°C; and 
41L, 0.15 = and 25uV/°C. Special packaging techniques 
assure 10° input impedance, free from internal current 


leakage paths, and a maximum 4pA bias current rating at +70°C. 


Model AD5 23: This unit is a very low bias current IC op amp. 


It features maximum steady-state bias currents (either input) 
as low as 0.25pA, in a special low-leakage TO- 99 metal can 
package that minimizes case leakage by utilizing a special 
guard pin and high resistivity glass insulation. The AD523 

is short circuit protected and offset voltage nullable, and 
features drift of 15uV/°C, slew rate of 4V/usec, and 

large signal voltage gain of 25 ,000 V/V. Iti is available in 


cv sclicueiiaaia poacidui 


tors, with monolithic front end, in a compact module for im- 
proved reliability and good thermal transient response. 


J, K, L(O to +70 C) and § (-55° C to +125°C) specification 
versions. (See also LInear IC Section). 


Discrete Microcircuit 
Wideband Varactor Varactor Differential 
i Non-Inverting 0.25pA Guarded Input 
311 AD523 
K J K J K L 
ae 
100,000 100,000 | 100,000 25,000 | 40,000 | 40,000 
+10V@5mA +10V@5mA +10V@5mA | +10V@5mA 
1MHz 2kHz 2kHz 500kHz 
50kHz 7Hz | 7Hz 50kHz typ 
3V/Us 0.4V/ms | 0.4V/ms 3.0V/Ms 
2ps | 10ms | 10ms 6us 
= 2us es 10mS | oh as  —_— 
+2mv? Adjust to zero Adjust to zero +50mV +20mV | +20mvV 
+25 +10 =| +25uv/°C | +30 t10uV/°C +30 | +10uVv/°C +90 +30 +60NV/°C 
+10pNV/% +100LV/% t100LV/% +30 +15 +15 UV/% 
_ +250UV/mo. +100LV/mo. +100LV/mo. - 
0, -0.5pA -0.25pA —-0.15pA - — 0, -1.0pA -0.5 -0.25pA 
— +10fA tinA - 
=e +inA +10fA _ 
0, -4pA +1fA/°C +1fa/°c* 2x/10°C 
> QU/3pF 3x 10'2 3x 1072 10°? Q 
a on 10° Q 
an _ 10°47 Q —_ 
10°? Q kas = 10°? Q 
8uV 10uV 10nV 20HV 
10uV 10u#V(1 to 100Hz) 10uV(1 to 100Hz) _ 
SfA 1fA (0.01 to 1Hz) 1fA (0.01 to 1Hz) 
a 2fA 2fA - 
+10V NA +25V +8V 
94dB@t5V NA 100dB@+25V 70dB min 80dBmin 80dB min 
- +15V +300V +300V +10V 
+(12 to 18)V +(12 to 18)V +(12 to 18)V +(5 to 18)V 
+15V@8mA +15V@+15, -6mA +15V@+15, -6mA +15V@7mA 
0 to +70°C 00 +70C | i 0 + 70°C 0 to +70°C | - 
F-2 w-1 w-1 TO-99 
1:5)" x 1.5%" x 4” 3” x 1.65” x 0.67” 3” x 1.65" x 0.67" (guard pin 8 conn. to case) 
$45 | $55 | $64 $59 $95 $59 | $95 $22 $30 $34 
$42 $51 | $60 | $55 $90 $55 $90 || $22, $30 _ $34 
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HIGH OUTPUT VOLTAGE, CURRENT 


MODELS BIOO, 50, 163, 165, 171, AD512 


GENERAL DESCRIPTION 
Amplifiers in this category are unique with respect to their 


output voltage and/or current capability. In general, amplifiers 


offered here have bipolar or FET inputs with output voltage 
swings of +20 volts or output currents to +100mA. These 
amplifiers may be used to achieve higher output voltage 

or current swings, or as boosters for op amps. Typical 
applications include galvanometer amplifiers, audio ampli- 
fiers, deflection amplifier drives, voltage or current regulators 
and sonar transducer drives. 


MODEL B100: 100mA OP AMP BOOSTER 

As a unity gain current booster, the B100 will deliver up to 
100mA at +10 volts output and operate in a closed loop 
configuration with an op amp. Its 1MHz full power response 
rolls off at a stable 6dB per octave making it suitable for use 
with op amps designed to have crossover frequencies up to 
1MHz. B100, with short circuit protected output, is useful 
as a power booster for instrument servo loops, audio systems, 
galvanometer drivers, and wherever clean power must be 
delivered to loads at moderate bandwidths, to 1MHz. 


MODEL 50 J/K: WIDEBAND 100mA DRIVER AMPLIFIER 
The model 50, an extremely fast amplifier, should be 
considered for higher current outputs if settling time, slew 
rate or bandwidth are critical. This differential FET op amp 
will deliver 100mA at +10 volts, up to 10OMHz, for a wide 
range of high frequency designs, including boosters and 
driver stages as used in CRT deflection amplifiers. Typical 
specifications include 86dB open loop gain, 1nA bias, 
80ns settling to 0.1%, CMR of 72dB at +10V and two drift 
selections: 50uV/°C (J) and 15uV/°C (K). 


MODEL 163 A/K: 20 VOLT/20mA ECONOMY 

The model 163 offers good performance at a low cost for 
designs requiring higher output capability of +20 volts at 
20mA. This differential amplifier with bipolar input stage 
may be used in most general purpose designs with source 
impedances up to 10k{2 for best performance. 

MODEL 165 A/K: 20V/5mA ECONOMY 

Model 165, a companion design to model 163, has reduced 
5mA output at +20 volts with equivalent performance at even 
lower costs. Two offset drift selections are available: Suvirc 
(K) and 20uV/°C (A). 
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SPECIFICATIONS (Typical @ +25°C 
and +15VDC power supply unless 100mA Booster 
otherwise noted.) 


Lowest Cost 
B100 
Model 
+ 
Open Loop Gain 
DC Rated Load, V/V, min O85 
Rated Output, min t10V@100mA 
Frequency Response 
Unity Gain, Small Signal - 
Full Power Response, min IMHz 
Slewing Rate, min 65V/Us 
Overload Recovery 
Input Offset Voltage 
Initial, 25°C, (Adj. to zero) +200mV (no adj.) 
Avg. vs. Temp, max timv/°C 
vs. Supply Voltage 
vs. Time 


Input Bias Current 
Initial, 25°C, max +500nA 
Avg. vs. Temp, max =i 

Input Difference Current 


Initial, 25°C NA 

Avg. vs. Temp = 
Input Impedance 

Differential 9x 10°Q 

Common Mode NA 
Input Noise 

Voltage, 0.01 to 1Hz, p-p = 

10Hz to 10kHz, rms NA 

Current, 0.01 to 1Hz, p-p _ 
Input Voltage Range 

Common Mode Voltage, min NA 

Common Mode Rejection NA 

Max Safe Differential Voltage t15V 
Power Supply Range (VDC) (14 tw 16)V 

Rated Specification (VDC) +15SV@8mA 
Temperature Range 

Operating, Rated Specifications 25 to +85°C 
Package Outline Q-1 

Case Dimensions 1A x LI" x04” 
Price 

1-9 $30 

10-24 $29 


(1)10kHz and 1.2V/ps for non-inverting operation 


MODEL 171: £20V TO +150V FET AMPLIFIER 


Model 171 is an extremely versatile differential FET amplifier 
featuring output voltages to w:thin 10V of the supplies, for 
supplies ranging from +20V to +150V. Asymmetrical supplies 
may also be used with combinations of -OV, +300V, or -300V, 
+0V, or any combination of + and - supplies where the differ- 


ence between supplies is held to less than 300V. 
This design also features low drift of 15uV/°C for 171K, 


7HV/V of power supply rejection and common mode rejection 
of greater than 100dB for common mode voltages to within 
10V of either supply. 


20V Output 


20mA, High Gain 


Discrete 


20V Output 


Economy High Gain 


AD512 K/S: HIGH CURRENT 
Models AD512K and AD512S are monolithic operational 
amplifiers specifically designed for high output current 


capability. High efficiency output transistors, thermally 


OS ‘LZL :s#2Npoid mou 


balanced chip design and precise short circuit current control 


insure against gain degradation at high current levels and 


temperature extremes. Typical specifications include 12mA 
at +10V output from 0 to “70°C, 20uv/°C drift, 5nA bias 
current, 90dB CMR and 0.5V/usec slew rate at full load. The 
AD512S is designed to operate from -55°C to +125°C. 
(Also see Linear IC Section). 


Microcircuit 


Guaranteed 12/10mA 
at Max. Temp. 
ADS512 


163 165 
A K 
500,000 250,000 10° 25,000 50,000 
+20V@20mA +20V@SmA £115V@10mA +10V@100mA +10V@12mA | t10V@1L0mA 
1.SMHz 1.5Milz 2MHz 80MHz 1.0MHz 
S0kHz S0kHz! 1SkHz 8MHz 1OkHz 
6V/ Us 6V/ ps 10V/us 500V/us O0.SV/Ms typ 
0.5 Us OS Ms Sus 0.2us 
+5mV +SmV +1mV | +3mV 4 +3mV max 
+20 | spec +20 ] +5 vs" +50 | +15uv/°C +50 t1spv/°C +20 | +25 uV/°C 
t1OBV/% | T1OMV/% t1nV/% +30pV/% +15 uV/% 
+200KV/mo +200BV/mo +250unV/mo. | +500pV/mo. - 
| | 
+350 +35nA | -50 if -20pA 0, -2nA +200nA 
+06 | t0.5nAC | +06 ] +0.05NAVC 2x/10 C | 2x/10 C _ 
= MT | = t+ 
t3naA $3nA : £25 ie +10pA +50pA 1| +50nA . 
20.1 | +0.05NAPE | +01 | t0.05nA/'C | 2x/10 C | 2x/10 C | 10.1 | tO. InAs C 
10° Q 10° Q 10!'2 10''Q 2x 0° Q 
Ww’?D 10? Q 10''Q | 10''2 | = 
= = = 8 [Ee eS ee _ = ss 
1] 
1pv 1yVv 4uv } Suv | 2uV 
2uv 2ypv 2.5uV 3uV 4uv 
20pA 20pA O.1pA O.1pA = 
| 
+20V +20V t11SV +10V +12V 
86dB 86dB 100dB 86dB 90dB 
+40V +40V +125V t15V | +30V 
+(22 to 26)V 22 w 26)VO™~S™ ~-£(25 to 150)V £(12 to 18)V |] 18v | vo $22V max 
+24V@2mA +24V@4mA +125@6mA +15V@40mA | +15V@2mA 
| i} ° ° 
25 to +85°C 010 470°C -25 two +85°C 0 to +70°C 0 to +70°C Oto +70°C || Ot +70°C | 55 wo +125°C 
- TO-99 
F-1 Med , BL anitet P | (0) 
15 x 15" x 08" x 1" x 05 | 18" x 2.4" x 0.6 1.2" x 1.8" x0.6 ce 
$36 $46 $24 $34 | $69 $79 $75 $92 $6 | s9 
$34 $43 1 $20 $29 $66 $75 $62 $75 $6 $9 
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INSTRUMENTATION AMPLIFIERS 


MODELS 603,605, 602, AD520 


GENERAL DESCRIPTION 

The instrumentation amplifier is a commited gain 

amplifier containing precision feedback networks. Its 
excellent linearity and noise rejection capability make it 

a natural choice for extracting and amplifying low level 
signals in the presence of high common mode noise voltages. 
These devices are commonly used as transducer amplifiers 
for thermocouples, strain gauge bridges, current shunts, 
biological amplifiers, or simply as preamplifiers for process- 
ing small differential signals superimposed on common mode 
voltages. 


Differing from operational amplifiers with uncommitted 
gain, the instrumentation amplifier has a differential input 
stage usually requiring only one resistor adjustment to vary 
the gain over a wide range (typically 1 to 1000V/V). 

These compact devices may be placed in close proximity to 
the signal source for further noise reduction. Products from 
this group are available with low drift (under 1uV/°C), 

fast settling time (25usec to 0.01%) and economy. Models are 
also available with high CMRR, excellent linearity, and 
moderate drift for general purpose use. 


MODEL 605 J/K/L: LOW DRIFT, IMPROVED 
PERFORMANCE 

For moderate bandwidth applications requiring excellent 
drift, gain linearity and stability, the model 605 is a top 
performer when used with source impedances up to 10k22. 
This design requires one gain setting resistor for operation 
and includes output remote sense terminal, and output 
reference adjust terminal. Typical specifications are: 0.01% 
gain nonlinearity ; 1 to 1000V/V gain range; 94dB CMR at 
G = 100V/V; 100nA bias and three RTI drift selections: 
Yuv/°C (L); uV/°C (K) and 3nV/°C (J) at 1000V/V gain. 
Itslow RTO drift now guaranteed at SOuV/°C (L) makes it 
especially attractive for low gain applications. 


MODEL 603 J/K/L: GENERAL PURPOSE, PRICE 
REDUCTION 

This FET input design features high input impedance and 
low bias current to meet most general purpose applications 
operating with both high and low impedance signal sources 

at moderate bandwidths. Model 603 is available in three RTI 
drift selections — 50uV/°C (J); 15uV/°C (K); and SuV/°C (L) 
for 1000V/V gain. This model incorporates other desirable 
features, including: remote output sense terminal, permitting 
its use as a current feedback amplifier or use with a booster; 
output reference adjust terminal, allowing +10 volts output 
swing adjustment independent of gain; and gain adjustment 
from 1 to 2000V/V, using a single resistor. Key specifications 
include: 0.2% gain nonlinearity ; 1MHz bandwidth and 
4Ousec settling time to 0.1%, all at 1V/V gain; RTO drift 

of 500UV/°C, and operation from 12 to 20VDC dual power 
supplies. 


Simplification of this design has been made possible by the ad- 
vent of improved semiconductors. This savings is being passed 
on resulting in a new low 1-9 price of $50 for model 603L. 


56 AMPLIFIERS 


(Specifications typical @ +25°C 
and +15VDC power supply unless 
otherwise noted.) 


Gain 
Range 1 to 2000 
Formula G = 10°/Rg 
Deviation From Formula, max $3.0% | 
vs. Temp, max +50ppm/ C 
vs. Time +0.2%/mo. 
Nonlinearity, max £0.2% 
Rated Output, min +10V@5mA 
Frequency Response 
Unity Gain, Small Signal, (-3dB) 
G=1 1.0MHz 
G = 1000 1.0kHz 
Full Power Response, min 10kHz 
Slew Rate 2V/ps 
Unity Gain Settling Time to 0.1% 40us(G = 1) 


Offsets Referred to Input : 
Initial Offset Voltage Adjust to, 0 
vs. Temp, max G = 1 +0.5mV/ C ss 
G = 1000 +50 | +415 | +5pvi°c 
vs. Supply G=1 +1,0mV/% 
G = 1000 +3.5uV/% 
= 
Input Bias Current 
Initial, 25°C 0, -SOpA | 0, -20pA [0, -20pa 
Pp 2x/10°C 
vs. Tem) | x 
Input Difference Current 
Initial, 25°C +10pA 
vs. Temp. 2x/10°C 
1 
Input Impedance | is : 
Differential 10: Z QU/5pF 
Common Mode 10° * QU/SpF 
Noise Referred to Input | 
Voltage Noise, 0.01 to iHz, p-p 
G=1 100KV 
G = 1000 2.0NV 
Voltage Noise, 10Hz to 10kHz, rms 
G=1 a eT is 
Input Voltage Range 
Linear Differential Input +10V 
Max Differential Input +Vs 
Max Common Mode +Ve 
CMR @ +10V, DC to 60Hz 
(AkQimbalance G=1 70dB@ +8V 
G = 1000 80dB 
Reference Terminal g 
R 1072 
in 
Output Offset Range +10V 
Gain Offset Range 140.03 
Bias Current ~— +0, -2HA 
Power Supply Range, +V,( VDC) +(12 to 20)V 
Operating, Rated Specifications (VDC) +15V@7mA 
Temperature Range : 
Operating, Rated Specifications 0 to +70 C 
Package Outline FA-—5 


Case Dimensions 


1.5” x 1.5% x 0.62” 


$39 $45 $50 
$37 $43 $45 


MODEL 602 J/K: FIXED GAIN, LOW DRIFT 
Unlike most instrumentation amplifiers, with externally 
adjustable gain, model 602 gain is internally trimmed to 


0.05% accuracy, for gains of 10V/V (602J-10) and 100V/V 
(602J-100). For added versatility, an external resistor may 


then be used to increase gain ten fold to 100V/V and 
1000V/V respectively. These design, with bipolar input, 
feature low RTI drift of 10uV/°C (602J) and 2uV/°C 


(602K) with low initial voltage offset making the 602 “‘ready 
to use”’ for a wide range of applications with source imped- 


ances up to 10k{2. An active shield drive terminal is also 
provided to bootstrap the input cable capacitance for 
improved high frequency performance when using long 


cable runs. 


AD520 J/K/S: LOW DRIFT, MONOLITHIC 

The model AD520 is a monolithic instrumentation amplifier 
which incorporates many features found in more expensive 
modular type designs. These include: two external resistors for 
setting gain from 1 to 1000V/V; remote output sense terminal 
for current amplifier applications; and reference adjustment 
terminal for setting output level up to +10V independent of 
gain. Other characteristics include 5uV/°C RTI drift (AD520 
K/S); 106dB CMR (1kQ imbalance), all at Gain = 1000V/V; 
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40nA bias; and 0.02% gain nonlinearity. 


Discrete Microcircuits 
High CMR, Low Drift Economy 
0.005% Linearity Monolithic 
605 ADS520 
J K E J K s 
1 to 1000 10! | 1007 1007 1 to 1000 
G = 1 + (200k/Rg) NA NA NA G = 10° /Rg 
+£0.1% +0.05% +0.05% 
+15ppm/°C +10ppm/°C - 
+0.0003%/mo. +0.02%/mo. - 
+0.005% +0.01% +0.02% typ 
t10V@5mA +10V@4mA +10V@5mA 
300kHz 75kHz 200kHz 
300Hz - 25kHz 
1.5kHz typ -1%@1kHz SOkHz typ 
0.1V/ps = 2.5V/ps typ 
130p8(0.01%, G = 1) 20ous | sous | Sops ss 
(G=10) | (G=100) | (G=100) 
Adjust to 0 Adjust to 0 Adjust to 0 
£100 +75 +50KV/°C +10 +10 +2uv/°C +1.0 +0.5 fosmu/*c 
+3 +10 t0.5 MVC +10 +5 tsuv/°c 
t0.2mMV/% +10 +10 +1OPV/% +400uUV/V 
t4UV/% +50uV/V 
0, +100nA +50nA t40nA | +20nA +20nA 
-InA/°C max t1nAC +0.5 +0.2 +0.5nA/ C 
+100nA max t+5nA +10nA 
+1nA/°C max +1nA/’c +0.1nA/°C 
10° Q 10° QU/sopk 2x10°2 
10° Q 10° 2.//50pF 2x10°2 
154V (0.1 to 1012) 2.5uV RTI SUV (de to 10Hz, G = 1000) 
1.SpV(O.1 to 1OHZ) ImV (10Hz to 200kHz, G = 1) 
2.5yuV RTI 
S.OuV at specified gain 2uV (1Hz to SkHz, G = 1000) 
+10V +1.0V tO0.1V t0.1V +10V 
+20V a = _ tVs 
tV, +10V +10V +10V tVs 
70dB* = 80dB 
94dB(120dB typ)DC to 5Hz* | Rk0dB- | 100dB_— | -100dB 95dB | 106dB_! 106dB 
10° 2 - 5x10’72 
+10V NA +10V 
+1.00 on +1.000 
200nA - = : _500nA 
+(12 to 18)V t(15 to 16)V +(5 to 18)V 
+15V@7mA t1SV@l4mA +15V@4mA 
‘ bg OS Go 
0 to +70°C 0 0 +70°C 7 0 to +70°C |0t0 +70°C | +125°C 
F-5 FA-—2 TO-116 
1.5” x 1.5" x 0.4” 1:5" % 1S" % 0:62” _ 
$59 $65 $80 $59 $55 $75 $18.00 $24.00 $33.00 
$56 $62 $75 $55 $52 $72 $18.00 $24.00 $33.00 


(1) 
(2) 
(3) 
(4) 
(5) 
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Externally adjustable to 100. Speci- 
fications shown for G = 10. 
Externally adjustable to 1000. Speci- 
fications shown for G = 100. 

+0.1% amplitude accuracy to 1kHz 
min. 

Constant with gains from 3V/V to 
1000V/V. 

Minimum CMR with 1kQ imbalance. 
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ISOLATION AMPLIFIERS 
MODELS 272, 273, 274 


INTRODUCTION 

During 1971 Analog Devices developed and introduced a 
series of DC coupled isolation amplifiers which are unique 

to the industry. Offering total ground isolation and low stray 
coupling capacitance (< 10pF) between input and output 
grounds, these compact modules develop extremely high 
CMR (115dB @ 60Hz) and CMV ratings (to 5kV) using 
modulation techniques with transformer isolation. Capable 
of transmitting millivolt signals in the presence of up to 
1000 volts common mode, with unity gain or with adjustable 
gain, these amplifiers are ideal for medical (ECG) and 
industrial applications where it is important to isolate 
hospital patients from potentially lethal ground fault currents 
or, in industrial applications, to interrupt ground loops 
between transducers and output conditioning circuits. 


All models are designed to improve on the existing patient 
safety specifications of Underwriter’s Laboratories and 
other regulator agencies. When used for ECG and EEG 
patient-monitoring equipment, these amplifiers will do their 
job without exposing the hospital patient to the hazards of 
microshock and possible electrocution. 


GENERAL DESCRIPTION 

(The block diagram for the 272 and 273 can be found in the 
section “Applying the Isolation Amplifier,” page 29). 
Isolation amplifiers are available as unity gain buffer 
amplifiers (models 272J, 273J, 273K) or with externally 
adjustable gain (model 274J). All devices are package and 
pin compatible except for model 274 which has two 
additional pins; an additional input pin for low noise applica- 


Figure 1. Block Diagram — MODEL 274J 
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tions and a gain trim pin. Electrically they feature FET input 
op amps for use with high source impedance circuits as well 
as ‘‘fail safe” front end circuitry and 10uA fault current limit 
for improved patient safety in medical applications. 


Typical specifications include 115dB CMR (5kQ source 
imbalance), 5kV CMV, patient safety leakage current of 
1pA @ 117VAC (2uUA @ 220VAC) and 2-wire +15 VDC 
power input. Isolation is achieved using carrier modulation 
techniques (150kHz) with transformer coupling for superior 
reliability and low cost. Small signal frequency response is 
from DC to 2kHz with full power response to 200Hz. 


Defibrillator and “‘fail safe’’ protection is achieved using 
passive elements for ultimate reliability. Each model will 
repeatedly support a 5kV defibrillator pulse from input to 
output or directly across the ECG input leads, except for 
model 273J. Eliminated is the need for any additional 
patient circuit current limiters or other special external 
devices (spark gaps, neon bulbs, zener diodes, FETS), which 
tend to degrade CMR, decrease reliability and increase cost. 
Patient safety test circuits (272, 273, 274) for these designs 
are shown in Figures 2 and 3. 


Figure 2 


Figure 3 


LOW NOISE, ADJ USTABLE GAIN: MODEL 274J 

Offered as the most versatile isolation amplifier in the series, 
this design has a full +10 volt output swing, adjustable gain 

(1 to 100V/V) and two “high” input terminals for optional 
degrees of input protection and noise performance. Referring 
to Figure 12, Page 30, the two input terminals tie into the same 
amplifier point with terminal #1 (ECG) connected through a 
2MQ series input resistor and terminal #2 (EEG) connected 
directly with no input amplifier-protection resistor. 


Gain is set by varying the gain ratio network formed by the 
internal 2MQ feedback resistor and external resistor, Rx. 
The 2MQ feedback resistor appears as a noise source, 

whose noise level referred to the amplifier input, decreases 
as gain level increases and Ry decreases. Increasing amplifier 
gain, therefore, reduces input noise. The external resistor, 
Rx, can range from infinity to 20kQ as gain varies from 1V/V 
to 100V/V. Larger gains are possible at a sacrifice in reduced 
loop gain and overall amplifier accuracy, which nevertheless 
may be adequate for the application. It should be noted that 
the output circuit and power supply circuit are transformer 
isolated from each other as well as from the input circuit. 
The 5kV isolation rating applies input to either power or 
signal grounds with a reduced rating applying between 
power ground and output low. 

Applications 

For industrial or medical applications, gain should be taken 
in the amplifier consistent with normal mode offset voltages 
to reduce noise and drift referred to the input. The proper 
choice of input high terminal (#1 or #2) depends on the 
degree of input amplifier protection required for the applica- 
tion. Input #1 (2MQ input) should be selected for defibrillator 
protection (5kV) with gains set from 1 to 20V/V (assuming 
a worst case 500mV galvanic offset potential). Over this gain 
range, noise will vary from approximately 16uV p-p 

(G = 1V/V) to 12uV p-p(G = 20V/V) in a 100Hz bandwidth. 
EEG, EMG or direct blood pressure monitoring circuits may 
use input #2 terminal with maximum allowable gain for 
lowest noise performance. Noise will vary from 12uV p-p 

(G = 1V/V) to 5uV p-p (G = 100V/V) in a 100Hz band- 
width. Input protection is dependent on the value and 
wattage ratio of Rx. When using a one watt resistor, 
differential input protection is 1000V to 200V as gain varies 
from 1 to 100V/V. Rx = 20kQ2, 1W at 100V/V gain. Input/ 
output isolation of 5kV is independent of gain connection 
or amplifier-input protection resistor. It is interesting to note 
that 274J may be used as an ECG and EEG amplifier in one 
design through appropriate lead and gain selection using a 
two pole-two position function switch. 


LOW NOISE, DEFIBRILLATOR PROTECTED INPUT: 
MODEL 273K 

This unity gain device is electrically and mechanically inter- 
changeable with models 272J and 273J except for a different 


value of input safety resistor. Referring to the 272/273 
block diagram, the 273K uses a 2MQQ input resistor versus 
20MQ for 272J and 1MQ for 273J. This change has the net 
effect of combining, in one module, the desired 5kV input 
protection of the 272J at a slight increase in noise above 
that of 273]. 


The 273K should be considered for all new and original 
equipment designs requiring 272J defibrillator input 
protection and 273] input noise performance. Noise levels 
are typically 12uV p-p in a 100Hz bandwidth. All other 
isolation amplifier characteristics not involving this input 
resistor change remain essentially the same. 


LOW NOISE, LOW DRIFT: MODEL 273J 

Very similar to models 272J and 273K, except for its 1MQ2 
input resistor, model 273J provides an isolation amplifier 
with the lowest voltage drift and noise level available. Noise 
at 8uV p-p is a factor of 3 below that of 272). 


Model 273J with +3V dynamic range and 75uV/°C drift will 
support 400VAC differentially for defibrillator free input 
signals while retaining a 5kV rating from input terminals to 
output common. It is useful as a unity gain buffer for 
medical applications not requiring input defibrillator 
protection or where other external protection devices may 
be used successfully to protect the amplifier against 5kV. It 
is mechanically interchangeable with 272J and 273K. 


UNITY GAIN, DEFIBRILLATOR PROTECTED INPUT: 
MODEL 272J 

This design is available to meet the most demanding require- 
ments for amplifier and patient protection simultaneously. 
Referring to model 272 block diagram and the safety 
circuits (Figures 2 and 3) the input stage employs a 20M{Q2 
guarded resistor (R) to limit differential fault currents to 
10uA in the event a catheterized patient develops 220VAC 
between patient-connected high and low electrode. This can 
occur through an inadvertent connection to power ground 
through misapplication or via other equipment grounds. Of 
course, a full 5kV defibrillator voltage is easily supported 
across the inputs and from all input leads to output common. 
The price of this protection is a relatively high amplifier 
noise level (typically 35uV/p-p) arising from the 20MQ 
Johnson noise. Model 272J, with +3 volt dynamic signal 
swing and unity gain, is most useful for those designs requir- 
ing ultimate safety to both amplifier and patient (or trans- 
ducer) circuit. It is extremely useful in high radiation 
environments where strong emission may destroy input 
circuitry. 
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new product: 274 


Buffer 
Ultimate 
Safety 


1A Safety Current, 5kV Isolation 


Low Noise 
Buffer 
273 


Adjustable Gain 
ECG/EEG Inputs 
Lowest Noise 


Model 272J 274) 
Gain (Non-Inverting) 
Gain (50k Load) 1V/V 1V/V 1 to 100V/V 
Gain Temp Coefficient 0.015%/°C 0.015% /°C 0.015%/°C 
Gain Accuracy +3% +3% +0, -2% 
Safety Current Limits Fig. 2 & 3 
Input 
Input Impedance: Differential 10!? Q//3pF 10" QU/3pF 10:7 QU/3pF 
Overload Conditions 20MQ min IMQmin | 2MQmin 2MQQ min 
Common Mode 10"! QUpE 10'' QU/20pF 10'! QU/20pF 
Input Offset Voltage 
Initial, 25°C +50mV +50mV +2mV 
Refer to Output (RTO) 125uV/°C 100BV/°C (100G + 200)pv/°C 
vs. Supply Voltage 20BV/% 20BV/% 20LV/% 
Input Bias Current 
Initial, 25°C -5OpA -50pA “50pA 
vs. Temp (0 to 70°C) 2x/10°C 2x/10°C 2x/10°C 
vs. Supply Voltage 0.1pA/% 0.1pA/% 0.1pA/% 
Input Noise 
Voltage (0.05 to 100Hz), G = 1 
Input #1 35uV p-p 8HV pp | 12uV pp 16MV p-p, 12MV_ p-p(G=100) 
Input #2 NA NA 12MV p-p, SHV p-p(G=100) 
(SHz to 1kHz) | 15uV rms 5uV rms 5uV rms 
Current (0.05 to 100Hz) 0.1pA rms O.1pA rms 0.1pA_ rms 
Input Voltage Range | * 
Absolute Max Differential or CMV 5000V (Input #1) 
(10 sec of 60Hz pulse train) 5000V peak 400V 5000V Depends on Gain (Input #2) 
Common Mode Voltage Isolation | 
(input to output signal) 1000V peak 1000V peak 1000V peak 
CMR @ 60Hz, 5kQ Source Imbalance, G = 1 V/V 
Between Input and Output! , min 115dB 115dB 115dB(G=1 to 100) 
Between Inputs & Shield 60dB 60dB 60dB(G=1 to 100) 
Output (50kQ Load) = : 
Rated Output, min +3V +3V +10V 
Linearity 0.2%@4V_ p-p 0.2%@4V_ p-p +0.5%@20V p-p 
Output Impedance 1.5kQ 1.5kQ 1.5kQ 
Frequency Response : ; 
Small Signal (—3dB) 2kHz 4kHz 2kHz 
Full Power, 3% THD 200Hz 200Hz 200Hz 
Settling Time to 100uV after Applying 
Max Diff. Input Voltage 200ms 200ms 200ms 
Power Supply” Range 
Rated Specification (+12 to +28)VDC (412 to +28)VDC +15VDC 
Operating (+9 to +28)VDC (+9 to +28)VDC (+12 to +18)VDC 
Current, Quiescent @ +15 VDC 15mA 15mA 55mA 
Temperature Range 0 to +70°C 0 to +70°C 0 to +70°C 
Package Outline | H-1 H-1 H-3 


. : ' 
Case Dimensions | 


3.5" x25" x 1.25" 


35° x 25" % 1.28" | 


Price 
1-9 $109 
10-24 $92 


(1)5kQ2 in any lead or combination of input leads and shield. 
(2)Protected for Power Supply Reversal 


$109 
$92 


EP ie oo ACES a Bo oe 


$125 
$99 
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GENERAL DESCRIPTION 


Comparators in this group are specialized operational 
amplifiers with differential inputs and two bi-stable states. 
Used to digitize relative amplitude information, these comp- 
arators become the key element in the analog-to-digital 
conversion process. They are useful as threshold level 
detectors for A/D converters, voltage to frequency 
converters, pulse-width modulators and a wide variety of 
square wave and pulse generators. Available with either FET 
or bipolar input stage, they have been optimized for fast 
switching and stable threshold characteristics. 


COMPARATORS 
MODELS 350, AD35l 


MODEL 350 A/B/C: FET COMPARATOR 

Model 350 is a comparator module with high impedance 
with FET inputs, excellent “trip point” stability, fast 
response and logic compatible output. Operating as an open 
loop amplifier with bi-stable output stages, model 350 switch- 
ing and offset parameters have been optimized for use in DC 
to 100kHz comparator circuits including level detectors, 
pulse-width modulators and fast reset pulse circuits. Typical 
specifications include 20V/400uV sensitivity at 1.5kQ load, 
CMR of 60dB at 10V and two output ratings; +10V at +7mA 
(500ns switch time) or 0 to 5 volt swing at 15mA (100ns 
switch time) when its output limit pin is connected 

for digital logic compatibility. There are three drift options 
available: 75uV/°C (A), 40uV/°C (B), and 25uV/°C (C). 


MODEL AD351 J/K/S 

Model AD351 is a high performance monolithic 
comparator which includes additional front end circuitry, 
usually added externally with other IC designs, to achieve 
low bias and offset currents with high input impedance. 
Although its speed is modestly reduced by incorporating 
these user conveniences, AD351 fulfills the need for a high 
speed comparator for a wide range of applications including 
zero-crossing detectors, threshold detectors and window 
comparators. Typical specifications include 84dB gain, 
250nA bias, CMR of 70dB at +10V and 1 to 7 volt output 
swing (400ns switch time) with 10kQ output impedance. 


Model 


Gain, V/V, min 
Rated Output 
Voltage Levels, min 


Input Bias Current, max 
Avg. vs. Temp 
Input Offset Voltage 
Initial, 25°C, (adj. to zero), max 
vs. Temp, max 
Input Impedance 
Differential 
Common Mode 
Input Voltage Range 
Safe Differential Voltage 
Common Mode Rejection @ +10V 
Common Mode Voltage, min 


FET Comparator 
350 


A B Cc 


50,000@1.5k Q load 


+10V@7mA or 
+5V@15mA, 0V@20mA' 


Monolithic Comparator 
351 


J K s 


15,000 


+7V @ no load to 
+1V@2mA 


50pA | 30pA | 30pA 
SnA 3nA 3nA? 


+2mV 
40 |25uv/°c 


10°! Q//3.5pF 
10'! Q1/3.5pF 


+30V 
60dB 
+10V 


“Response Time 
Switching (0 to SV) 
Output Delay 


100ns 
Spe = 


250nA 
-4nA/°C 


+6mV 
20—s| 5 | 10nv/°C 
10M Q2//4pF 
10M 92//4pF 


+30V 
70dB min (SV output) 
+10V 


400ns 
250ns (2.5V output) 


Power Supply 
Positive Voltage (VDC) 
Negative Voltage (VDC) 
Temperature Range 
Package Outline 
Case Dimensions 
Price 
1-9 
10-24 


(1)+5V, OV reduced swing using limit connection of 350. 


(2)Total drift —25 to +85°C. 


+(15 to 16)V@3.5mA 
(15 to 16)V@3.5mA 
-25 to +85°C 


F-1 
15” x di” x 0:4" 


$70 


$40 | 
$67 


$50 | 
$38 


$48 


+(7 to 18)V@2.5mA 
-18V max@0.5mA 
0to+70°C Pto+70°C $55 to+125°C 


TO—100 
$11.70 | $18 | $24 
$11.70 $18 $24 


(3)Input overdrive of 10mV. 
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OPEN LOOP PERFORMANCE CHARACTERISTICS 
GENERAL PURPOSE- MODERATE PERFORMANCE 


MODELS 118, 119 
AD741 J/K/L/S_ —-—-——— AD201, AD301AL 


AD208, AD208A 


160 160 ——_—_— 160 ;>—y T ——.—y 4 
= | | 
| | 
140 |} ‘<li es ae’ ee a | wo SS SINGLE POLE COMPENSATION” 40;—T ] 
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- | o 6 | 
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a ee ae ot | a 
0° 10' w* w wi w w® 1” wo wo? Ww? 0 10? 10° w? 10! 10% 1 1% io w® 10? 1% 10? Wl? 
FREQUENCY —H, FREQUENCY —H, FREQUENCY —H, 
GENERAL PURPOSE FET LOW BIAS, HIGH Z. 
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MODEL 41———————— AD503, AD511, AD540J-——— AD513 
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HOW CONVERTER PRODUCTS ARE CLASSIFIED 
The converter products in this catalog are divided into four 
major classes: 


1. Digital-to-Analog Converters in which the analog output 
voltage or current is generated in accordance with a digital 
input data word. For convenience in selection, d/a con- 
verters are subdivided into the following categories: 


®@ Low Cost, General Purpose 

@ High Performance, General Purpose 

@ Fast, Display, very high speed fixed reference 
converters, of the types most frequently used for spot 
position control in CRT displays, and for com- 
struction of very fast A/D converters. 

@ High Resolution, converters with 16 bit resolution, having 
linearity and stability appropriate for true 16 bit 
performance. 

e@ Multiplying, D/A converters designed for AC or varying 
DC reference, rather than for fixed internal or 
external reference. 

@ Military Grade, converters specifically designed for 
operation in the military environment. 


In addition, most DAC’s are available with either current 
output — at very high speed — or voltage output, with the 
added delay of an internal operational amplifier. Voltage- 
output DAC’s are the most convenient to use and, with the 
exception of those designed specifically for high speed, will 
serve in all but those applications calling for us and sub-us 
settling times. Current-output DAC’s are used in applications 
where high speed is more essential than stiff voltage output, 
such as in circuits with comparators (e.g., A/D converters), 
or where fast amplification is to be provided externally 
(e.g., CRT deflection amplifiers). 


2. Analog-to-Digital Converters in which a digital output is gen- 
erated that is proportional to the value of the analog input sig- 


nal. A/D converters are subdivided into the following categories: 


© Low Cost, General Purpose 
® High Performance, General Purpose 
® Dual Slope Converters, particularly well suited for ap- 
plications where the input signal contains significant 
power line noise 
Fast Converters, with a total conversion time of 3.5us 
© oriless 
High Resolution Converters, offering true state-of-the-art 
@ performance in an A/D converter with 16 bit resolution 
and accuracy 
Low Power Converters, intended specifically for remote or 
® portable operation from batteries 
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Three analog-to-digital conversion techniques are represented 
in Analog Devices’ A/D converters. In general, the counter- 
comparator or staircase technique permits the building of a 
very inexpensive converter; the dual slope integrating approach 
offers excellent rejection of power line noise; and the succes- 
sive approximation technique is the best choice where moder- 
ate to high speed is required. 


3. Multiplexers, which are high speed analog switches that pro- 
vide the capability of sharing a single D/A or A/D converter 
among a number of analog input or output channels. 


4. Sample and Hold Amplifiers which acquire and track a sig- 
nal that may be varying with time and, upon command, hold 
the value as of a given time constant so that it can be processed 
accurately by following circuits (usually A/D converters). 
Several types are available, which have primary features rang- 
ing from low cost to high speed, to very high accuracy. 


Other devices frequently used as accessories in conversion sub- 
systems may be found in other sections of this product guide. 
These include power supplies, isolation amplifiers, instrumen- 
tation amplifiers, analog multipliers, and operational amplifiers 
for buffer or signal conditioning service. HDAC IC quad and 
quint switches and thin film resistor networks may be used for 
construction of precision D/A and A/D converters. 


HOW TO SELECT CONVERTERS 

The very large number of converter products available in 
the marketplace can overwhelm even an experienced engi- 
neer faced with the problem of selecting a device for a 

given application. Interpretation of the specifications adds 
another dimension to the task, which is further complicated 
by the virtual absence of standardized specification 
definitions among the manufacturers. 


Only two basic factors hold the key to selecting the right 
device: 


A. A complete definition of the design objectives. 
Factors such as signal levels, accuracy required, through- 
put rate, a detailed knowledge of the signal and control 
interface, environmental conditions and several others 
must be well defined before selection can be effectively 
undertaken. 


B. A firm understanding of what the manufacturer means 
by his set of specifications. It should not be assumed 
that any two manufacturers mean the same thing when 
they publish identical numbers defining a given para- 
meter. In most cases, the manufacturer has honestly 
attempted to provide accurate information about his 


product. That information must be interpreted, how- 
ever, in terms meaningful to the user’s requirements, 
and this requires a knowledge of how the terms are 
defined. 


Application Checklist 

The designer will generally require specific information in 
the following categories, before proceeding to the selection 
process: 


A. Accurate description of input and output 
1. analog signal range and source or load impedance 


2. digital code needed — binary, offset binary, 2’s 
complement, BCD, etc. 


3. logic level system, i-e., TTL/DTL compatible 
B. What is the needed data throughput rate? 
C. What are the control interface details? 


D. What does the system error budget allow for the 
converter? 


E, What are environmental conditions — temperature 
range, time, supply voltage — over which the converter 
should operate to the desired accuracy? 


Considerations For D/A Converters 

A designer faced with the need to select a d/a converter for 
a specific application should usually give consideration to 
each of the following application details. 


A. What resolution is needed? How many bits (8, 10, 12 or 
other) make up the data word that will be controlling 
the DAC? Must the DAC be monotonic? 


B. What logic levels and logic codes can be provided by the 
equipment that will operate the DAC? The most popular 
logic system is TTL, and the most frequently used codes 
are binary, offset binary, two’s complement, binary- 
coded decimal, and their complements. 


C. What kind of output signal from the DAC is needed for 
the system, a current or a voltage? What is the desired 
full scale range? 


D. What are the speed requirements? What is likely to be the 


shortest time between data changes going into the DAC? 
After a change in the digital input data, how long can 
the system wait for the output signal of the DAC to 
settle to the desired accuracy? 


. How stable are the terminal voltages of the power 


supplies that will be used for powering the DAC? Is the 
power supply sensitivity specification adequate to hold 
errors from this source to reasonable limits? 


These considerations are typical of those involved in the 
application of most converters. 


Considerations For A/D Converters 

The process of selecting an A/D converter is very similar to 
that involved in the selection of D/A converters. The 
following considerations are typical. 


A. What is the analog input voltage range, and to what 


B. 


C. 


resolution must the signal be measured? 


What is the requirement for linearity error (or relative 
accuracy error)? 


To what extent must the various sources of error be 
minimized as environmental temperature changes? 


. How much time can be allowed in the system for each 


complete conversion? 


. How stable is the system power supply? What errors will 


result from power supply terminal voltage variations of 
this order? 


. Is monotonicity important to this application, or can the 


system tolerate a few missed codes (out of 4096 total 
true codes ina 12 bit ADC, for instance). Please note the 
discussion of monotonicity in the section on 

Definitions of Specifications. 


. What is the character of the input signal? Is it noisy, 


sampled, filtered, rapidly-varying, slowly-varying? What 
kind of pre-processing is to be (or can be) done that will 
affect the choice (and cost) of the converter? 


Considerations For Multiplexers And Sample-And-Holds 
When a sampled data system is to be assembled, in which we 
will time-share one A/D converter among many input 
channels by using a multiplexer and a sample and hold, it is 
important to consider the impact of these accessory devices 
on the system performance. 


Multiplexers 
. How many input channels are needed? 


. Is each channel single-ended or differential? 


. What kind of channel address selection code is used? 


7A ww > 


. When switching from one channel to another, how 


E. Over how wide a temperature range (at the module) must 


the converter operate? Over how much of this range must 
the converter perform essentially within its specifications 
without readjustment? 


much time is needed for settling to the desired accuracy? 


. What error is produced by the leakage current passing 


through the source resistance? 
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F. If the signals are AC, how much error is produced by 
crosstalk between channels? 


G. Is there any danger of damage to active signal sources 
when power is turned off? MOSFET multiplexers are 
inherently “‘safe,” since the switches open when power 
is removed. J-FET multiplexers usually close when 
power is removed, making it possible to interconnect, 
and therefore damage, active signal sources. (The 
MPX-8A uses MOSFETS as switches.) 


H. What will be the dynamic range of signals feeding into 
the multiplexer? 


I. Is it desirable to be completely flexible regarding 
channel switching rate — even to the point of 
allowing the system to be stopped on one channel, 
for test and calibration purposes? 


J. What will be the multiplexer transfer error (error pro- 
duced by voltage division of the “On” resistance of 
a channel feeding into the input resistance of the 
following sample and hold)? 


Sample-and-Hold Amplifiers 
A. What is the nonlinearity? 


B. Considering the slewing rate of the signal, or the 
desired channel switching rate of the preceding multi- 
plexer, how much time is available for acquiring the 
signal in the sample and hold? 


C. What is the error component produced by input bias 
current passing through the source resistance (source 
resistance includes signal source resistance and the 
maximum “‘On”’ resistance of the multiplexer switch)? 


D. What is the offset drift error (the offset temperature 
coefficient multiplied by the anticipated deviation of 
temperature)? 


E. What is the offset error due to variation in the terminal 
voltage of the power supply we expect to provide? 


In addition to the above error sources, there exists an uncer- 
tainty due to the aperture delay jitter. That is, in a sample 
and hold with a given aperture time (e.g. 40ns) there usually 
exists an aperture time uncertainty (or jitter) of perhaps 
5ns peak. The effect of aperture time is considered to be a 
correctable factor, since it is comparable to a delay in the 
sample-to-hold switching operation. The jitter cannot be 
compensated, however, and a 5ns jitter applied to a signal 
slewing at, say, 1 V/us produces an uncertainty of 5mV. Since 
this uncertainty is directly proportional to signal slewing 
rate, it can be anticipated by thorough knowledge of the 
nature of the input signals. 
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INITIAL SELECTION CRITERIA FOR SYSTEM 
COMPONENTS 

It seems that the most economical process for selection of 
appropriate components to meet a system requirement will 
probably be a method of successive approximations: make 
an arbitrary choice, and run through a complete error 
analysis to check the adequacy. Where the error analysis 
demonstrates either performance far in excess of need (there- 
fore possibly unnecessarily costly) or inadequate accuracy 
or stability, make a new choice and run through the error 
analysis once again. 


In practice, the usual engineering criterion appears to work: 
for a multi-component system, choose each component to be 
roughly ten times better than desired in the final system. 
Thus, for a system of the 0.1% desired maximum error class, 
use a 0.01% converter (12 bits) with compatible multiplexer 
and sample and hold. As you will see in the typical system 
error analysis that follows, this approach leads to quite 
acceptable system errors. 


THE SELECTION PROCESS 

To best illustrate the complete selection process for a con- 
verter product, we have created a hypothetical situation. 
With this approach, one can more easily understand speci- 
fication usage and applicability to a given problem. 


The Problem 

A computer data acquisition system is to be built to process 
data from a number of strain gages. Signal conditioning 
hardware, to be purchased with the gages, delivers 10VFS 
signals from 10 ohm sources. Signal channels must be 
sequentially scanned in no more than 50us per channel. 
Maximum allowable error of the system is approximately 
0.1% of FS. System logic is to be TTL, and hardware may 
work in either binary or two’s complement code. Parallel 
data readout will be used. 


Probable temperature range in the equipment cabinets 
(including equipment temperature rise) is +25°C to +55°C. 
Sufficient +15V and +5V power is available, but the 

+15V has regulation of only 150mV. What converter 
products should be chosen? 


First Approximation 

Since desired accuracy is about 0.1% for the system, we 

first choose an A/D converter with 12-bit resolution 

(0.01% = %LSB). Reviewing the available ADC’s, we find 

the ADC-12QM to be a possible choice. Since it is packaged in 
a small 2 x 4” x 0.4" module, it can be conveniently incor- 
porated in a compact subsystem. 


The ADC- 12QM completes a conversion in 25s and, 
since it is felt that a sample and hold is necessary, the 


SHA-1A module is chosen because it is compatible and it 
has settling time of 5us. Thus, the combination of 

ADC- 12QM and SHA~1A will operate in 30s safely with- 
in our limit of 50us per channel for the system. 


Since multiplexer scanning will be sequential, we won’t be 
concerned about settling time when channels are switched. 
The multiplexer can be switched to the next address as 
soon as the SHA goes into “hold” on data from the current 
address. Thus it has a quite adequate 30us to settle before 
a measurement is called for. For convenience, we’ll use the 
MPX-8A as the multiplexer; the small module package fits 
into the packaging concept, and the built-in complete 
binary address decoding makes it very easy to work with. 


Error Analysis 

It’s clear that the MPX-8A, the SHA-1A and the 
ADC-12QM generally meet the problem’s requirements for 
speed and resolution. Now we must look further into the 
details of errors, to determine if the worst case situation is 
within the allowable 0.1% system error. 


Error Analysis of MPX-8A Multiplexer 
MPX-8A multiplexer, being a MOSFET circuit, is not sub- 
ject to voltage offset errors. Errors here will be due to two 
factors: 


1. Leakage current into the “ON” channel across the 
source impedance. 
Leakage current @ 25°C = 10nA 
Source impedance = 10 ohms 
Error voltage = 10 x 10° = 10 Vor 
0.01ppm for a 10VFS signal 
(certainly can be neglected) 
2. Transfer error due to voltage division across MOSFET 
“ON” resistance and input impedance of SHA~1A. 


ON resistance = 1000 ohms max 

SHA-1A RN = 10!? ohms 

for. io ww 
EIN —- 10! +103) 103(109+1) 10+1 
Transfer error <lppm 


Error Analysis of SHA~1A Sample and Hold 
1. Total throughput nonlinearity is 2mV over 20V range, or 
0.01%. 


2. Gain error of —0.05% max and other gain errors in the 
system (if small) may be compensated for overall when 
calibrating the system by setting of the Gain of ADC; not 
considered in this system’s error budget. 


3. Input bias current of 1nA (typical) causes an offset error 


voltage in the source resistance. 


Source resistance equals sum of “‘ON”’ resistance of 
MPX-8A and signal source resistance: 1010 ohms total 
Offset error = 1.01x10°x10 ? =1.01x10 °V 


out of 10VFS, or 0.1ppm. 


4. Offset vs temp = 25uV/°C. 
Our housing temperature may change by 30°C. 
Offset error = 25uV x 30 = 750xuV out of 10V, 
or 0.0075 %. 


5. Offset vs Supply = 100UV/%. 


Supply may move 150mV out of 15V, or 1%. 
Offset error is therefore 100UV out of 10V, 0.001%. 


By an analysis similar to the above, we would normally also 
prepare a system timing diagram, and assign operating time 
and settling time allowances. However, the components 
selected for this example allow several times more settling 
time than needed for 0.01% operation, consequently we can 
overlook the need for a formal timing analysis to determine 
whether settling times are adequate. 


Error Analysis of ADC-12QM A/D Converter 
1. Linearity error (relative accuracy) %LSB or 0.01% 


2. Quantizing uncertainty; %LSB or 0.01%. This is a 
resolution limitation, not considered in the error budget. 


3. Temperature errors: 


a) Gain Tempco 5ppm/°C for our 30°C possible shift; 
150ppm total 

Gain error: 150ppm or 0.015% 

b) Zero Tempco Sppm/°C 

Zero error: 0.015% 


4. Power supply sensitivity error 
Sens = 0.002%/%. Power supply may move 1%, 
therefore PS error = 0.002% 


In conclusion, the following is a summary of the significant 
sources of error in the system: 


SHA linearity error 0.01% 
SHA offset vs temp error 0.0075 % 
SHA supply offset error 0.001% 
ADC linearity error 0.01% 
ADC gain tempco error 0.015% 
ADC zero tempco error 0.015% 
ADC supply offset error 0.002% 
Worst case sum of all errors: = 0.06% 


Square root of sum of squares: ~0.03% 
Since these values are certainly reasonable for a system with 
specification error of 0.1%, we should be satisfied that we 
have made reasonable choices in components. 
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DEFINITION OF SPECIFICATIONS 


Absolute Accuracy 

When the full scale point is adjusted on a converter, it will 
be set with respect to a reference voltage which, in turn, 

is referenced to the NBS voltage standard. The absolute 
accuracy of the converter is then the tolerance of the full 
scale set point referenced to the NBS standard. 

Acquisition Time 

The acquisition time of a sample and hold circuit is the time 
it takes to acquire the input signal to the given accuracy. 
Specifications on acquisition time given in Analog Devices’ 
data sheets include the settling time of the output amplifier. 
Some manufacturers do not include settling time of the 
output amplifier when specifying acquisition time. 
Aperture Time 

This is the time it takes in a sample and hold circuit, for the 
switch to open after the control command has been given. 
In a good SHA, this should not exceed 50ns delay, 
including 10ns uncertainty. 


Common-Mode Range 

Common-mode rejection usually varies with the magnitude 
of the common-mode plus the differential (or “normal” 
mode) voltage applied to an amplifier. Common-mode range 
is that range of total input voltage over which optimum 
common-mode rejection is maintained. In good operational 
amplifiers, the common mode range is usually of the order 
of +10V. 


Common Mode Rejection (CMR) 

The ability of an amplifier to reject the effect of voltage 
applied to both input terminals simultaneously. Usually 
expressed as the log of a “common-mode rejection ratio,” 
i.e. 1,000,000:1 (CMRR) or 120dB (CMR). A CMRR of 
1,000,000 to 1 means that a 1V common-mode voltage 
passes through the amplifier as though it were a 
differential signal of one microvolt at the input. 


Common-Mode Voltage 

An undesirable signal picked up in a transmission line by both 
wires making up the circuit, with reference to an arbitrary 
“ground.” Amplifiers differ in their ability to amplify a 
desired signal accurately in the presence of a common-mode 
voltage. 


Conversion Time 

The time required for a complete measurement by an 
analog-to-digital converter is called conversion time. In 
successive approximations converters, conversion times 

are available between 1.0us for the 8 bit version of the ADC1103 
and 400usec (for the ADC-16Q). The most popular general 
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purpose A/D converters, like the ADC-12QM, have 
conversion time of about 25 us. 


Crosstalk 

Leakage of signals between circuits or channels of a multi- 
channel system or device, such as a multiplexer. Crosstalk is 
usually determined by the impedance parameters of the 
physical circuit, and actual values are frequency-dependent. 


Deglitcher 

When a D/A increases or decreases the input code by small 
changes, it passes through what is known as major and 
minor transitions. The major transition is at half-scale, when 
the D/A switches around the MSB, and all switches change 
state, i.e.,01111111 to 10000000. If the switches are faster 
to switch off than on, this means that, for a short time, the 
D/A will give a zero output and then return to the required 
1 LSB above the previous reading. This large transient 

spike is commonly known as a “‘glitch,”’ and hence, a 
“deglitcher”’ is a device which removes these glitches. It 
normally consists of a hold-sample circuit which holds the 
output constant until the switches reach equilibrium. 


01111111 


WITH IDEAL DEGLITCHER 
GLITCH 


Differential Linearity 

In a digital converter, differential linearity describes the 
variation in size of adjacent steps over the full range of the 
circuit, or the closeness of each individual step to the 

ideal 1LSB. A differential nonlinearity of more than 1LSB 
may result in a non-monotonic D/A converter or missed 
codes in an A/D converter. 


Droop Rate 

When a sample-and-hold circuit using a capacitor for storage 
is in hold, it will not hold the information forever; droop 
rate is the rate at which the output voltage changes and, 
hence, loses the information. In practice, when using a SHA 
ahead of an ADC, the SHA should not droop more than 

0.1 LSB during the conversion time of the ADC. 


Dual-Slope Converter 

An integrating analog-to-digital converter in which the 
unknown signal is converted to a proportional time interval, 
which is then measured digitally. This is done by integrating 
the unknown for a predetermined time. Then a reference 
input is switched to the integrator, and integrates ““down” 


from the level determined by the unknown until a ‘“‘zero” 
level is reached. The time for the second integration process 
is proportional to the average of the unknown signal level 
over the predetermined integrating period. A digital time 
interval meter (i.e., counter) is generally used as the output 
indicator. 


INTEGRATOR 
OUTPUT 


SIGNAL INTEGRATE 


REFERENCE INTEGRATE 
TIME TIME 


Four-Quadrant 

In a multiplying DAC, “‘four-quadrant”’ refers to the fact 
that both the reference signal and the number represented 
by the input may be bipolar. A four-quadrant multiplier 
is expected to obey multiplication rules for algebraic sign. 


Feedthrough 

A term referring to that characteristic of a circuit or device 
manifested by undesirable signal leakage around switches 
or other devices that are supposed to be turned off or 
provide isolation. 


Gain Adjustment 

The “gain” of a converter is that analog scale factor setting 
that provides the nominal conversion relationship, e.g. 10V 
full scale. 


Hold-to-Sample Transient 

In a sample-and-hold amplifier, a switching transient usually 
occurs when switching from ‘‘HOLD” to “SAMPLE” modes. 
Such transients effectively slow the process of settling-in 

on the desired signal. 


Least Significant Bit (LSB) 

In a system in which a numerical magnitude is represented 
by a series of binary (i.e., two-valued) digits, the “least 
significant bit’’ is that digit (or “‘bit’’) that carries the 
smallest value or weight. For example, in the natural binary 
number 1101 (decimal 13, or 23 +27+0 +1), the rightmost 
“1” is the LSB. 


Linearity 

The conventional definition for nonlinearity of a device is 
the deviation from a “‘best straight line.’’ This means that 
to determine whether a device meets the stated linearity 
specification, the ‘shape’ of the nonlinearity and the 
magnitude have to be known so that the end points (e.g., 


the zero and full scale points for a unipolar converter) can 
be offset by a ‘“‘best’’ amount to minimize linearity error. 


CONVERTER 
LINEARITY 


VOLTAGE 


BEST STRAIGHT LINE 


CODE 


As this definition is totally impractical for users of converters, 
we define nonlinearity as follows: the nonlinearity is the 
deviation from a straight line drawn between the end 

points as calibrated by a normal adjustment procedure. As 
shown in the figure, it is more conservative than the “‘best 
straight line”’ definition, since if all errors are of the same 
polarity, they may only be half as great. 


VOLTAGE 


LINEARITY LIMIT 


CODE 


The user of the converter now needs only to set the two end 
points to measure the linearity. The normal limit that is 
used for a good converter is +/LSB (least significant bit). 
This then means that the sum of positive errors or the sum 
of the negative errors of the individual bits must not 

exceed %LSB, which means further that, the errors of the 
bits themselves, must be considerably less than “LSB. 


For the higher resolution converters (14 and 16 bits), Analog 
computes and plots the nonlinearity for every code, to 
ensure that the converter meets our specification before 
shipment. 


Line Regulation 

Load Regulation 

Stability parameters of a power supply: the variation of 
output voltage as a fraction of changes in input line voltage 
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or load current. These are among the most important 
specifications of a regulated supply. Regulation is often 
specified in terms of change in output (in either % or volts) 
per incremental change in line voltage or load current 

(in either % or actual change). 


Monotonic 

A monotonic D/A or A/D converter never has its output 
decrease in response to an increasing input stimulus (or vice 
versa). In high-speed converters, it is not especially hard to 
produce a monotonic design over limited temperature 
ranges. In order to be monotonic over very wide 
temperature ranges, error components of DAC switches 
and resistor networks must track each other very closely 
with temperature change. In ADC’s, the counterpart of 
non-monotonic behavior is the ‘‘missed code,”’ which is 
produced when a transition from one quantum of the analog 
range to the adjacent one does not result in the adjacent 
digital code, but in one removed by one or more counts. 
Monotonic behavior in high-resolution conversion over 
wide temperature ranges is not easy to accomplish at the 
present state of the art; consequently, converters like the 
ADC- QM, which are monotonic from 0°C to +70°C, 

at reasonable cost, are not commonly seen in the industry. 
Integrating converters, such as the ADC-I, are inherently 
monotonic; A/D converters of this class are also 

inherently slow (usually more than 35ms for a full 
conversion). 


Most Significant Bit (MSB) 

In a system in which a numerical magnitude is represented 
by a series of binary (i.e., two-valued) digits, the “‘most 
significant bit” is that digit (or ‘‘bit’’) that carries the largest 
value or weight. For example, in the natural binary number 
1101 (decimal 13, or 27 +27 +0 +1), the leftmost “1” is 
the MSB, with a weight of 2" |, or 8. 


Multiplying DAC 

A multiplying DAC differs from the conventional fixed- 
reference DAC in being designed to operate with varying 
(or AC) reference signals. The output signal of such a DAC 
is proportional to the product of the reference voltage 

and the fractional equivalent of the digital input number. 


Noise, Peak 

Peak: The peak noise output of a DAC being an analog signal, 
can be an important consideration, especially in high 
resolution DACs, such as the DAC-14QM and DAC-16QM. 
The resolution is not confidently assignable when the peak 
noise exceeds the LSB value for a reasonable bandwidth. 


72 CONVERTERS 


For an ADC, input circuit noise may impart statistical 
properties to the input numbers and require additional pro- 
cessing for successful interpretation. 


Noise, RMS 

RMS: For Gaussian noise, the RMS noise should be one- 
seventh of the specified peak-to-peak noise, for less than 0.1% 
probability of encountering greater noise peaks. Both specs 
should be looked at very carefully, as large spikes could be 
present on the output from a chopper-stabilized amplifier 
(or coupled into the system). These spikes will contribute 
very little to driving the RMS noise out of spec, but could 
nevertheless be of considerable amplitude. If such a DAC is 
used in a display system, the noise will cause distortion of 
the pattern and hence, loss of useful resolution. 


Offset 

For almost all bipolar converters (e.g., +10 volts output) 
instead of actually generating negative currents to 
correspond to negative numbers, a unipolar DAC is used, 
and the output is offset by half full scale (1MSB). For best 
results, this offset voltage or current is derived from the 
same reference supply that determines the gain of the 
converter. 


This makes the zero point of the converter independent 
of thermal drift of the reference. This is because the 

Y% scale offset completely cancels the weight of the MSB at 
zero, independently of the amplitude of both. 


TRANSFER CHARACTERISTICS 


REFERENCE 
CHANGE 


“ON” Resistance 

“ON” resistance of a device such as a FET, when used as a 
switch performing a function (such as multiplexing), refers 
to the ohmic resistance while turned on. For multiplexer 
service, a few hundred ohms or less will usually provide 
adequate accuracy. For other switching service, such as in a 
DAC, values of 10 ohms or less are desirable. 


Power Supply Sensitivity 

The sensitivity of a converter to changes in the power 
supplies is normally expressed in terms of percentage change 
in analog value (D/A output, A/D input) for a one percent 
change in power supply; e.g. 0.05%/% change in reading per 
volt change in power supply. For all good converters, the 
fractional change in reading should not be more than the % 
equivalent of +% LSB at full scale for a 3% change in power 
supply. 

When power supply voltage changes affect conversion 
accuracy excessively, the trouble can usually be traced to a 
marginal “‘constant-current”’ circuit design for the reference 
zener diode. 


Quantizing Uncertainty (or ‘‘Error’’) 

The analog continuum is partitioned into 2" discrete ranges 
for n-bit conversion. All analog values within a given range 
are represented by the same digital code, usually assigned to 
the nominal midrange value. There is, therefore, an 
inherent quantization uncertainty of +%LSB, in addition to 
the actual conversion errors. 


Relative Accuracy 

Relative accuracy (error) is the difference between a voltage 
other than full scale, and its nominal value as a fraction of 
actual full scale (rather than an arbitrary standard). This 
error will be dependent on the linearity of the converter. 


Settling Time 

This is the time it takes for a DAC to settle for a full scale 
change, usually to within +%LSB. For example, for the 
DAC- 12QS, the settling time is specified as 5us max, which 
is the time for a 0 to +10 volt change and settling to 
<+0.012% (LSB of 12 bits). Another very important 
settling time characteristic is the settling time of a single 
LSB change, for example, in digital sweep generation. 


Slew Rate (or Slewing Rate) 

Slew rate in an operational amplifier is a limitation in the 
rate of change of output voltage, usually imposed by 

some basic circuit consideration, such as limited current to 
charge a capacitor. Amplifiers with slew rate of a few 
volts/us are common, and moderate in cost. Slew rates 
greater than about 75 volts/us are usually seen only in more 
sophisticated (and expensive) devices. The output slewing 
speed of a modern D/A converter is usually limited by the 
slew rate of the amplifier used at its output. 


Stability 

Stability of a converter usually applies to the insensitivity 
of its characteristics with time, temperature, etc. All 
measurements of stability are difficult and time consuming, 


but stability vs. temperature is sufficiently critical in most 
applications to warrant universal inclusion in tables of 
specifications. (See ““Temperature Coefficient.”’) 

Staircase 

A waveform having the appearance of a staircase. 


TIME 


A very simple A/D converter, of low cost, can be built 
utilizing a staircase from a DAC, (generated by a digital 
count at its input) for comparison with the unknown 
input. The ADC-8S is a converter of this type. 


Successive Approximations 

Successive approximations is a high speed method of compar- 
ing an unknown against a group of weighted references. The 
operation of a successive approximations A/D converter is 
generally similar to the orderly weighing of an unknown 
quantity on a precision chemical balance, using a set of 
weights such as: 1 gram, 1/2 gram, 1/4 gram, 1/8 gram, 
1/16 gram, etc. 

Switching Time 

In a DAC, the switching time is the time it takes for the 
switch to change from one state to the other (‘“‘delay time”’ 
plus “‘rise time” from 10%-90%), but does not include 
settling time, e.g. to < +%LSB. 


Temperature Coefficient 
Gain: The gain of all converters will change with tempera- 
ture due to two main causes. 


a) The reference zener itself will have a temperature 
coefficient. A good zener will have a TC of < Sppm/°C. 
b) The reference circuitry and switches will add about 
another 3ppm/°C max in very good converters. The total 
gain change with temperature will then be specified as x 
parts per million change per °C. 


Unipolar Zero: The temperature stability of a unipolar DAC 
is almost entirely due to the voltage zero stability of the 
output amplifier. As the output amplifiers are normally 
current-to-voltage converters, they are always running at a 
voltage gain not too different from unity, hence, the 
unipolar DAC zero T.C. can be expressed in wV/°C and will 
be independent of gain setting, 1.e., 0-5 V or 0-10V. 
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For an ADC, similar arguments apply, and its T.C. is 
dependent only on the voltage zero stability of the input 
buffer and comparator and, again, is usually expressed in 
pV/°C (of input). 


Bipolar Offset: The temperature coefficient of the minus 
full scale point or offset of a bipolar converter is 
dependent on three variables: 


1) The T.C. of the zener reference diode 

2) The voltage zero stability of the output amplifier or 
input buffer and comparator 

3) The tracking capability of the bipolar-offset resistors 
and the gain resistors. 


The temperature coefficient of the minus full scale point will 
be specified in ppm/°C on the above specifications, since 
that is the normal ‘‘all-DAC-switches-off” point. 


Transfer Accuracy 

Refers to the loss of accuracy that results from the 
insertion of a less-than-perfect signal handling circuit into 
a measurement circuit. 


Zero 

The zero of a 0-10V DAC is set to zero volts for an all-O’s 
input code. For an ADC, the first transition is offset by 
one-half LSB so that all subsequent transitions occur midway 
between the nominal code values. That is, only %LSB of 
analog input is required before the LSB switches on. 


x 

DAC x 

Xx 

x 
ANALOG OUTPUT 
x 
x 

Xx INPUT CODE 

LL 

x—l 


0000 §=60010-=—:0100 


OUTPUT CODE 


x001 ANALOG INPUT 


| ~ %LSB 
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HOW TO ADJUST ZERO AND GAIN OF CONVERTERS 


Proper adjustment of zero and gain in DAC’s and ADC’s is a 
procedure that requires great care, and the use of extremely 
sensitive reference instruments. The voltmeter used to 

read the output of a DAC, or the voltage source used as a 
driving signal for the ADC, must be capable of stable and 
clear resolution of 1/10 LSB at both ends of the range of the 
converter; e.g., at zero and full scale. 


Converter Converter Range 


Resolution 


8 bits 39.06mV | 19.53mV 9.77mV 


10 bits 9.77mV 4.88mV 2.44mV 
12 bits 2.44mV 1.22mV 610uUV 
14 bits 610uV 305uUV 153uV 


16 bits 153uUV 7T6UV 


Table 1. Voltage Equivalent of %LSB for 


Various Resolutions and Voltage Ranges 


All DAC’s and successive approximation ADC’s manu- 
factured by Analog Devices are provided with Zero and Gain 
adjustments which are completely independent of each 
other, as long as the adjustment of Zero is attempted only 
when the actual conversion circuit is producing Zero, and 
as long as the Zero (or Offset) adjustment is accurately 
completed before proceeding to adjustment of Gain (at 

full scale -1LSB). Of course, it is possible to make Zero and 
Gain adjustments in reverse order and at other points on 
the transfer function — but it must be expected that the 
adjustments will no longer be independent, and the 
procedure will require a series of successive approximations. 


Adjustment Process 


Particularly for bipolar converters, fast and successful 
adjustment requires knowledge of the technique used in the 
circuit to convert the inherently unipolar DAC or ADC for 
bipolar operation. 


1. Sign & Magnitude Codes are generally obtained by use of 

a unipolar converter with separate means of reversing polarity. 
The Zero adjustment is always made by calling for a zero 
from the converter. (Logic zero into a DAC produces zero 
volts output, or zero volts into an ADC produces data zero 
output.) 


2. Bipolar binary converters utilizing offset binary or two’s 
complement coding usually employ analog offsetting to 
convert a unipolar design into bipolar. For instance, a 0 to 
+10V DAC may have its output amplifier offset by -5V, 
resulting in an output of —5 volts corresponding to 000000 
input and +5 volts (minus 1 LSB) corresponding to a 111111 
input. Such a converter should have its “Zero” adjusted at 
=5'V, 


An alternate explanation is as follows: converter Zero 
controls should always be set at the “All Bits Off’’ condition, 
and then Gain should be set at the “All Bits On” condition. 


Adjustment For DAC’s 


ZERO: set input code so that all bits are “off”, then adjust 
pot until output signal is within 1/10LSB of proper reading, 
or zero. 


GAIN: set input code so that all bits are ‘‘on”’, then adjust 
pot until output signal reads within 1/10LSB of Full Scale 
less 1LSB. 


Adjustment For ADC’s 


ZERO: set input voltage precisely at “%LSB above the “all 
bits off’’ specified input. Zero control should be adjusted so 
that the converter just switches in its LSB. 


GAIN: set input voltage precisely at %LSB less than “‘all 
bits on” input. Note that this is 1%LSB’s less than the 
nominal full scale value: i.e., all 1’s value of a zero to 
+10V 12-bit ADC is actually +9.9976. Gain adjustment 
should be made with an input “LSB less, or +9.9962 volts. 
With input voltage set as described, GAIN control is 
rotated to the point where the last bit just comes on. For 
instance, in a 12 bit binary converter, reading of 
111111111110 would change to 111111111111. 


GENERAL SPECIFICATIONS COMMON TO MOST 


ANALOG DEVICES CONVERTER PRODUCTS 


In order to simplify the presentation of specification infor- 
mation in the converter section of this catalog, a number 


of specification parameters common to most of the 
product line were omitted from the details in each table. 
They are: 


1. All logic interfaces are compatible with TTL and DTL 
except for the model ADC-12QL, which is compatible 
with CMOS. 


2. Positive true is our convention in defining all codes. 


3. All products are designed to operate over an ambient 
° ° 

temperature range of 0°C to +70 C. Certain products are 

also available in extended temperature versions. 


4. All products are designed for storage in temperatures 
from —55°C to +125°C. 


5. All converters are designed to have maximum linearity 
error of < +%LSB @ +25 C. 


6. All Analog to Digital converters have internal clocks. 


7. All Analog to Digital converters provide a status signal 
and its complement for interface to system controls. 


8. All products are designed with very high rejection of 
variations in the power supply, and errors due to variations 
of several millivolts in the £15V supplies can almost always 
be neglected. 


Complete details of the performance specifications of Analog 
Devices products are listed on individual data sheets on each 
product, available upon request. 
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CONVERTER PRODUCTS FOR EXTENDED 
TEMPERATURE SERVICE 


Most converter products described in this catalog are intended 
for operation over the temperature range of 0 to +70°C. Per- 
formance of these converters does not usually deteriorate 


abruptly beyond these temperature limits, but rather degrades A ; 
gradually, and finally may become unpredictable. The most commonly requested and readily available ET con- 
verters are shown below. The extended temperature version is 


Several converters can be supplied in versions capable of stable ordered by adding /ET to the standard model number. 


operation over an extended temperature range. These ET ver- 
sions are available only in the binary codes (i.e., ET versions 
of BCD coded units are not available). 


: . fina 5 ; Model Price (1-9) Details on Page 
The 8 and 10-bit converters are specified over the range o 
-55°C to +85°C. All ET converters are individually tested at pe nn ie oe 
high, low, and t t ior to shipment. & 
igh, low, and room tempera ‘atl prior to shipmen DAC-100S/ET $255 80 
The table below shows the maximum TC’s to be expected over DAC-8QS/ET $210 80 
the full ET operating temperature range. For example, a 12-bit ADC-12QM/ET $460 92 
DAC-12QS/ET would have a maximum gain TC of +11ppm/°C ADC-10QM/ET $420 92 
from -25°C to 0, +7ppm/°C from 0 to +70°C, and +12ppm/°C ADC-8QM/ET $375 92 
from +70 C to +85 C. ADC-12QU/ET $470 92 


TEMPERATURE COEFFICIENTS 


-55°C to 0 -25°Cto0 0to +70°C +70°C to +85°C —-+70°C. to +125°C 
12 bit Models 
Diff. Linearity +5ppm/°C +3ppm/°C +4.5ppm/°C 
Gain +11ppm/°C = +7ppm/°C +12ppm/°C 
Zero (Unipolar) +45uv/°C +50uVv/°C +50uv/°C 
Offset (Bipolar) +6ppm/°C +5ppm/°C +6ppm/°C 
10 bit Models 
Diff. Linearity +15ppm/°C +3ppm/°C +12ppm/°C 
Gain +15ppm/°C +7ppm/°C +18ppm/°C 
Zero (Unipolar) — +45uV/°C +50uv/°C +50uV/°C 
Offset (Bipolar) +12ppm/°C +5ppm/°C +12ppm/°C 
8 bit Models 
Diff. Linearity +30ppm/°C +3ppm/°C +25ppm/°C 
Gain +60ppm/°C +7ppm/°C +50ppm/°C 
Zero (Unipolar)  +45uV/°C +50uV/°C +50uV/°C 
Offset (Bipolar) +50ppm/°C +5ppm/°C +50ppm/°C 


These figures include 20% guard band over engineering test specs. 
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LZ SYALYIANOD 


CAPSULE SELECTION TABLE 


DIGITAL-TO-ANALOG CONVERTERS 


SiS GAITSaGN A PARPRAGGR ECL SOT GR cae : 
SPECIFICATIONS (Typical @ +25 C unless otherwise noted) 


Settling ‘ 3 
‘ Gain Power Package Price Price 
Product 5 Linearity | Input Code Options” Input Time to % of 4 % , ra 
., . R F . i T it 1- 0 
Classification sana Error (TTL/DTL Compatible) Register aia ca Full Scale < Rayasam pena ed ste ottas 


Low Cost | DAC12Qz 12 bits +0.0125% C-B, COB, CBD +5V,410V,2.5V,+5V,+10V Sus to 0.01% +15V, +5V $47 
Gicreeal Barnewe| DACIOe 10 bits +0.05% ina Snide -10V, +10V SUs to 0.05% +30ppm/°C +15V 2" x 2" x 0.4", Cl $27 
Pose! MDA-10Z 10 bits 40.05% | | : +2mA,t1mA 300ns to 0.05% +15V $27 


+0.2% 
+0.05% 


DAC-8QS 8 bits 
DAC-10QS 10 bits 


E2.:5V,t5V,210V, 


C-B, COB, CBD Sus to 0.01% +7ppm/°C t15V, +5V 27.2? Oa Gal 


High Vv 
8 DAC-12QS | 12bits | +0.0125% sae 
Performance 
General : 
| + 
Purpose DACHON : nal weer as £2.5V,t5V,+10V, on Fioee salsa re 
DAC-10QM 10 bits +0.05% BIN, OBN, 2SC, BCD +5V.+10V Sus to 0.01% +7ppm/ C +15V,+5V 2" x 4” x 0.4", C-3 
DAC-12QM 12 bits +0.0125% ; 
DAC-10DF | 10 bits _ OBN, 28C +2.5V,45V,t10V 500ns to 0.05% | +50ppm/°c | +15V, +5V 4%" x 6", C-8 
Fast, Display | MDA-8F 8 bits NO t 40ns to 0.05% +25ppm/°C +15V er 53 od 
N, OBN £2.3mA,+4. 2 ees 
MDA-10F 10 bits [ee NO (RS 40ns 0 0.05% | +25ppm/°C | __+15V a eS See 
DAC-14QG | 14 bits +0.003% | | BIN, OBN, 28C OPTIONAL Ps \ 
+5V,£10V,+10V Ot 9p RCS 
High DAC-16QG | 16 bits | +0.0015%) { BCD,SMB,SMD | OPTIONAL iihaitiatia em e sande Lidgea i. 
Resolution |DAC-14QM | 14bits | +0.003% | L On Cop CRD NO { t5V,t10V,+10V, een ee | ane bait walean® aes 
DAC-16QM | 16 bits | +0.0015%| f “°°” NO {  £1mA,-2mA eee alees 
DAC-8M 8 bits £0.2% 1Ops to 0.2% N $ 195 
= i aie er er ee 
Multiplying? | DAC-12M 12 bits +0.02% BIN, OBN NO J 15us to 0.01% +25ppm/°C pe ee ae os $ 295 
MDA-11MF | 11 bits +0.03% +2mA,+4mA 1.0us to 0.01% 2" x 4"x0.4",C-3 | $ 150 
Military Grade | MDA-12QD | 12 bits | +0.0125% C-B, COB NO -2mA,t1mA 3us to 0.01% t15ppm/°C | #15V,+5V | 1"x1%"x 0.4", C7 ra 


NOTES 

1. DAC’s whose model numbers begin with MDA have current outputs, 
allowing the user to select the op amp of his choice. Those beginning with 
DAC include an internal op amp. 

2. Logic Codes: BIN, Binary; C-B, Comp. Binary; OBN, Offset Binary; 
COB, Comp. Offset Binary; BCD, Binary Coded Decimal; CBD, Comp. 
BCD; 2SC, Two’s Comp.; C2C, Comp. Two’s Comp.; SMB, Sign-magnitude 
Binary; SMD, Sign-magnitude BCD. 

3. Reference range of DAC-8M and DAC-12M is +10V. Reference range 
of MDA-11MF is 0 to -10V. 


4. Standard temperature range on all converters is 0 to +70°C, with storage 
temperature from -55°C to +125°C. Many models are available in an extended 
operating temperature version at extra cost. The extended operating tempera- 
ture range is normally -25°C to +85°C. 

5. Price is for stocked unit, which includes binary coding, input register, 0 

to +10V range, 184L output amp, and deglitcher. 


LOW COST GENERAL PURPOSE D/A CONVERTERS 


MDA-I0Z, DAC-10Z, DAC-I2QZ 


GENERAL DESCRIPTION 

These D/A converters are characterized primarily by low cost, 
but this economy has been attained by judicious use of 
materials, careful engineering, and by high volume manufac- 
turing techniques. Consequently, there is no compromise 
with quality and reliability, and as a result, these products 
are excellent values. 


MDA~ 10Z 

The MDA~102Z is a fast 10-bit digital-to-current converter 
intended for use with external amplifiers. It is available with 
unipolar output or bipolar output, to suit the needs of a 
broad variety of applications. Fixed output range is provided. 


DAC-10Z 

The DAC-10Z is a fast 10-bit D/A converter with a built-in 
I.C. output amplifier. Available in unipolar or bipolar form, 
the DAC-10Z is an optimum value for applications requiring 
above average performance at an economy price. 


DAC-12QZ 

The DAC-12Q2Z is a general purpose 12-bit D/A converter 
in which an outstanding value is achieved. The Analog 
Devices’ AD550uUDAC current switches are used in 
conjunction with a matched close-tracking resistor network 
to provide fast 12-bit performance at an economy price. The 
user chooses one of five available output ranges by jumper- 
ing at the module terminals. 


BLOCK DIAGRAM 


DAC-12QZ 
[ a REF ZENER. _ 
KEYK | 0 CURRENT 
15V 1 o—ss | SOURCE 
DRIVE 
+15V 2 
+5V 3 
NC 4 
GRD 5 
N.C 6 
BIT 1 (MSB) 7 
| 
BIT28 | - N—o 
BIT 39 ar © o |20NCc 
oc 2 } 
BIT 410 3 = °o | 19NC 
BITS n | 20 s —o | 18 BIT 12 
BIT 6 12 eo 2 | 17 BITN 
=) 
BIT 7:13 mae | 16 BIT 10 
BIT 814 | i 15 BITS 


NOTE: PINS SHOWN AS HAVING NO CONNECTIONS (N.C.) 
ARE DELETED 


& 28 ZERO ADJ 


27 SUM JCT 
26 OUT 
25 REF 
24 10V 
23 20V 
| 22 GAIN ADJ 


| 21 BIPOLAR 


ORDERING GUIDES 


MODEL DAC-12QZ/XXX 


BIN 
BCD 


DAC-10Z-1 10-bit binary with amplifier, 
OV to—10V output voltage. 

DAC-10Z-3 10-bit binary with amplifier, 
10V to-10V output voltage. 

MDA-10Z-25 10-bit binary without amplifier, 
with OmA to +2mA 
output current and 
5kQ nominal (4.85kQ 41%) 
gain resistor. 

MDA-10Z-110 10-bit binary without amplifier, 
—1mA to +1mA output current 
and 10kQ2 nominal (9.70kQ. 
+1%) gain resistor. 
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NOTE: NOT ALL OF THE PINS SHOWN WITH CONNECTIONS TO 
THEM APPEAR ON EACH MODEL. THE PINS DELETED ON EACH 


MODEL ARE SHOWN BELOW: 


DELETED PINS 
DAC-102-1 


MDA-102-25 
MDA-10Z-110 


pac-102-3 | PIN28 


PINS SHOWN AS HAVING NO CONNECTIONS (N.C.) ARE ALSO 
DELETED. THE OUTPUT OP AMP ONLY APPEARS IN THE DAC-102’s. 


SPECIFICATION SUMMARY (Typical @ +25 °C unless otherwise noted) 


Model 
Resolution (bits) 
Digital Inputs 
Levels (Positive True) 
Codes 
Unipolar 


Bipolar 


Output Ranges 
Unipolar 


Bipolar 
Settling Time 
(F.S. Step to %LSB) 
Linearity Error @ +25°C 
Stability vs Temperature 
Unipolar 
Gain 
Zero 
Bipolar 
Gain 
Offset 
Power Required 


Package Style 
Package Dimensions 
Price (100+) 

(1-9) 


MDA- 10Z 
10 


TTL 
Binary 


Offset Binary 


0 to 2mMA 
+imA 


300ns 
+¥%LSB 


30ppm/°C 
10nA/°C 
40ppm/°C 


30nA/°C 
+15V @15mA 


C-1 


2" 2" x04" 


$27. 
$49. 


"Customer selects range by jumpers at terminals. 
*Specifications same as for Model MDA-10Z. 


DAC-10Z 


* 


0to-10V 
+10V 


5uUs 


* 


* 


100nV/°C 


30ppm/°C 


100nV/°C 


* 


DAC- 12QZ 
12 


Complementary 
Binary & BCD 

Complementary 
Offset Binary 


+5V, +10V 
LISV ASV, >> 
+10V 


5s 


* 


* 


50uV/°C 


25ppm/°C 

100uV/°C 
+15 @25mA 
-15 @ 30mA 
+5 @ 35mA 


BLOCK DIAGRAM 
DAC-10Z & MDA-10Z 


KEY K 
~15V 1 
+15V 2 
NC. 3 
+REF OUT 4 
GRD 5 
NC 6 
BIT 1 (MSB) 7 


NC. 8 
BIT2 9 
N.C. 10 
Br3n 
N.C. 12 
BIT 413 
BIT 5 14 


REF ZENER 


RESISTOR WEIGHTING 
NETWORK 


BIT CURRENT SWITCHES 


28 RTERM 
27 SUM JCT 
26 OUT 

25 —REF OUT 
24 OFFSET 
23 BIT 10 
22NC 


21 BITS 
20NC 
19 N.C 
18 BIT 8 
7 NC 
16 BIT7 
15 BIT 6 
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HIGH PERFORMANCE GENERAL PURPOSE 
D/A CONVERTERS DAC-OM, DAC-QS 


GENERAL DESCRIPTION 


ANALOG 


The DAC-QM and DAC-QS digital-to-analog converters are DEVICES 
characterized by high stability and high performance. They use 
Analog Devices UDAC™ monolithic quad current switches 

and yuDAC® monolithic thin-film resistor networks to provide 

high performance at moderate cost. Each type is available in 8, 
10, and 12 bit versions. 


DAC-QM DAC-QS 

The DAC-QM contains within its 2"’ x 4" x 0.4" module a The DAC-QS is electrically identical to the DAC-QM, except 
complete DAC, including uDAc® quad switches and thin- that it does not contain an input register. As a result, the 
film resistor network, precision internal reference, a versatile DAC-QS is packaged in the smaller 2” x 2" x 0.4” module, 
output amplifier, and an input register. The user can select any and its lower price reflects the change. As with the DAC-QM, 
of five voltage output ranges with jumpers at the its performance and stability are above average. 


module terminals. 


ORDERING GUIDE: DAC-QM 


MODEL DAC XX XX XXX 
No. of 
Bits 


BLOCK DIAGRAM 
DAC-QS 


Input Code 
BIN (binary) 
2SC (2’s comp.) 


Converter 
Type 


REF ZENER 


KEY K 
—15V 1 
*15V 2 
BV 3 
N.C. 4 
GRD 5 
N.C. 6 
BIT 1 (MSB) 7 


BIT 28 
BT 39 
BIT 410 
BIT5 1 
BIT 6 12 
BT 713 
BIT 814 


ORIVE 


SWITCHES 


AD550 »pDAC 
QUAD CURRENT 


RESISTOR 
WEIGHTING 
NETWORK 


CURRENT t- a 
SOURCE a 
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28 ZERO ADJ 
27 SUM JCT 

26 OUT 

25 REF 

24 10V 

23 20V 

22 GAIN ADJ 


21 BIPOLAR 
20 N.C 

19 N.C 

18 BIT 12 
7 BITN 
16 BIT 10 
15 BITS 


BCD 


NOTE: BIN version is stocked. BCD and 2SC versions are built 
to order. 


ORDERING GUIDE: DAC-QS 


MODEL DAC XX XX XXX 


Series 


Converter C-B (comp. binary) 
Type CBD (comp. BCD) 
NOTE: C-B version is stocked. CBD version is built to order. 


BLOCK DIAGRAM 
DAC- QM 


SPECIFICATION SUMMARY (Typical @ +25°C unless otherwise noted) 


Model DAC-QM DAC-QS 
Resolution, Bits 8,10, 12 * 
Input Logic TTL Positive True * 
Input Codes 

Unipolar BIN' BCD C-B’ CBD 

Bipolar 2SC OBN COB 
Strobe Input Pulse Width 50ns min® N/A4 
Output Ranges 0 to +5V, 0 to +10V - 

=2.5V,=5V, =10V * 

F.S. Settling Time 

(to %LSB) 5s * 
Temperature Coefficients 

Gain (of reading) 7ppm/°C max * 

Offset 

Unipolar 15uV/°C max . 

Bipolar 30uV/°C max . 
Power Requirement +15V @ 25mA * 

-15V @ 30mA ‘ 
+5V @ 150mA +5V @ 35mA 
Package Style C-3 C1 


Package Dimensions 
Prices (1-9) 


2" x4" x 0.4" 
DAC-8QM_ $170. 
DAC-10QM $210. 
DAC-12QM $230. 


2 2" xX OA” 
DAC-8QS___ $140. 
DAC-10QS $170. 
DAC-12QS $190. 


* DAC-QM is stocked in the BIN version (which also gives OBN code in bipolar operation). The BCD and 


2SC versions are built to order. 


? DAC-QS is stocked in C-B version (which also gives COB code in bipolar operation). The CBD version is 


built to order. 


°The Strobe Input must be driven from a source capable of supplying 24 standard TTL unit loads. 


* The DAC-QS does not have a strobe input because it has no input register. 


*Specifications same as those for the DAC-QM. 
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FAST, DISPLAY D/A CONVERTERS 
DAC-IODF, MDA-IOF 


GENERAL DESCRIPTION 

These D/A converters are characterized primarily by very 
fast settling speeds. They are ideally suited for spot 
position control in CRT display systems, and for use in 
character generators, high speed test equipment, and very 
high speed A/D converters. 


MDA-F 
DAC-10DF The MDA~10F is an ultra high speed digital-to-current 
The DAC-10DF is a very fast voltage output D/A converter converter offering 40ns full-scale settling time for 10-bit 
subsystem, featuring practically glitchless operation and 50ns binary resolution. This exceptional speed is offered without 
settling to 0.05% of F.S. for 1LSB changes. Schottky TTL is compromise of the fine linearity and stability that is found 
used for the input register. The unit can be ordered with one in all Analog Devices products. The converter is packaged in 
of three output amplifiers, including the new model 50, which a low-profile 2” x 4" module. 


provides improved performance at no increase in price. With a 
model 46 or model 50 amplifier, the DAC-10DF can drive a 
terminated 100 ohm coaxial cable. Output connection is made 
through a uDOT RF connector mounted on the DAC-10DF’s 
P.C. board. 


PIN DESIGNATIONS: DAC-10DF 
PIN FUNCTION PIN FUNCTION 


A BIT 1 (MSB) N i en 
B BIT 2 P 

Cc BIT 3 R +5VDC 

D BIT 4 S 

E BIT 5 ac \ DIGITAL GRD 
F BIT 6 U 

H BIT 7 Vv 

} era a ANALOG GRD 
K BIT 9 x +15VDC 

L BIT 10 (LSB) Y  -15VDC 

M STROBE z ANALOG GRD 


ORDERING GUIDE: DAC- 10DF 


MODEL DAC-10DF XXX XX 
Output Range | Output Amp 
46 
Cc 
onverter Type 48 
50 
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SPECIFICATION SUMMARY (Typical @ +25°C unless otherwise noted) 


Model 


Resolution, Bits 
Logic Inputs 


Input Codes 


Input Register 


Output Amplifier 
Output Signal 


Settling Time (to %LSB)* 
For F.S. step 
For 1LSB step 

Glitch Amplitude 


DAC-10DF' MDA-10F 
10 . * 10? 
Schottky TTL, - * TTL Positive True 
Positive True 
Offset Binary . : Comp. Binary 
2’s Complement . . or Comp. 
Offset Binary 
Yes be = No 
Model 46° Model 48 Model 50° None 
+2.5V, +5V, +10V +2.5V, t5V, +10V +2.5V,+5V, +10V 0 to -4.7mA 
@ 100mA @15mA @ 100mA or +2.3mA 
300ns max 500ns max 200ns max 40ns 
50ns max 100ns max 40ns max 30ns 
20mV max 5mV max 20mV max Not Controlled 


Temperature Coefficients 


40OL“3Vqd :22uPpULOjIOd paaocidu 


Gain (of Reading) +50ppm/°C max , +25ppm/°C 
Zero (Unipolar) N/A 2) . +5nA/°C 
(Bipolar) +30ppm/°C max +20ppm/°C max +30ppm/°C max +15ppm/°C 
Power Required 
+15V 200mA max 80mA max 200mA max 60mA 
-15V 200mA max 80mA max 200mA max 60mA 
+5V 400mA max * * N/A 
Package Style C-8 . . C-3 
Package Size 4%" x 6” x 0.87" 4%" x 6" x 0.63" 4%" x 6" x 0.87" 2" x4" x04" 
Price (1-9) $495. ig > $240. 
?The DAC-10DF can be ordered with any of three output amplifiers. The model 48 would generally be chosen where 
power consumption is of concern and a high output current is not required. When used with a model 46 or model 50, 
the DAC-10DF is intended to drive a terminated coaxial cable. The model 50 is a new amplifier, and offers improved 
performance as compared to the model 46. 
? An 8-bit version of the MDA-10F, called the MDA-8F, is available for $220 (1-9). 
> When used with a model 46 or model 50, the DAC-10DF is intended to drive a coaxial cable that is terminated in a 
resistance equal to the characteristic impedance of the cable. 
* The settling times shown for the DAC-10DF are valid for the +2.5V output range. Settling times for the +5V and +10V 
ranges are somewhat greater. 
*Specifications same as those for the DAC-10DF with a model 46 output amplifier. 
MDA- 10F 


BLOCK DIAGRAM 
DAC- 10DF 


Top View 


o1 BIT 1(MSB) 


o2BIT 2 


o3 BIT 3 


o4BiT 4 


o5 BIT 5 
o6 BIT 6 


BIPOLAR 1. ., 
OFFSET OUT 


GRD140 


OUT I3 ° 
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MDA 10F 


°7 BIT 7 FAST BINARY 
D/A CONVERTER 


o8 BIT 8 


o9BIT9 


°1OBIT 10 (LSB) 


-15V 120 


+15V I1° 
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HIGH RESOLUTION D/A CONVERTERS 


DAC-QM, DAC-QG 


GENERAL DESCRIPTION 

These D/A converters offer the limit of today’s state-of-the- 
art in resolution, linearity, and stability. Analog Devices’ 
MDAC monolithic quad switches and super precision thin 
film resistor networks provide the stability needed for 16-bit 
performance. These products are supplied with an error plot 
made during final testing, and with certification of the 
performance of the reference zener. 


DAC- 16QM 

The DAC-16QM is a complete self-contained 16-bit D/A 
converter with both current and voltage outputs, offered in 
16 or 14-bit linearity versions. This converter has an aged 
compensated reference that provides stability appropriate 
for high resolution converters. Settling time of the 

current output is about lus to 0.1% for full scale 

changes. As can be expected, however, settling time to 

full accuracy (0.0015 %) for voltage output with the built-in 
IC output amplifier, is much greater. When faster settling is 
required, a fast external amplifier should be used. (See 
DAC- QM settling chart on next page.) 


PIN DESIGNATIONS: DAC-QG 


DEVICES 


DAG 60M 


DAC-QG 

The DAC-QG is a manifold board for the DAC- 16QM, 
making provisions for the most-frequently required 
accessories. The standard (stocked) version of the DAC-16QG 
has an input register wired for binary code, and has a 
deglitcher mounted. It is wired for +10V output range, using 
the model 184L output amplifier (the optimum amplifier 
choice for both stability and speed, in this application). 


NOTES: 


1 ADI Convention: Positive true is normal. 
* When no register is ordered, the DAC-QM 
that is mounted determines the coding. 
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PIN FUNCTION PIN FUNCTION PIN FUNCTION 
1-17 N.C. E BIT 5 S BIT 15 
18 ANALOG SENSE LOW F BIT 6 az ti BIT 16 (LSB) 
19 ANALOG SOURCE LOW H BIT 7 U STROBE 
20 ANALOG SOURCE HIGH J BIT 8 Vv N.C 
21 ANALOG SENSE HIGH K BIT 9 WwW +5V 
22 ANALOG REF. IN/OUT L BIT 10 X +15V 
A BIT 1 (MSB) M BIT 11 Y =15V 
B BIT 2 N BIT 12 Z GRD 
Cc BIT 3 P BIT 13 
D BIT 4 R BIT 14 
ORDERING GUIDE: DAC- QM 
MODEL DAC XX XX XXX 

Linearity | Series Input Code 

14 Bits C-B (comp. binary) 

Ht 

Smnventer TYP | 36 nies CBD (comp. BCD) 
NOTE: Stock version is complementary binary. 
ORDERING GUIDE: DAC- QG 
MODEL DAC-XXQG XXX XXX XXX XXXX XXX XXXX 


Stock version is DAC-16QG/BIN/REG/+10/184L/INT/DEGL 
Price: $1170. Other option combinations are built to order. 


i pee 


Input Output Amplifier 


Resolution 
—— en REG] Register STND | Int. Op Amp 
Pp DIR | Direct” FAST] 45K 
12 STAB 184L Reference 
14 i INT | Internal 
16 Logic Code EXT] External 
Binary Output Range | Use With Codes 
2SC | 2’s Complement +10(V) Any Binary Code 
SMB | Sign + Mag BIN +05(V) Any Binary Code Deglitcher] Use With Amp 
Binary Coded Decimal +10(V) Binary or BCD DEGL | Fast or Stabilized 
Sign + Mag BCD +08(V) Sign & Mag BCD Any 


SPECIFICATION SUMMARY (Typical @ +25°C unless otherwise noted) 


Model DAC- QM DAC-QG 
Resolution, Bits 14,16 8-16 Bits 
Input Logic TTL Positive True * 
Input Codes Complementary Binary BIN? , BCD, 2SC 
Complementary BCD?® Sign & Mag BIN & BCD 


Linearity Error 
(straight line through 
zero and full scale) 


DAC-14XX +<0.003% * 
DAC- 16XX +<0.0015% * 
Reference, Internal +6.00V +0.01% +6ppm/ C +8ppm/mo. - 


Temperature Coefficient- 
Voltage Mode 


(in ppm of FS/°C) with int. amp. with 184L amp. 
Gain +15ppm +7ppm 
Unipolar Offset +9ppm +0.5ppm 
Bipolar Offset +15ppm +7ppm 
Settling Speed See figures See figures 
Power Requirement +15V @ 20mA +15V @ 35mA 
-15V @ 30mA -15V @ 50mA 
+5V @40mA +5V @ 220mA 
Package Style c=3 C-8 
Package Dimensions 2” x4" x04" 4%" x 4%" x 0.4" 
Price (1—9) DAC-14QM = $395. DAC- 16QG 
DAC-16QM_ $745. (complete)? $1170. 
DAC- 14QG 


(complete)? $820. 


1DAC-QG can be built to order with any DAC-QM from 8 to 16 bits. 

2 DAC-QG is stocked in a version containing the most popular options. All other versions are built 
to order. The stock version, available either with 14 or 16-bit resolution, contains: Binary input 
code with register, 0 to +10V range, 184L output amplifier, deglitcher to limit output switching 
transients to 5mV max. 

3DAC-14/16QM is stocked in Complementary Binary code. Complementary BCD is built to order. 


*Specifications same as for Model DAC-16QM. 


SETTLING CURVES 
DAC- 16QM TOP VIEW DAC-QM DAC-QG FS 


1.0 


O1 BIT 1 (MSB) 

O2 BIT2 ZERO ADJ 710 

O3 BITS 5K SENSE 700 
4 O4 BIT4 OUTPUT 690 


35K W/O — 
DEGUITCHER 
01 45K Wh 


10K SENSE 68 0 Tpeciiptuer [} 


+ 1B4L.W/0 +—— 
DEGUITCHER 
TE Bes flask 


ACCURACY PERCENT OF FULL SCALE 


ACCURACY PERCENT OF FULL SCALE 


0.01 
O9 BITS 
010 BIT 6 ANALOG 
on BIT7 DEVICES 
012 BIT8 
0.001 
DAG 160M . : 
TIME IN SECONDS TIME IN SECONDS 
O16 BIT 9 
o17 sitio D¢A CONVERTER 
018 BITI1 
OUTPUT CIRCUIT: DAC-QG 
019 BIT 12 oe 2 
DAC- %FS === a=------ 
REF IN 530 OG 1% R, a Soa ee 
REF OUT 
023 BIT 13 2 | 
024 BIT 14 f 3  souR 
025 BIT 15 GAIN 4 (20) 
026 BIT 16 (LSB) AMP OUT 2 ‘ ) 
OFFSET OUT ro) a 
028 +5VDC 5 
al 
AMP IN 44 3 18 
030 +15VDC ry ; | , 
. > AS ANALOC | 
032 -15vbC < ~~ COMM comm |_*¥! = 
3 r ‘ UPPL 
034 COMMON g OUTPUT CIRCUIT WITH | SINGLE i 
OPTIONAL AMPLIFIERS | TIE | 
| POINT | Vv +5V 
MADE IN U.S.A. TIME IN SECONDS 4. L 
DIGITAL @) —— 
A COMM 
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MULTIPLYING D/A CONVERTERS 


DAC-M, MDA-IIMF 


GENERAL DESCRIPTION 

Multiplying D/A converters are specifically designed for use 
with external reference signals, which may be of varying 
amplitude DC or AC. They act essentially as accurate 
digitally-controlled attenuators, and find broad application 

in synchro conversion, character generation for CRT displays, 
and hybrid computation. 


DAC-M 

The DAC-M is a complete self-contained four-quadrant 
multiplying D/A converter optimized for applications at the 
lower frequency end of the spectrum. It has both an input 
buffer and inverter, providing for four-quadrant operation 
from a single polarity (or phase) of reference input, if 
desired. With binary logic input code, it can be operated in 
bipolar fashion by use of the offset coding. 


BLOCK DIAGRAM 
AND PIN DESIGNATIONS 
MDA-11MF 


ANALOG GRO 


REF IN 


AC OFFSET 


65 

OC OFFSET 
63 

OFFSET OUT 
61 


REF OU 


iT 
oO 59 


CURRENT 
OUTPUT 


BIT) 


a 


RESISTOR NETWORK 


$2 


BIT SWITCHES 


DIGITAL GRD 
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D-A CONVERTER 


MDA~-11MF 

The MDA-11MF is a very high speed one or two quadrant 
multiplying digital-to-current converter designed particularly 
for the needs of the graphic display field. Operating as a 
single quadrant device, it can control a 10V/us reference 
ramp with 11-bit resolution and feedthrough. An internal 
network provides for two quadrant operation. 


LOW FEEDTHROUGH 

The very low feedthrough of the MDA-11MF when operated 
in the single-quadrant mode is shown below. In both photo- 
graphs the lower trace is a 500kHz, 10V/us triangle wave 
driving the analog input (shown with a vertical scale of 
5V/div.). The upper trace in both pictures is the amplified out- 
put of the DAC connected to an op amp such as an ADI model 
48. The vertical scale is 5mV/div., which is approximately 
equal to 1LSB/div. The trace on the left shows the output 
with the LSB input on and all other inputs off. The right-hand 
trace shows the output with all digital inputs off, and clearly 
demonstrates that the feedthrough under these conditions is 
less than “LSB. 


Feedthrough with a 500kHz Triangle Wave 


TOP VIEW 


K KEY 
1-15V 
2+15V 
3 N.C. 
4Nn.c. 
5 GRD 


eoo0o00°0 


SPECIFICATION SUMMARY (Typical @ +25°C unless otherwise noted) 


Model 
Resolution, Bits 
Relative Accuracy 

(Error in % of FS) 
Slewing Rate 
Settling Time 
Full Output 

Freq. (+10V) 
Reference Input 

Voltage 

Impedance 
Logic Input 
Logic Code 


Output 
Voltage 
Current 
Impedance 
Temperature Coefficient 
Gain 
Zero 
Feedthrough 


Power Required 
Package Style 


Package Dimensions 
Price (1—9) 


DAC-8M 
8 


0.2% 
10V/us 
10us to 0.2% 


200kHz 


+10V p-p 
10kQ 
TTL Positive True 
Binary 


+10V 
5mA 
<1 ohm 


< 25ppm/°C 
<50uV/°C 
2.5mV @ 400Hz FS 


+15V @17mA 

-15V @ 20mA 
C-1 

x2" x 0.4" 
$195. 


” 


2 


DAC-12M 
12 


0.02% 


* 


15us to 0.01% 


* 


* 


* 


$295. 


MDA~11MF 
11 


0.03% 
N/A! 
<lps to 0.01% 


N/A 


0 to-10V 
4kQ. 
* 
Binary or 
Offset Binary 


+1V max! 
+4mA or +2mA 
600 ohms 


+30ppm/°C 
+75uv/°C? 
Unipolar Mode < “%LSB 
with 10V/us triangle wave 
+15V @ 30mA 
-15V @10mA 
C3 
2 x4" x 0.4" 
$150. 


Since there is no output amplifier, the MDA-11MF is not slewing rate limited in the usual sense. BW 
and slewing rate are more than adequate for accurate transconduction of a 10V/us reference ramp. 


? Measured using an ADI Model 48 as an output amplifier. 


*Specifications same as for Model DAC-8M. 


DAC- 12M 


REF AIN 28 0 
REF B IN 27 
OUT 26 
BIT 12(LSB) 25 
BIT 11 24 


ANALOG BIT10 23 


Oo 7 BIT! REF A22 
(MSB) DEVICES our 


8N.C 

9BIT2 
O10N.C. 
owBIT3 
O12N.C. 
O13 BIT4 
O 14BITS5 


MADEINUSA — gitg 21 


NET. TERM. 20 
REF B OUT19 


DAG WH 2 


N.C. 17 
BIT 7 16 

MULTIPLYING 
D-A CONVERTER 


BIT 6 15 


° 
° 
° 
° 
° 
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BLOCK DIAGRAM 


DAC-12M 


LSB 


OUTPUT 
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MILITARY GRADE D/A 
MDA-I2QD 


GENERAL DESCRIPTION 

Products in this category have been designed and manufac- 
tured to meet the unique requirements of many military 
applications. They are designed with the ability to utilize 
MIL/QPL components. IC’s used can be qualified to 
MIL-STD-883. Assembly and package are designed for 
qualification according to appropriate paragraphs of 
MIL-STD-202 and MIL-E-5272. 


© @¢ ¢ @- 
|_| 24 


Soa a (a Fe, Sa 
CTT tt. 


——: 


BOTTOM VIEW SEE NOTE 


Pin 1 is indicated by blue glass sealant at base, 
and by black dot on top surface. 


PIN DESIGNATIONS 
FUNCTION 
(MSB) 


a 
Z 


BIT 1 
BIT 2 
BIT 3 
BIT 4 
BIf 5 
BIT 6 
BIT 7 
BIT 8 
BIT 
10 BIT 10 

UL BIT 11 

12 BIT 12 (LSB) 


CONAUNUAWNHE | 


‘o 


13 REFERENCE INPUT 

14 BIPOLAR OUTPUT OFFSET 

15 POWER AND SIGNAL GROUND 
~ 5K 

17 GAIN FEEDBACK 

at 5K RESISTORS 


19 INTERNAL REFERENCE OUTPUT 
20 +15VDC SUPPLY INPUT 

21 ANALOG OUTPUT 

22 MDAC’s BASE LINE REFERENCE 
23 —-15VDC SUPPLY INPUT 

24 +5VDC SUPPLY INPUT 
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CONVERTER 


MDA-QD 

The MDA-12QD is a medium speed 12-bit current output . 
D/A converter in a hermetically sealed metal enclosure, with 
24-lead DIL pinning. Flatpack versions of the uDAC quad 
converter switches and thin-film resistor networks are used 
along with flatpack reference amplifier, to provide outstand- 
ing linearity and stability in a package occupying only 

im’ xt" x04". 


SPECIFICATION SUMMARY (Typical @ +25°C unless otherwise noted) 


Model MDA-QD 
Resolution, Bits 12 
Linearity Error tY¥%LSB 
Data Inputs TTL Compatible 
Input Codes Complementary Binary 
Complementary Offset Binary 

Output Range 0 to-2mA, +1 mA’ 
FS Settling Time (to 4LSB) 3s? 
Output Impedance?® 

(Current Mode) Less than 15k, 15pF 
Temperature Coefficients 

Linearity +3ppm/°C 

Gain (with internal reference) =| Sppm/°C max 

Gain (with external reference) +10ppm/°C max 

Zero (unipolar) +2nA/°C max (up to +70°C) 

Offset (bipolar) +10nA/°C max (up to +70°C) 
Power Required +15V @ +15mA,-20mMA 

+5V @ 25mA 

Operating Temperature Range 

Standard 0°C to +70°C 

Extended* -55°C to +125°C 
Package Style C7 
Package Dimensions 1960" 3c 1 og Ox 
Price (1—9) MDA- 12QD $245. 


MDA~12QD/ET $395. 


"For use with external op amp, precision tracking feedback resistors are provided. 
Voltage output ranges with these feedback resistors are: 2.5V, t5V, +10V, 

0 to +5V, and 0 to +10V. 

? When used with an AD507 output op amp or equivalent. 

3 For optimum linearity, current output should drive an essentially zero impedance 
point, such as an op amp summing junction. If resistance load must be used, Ry 
should be no greater than 1k ohms. 

* For extended temperature version, specify ‘““MDA-12QD/ET.” 
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CAPSULE SELECTION TABLE 


ANALOG-TO-DIGITAL CONVERTERS 


SPECIFICATIONS (Typical @ +25°C unless otherwise noted) 


Product Error Conversion | Output Code Options! Analog Input Input Gain Power Package i Price 
Classification (Relative to F.S.) (TTL/DTL Compatible) Options Buffer 1c Requirements Size & Style (100+) 


a ADC-8S 8 bits +0.2% BIN, OBN, 2SC, BCD YES +60ppm/°C 2” x 3" x 0.4", C-2 

) a} 

Sonera Paracel! eeu 10 bits +0.05% BIN, OBN, 2SC +5V,410V,+5V,+10V | OPTIONAL? | #40ppm/°C | #15V,+5V— | 2x 4" x 0.4", C-3 $67 
sh Post) ADC-12QZ 12 bits +0.0125% BIN, OBN, 2SC OPTIONAL? | +30ppm/°C 2"x 4" x 0.4", C3 


ADC-8QM 8 bits +0.2% 


+5V,+10V,+10V YES +Sppm/°C_ | +15V, +5V 


High ADC-10QM 10 bits +0.05% BIN, OBN, 2SC, BCD 2" x 4"x 0.4", C3 
Pecirenance ADC-12QM 12 bits +0.0125% 
General 
Purpose ADC-8QU 8 bits +0,2% ts 


10 bits 
12 bits 


ADC-10QU 
ADC-12QU 


+0.05% BIN, OBN, 2SC, BCD 


+0,0125% 
42ms SMD +199.9mV 
40ms SMB +10V 
40ms SMD t12V 
8 bits 0.2% 


10 bits 0.05% ; t5V, +10V, +10V 
12 bits +0.0125% 


t5V,+10V,+5V,+10V 


+15V,+5V 2x 4x/ 04"; C3 


ADC1100 3% digits +0.05% +1 bit 
Dual ADC-141 14 bits +0.01% +1 bit 
Slope ADC-171 17 bits 0.01% +1 bit 


+50ppm/°C +5V 
+5ppm/°C +15V,+5V 
+5ppm/°C t15V, +5V 


oe +10ppm/*c | #15V,+5V_ 
scala — — suo | 


+50ppm/°C 

t 
+20ppm/°C 15V, +5V 
NOTES 


1. Logic Codes: BIN, Binary; C-B, Comp. Binary; OBN, Offset Binary: COB, 
Comp. Offset Binary; BCD, Binary Coded Decimal; CBD, Comp. BCD; 
2SC, Two’s Complement; C2C, Comp. Two’s Comp.; SMB, Sign-Magnitude 
Binary; SMD, Sign-Magnitude BCD. 

2. Standard temperature range on all converters is 0 to +70°C, with storage 
temperature from -55°C to +125°C. Many models are available in an ex- 
tended operating temperature version at extra cost. The extended operating 
temperature range is normally -25°C to +85°C, 


3. Prices are for units without input buffer. In small quantities, add $20 to 
unit price for buffer. 


2" x4" x 0.4", C-3 
3° x4" x 0.4", C-5 
3° x 4" x 0.4", C-5 


ADC1103-001 
ADC1103-002 
ADC1103-003 


Fast "4" 0:75" CA=3 


High Resolution 


Low Power 
CMOS 


ADC-12QL/J 
ADC-12QL/K 


NO 3.6" x 4.1”, C-8 


LOW COST GENERAL PURPOSE A/D CONVERTERS 


ADC-8S, ADC-I0Z, ADC-I2QZ 


GENERAL DESCRIPTION 

These analog-to-digital converters are characterized by low 
cost, achieved through skilled engineering and high volume, 
efficient manufacturing. They offer an extremely high 
performance/cost ratio. 


ADC-8S 

The ADC-8S is an 8-bit A/D converter of moderate speed that 
even includes an input buffer. A counter generates a staircase 
at the output of an internal DAC, the output of which is com- 
pared against the signal input. This design requires only simple 
logic circuitry, helping to hold down cost. Conversion time is 
proportional to the magnitude of the input signal. 


ADC-10Z 

The ADC-10Z is a small modular A/D converter that performs 
a 10-bit conversion in 20us or less. It offers performance and 
features previously found only in much more expensive con- 
verters. It uses the successive approximations conversion tech- 
nique, and contains an easy-to-use serial output. 


BLOCK DIAGRAM 
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ADC-12QZ 

The ADC-12QZ is a 12-bit successive approximation type con- 
verter that offers reasonable speed and_good performance at 
very low cost. Analog Devices’ yuDAc® quad current switches 
and a unique combination of thick-film and hybrid technology 
has given the ADC-12QZ the basic performance of a much 
higher priced unit. Like the ADC-10Z, it features an easy-to- 
use serial output. 


BLOCK DIAGRAM 
ADC-12QZ 


PARALLEL OUTPUTS 
GAIN ADJUST 
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BLOCK DIAGRAM 


SPECIFICATION SUMMARY (Typical @ +25°C unless otherwise noted) 


Model ADC- 8S ADC-10Z ADC-12QZ 
Resolution, Bits 8 10 12 
Linearity Error +¥%LSB + * 
Analog Input 

Ranges' (Volts) +5, +10, +5, * * 
+10 
Impedance 
Without Buffer? 2.5k - 10kQ 6k - 12kQ 2.5k - 10kQ 
With Buffer? 10° ohms 10° ohms 10° ohms 
Conversion Time 1ms* 20us 40us 
Digital Control 
Inputs & Outputs TTL/DIL * * 
Compatible 
Data Outputs TTL Positive True * * 
Output Codes 
Standard® BIN, OBN, 2SC BIN, OBN, 2SC BIN, OBN, 2SC 
Optional BCD = - 
Status or Busy “1” during * * 
Output Conversion 
Serial Data Output No Yes Yes 
Temperature Coefficient 
Gain (of Reading) +60ppm/°C +40ppm/°C +30ppm/°C 
Zero (Unipolar) +20ppm/°C +25ppm/°C +5ppm/°C 
Offset (Bipolar) +60ppm/°C +30ppm/°C +10ppm/°C 
Power Required +15V @ 28mA +15V @ 18mA +15V @ 20mA 
-15V @ 28mA -15V @ 25mA -15V @ 30mA 
+5V @ 120mA +5V @170mA +5V @210mA 
Package Style C2 C-3 C-3 
Package Dimensions 2° x3" x04" 2" x4"x0.4" 2° x4" 0.4" 
Price (100+) $47. $67. $92. 
(1-9) $79. $99. ° $129. ° 


' Desired input range is selected with jumpers and connections at the module’s terminals. 
? Input impedance without buffer depends on input range selected, but will be within the 


indicated limits. 


* Input buffer is standard on ADC-8S, but the unit may be wired for a direct input, if desired. On 

ADC-10Z and ADC-12QZ, input buffer is optional. In small quantities, add $20 to price for input 
buffer. Units with a buffer may be wired for direct input, if desired. 
* Conversion time for a full-scale input signal is approximately 1ms. For input signals with a magni- 
tude of less than full-scale, the conversion time is proportionately less. 
5 Output code is natural binary for unipolar input, but it can be either offset binary or two’s com- 


plement at the user’s option with a bipolar input. 


*Specifications same as for ADC-8S. 
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HIGH PERFORMANCE GENERAL PURPOSE 
A/D CONVERTERS ADC-QM, ADC-QU 


GENERAL DESCRIPTION 

These converters are characterized primarily by high 
performance and general utility. The use of .DAC® mono- 
lithic quad switches with “DAC monolithic thin film 
resistance networks provide these converters with the best 
stability and linearity generally available. Prices are kept at 
moderate levels by large volume manufacturing. 


ADC-QM 

The ADC-QM is a high performance, general purpose A/D con- 
verter packaged in a low profile 2” x 4” module. It offers ex- 
cellent stability over both time and temperature at moderate 
cost. It is complete with an input buffer, and the desired input 
range is selected by the user with jumpers and connections at 
the module terminals. The digital output code of the binary 
version is natural binary for a unipolar input, but is selected by 
the user to be either offset binary or two’s complement with a 
bipolar input. The ADC-QM is available in 8, 10, and 12 

bit versions. 


BLOCK DIAGRAM 
ADC-QM & ADC-QU 
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Note: In the ADC-8QM and ADC-8QJU, bit 8 is the LSB, 
and pins 48, 50, 52 and 54 are deleted. In the ADC-10QM 
and ADC-10QU, bit 10 is the LSB, and pins 48 and 50 
are deleted. 
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ADC-QU 
The ADC-QU is a modular analog-to-digital converter that is 
very similar to the ADC-QM, except that it offers an appre- 
ciably shorter conversion time. The 12 bit version performs a 
conversion in 15us maximum. The ADC-QU’s speed is the re- 
sult of the use of Analog Devices’ AD551 uDAC® high speed 
quad current switches in its internal DAC. The ADC-QU is 
pin-compatible with the ADC-QM, and in most applications 
can serve as a direct plug-in replacement for it. When mounted 
on an AC4451 mounting card, the ADC-QU becomes a pin- 
compatible substitute for the older model ADC-U. 


DATA ACQUISITION APPLICATIONS 

An ADC-QM or an ADC-QU can be combined with a SHA-1A 
or SHA-2A sample-and-hold amplifier, and one or more MPX- 
8A multiplexers to form a data acquisition subsystem. The 
table below shows the maximum throughput rates (conversions/ 
sec) that can be achieved using various combinations of these 
products. The settling time of the MPX-8A does not affect the 
throughput rate because it can be settling on a new input signal 
at the same time the A/D converter is converting the signa] 
being held constant by the sample-and-hold amplifier. 


ADC SHA MAX. THROUGHPUT RATE 
ADC-12QM SHA-1A 34kHz 
ADC-12QM SHA-2A 39kHz 
ADC-12QU SHA-1A 50kHz 
ADC-12QU SHA-2A 67kHz 


ORDERING GUIDE: ADC-QM and ADC-QU 


ADC-XX XX /XXX 
No. of 
Bits Output Code 
8 BIN (binary) 
10 BCD (binary) 
12 coded decimal) 


TIMING DIAGRAM 


>| [*— 100nsec MIN 


ADC-QM 


SPECIFICATION SUMMARY (Typical @ +25°C unless otherwise noted) 


Model ADC-QM ADC- QU 
Resolution, Bits 8,10, 12 3 
Linearity Error +%LSB * 
Analog Input 

Ranges! (Volts) +2.5,+5, £10, = 
+10, +5 
Input Impedance 
Without Buffer” 2.5k - 10k ohms * 

With Buffer 10° ohms < 
Conversion Time 18us 22yus 25us 6.4us 8us 15uUs 
Digital Control 

Inputs & Outputs TTL/DTL Compatible < 


——— eq eT er? 
Ig 


Data Outputs TL Positive True 


Output Codes 


Standard BIN, OBN, 2SC ‘ 
Optional BCD 
Status or Busy 
Output “1” During Conversion * 
Temperature Coefficient 
Gain (of Reading) Sppm/°C . 
Offset (Unipolar) 50uV/°C . 
(Bipolar) 75uVI°C ia 
Power Required +15V @ 25mA +15V @ 25mA 
-15V @ 35mA -15V @ 50mA 
+5V @ 200mA +5V @ 300mA 
Package Style C3 * 
Package Size 2” x4" x 0.4" * 
Price (1—9) ADC-8QM _— $250. ADC- 8QU $260. 
ADC-10QM_ $280. ADC-10QU_ $290. 
ADC-12QM_ $305. ADC-12QU_ $315. 


' The desired input range is selected by the user with connections and jumpers at 
the module terminals. 
? Input impedance without buffer is proportional to input voltage range. 


*Specifications same as for ADC-QM. 
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DUAL SLOPE A/D CONVERTERS 


ADC-I4I, ADC-I7I, ADCIIOO 


GENERAL DESCRIPTION 

Dual slope integrating A/D converters perform a conversion by 
first integrating the input signal for a fixed period of time, and 
then measuring the time required to return the integrator to 
zero when it is integrated in the opposite direction with a 
fixed reference signal. A major benefit of this technique is that 
it results in very high rejection of normal mode noise when the 
signal integration time period is set equal to one cycle of the 
power line. 


ADC-141 and ADC-17I 

These two high resolution converters are identical except for 
output coding. The ADC-14I has 14-bit binary plus sign coding, 
while the ADC-17I has 4% digits plus sign output coding. Both 
feature a normal mode rejection ratio of 70dB, an automatic 
zero correction cycle, and a gain TC of only +10ppm/ C. 


ADC1100 


ADE 1100 


The ADC1100 is a new dual slope A/D converter in a compact 
2” x4"x 0.4" module. It can be triggered externally, or inter- 
nally at a rate of about 4conversions/sec, or it can be wired to 
start a new conversion when the conversion in progress is com- 
pleted. It is ideal for driving a display, or feeding data to a 
computer, or for doing both jobs simultaneously. Since it re- 
quires only +5V power, and has a normal mode noise rejection 
ratio of 40dB minimum, it is a natural choice for installation 
at transducer locations. 


BLOCK DIAGRAM 
ADC-14I & ADC-171 
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CONVERSION 
CYCLE 


CLOCK GATED 
TO COUNTER 


RAMP DOWN 


POLARITY VALID 
OUTPUT VALID 


OTES: 


Maximum delay of one clock pulse to synchronize with clock. 


CONVERT 
COMMAND 


STATUS 


RAMP UP 


(When Ramp Down Interval Exceeds 16 2/3ms)—= 
SVEREORD loaded input, tmax = 50ms. 


SPECIFICATION SUMMARY (Typical @ +25°C unless otherwise noted) 


Model ADC-141 ADC-17I ADC1100 
Resolution 14 binary bits 4% BCD digits’ 3% BCD digits 
plus sign plus sign plus sign 


Linearity Error +0.01% * +0.05% 


Analog Input 


Range +10V +12V +199.9mV 
Impedance 180kQ * 10°Q 
Bias Current N/A . 1.5nA 
Resolution 0.61mV/bit 1.0mV/bit 0.1mV/bit 
Continuous Overload” +100V max * +20V max 
Normal Mode Rejection 
@ 60Hz* 70dB . 40dB min* 
Conversion Time 40ms max - 42ms max* 
Digital Control 
Inputs and Outputs TTL/DTL Compatibie * bd 
Data Outputs TTL Positive True x = 
Output Code Sign plus Sign plus Sign plus 


magnitude binary magnitude BCD magnitude BCD 


Temperature Coefficients 


Gain +10ppm/°C : +50ppm/°C max 
Offset +10uV/°C : +2ppm/°C max 
Power Required +15V @ 30mA is +5V @ 200mA 
-15V @ 30mA ” = 
+5V @ 200mA si = 
Package Style C-5 * c-3 
Package Dimensions 3° x4" x04" * 2" x4" x04" 
Price (1-9) $259. * $99. 
(100+) $67. 


1 Maximum digital output code is 11999, which corresponds to an input of 11.999V. 

? Maximum overload that can be sustained indefinitely, with power on or off, without endangering the unit. 

3 Both the ADC-I and ADC1100 can be adjusted by the user to optimize the normal mode rejection of 50Hz noise, rather 
than 60Hz noise, if desired. 

* The ADC1100 has provisions for connecting an external phase locked loop that can increase the normal mode noise 
rejection ratio to over 100dB. 

5 In the event of an overload, it can take as long as 70ms to complete a conversion. 

*Specifications same as for model ADC-141. 


TIMING DIAGRAM 
ADC-14I & ADC-17I 
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* Polarity data is valid anytime after the completion of the signal integration 
time period 
‘Im the event of an overloaded input, the overload output will go to a logic 1” 


Delay of “1% clock periods to reset counter and strobe comparator approx. 42ms after the conversion commences. However, the status output will 


not return to zero until the integrator has been integrated back to zero, which 


for polarity data. can be as long as 70ms after the conversion began. 
7ms min delay for drift correction phase. 
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new product: ADC1IO3 


FAST A/D CONVERTER 
ADCIIO3 


GENERAL DESCRIPTION 

These analog-to-digital converters are characterized primarily 
by very high speed. They are especially well suited for applica- 
tions requiring high throughput rates with no compromise in 
accuracy. They can be considered general purpese devices as 
well, however, and are a natural choice for large data acquisi- 
tion systems. Among other typical applications are geophysical 
data acquisition, simultaneous sample-and-hold systems, and 
conversion for data entry into digital filters and correlators. 


ANALOG 
DEVICES 


ADctt03 


ADC1103 


The ADC1103 is a very fast successive approximation con- 
verter packaged in a small 2’’ x 4’’ module. The 12 bit versi 
performs a full conversion in less than 3.5us. The ADC110: 
a complete self-contained converter, requiring only standar: 
+15V and +5V power, and the usual control signals. The inj 
range and output coding are user selected. 


SPECIFICATION SUMMARY (Typical @ +25°C unless otherwise not 


Model ADC1103 
BLOCK DIAGRAM 
AND PIN DESIGNATIONS Seiad en 
ADC1103 ADC1103-001 8 Bits 
ADC1103-002 10 Bits 
mamacignn’ 2: |e, OAT TES S| 95 Srey ADC1103-003 12 Bits 
= a AW—o | 70 GAIN ADJ Conversion Time 
+15V 4 oo 
ADC1103-001 1.0us max 
pained lama 3 ADC1103-002 1.2us max 
msB 8 | o—— | : ADC1103-003 3.5 us max 
BIT 1 (MSB) 10 aad Sasa | Accuracy 


BIT2 12 


BIT3 15 


BIT4 7 


BIT5 19 


PRECISION 
HIGH SPEED 
12—BIT DAC 


61 


58 


DATA STROBE 


SERIAL DATA 
OUT 


ANALOG GRD 


ANALOG GRD 


BIT6 21 
BIT7 23 ‘—o | 50 SiG GRD SENSE 
‘9 | 49 COMP IN 
BIT 8 25 au | 48 INPUT 2 
47 INPUT 1 
BIT 9 27 : ae | 46 OFFSET ADJ 


BIT 10 30 


TTL LOGIC 
AND 


42 


CONVERT CMD 


BITN 32 REGISTERS 
BIT 12 34 39 STATUS 
| —— 
38 STATUS 
37 CLK INHIBIT 


Note: The standard model does not have a serial output, and 
therefore pins 58 and 61 are deleted from it. In addition, the 


ADC1103-002 does not contain pins 32 and 34, and the ADC1103- 


001 does not contain pins 27, 30, 32, and 34. 


Error Relative to Full Scale 
Diff. Nonlinearity Error 
Gain TC 


+% LSB max 
+¥%LSB max 
+10ppm/°C max 


Analog Input Ranges 
Input Impedance 


0 to +10V, +10V, +5V 
5.00kQ on +10V Range, 
2.50kQ on other Ranges 


Digital Inputs & Outputs 
Output Codes 
With Unipolar Input Range 
With Bipolar Input Range 


TTL Compatible 


Positive True Binary 
Positive True Offset Binary 
or Two’s Complement 


Power Required 


+15V @ 85mA max 
-15V @ 80mA max 
+5V @ 525mA max 


Package Style 
Package Dimensions 


C-3 
2 AN RIOTS 


Prices (1-9) 
ADC1103-001 
ADC1103-002 
ADC1103-003 


$430 
$440 
$450 
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HIGH RESOLUTION A/D CONVERTER 


GENERAL DESCRIPTION 

When maximum resolution and accuracy are required, a 16 bit 
state-of-the-art A/D converter is called for. An analog-to-digital 
converter with 65,536 distinct output codes, where an LSB is 
only 152uV, demands advanced engineering, skilled manufac- 
turing, and the use of the highest quality available components, 
without compromise. 


ADC-16Q 

The 16 bit ADC-16Q offers unprecedented linearity, accuracy, 
and stability in a very compact package. The 4%” x 6” P.C. 
board holds two modules: a standard DAC-16QM, and the 

I/O (input/output) module which contains successive approxi- 
mations logic, a precision comparator, and a differential input 
buffer that features high common mode rejection. The no- 
effort-spared engineering that went into the design of the 
ADC-16Q took into account not only the internal design 
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problems, but also the system problems faced by a user who 
needs to make sure that the converter will perform in his 
system to the accuracy of which it is capable. Each ADC-16Q 
is supplied with a reference certificate and an error plot of its 
DAC made during final production test. 


PIN DESIGNATIONS: ADC-16Q 


PIN FUNCTION PIN FUNCTION 

1 BIT 1 (MSB) A BIT 1 (MSB) 

2 NG B BIT 2 

3. NC. C BIT 3 

+ NC. D BIT 4 

° | INTERLOCK E YT 5 

6 F BIT 6 

wo ONG. H BIT 7 

8 EXTERNAL CAPACITOR J BIT 8 

9 FOR CLOCK RATE K BIT 9 

vo “NC. L BIT 10 

11 «BIT 14 M BIT 11 

12. BIT 15 N BIT 12 

13 BIT 16 (LSB) Pp BIT 13 

14 SERIAL OUTPUT R CLOCK OUTPUT 
15 CONVERT INPUT st SHORT CYCLE RETURN 
16 STATUS OUTPUT T STATUS OUTPUT 
17. DIGITAL 5V COMMON U +5VDC INPUT (V;) 
18  +15VDC INPUT (+Vs) Vv -15VDC INPUT (-Vs) 
19% +15V COMMON Wi  +15V COMMON 
20* = SIGNAL (~) INPUT X* SIGNAL (~) INPUT 
21 SIGNAL (+) INPUT Y* — SIGNAL (~) INPUT 
22* SIGNAL (~) INPUT Z* — SIGNAL (~) INPUT 


“Pins 20, 22, X, Y, Z all connected internally to signal (—) input. 
Do not use as tie points for any function other than signal input. 
Pins 19 and W are connected together internally. Use one for 
power ground and the other for signal source ground return. 
tMust be tied to Pin #17 for 16-bit operation. 


NOTES: 

1. In buffered modes, input is true differential. Thus reversal 
of input connections would yield ranges of 0 to -10V, 
t10V, and +5V. 

2. When shipped, units will be jumpered for +10V operation 
with buffer. User can change jumpers to select a different 
input voltage range, and/or omit input buffer. 


SPECIFICATION SUMMARY (Typical @ +25°C unless 
otherwise noted) 


; Model ADC- 16Q 
Resolution, Bits 16 Binary 
Linearity Error +0.0015 % 
Analog Input 
Ranges (Volts) +5, £10, +10 
Impedance 
Direct 5k or 10k ohms! 
with Buffer 10’ ohms 
Conversion Time to 
Full Accuracy 400s” 
Settling Time of 
Input Buffer to 
Full Accuracy 3.6ms?” 


Digital Control 

Inputs and Outputs 
Data Outputs 
Output Codes 


TTL/DTL Compatible 
TTL Positive True 
BIN, OBN, 2SC 
Parallel & Serial 
Internal precision 
reference 


Output Formats 
Reference 


Temperature Coefficient 
Gain 0.0008 %/°C max 
Offset 0.0002%/°C +25uV/°C max 
Power Required +15V @18mA 


-15V @41mA 
+5V @ 350mA 
Package Style G-8 
Package Dimensions 4%" x 6.0" x 0.44" 
Price (1—9) $1350. 


? Direct input impedance is 10k ohms for +10V input range, and 
5k ohms for other input ranges. 

? ADC-16Q can be operated at higher speeds with reduction in 
accuracy, or short-cycled. 
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LOW POWER A/D CONVE 
ADC-RQL 


GENERAL DESCRIPTION 

Low power converters have been developed to solve the 
problems of operation in remote areas with limited power. 
Ideally suited for operation from battery power, these 
products are particularly useful for ocean buoy installation, 
as well as for remote meteorlogical data acquisition. The 
small size and light weight also make them useful in portable 
medical and scientific instruments. 


CURRENT DRAIN VS CONVERSION RATE 


CURRENT DRAIN VS CONVERSION RATE 


CURRENT - mA 
AVERAGE POWER — mW 


CONVERSION RATE — kHz 


ADC-12QL 

The ADC-12QL is an A/D converter having total power 
consumption of about 1/2000 of that of a conventional 
design. Requiring only a single battery to supply all its power 


RTER 


needs, it allows the systems engineer to make important 
savings in power source weight and volume. The ADC-12QL 
normally rests in a standby state. The converter is turned on 
by the convert command, fully stabilizes in a few micro- 
seconds; at the end of the conversion, it returns automatically 


to the standby state. 


SPECIFICATION SUMMARY 
(Typical @ +25°C unless otherwise noted) 


oe C—~—~—~—SCSC“PFPHM DES IO, 
‘Resolution, bits = 3 a2 
Linearity Error t”%LSB 
Analog Input Ranges +5V|+5V | +10V}+10V ! 
Input Impedance 4.1k 18.2k |! 8.2k 116.4k 
Conversion Time” 85us with logic supply at +15V 
130us with logic supply at +6V 
Digital Inputs and Outputs* TTL compatible with +6V logic supply 


C/MOS compatible with +15V logic supply 


Parallel Data Output 12-bit binary, positive true 
Serial Data Output Negative true, MSB first 
Convert Command 1.0us pulse min, 70% of logic power level 
Status or Busy Signal “1” during conversion 
Temperature Coefficient J XK. 
Gain (of Range) 50ppm/°C max 20ppm/°C max 
Zero (Unipolar) 50uV/°C max a 
Offset (Bipolar, ~ FS) 20ppm/°C max bi 
Power Required” Logic: +6V to +15V Analog: +12V to +15V 
(can be operated from single 15V battery) 
Package Style C8 
Package Dimensions 4.1" x 4.025" x 0.35" 
Price: (1—4) J K 
$675. $950. 


User specifies desired input range at time of order. 
2 Logic supply utilizes separate connection, to allow the user the convenience 
of either C/MOS or TTL compatibility. 
*Specifications same as for Model ADC-12QL/J. 


PIN DESIGNATIONS: ADC-12QL 


PIN FUNCTION PIN 
1 NC. A 
2 CLOCK B 
3. EXTERNAL CLOCK CAP. C 
4 STATUS D 
5 E 
of N.C. F 
7 H 
8 SERIAL OUT J 
9 K 

10 L 

11 M 

i2{ Ne N 

13 P 

14 R 

15. SUPPLY GROUND S 

16 Nc, T 

17 LOGIC SUPPLY U 

18 ANALOG INPUT Vv 

19 SIGNAL GROUND Ww 

20 x 

21 N.C. ¥v 

22 } z 


N 


ORDERING GUIDE: ADC-QL 


FUNCTION 
BIT 1 (MSB) 
BIT 2 
BIT 3 
BIT 4 
BIT 5 
BIT 6 
BIT 7 
BIT 8 
BIT 9 
BIT 10 
BIT 11 


BIT 12 (LSB) 
N.C. 


CONVERT COMMAND 
N.C. 

N.C. 

ANALOG SUPPLY 
N.C. 


MODEL ADC 12QL 


Series 


J — Soppm/,c + 5 (V) 

Converter Type K —20ppm/ C + 5 (V) 
+10 (V) 

+10 (V) 
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LOGIC FLOW DIAGRAM 


MPX-8A 


MULTIPLEXER 
MPX-8A 


-CLSB290 
Oo) -15 ANALOG" 82 
O2 +35 DEVICESZA msa2 
. MODE 2 
A our 250 
ENBL 4240 
CH 6 IN INV 3. IN230 
CH SIN INV 3. 0UT 220 


CH 4IN ENBL 3 210 
CH 4~70UT INV 2 IN 200 
OlOCH O-30UT INV 2 OUT 190 
Q1CcH 3IN ENBL 2180 


O12CH 21N INV TIN 170 
O13 CH TIN INV 1 OUT 160 
O14CH OIN ENBL 1150 


MULTIPLEXER 


GENERAL DESCRIPTION 

The MPX-8A is an accurate high-speed 8-channel MOSFET 
multiplexer complete with versatile binary address control 
logic. It can be used either with A/D converters to acquire 
data from a number of sources, or with D/A converters to 
distribute data to a number of loads. 


The control logic contained within the MPX-8A allows the 
user to connect the unit as either an 8-channel single-ended 
multiplexer, or as a 4-channel differential mode multiplexer. 
All of the logic needed to expand to up to 64 channels is 


also included. 


SPECIFICATION SUMMARY (Typical @ +25°C unless otherwise noted) 


Model MPX-8A 

Channels 

Single-Ended gi? 

Differential 4 
Voltage Range 

Rated Operation +10V 

Overload Protection +15V 
Transfer Error 0.01% 
Settling to 0.01% <2pus 
Cross Channel Coupling <-80dB 
Common Mode Rejection 

DC 120dB 

60Hz 106dB 
Channel Addressing Binary Code 


Address Logic 
Power Requirement 


Package Style 
Package Dimensions 
Price (1-9) 


TTL Compatible/Positive True 


+15V,+1V @ 6.2mA 
-15V, -1V, +OV @ 4mA 
+5V, 410% @ 102mA 


C-1 
2 x 2 0.4” 
$175. 


‘ Single-ended or differential operation is determined by jumper at 


module pins. 


7 MPX-8A includes logic for expansion to 64 channels. 
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SAMPLE-AND-HOLD AMPLIFIERS 


SHA-IA, 2A, 3, 4, 5,6 


GENERAL DESCRIPTION 

Analog Devices’ wide selection of Sample-and-Hold Amplifiers 
(SHA’s) permits the selection of a SHA that is well suited for 
virtually any application. Each type offers a unique combina- 
tion of speed, accuracy, and cost. 


SHA-1A 

The SHA-1A is a general purpose SHA offering moderately 
high speed and accuracy at a reasonable price. It settles to 
0.01% in under Sus, and its droop rate (decay when in HOLD) 
is no greater than 50uUV/us. 


SHA-2A 

The SHA-2A is a very fast Sample-and-Hold module with ac- 
curacy and dynamic performance that make it appropriate for 
use with very fast 12 bit A/D converters. It settles to 0.1% in 
less than 300ns, and to 0.01% in less than 500ns. 


SHA-3 and SHA-4 

These two SHA’s were designed for high accuracy at longer 
hold times. They settle to 0.01% in 75yus or less. The two differ 
in that when switched from HOLD to SAMPLE, the SHA-4 
settles more rapidly than does the SHA-3. 


BLOCK DIAGRAM 
SHA-2A 


HIGH GAIN 
AMPLIFIER 


1 


MODE CONTROL j 


ILLUSTRATION OF SPECIFICATIONS 


HOLD TO SAMPLE 
') aCQuisiTiON ! | 
—> TIME | 


| SETTLING Time 
jSAMPLE TO HOLO 


OUTPUT re ay 
AP ERTUBE | HOLD TO SAMPLE 


| | TIME DROOP 
SETTLING TIME | in OLD | ACQuISsITION TIME 
; IN SAMPLE | 
\ 


— 


HOLD SAMPLE HOLD oy¢— SAMPLE 
(TRACK) 
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ANALOG 
DEVICES 


SHA 2A 


SHA-5 

The SHA-S is a low cost general purpose sample-and-hold that 
offers good performance at a very low price. It settles to 0.01% 
in 15us, and has a droop rate of only 5uV/ms. 


SHA-6 

The SHA-6 was designed as a companion to the high resolution 
ADC-16Q A/D converter. It will acquire a signal to 16 bit ac- 
curacy (0.00075%) in Sms, and then hold it long enough for 
the ADC-16Q to convert it to a 16 bit digital word. It features 
excellent gain stability over both time and temperature. 


PIN DESIGNATIONS: SHA-5 
. ANALOG GROUND ; 8. LOGIC GROUND 


1 

2. =15V 9. N.C. 

3. +15V 10. N.C. 

4. N.C. 11. N:G. 

5. N.C. 12. ANALOG OUTPUT 
6. SIGNAL IN 13. NO PIN 

7. CONTROL IN 14. N.C. 


SPECIFICATION SUMMARY (Typical @ +25°C unless otherwise noted) 


APPLICATIONS General Fast Low Droop Low Droop Low High 
Purpose Slow Settle Fast Settle Cost Resolution 
Model’ SHA-1A SHA-2A? SHA-3° SHA-+° SHA-5 SHA-6 
Acquisition 5us to 500ns to 75s to 75s to 15us to 5ms to 
Time 0.01% 0.01% 0.01% 0.01% 0.01% 0.00075% 
Droop Rate 50uV/ms max 10uV/ps 10uV/ms 10uV/ms 5uV/ms 10mV/sec max 
Input Range +10V +10V +10V +10V +10V t11V 
Gain 1 1 1 1 1 1 to 1000 
Gain Error +0, -0.05% +0, 0.01% 0.01% +0.01% +0.01% +0.2%° 
Input 
Impedance 10172 10''2 10°Q 1082 4x 10°2 10°2 
Aperture Delay 40ns 10ns 50ns 50ns 40ns -1.7us 
Aperture 
Jitter 5ns 0.25ns 5ns 5ns 4ns 10ns 
Power Require- 
ments +15V @ 15mA 100mA 15mA 18mA 25mA 17mA 
Package Size 2 2" Oe? 2 3 S04 11/8" x 2” x 0.4” 11/8" x 2" x 0.4" 11/8" x2” x 0:4" 2° x4" x 0.4" 
Package Style C-1 C-2 c+ c+ Cc-+4 C3 
Price (1-9) $150. $225. $95. $120. $47. $375. 
(100+) $32. 


‘Mode control input on all SHA’s is TTL/DTL compatible. On all models except SHA-6, Logic ‘‘1” is sample and Logic ‘0” is hold. On SHA-6, 


Logic “‘O”’ is sample and Logic “1” is hold. 


? SHA-2A may be used as a follower or inverter. It can also be used at gains higher than unity with appropriate degradation in bandwidth. 
°SHA-3 and SHA-4 differ only in that SHA-4 settles much faster when switched from HOLD to SAMPLE. Settling Time to +1mV is 


100s for SHA-3 and 20ys for SHA-4, 


* Gain error from formula used to calculate value of gain resistor. Gain stability is +0.0002%/month and +0.0002%/°C. 


PIN DESIGNATIONS: SHA-6 


3. +Eour 
5. -Eout 
16. -15V ‘ 
18. ANALOG COMMON a ics 
19. +15V 
36. MODE CONTROL INPUT 
37. MODE CONTROL COMMON 
64. GAIN CONTROL 
67. +EIn 
69. GAIN CONTROL 
NOTE: The pins listed above are the 
only pins that appear on the SHA-6. Top View 


SHA-1A 


ANALOG 
IN 


ANALOG 
DIGITAL GRD 
© 4 GRD 


CONTROL 
IN 


° 
01 


0 6 ANALOG 
ANALOG 
DEVICES 


010 -15y- MADE IN U.S.A. 


POWER 
012 GRD ANALOG 


SHA 1A 


SAMPLE HOLD 
AMPLIFIER 


SHA-5 


ANALOG 
DEVICES 


OUT 
ANALOG 
014 +15V GRD 


MADE IN U.S.A. 


SHA-2A Top View 


—15V 


ANALOG 
GROUND 


+15V OUTPUT O 


ANALOG 
DEVICES 


MADE IN U.S.A. 


SHA 2A 


SAMPLE AND 
HOLD AMPLIFIER 


FEED 
© TRIM BACK 
DIGITAL 


GROUND 


fe) MODE 
CONTROL 


° 


INPUT O 
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TRACKING SYNCHRO TO DIGITAL CONVERTERS 


SINGLE AND TWO SPEED 


GENERAL DESCRIPTION 

The “SDC” series converters are continuous tracking synchro 
or resolver to digital converters intended for military and in- 
dustrial control applications. 


Key to the small size and high reliability of the units is exten- 
sive use of monolithic analog switches, linear integrated cir- 
cuits, MSI logic functions and thin film resistor networks. 


The SDC series converters are highly accurate devices which 
are relatively insensitive to input amplitude variations, AC 
source excitation frequency variations, harmonic distortions 
and power supply variations. Accuracies, including all error 
sources, of +4 arc-minutes are achieved in the 14 bit version, 
and +30 arc-minutes in the 10 bit version, resulting from the 
basic ratiometric conversion technique and careful selection 
of IC components. 


SINGLE SPEED 10 AND 14 BIT 

Eight basic models are offered which cover the three primary 
variations which have a cost impact. These are 1) 14 bit or 

10 bit resolution, 2) standard (SN) or extended (ET) operating 
temperature range, and 3) 400Hz or 60Hz. 


The 400Hz units include the input isolating and scaling trans- 
formers within the module. Since 60Hz transformers are larger, 
they are packaged in a separate module, the associated conver- 
ter module being less transformers. 


#of Bits Temp.range Freq. Converter Transformers 
14 SN 400Hz SDC 1602 integral to conv. 
14 ET 400Hz SDC 1603 ; i 
10 SN 400Hz SDC 1604 if 
10 ET 400Hz SDC 1605 . s 
14 SN 60Hz SDC 1606 plus SDC 1610 
14 ET 60Hz SDC 1607 f 4 
10 SN 60Hz -SDC 1608 ie 
10 ET 60Hz SDC 1609 2 4 


ORDERING GUIDE 


1) Specify basic model number from above. 

2) Specify synchro or resolver input. 

3) Specify signal voltage level from SPECIFICATIONS. 
4) For two speed units specify also gear ratio. 

5) For TSL units only gear ratio need be specified. 


Eo SIN wt 
™~w 


Block Diagram for 
“SDC” Series Converters 


102 CONVERTERS 


TWO SPEED 10 BIT 

These units are intended for use with electrically or mechani- 
cally coupled two speed systems for which they provide the 
coarse channel converter. For binary weighted systems, one 
module contains both a 10 bit S to D converter, plus a two 
speed processor and synchronizing logic. The number of bits 
used will be equal to the gear box ratio. Specifications of the 
10 bit S to D portion are the same as the SDC 1604, 1605, 
1608 or 1609. Gear Ratios available are 8:1, 16:1, and 32:1. 


Models are: 

#of Bits Temp.range Freq. Converter Transformers 
10 SN 400Hz TSC 1611 integral to conv 
10 ET 400Hz TSC1612 " 7 
10 SN 60Hz TSC 1613 plusSDC 1610 
10 ET 60Hz TSC1614 " ‘ 


TWO SPEED LOGIC 

For non-binary gear ratios (9:1 and 36:1) a separate module is 
required in addition to two single speed S to D converters. This 
module includes only the two speed processor and synchroniz- 
ing logic. There is a rounding down error to the closest binary 
ratio. The coarse converter provides either 5 bits (36:1) or 3 
bits (9:1). A 19 bit two speed (36:1) system requires only 
three modules, a TSC, a 14 bit S/D and a 10 bit S/D. Models are: 


TSL 1615 Std. temp. non-binary two speed logic 
TSL 1616 Ext.temp. non-binary _ two speed logic 
SUPPLY Teh 


=a5 eee SUPPLY 
Tsc =] SDC 1602 | 
\ 


WL 


Block Diagram of 32:1 
Two Speed System 


OUTPUT ANGLE 
19 BIT RESOLUTION 
(25 ARC SEC, BIT) 


~—] Eo K SIN wt SIN @ = Vy E muLTiPLign LESK SIN Mt SIN COS @ 


S, SCOTT TRANSFORMER 


es 


QUADRANT 
SELECTOR 


DIGITAL OUTPUT ANGLE © 
“ss iss 


SPECIFICATION SUMMARY (typical @ +25°C and +15VDC and +5VDC unless otherwise noted) 


MODELS' 


400Hz 
400Hz 
60Hz 
60Hz 


ACCURACY? (max): 
RESOLUTION: 
OUTPUT (in parallel): 


SIGNAL VOLTAGES: (Line-to-Line) 
Low Level 


High Level 


SIGNAL IMPEDANCE: 


14 BIT UNITS 


10 BIT UNITS 


SDC1602 
SDC1603 
SDC1606 plus SDC1610 
SDC1607 plus SDC1610 


+4 arceminutes 
14 bits (1 LSB = 1.3 are-minutes) 


14 bits natural binary angle 


SDC 1604 or TSC 1611 
SDC 1605 or TSC 1612 
TSC 1613 or SDC 1608 plus SDC 1610 
TSC 1614 or SDC 1609 plus SDC 1610 


+30 arc-minutes 
10 bits (1 LSB = 21 arcminutes) 


10 bits natural binary angle 


Synchro 11.8V rms L-L 
Resolver 11.8V rms L-L 
Resolver 26.0V rms L-L 
Synchro 90.0V rms L-L 
Resolver 90.0V rms L-L 
Resolver 115.0V rms L-L 


*_* * © & & 


Low Level 20k ohms L-L Balanced . 

High Level 200k ohms L-L Balanced € 
REFERENCE VOLTAGE: 

Low Level 26V rms 400Hz or 60Hz as appropriate * 

High Level 115V rms 400Hz or 60Hz as appropriate * 
REFERENCE IMPEDANCE: 

Low Level 20k ohms : 

High Level 200k ohms bs 
TRANSFORMER ISOLATION: SOOVDC s 
TRACKING RATE: 1440" /second ‘ 


ACCELERATION: 
STEP RESPONSE (179° /step): 


180° /sec? for 1 LSB Error 
300 milliseconds for 1 LSB Error 


* 


POWER SUPPLIES?: 


POWER DISSIPATION (max) 
LOGIC OUTPUTS 


CONVERTER BUSY 


INHIBIT 


TEMP. RANGE OPERATING: 
SDC1602, SDC1604, SDC1606 


SDC 1608, TSC 1611 and TSC 1613 


SDC1603, SDC1605, SDC1607, 
SDC 1609, SDC 1610, TSC 1612 
and TSC 1614 


TEMP. RANGE STORAGE (all) 


+15V at 40 milliamps 
-15V at 40 milliamps 
+ 5V at 200 milliamps 


2.5 Watts 


DTL/TTL Compatible 
Fan out: four TTL Input Loads 


Positive Pulse 2 Microseconds 
Duration During Output Update 


DTL/TTL Compatible 
Fan in one TTL Input Load 


0 to +70°C (standard) 


-55°C to +105°C (extended) 


—§5°C to +125°C 


WARM UP: 


5 minutes to rated accuracy 


DIMENSIONS: 
All (except SDC1610) 3.125” x 2.625” x 0.8” 
SDC1610 1.5” x« 3,125" x09” 
WEIGHT: a : 7 0z.(200gm) _ - 
PRICE (1-9) SDC1602 — $680 
SDC1603 — $775 
SDC1606/SDC1610 — $730 
SDC1607/SDC 1610 — $825 
NOTES: 1. Nominal 60Hz units operate over range of 50 to 400Hz. 3. 
2: Accuracy applies over the operating temperature range and for 


(a) +10% signal & reference amplitude variation 
(b) +10% reference frequency variation 

(c) 10% signal and reference harmonic distortion 
(d) — +5% power supply variation 


+15V at 30 milliamps 
15V at 30 milliarnps 
+ SV at 150 milliamps 


2.0 Watts 


* 


* 


* 


SDC1604 — $480 
SDC1605 - $540 
SDC1608/SDC1610 — $530 
SDC1609/SDC1610 — $585 
TSC 1611 — $635 
TSC 1612 — $735 
TSC 1613/SDC 1610 — $685 
TSC 1614/SDC 1610 — $785 


14 bit units will operate down to +12VDC 
10 bit units will operate down to + 10VDC 
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ANGLE POSITION INDICATOR 
A 


PI 1617 


GENERAL DESCRIPTION 
The API 1617 is an angular position indicator that provides a 
LED readout (and a BCD or binary output) of angles from 0° 
to 359.98° with 0.02° resolution and 0.05° error, at tracking 
speeds up to 1440°/second. 


The API 1617 utilizes a modular approach in its design which 
includes separate plug-in modules for the 14 bit binary tracking 
synchro-to-digital converter and the binary to BCD converter. 


The synchro (or resolver) input is dedicated to a particular 
signal/reference voltage range and frequency, by selection of 
an appropriate SDC 1602 or SDC 1606/SDC 1610. Versatility 
may be gained by purchasing additional SDC modules to match 
other expected input types and ranges. 


The 5 digit BCD display may be specified in either degrees and 
decimal fractions of degrees or degrees and minutes. The BCD 
digital output matches the selected display coding, or may 
optionally be the original 14 bit binary data. 


Accuracy of the unit is maintained over 10% variations of 
signal/reference amplitude and frequency variations and 10% 
signal/reference harmonic distortions. The unit’s accuracy is 
also maintained over its operating temperature range. There is 
no warm-up drift. The basic S to D converter needs no adjust- 


ORDERING GUIDE 
API 1617 


The user must specify three items when ordering: I) specific 


SDC to be used, II) type of display and III) type of digi- 
tal output. 

1) Select either an SDC 1602 (400Hz) or SDC 1606/ 
SDC 1610 combination (60Hz). 

Specify SYNCHRO or RESOLVER input. 
Specify signal voltage level from the API 1617 
SPECIFICATION table. 


Specify display in degrees and decimal fractions of de- 
grees or display in degrees and minutes. 

Specify digital outputs as BCD or binary. (The BCD out- 
puts will match the selection in II above.) 


II) 


CONTROLS =. 


14 BITS 
BINARY 


SIGNAL 
INPUTS 


SDC 1602 BDM 1618 


LEO 
DISPLAY 
WITH DECODERS 
AND DRIVERS 


oR BINARY TO 


REFERENCE ———= 
INPUT =) ——— 


SDC 1606/SOC 1610 BCD CONVERTER 


SYNCHRO TO DIGITAL 


! DIGITAL OUTPUTS 1 
CONVERTER 


EITHER BINARY OR 
BCD BUT NOT BOTH 


AC — 
LINE POWER SUPPLIES 
mes 


Block Diagram 


ment, consequently no potentiometers are included in the unit. 


Since the API 1617 uses a continuous tracking technique it 
does not require an external convert command pulse to make 
it operate. However, it may be externally controlled and the 
logic necessary to this is built in. A “converter busy”’ pulse is’ 
made available to allow external gating. An externally applied 
“converter inhibit”’ command will free the data, while a ‘‘dis- 
play enable” command will output the data. 


BDM 1618 

Included within the API 1617 is a 14 bit binary to five decimal 
digit converter, the BDM 1618. This module is available as a 
separate item for those applications where the user may wish to 
package his own display of synchro data. It is also used in those 
applications where synchro or resolver data must be converted 
and presented in BCD form. 


Two options are available on the BCD output data; either de- 
grees and decimal fractions of degrees (359.98°) or degrees and 
minutes (359° 59’). In the fractional degree version, there is a 
slight rounding off error since 14 bits binary is equivalent to 
0.02° and a 15 bit binary S$ to D converter would be required 
for 0.01° 


SPECIFICATION SUMMARY (Typical @ +25°C and nominal 
line voltage.) 


Accuracy £0.05" 

Resolution +0.02° 

Display 5 digit 5x7 dot matrix LED 
Angle Range 000.00 to 359.98 continuous rotation 


or 
000°00’ to 359°59’ continuous rotation 


Tracking rate 1440°/sec 
Synchronizing time 300 milliseconds 
Signal Voltages: (line-to-line) 
Low Level Synchro 11.8V rms L-L 
Resolver 11.8V rms L-L 
Resolver 26.0V rms L-L 
High Level Synchro 90.0V rms L-L 


Resolver 90.0V rms L-L 
Resolver 115.0V rms L-L 
Signal Impedance: 


Low Level 20kQ L-L balanced 
High Level 200kQ L-L balanced 
Reference Voltage: 
Low Level 26V rms 400Hz or 60Hz as appropriate 
High Level 115V rms 400Hz or 60Hz as appropriate 
Reference Impedance: 
Low Level 20kQ 
High Level 200k2 
Transformer Isolation: 500VDC 
AC Line Input: 
Voltage & Power 115V rms +10% @ 30VA 
Frequency 45 to 450Hz 
Control Front Panel on/off 
Digital Signals DTL/TTL compatible 


“0” = track “1” = hold 
“QO” = data stable ‘‘1’’ = busy 
“0” = up-date (follow) “1” = hold 


Converter Inhibit 
Converter Busy 
Display Enable 


Outputs 5 BCD decades or 14 bits binary 
Temperature Range 0 to +50°C 
Size 10.50” deep x 9.49" front panel width x 
1.74” front panel height 
ni“, I 
API 1617 $1645 $1563 
BDM 1618 only $ 355 $ 340 
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DIGITAL TO SYNCHRO CONVERTERS 


GENERAL DESCRIPTION 

These units are continuously updating digital to synchro (or 
resolver) converters intended for military or industrial control 
applications. The converter accepts a 14 bit natural binary 
angle and converts this into sine/cosine format for resolvers or 
3 wire synchro format. 


For 400Hz operation the output isolation or Scott-T trans- 
formers are included within.the module. For 60Hz the trans- 
formers are supplied in a separate module. Sufficient power (ap- 
proximately 2W) is available to directly drive most control 
transformers, a high power Scott-T is available for heavier loads. 
Two speed processors are also available for two speed D to S 
systems. Accuracy of +5 minutes is maintained over the operating 
temperature range, +10% reference amplitude and frequency 
variation, 10% reference harmonic distortion and +5% power 
supply variation; in any combination. ET versions are available 
for operation to +85°C with no derating, up to +105°C 

with derating. 


ORDERING GUIDE 

1. Specify basic model number. 

2. Specify SYNCHRO or RESOLVER output: 

3. Specify output voltage level per SPEC SUMMARY. 


SPECIFICATION SUMMARY (Typical @ +25°C and nominal 
power supplies, unless otherwise noted.) 
Accuracy (max) +5 arc-minutes 


includes variations as noted 
above in gencral description 


Resolution 14 bits (1LSB = 1.3 arc-minutes) 
Output Voltages (line-to-line) 11.8V rms L-L Synchro or 
Resolver 
90.0V_ rms L-L Synchro 
Output Load (max) 1002. L-L balanced @ 11.8V rms 
5500Q L-L balanced @ 90V rms 
Reference Voltage/Impedance 26V rms for 11.8V outputs into 
20kQ 
115V rms for 90V outputs into 
200kQ 
Power Supplies +15V at 160mA ave, 700mA peak 


+5V at 200mMA 
Logic Inputs DTL/TTL compatible @ 2 TTL loads 


Temp. Range Operating 0 to +70°C (standard) 
-55°C to +105"C (extended) 
Dimensions (except DSC 1623) 3.125" x 2.625" x 0.8" 
DSC 1623 cia ie 
Prices (1-9) 
DSC 1619 std temp 400Hz $535 
DSC 1620 ext temp 400IIz $635 
DSC 1621/DSC 1623 
std temp 601z $585 
DSC 1622/DSC 1623 ext 
temp 60HIz $685 


MULTIPLEXED SYNCHRO TO DIGITAL CONVERTERS 


GENERAL DESCRIPTION 

The SSD series of modular converters are intended for use with 
multi-channel time shared synchro and/or resolver inputs in 
avionic and marine applications. The SSD series is designed for 
easy expansion to a 48 channel system by adding functional in- 
put modules which feed a single converter. The functional 
blocks are: 


1. a signal isolation transformer, dual sample and hold 
with multiplexer. 


2. reference isolation transformer, peak detector. 
3. 14 bit binary resolver to digital converter. 


Inputs to the system may be either high or low level synchros, 
or low level resolvers, 400Hz or 60Hz. Different references may 
be handled by adding a reference transformer/peak detector 
for each reference powering a set of synchros or resolvers. 
400Hz and 60Hz modules may be intermixed in a given system. 


THEORY OF OPERATION 

All channels are simultaneously sampled on the peak of the 
reference waveform. The signal transformer isolates the inputs 
(synchro or resolver) and provides two outputs in Vp sin wt 
sin 8 and Vp sin wt cos 8 form. These outputs feed two high 
speed sample and hold amplifiers (one each for sin @ and cos @) 
per signal input. When in hold, the S/H outputs are then multi- 
plexed (either sequentially or random access) into a common 
converter. The resolver to digital converter is a high speed suc- 
cessive approximation type. 


SPECIFICATION SUMMARY (Typical @ +25 GC; unless 
otherwise noted.) 


Accuracy (min) +4 minutes of arc 0.9 LSB 
Resolution 14 Bits 

Output 14 Bits of natural parallel binary angle 
Input 3 wire synchro 11.8V L-L rms 


3 wire synchro 90V 
2 wire resolver 26V rms 


Reference 26V rms 
————— a 115V_rms 
Convert Command Positive pulse, 100ns wide, min 


Leading edge (O" to “1"") resets 
previous data 
Trailing edge (“1 to ‘0"’) 
initiates conversion 


Conversion Time (max) 50us 

Conversion Time (min) Up to 48 conversions per cycle or 
19200 conversions per second 

Channel Access Random or Sequential 

Acquisition Time (max) 5Ous 

Sampling At reference peaks 

Logic Levels TTL/DTL Levels 

Temperature Range 0 to +70 C or -55°C to #125°C 

Power Supplies t1SVDC and +5VDC 

Power + Watts 


ORDERING GUIDE: 

SSD 1627 Isolation, dual S/H, std temp 400Hz, $200 

SSD 1628 Isolation, dual S/H, ext temp 400Hz, $275 

SSD 1629/SDC 1610 Isolation, dual S/H, std temp 60Hz, $250 

SSD 1630/SDC 1610 Isolation, dual S/H, ext temp 60Hz, $325 

SSD 1631 Ref. trans., peak detector, std temp 400Hz, $200 

SSD 1636 Ref. trans., peak detector, ext temp 400Hz, $275 

SSD 1632/SDC 1610 Ref. trans., peak detector, std temp 
60Hz, $250 

SSD 1637/SDC 1610 Ref. trans., peak detector, ext temp 
60Hz, $325 

SSD 1633 14 bit resolver to dig. conv., std'temp, $625 

SSD 1634 14 bit resolver to dig. conv., ext temp, $875 
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Introduction 

AD2001, 3% Digit, OEM Applications 

AD2002, 2% Digit, Low Cost Analog 
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AD2003, 3% Digit, High Performance : 


AD2004, 4% Digit, High Performance, Isolated Input 


AD2010, 3% Digit, General Purpose, Ratio. Option 
Capsule Selection Guide S% as) eeu 
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DIGITAL PANEL METERS 


INTRODUCTION 

Today’s digital panel meters (DPM’s) are extremely useful and 
valuable components for making precise electrical measure- 
ments. They are capable of providing accurate, unambiguous 
readouts which satisfy a wide range of application requirements 
for test and laboratory instrumentation. The availability of 
digital output signals in some DPM designs extend their useful- 
ness in data acquisition systems where it is desirable to inter- 
face with data logging or digital control instrumentation. 


GENERAL CONFIGURATION OF DPM’s 

A basic understanding of how a DPM works can give the user a 
firmer basis for the selection and application of DPM’s. A DPM 
is basically an analog-to-digital converter with a visual readout. 
The DPM samples the input voltage, converts the voltage to a 
digital signal, and presents the data as a visual display and data 
interface outputs. 


There are four functional sections in a digital panel meter: the 
input section, including the input signal conditioning and con- 
version circuitry, the display, the data outputs, and the power 
supply inputs. 


Processing the Input Signal 

The primary function of the input section is converting an in- 
put voltage to a digital signal for display. In many applications, 
the DPM must also reject noise picked up on input lines, meas- 
ure the ratio of two voltages, or compensate for large variations 
in operating temperature. These requirements must be satisfied 
by design of the input section. 


In its simplest form, the input section is only an analog-to- 
digital converter with a single-ended input. The dual slope con- 
verter used in most high accuracy DPM’s provides normal mode 
rejection of high frequency noise by averaging the input signal 
over a fixed sampling period. By adjusting the averaging period 
to line frequency, very high rejection of power line noise can 
be achieved. The staircase converter sometimes used in low- 
resolution, low-accuracy, low-cost DPM’s requires RC filtering 
of the input signal to provide normal mode noise rejection. 


INPUT 


ANALOG INO 
HI 


SIGNAL CONDITIONING 


AND 


CONVERSION 
ANALOG INO 
LO 


CIRCUITRY 


POWER SUPPLY 
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To further reduce the noise picked up on signal lines, one can 
isolate the input of the DPM with a differential input ampli- 
fier. Signals appearing on both input leads simultaneously will 
be attenuated by the common mode rejection ratio. Besides 
reducing noise, a differential input allows measurement of dif- 
ferences between two voltages as required in bridge or balanced 
circuits. 


Reduction in the effects of ground loops can be made by iso- 
lating the analog and digital sections of the DPM. Optical or 
transformer isolation of the digital control logic and trans- 
former coupling the DC to DC converter power supply section 
results in a fully floating analog section. The use of such 
techniques provides high quality isolation between the ana- 
log input section and the display and BCD output registers, 
and very large (>300V) common mode voltages can be 
accommodated. 

Dual slope converters compare the input voltage to a stable ref- 
erence voltage generated in the input section. By providing an 
external input for the reference voltage, the input can be com- 
pared to any user supplied reference, and the meter reading 
will be a function of the ratio of the two voltages. 


To preserve the accuracy of the DPM over changes of time and 
temperature, one must correct for zero offset and gain drifts. 
Automatic zero correction circuitry can be designed into the 
DPM to reestablish the correct zero level between each meas- 
urement. Careful component specification and selection can 
greatly reduce aging and temperature effects. 


Displaying the Data — Which Display for 

the Job? 

Once the input signal has been processed into digital data bits, 
it is decoded and displayed for visual readout. Numerous types 
of displays are available today, including liquid crystal, gas dis- 
charge (e.g. Sperry), light-emitting diode (LED), or incandes- 
cent (e.g. RCA Numitron). Although liquid crystals have very 
low power requirements, they do not have good readability in 
all conditions and Analog Devices feels that their reliability has 
not yet been proven sufficient for DPM applications. LED’s 
are extremely rugged and reliable. The availability of LED dis- 
plays integrated with MSI counters and latches simplifies DPM 
design, enhances reliability and allows extremely small DPM 
packages. The 0.27" character size of these LED displays 
makes them easily readable for bench-top or other close-in 
operating conditions (less than 8’), under normal ambient 
lighting. 

The large Sperry and Numitron displays are the most visible, 
being easily readable at distances of 10 feet or more even in 
high ambient light conditions. Sperry displays require high 
voltage and are, therefore, generally used in AC line-powered 


DPM’s. The Numitron display works well with logic-powered 
DPM’s, and their “white” light output allows filtering for 
color coded displays. 


Producing Digital Outputs 

Since the data display is decimal, DPM’s use binary-coded 
decimal (8421 BCD) counters in the conversion circuitry. For 
display simplicity, the data outputs are usually available paral- 
lel, that is all BCD data bits are available simultaneously on 
separate lines. Although serial data makes wiring simpler (you 
need 13+ lines for 3% digits BCD parallel, versus 2 lines for 
BCD serial), decoding of the data must be done at the receiving 
end of the serial line, increasing circuit complexity. If serial 
data is desired, Analog Devices’ new serial control modules (see 
New Products Section) can provide for conversion to serial data 
as well as providing interfaces to teletypes and other data 
terminals. 


Data outputs can be unlatched, latched, or buffered. Unlatched 
outputs are taken directly from the counter in the converter 
circuit, and erroneous data will be present on the data lines 
during conversion. Unlatched outputs simplify circuitry and 
are perfectly adequate if proper care is taken in interfacing 
these outputs. 


Latched outputs accept the data from the converter section 
and hold the data for display and processing during the next 
conversion. At the end of each conversion, the data being held 
in the latches are updated. Latched outputs simplify processing 
since the data are available during relatively long time periods 
and no noise is present on the data lines during conversion. 


Buffered outputs are similar to latched outputs except the out- 
put data is gated onto the data lines by an external “STROBE” 
signal. Buffered outputs make multiplexing of digital data 
easier, since many devices can share common data lines and 
each can be gated onto the lines sequentially. However, 
buffered outputs require gates for each data output line to 
allow strobing data, requiring, for example 17+ AND gates 

for a 4% digit DPM. The added circuit complexity and cost 
can rarely be justified for a DPM, and is not often used. 


Output data and control inputs are commonly DTL/TTL 
compatible since DTL/TTL is the most widely used digital 
logic. Future DPM’s will require COS/MOS compatibility. 


Powering the DPM 

Line Power or Logic Power? Analog Devices pioneered the de- 
sign of +5 VDC logic-powered digital panel meters. By operating 
the DPM from the +5V power supply commonly available in 
today’s instrumentation, the size, weight, and cost of the meter 
can be greatly reduced, and the DPM can operate in a cooler 
environment. In addition, DPM’s using line power often require 


shielding of the low level inputs from AC power lines, especially 
in designs using a common terminal connector for inputs, logic 
signals, and AC power. Even operational testing is safer, since 
no AC line voltage is present on the panel. 


However, 5VDC powered DPM’s may draw 0.5 to 1.5A cur- 
rent from the instrument power supply. In addition, the cur- 
rent required by the display can vary by a factor of 3 in ex- 
treme cases (all 1’s to all 8’s) requiring a power supply with 
good transient regulation. If sufficient +5 VDC power is not 
available or power supply regulation cannot prevent inter- 
actions with other system logic, an AC line powered DPM 
may provide easier integration into the measurement system. 


A Word About Reliability and Quality 

A highly competitive market has brought about greatly re- 
duced DPM prices leading to their widespread usage in scienti- 
fic and medical instrumentation, industrial control equipment, 
environmental systems, and aerospace and military systems 
which require extremely high reliability. A DPM must, there- 
fore, be designed for low cost but not at the expense of 
reliability. 

Designing a unit for high reliability and competitive cost re- 
quires devising simple circuits with a low parts count and 
making extensive use of high-reliability integrated circuits. 
The use of aluminum cases rather than plastic provide better 
heat transfer and lower operating temperature. Analog Devices 
uses high-volume buying and manufacturing techniques as well 
as utilizing in-house components to further lower cost without 
sacrificing quality and reliability. 


Good quality assurance includes incoming inspection of com- 
ponents and selection and grading of components in a con- 
trolled environment. Continuous visual and electrical inspec- 
tions and tests are conducted during production. Final testing 
and calibration are followed by a long burn-in period to insure 
that all DPM’s meet our exacting requirements for performance 
and reliability. 


WHICH METER FOR THE APPLICATION — DIGITAL 

OR ANALOG? 

With the new low costs for DPM’s, it is reasonable to consider 
DPM’s for new instrument designs which previously used ana- 
log displays. Described below are several benefits to be gained 
by selecting a DPM for the design. 


First the digital display is completely free of ambiguity or in- 
terpolation errors. Even the most unskilled personnel can ac- 
curately read the large digital display. Secondly, it is not 
necessary for the operator to be close to or directly in front of 
the meter, thereby avoiding parallax errors. DPM’s can be 
easily read at distances of 10-30 feet or more as well as over 
wide viewing angles. 
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The high resolution and large dynamic signal range of a DPM 
is also important. An analog meter will require considerable 
range switching to equal the performance of a 3% or 4% digit 
DPM. The resolution of a DPM can conveniently extend the 
useable range of measurements and accuracy of instruments 
formerly limited by the resolution of analog meters. 


The all solid state input circuitry of a DPM also provides sev- 
eral other distinct advantages. Because the DPM uses solid 
state input circuitry and feedback techniques, high input im- 
pedances (above 100 Megohms) are easily achieved and source 
loading errors are thereby avoided. Input bias currents are 
typically below 100 nanoamps. However, it is not uncommon 
for a high accuracy analog meter to draw 0.1-1mA of source 
current at full scale. At this level, unless a low impedance sig- 
nal source is available, source loading errors can become signi- 
ficant and a high input impedance op amp may be required to 
reduce loading errors. The complexity of the meter installation 
increases significantly, thereby defeating the analog meter’s 
asset of application simplicity. 


The DPM’s fast conversion rate and its ability to be externally 
triggered makes multiplexing of several inputs to one meter 
an easy task. Interfacing the BCD data outputs to a line 
printer can eliminate the need for any manual data logging. 
These outputs may also be used as parts of a digital loop for 
sensing signal levels and controlling instrumentation digitally. 


The physical size of the DPM is now an advantage. A 0.5% (2% 
digit) DPM requires only a 3”’ x 2" panel space; a d’Arsonval 
meter of equivalent resolution requires a scale length of about 
7" and about 7” x 6” of front panel space. The all solid state 
DPM circuitry makes for a very rugged component, thus modern- 
day requirements for small size, light weight, ruggedness and 
portability often dictate the use of a DPM. 


Are Digital Meters Always the Best Choice? — 

Other Considerations 

One cannot draw the conclusion that DPM’s are always a 
better choice than analog meters. The lowest cost DPM’s are 
still in the $50 price range and many applications require low 
cost, low resolution meters out of the DPM range. And in many 
applications, an experienced operator can derive much useful 
information from the “acceleration” and fluctuations of the 
pointer of an analog meter. Anticipatory adjustment and con- 
trol often hinges on estimating rate and acceleration, making 
an analog display mandatory in such circumstances. 


The electronic nature of the DPM can also negate its useful- 
ness in some applications. The IC circuits require a separate 
power supply (+5 VDC or 115VAC) which may not be easily 
available in the instrument design. Installing an analog meter 
in a circuit is quite easy, whereas the possible circuit interac- 
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tions of a DPM (such as ground loops and digital noise) require 
more careful circuit design. 


SELECTION OF A DPM 

To select the proper DPM, one must review the design require- 
ments of the application. This review should include a charac- 
terization of the input signal: its range, polarity, resolution, 
and accuracy required, whether any common mode voltage is 
present, and if noise pickup may be a problem. Maximum view- 
ing distance and viewing angle may dictate the type of visual 
display required. Is +5 VDC logic power available or is a line- 
powered unit necessary? Are data outputs required for data 
logging or feedback control? 


Once the required specifications of the application have been 
identified, they must be compared to the specifications provided 
by the DPM manufacturers. Since no industry standards for 
DPM specifications exist, it is very important to understand 

how a manufacturer defines his particular specifications. The 
checklist below can be used as a guide to the proper selection 

of a DPM. 


Selection Checklist 


WHAT PERFORMANCE IS DESIRED? What resolution and 
accuracy are required? These specifications will determine the 
number of display digits and the level of accuracy need. A 2% 
digit meter can be used to replace most analog meters, a 3% 
digit DPM is usually adequate for general purpose applications, 
and a 4% digit DPM provides high resolution capability. 


WHAT INPUTS ARE TO BE MEASURED? The designer 
must know the range of voltages to be measured, bipolar or 
unipolar, the source impedance, what common mode voltage 
must be accommodated (if any), and if ratiometric measure- 
ments must be made with respect to external reference voltages. 


ARE ENVIRONMENTAL CONDITIONS HARSH? If the 
DPM is to be used in a noisy electrical environment, good CMR 
and NMR are necessary. A large range of operating temperatures 
requires a good temperature coefficient. 


WHAT INPUT POWER IS AVAILABLE? Will the DPM 
share the +5 VDC power supply used for other logic circuitry 
or will a separate +5 VDC power supply be needed? Are there 
limitations on power drain? Is only AC line power available? 
Is signal and power line ground isolation necessary? 


WHAT DISPLAY TYPE IS DESIRED? Must the display be 
large enough to be read from a long distance? Is color coding 
necessary? Is ruggedness a factor? Is ambient light level high? 
IS PACKAGE SIZE CRITICAL? Is there any restriction on 


the size of the DPM, either in panel space or depth? Is internal 
heat rise critical, as in small portable instrument designs? 


ARE DATA OUTPUTS NECESSARY? If automatic data log- 
ging is desired or if external feedback control, via a data link, 
is part of the design, then BCD digital data outputs from the 
DPM must be available for interfacing to other system circui- 
try. Are latched outputs needed? Are the proper logic levels 
available? Is conversion speed adequate for the system? Is 
logic ground isolation required? 


Understanding Performance Specifications 

Currently, there are no industry standards on DPM specifica- 
tions, and comparing specifications of DPM’s from different 
manufacturers may require some analysis. A section of DPM 
specification definitions has been included, but an elaboration 
on several of these is included below to help in understanding 
fully how specifications relate to performance requirements. 


Resolution, Accuracy, and Stability - - these three specs are 
very important in the selection of a DPM. Although more 
digits may mean more resolution, the digits themselves are 
useless unless the accuracy is sufficient for the digits to have 
real meaning. Therefore, accuracy and resolution should 
be comparable. 


Independent of temperature, there are three components which 
lead to DPM inaccuracies. They are zero offset error, gain error, 
and digital indecision. In any device using a counter and clock 
to determine a digital output, there is always a potential +1 
count error in the output. This is caused by the timing of the 
input gate of the counter; when the gate closes asynchronously 
with the clock, a clock pulse that occurs just as the gate closes 


may or may not be counted, hence the fixed +1 digit inaccuracy. 


Zero level offsets in the analog circuitry cause errors specified 
as a percentage of full scale reading. These errors can be cor- 
rected by a zero calibration potentiometer requiring periodic 
resetting, or by internal calibration circuits that sense and set 
the zero level automatically between each reading, assuring no 
zero level contribution to the error. 


Gain variations occur as a function of signal level in the analog 
circuitry and produce errors which are specified as a percentage 
of the reading. These are the hardest errors to design out of a 
DPM circuit, but they can be minimized by component speci- 
fication and selection. A range adjustment potentiometer is 
used for periodic adjustment of the gain. 


Since all the electronic components used in the design of a 
DPM have some temperature dependence, one can expect the 
accuracy of the DPM to be affected by changes in operating 
temperature. If automatic zero correction circuitry is not used, 
the zero level may drift with temperature. Variations in the 
reference voltage circuitry and its associated switches will 
cause changes in the gain of the DPM, but careful selection 


and matching of components can minimize this error. 


Operational amplifiers used on DPM inputs typically use FET 
inputs which double their bias current for every +10°C rise in 
temperature. Analog Devices uses their own linear IC op amps 
with superbeta transistor inputs to reduce the bias currents 
and provide greater bias current stability. By providing a 
more stable input bias current, one can reduce loading errors. 


To illustrate these specifcations, consider a 3% digit DPM 
(1999 counts full scale). The resolution of the unit is the 
value of one digit, 1 part in 2000 or 0.05% of full scale. If the 
accuracy is comparable to the resolution (exclusive of digital 
indecision), the DPM should have a maximum error of +0.05% 
+1 digit. 

Temperature coefficient specifications for a DPM should be 
very good to maintain the accuracy. A tempco of only 
50ppm/°C (0.005%/°C) will produce an additional error of 
+0.05% over a range of only 470°C: 


Since each manufacturer tends to use a different method of 
specifying accuracy and temperature coefficients, specifica- 
tions must be expressed in common terms to be comparable. 
For example, one may find specifications for 3% digit DPM’s 
in the formats shown below. 


Unit 1: max error: +0.05% R +1 digit, tempco: 
+50ppm(R)/°C 

Unit 2: max error: 0.02% R 40.03% F.S. +1 digit, 
tempco: +0.004%R +0.001% F.S./°C 

Unit 3: max error: £0.05% R 40.05% F.S. £1 digit, for 
temperature +15°C to +35°C 


To compare the three units, one must establish a common 
ground: full scale reading, temp range +15°C to +35°C 
(410°C). The specification then becomes: 


Unit 1: +0.05% F.S.+1 digit +(50ppm(F.S.)/°C x 10°C) 
= £0.05% F.S. +1 digit +0.05% F-.S. 
= 0.1% F.S. +1 digit 


+(0.02% F.S. +0.03% F.S.) +1 digit (0.004% F.S. 
+0.001% F.S.)/°C x 10°C 

= 0.05% F.S. #1 digit 0.05% F.S. 

= 0.1% F.S. +1 digit 

Unit 3: +0.05% F.S. +0.05% FS. +1 digit 

= 0.1% F.S. +1 digit 


Unit 2 


Even though all units are specified differently, they have 
equivalent performance. 


APPLICATIONS OF DPM’S 
The ability of the DPM to provide accurate measurements 
over a wide range of voltage inputs has led to its widespread 
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useage in instrumentation for medical, scientific, and industrial 
applications, as well as test instrumentation. When digital data 
outputs are provided, the DPM becomes a useful data acquisi- 
tion element, providing data logging and feedback control as 
well as a visual output. Since the DPM input is easily scaled 
using attenuation or amplification, the DPM can be scaled to 
read directly in any engineering or physical units. 


Typical Applications for DPM’s Include: 
@ Medical, Analytical, and Scientific Instrumentation 


Measuring: Temperature Reflectance & Transmittance 
Pressure pH 
Power Size 
Color Difference Cardiac & Pulmonary Functions 


e@ Systems Applications providing digital readout, automatic 
data logging, and digital feedback control 


®@ Precision Differential Measurement 


Described below are several applications illustrating the versa- 
tility and simplicity of DPM’s for a wide variety of applications. 


DIGITAL INDICATING MICROMETER: Linear variable dif- 
ferential transformers (LVDT) produce a DC output voltage 
proportional to the magnitude of a linear displacement. A typi- 
cal LVDT may have a range of +1” and a maximum linearity 
error of 0.001". The typical output voltage varies 2mV/0.001” 
(2V/inch). By using a 3% digit (199.9mV range) DPM such as 
the AD2003 or AD2010, and attenuating the LVDT output 
with a 20:1 voltage divider, the DPM will read directly in 
0.001” increments over the full range of the LVDT. The proper 
decimal point can be activated to provide direct readings 

in inches. 
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Digital Micrometer 


DIGITAL WEIGHING PLATFORM SCALE: Platform trans- 
ducers can be used to measure loads up to 1000 pounds. These 
transducers are stain gauge bridge units, typically producing 
15mV at full scale loads with 10V excitation. By using an op- 
erational amplifier providing a gain of 6.67, 1000 pound load 
will produce a voltage of 100mV, measurable by a 3% digit 
DPM (AD2003, AD2010). The readout will be directly in 
pounds. 
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RATIOMETRIC MEASUREMENTS: Ratiometric operation 
allows readings to be normalized to an external reference. This 
is useful where the analog voltage to be measured is accurate 
relative to an external reference which in itself is not accurate. 
A ratiometric application is illustrated below using the 
AD2010/R. In this example, a position readout potentiometer 
operates with an external excitation supply which itself may 
not be very accurate. However, the potentiometer output rela- 
tive to the reference supply will be accurate due to the poten- 
tiometer configuration. 
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Ratiometric Measurement 


Circuit Application Guidelines for +5 VDC 

Logic-Powered DPM’s 

The successful application of DPM’s in an instrument design 
hinges on understanding the specifications and the interactions 
of the DPM with the rest of the instrument circuit. When devel- 
oping circuit designs using DPM’s operating from +5 VDC, one 
should note the following: 


Ground Loops: Correct grounding of a single-ended input DPM 
within the instrumentation system is essential for accurate read- 
ings. Since heavy supply currents (1A) flow through the 
power ground, under no circumstance should the input voltage 
be applied between the analog input and power ground. The 
voltage drop across even the few milliohms of contact resis- 
tance can produce erratic and variable offsets in the readings. 
Connections to power supplies should also be checked to in- 
sure that multiple ground connections are not causing ground 
loops. If shorting the inputs does not produce a zero reading, 
ground loops are most certainly present. 


Power Supplies: Besides ground loops, power supplies can also 
affect DPM readings if there is noise present on the power 


lines. If large noise spikes or large voltage variations are present, 
better filtering or regulation of the power supply may be 
necessary. 


Digital Noise: Insure that all digital control lines (e.g. hold 
and trigger) connected to the DPM have a minimum of noise 
pickup. Noise on these lines can cause false triggering, prevent 
proper triggering, or affect the analog circuitry. If necessary, 
use coaxial cable for data lines to prevent noise pickup. 


Attenuators: If an attenuator is used to scale the input signal 
to the DPM or to calibrate the readout in engineering or physi- 
cal units, the attenuator network should be located as close as 
possible to the input terminals of the DPM. This avoids pro- 
cessing the attenuated signal over long lines, thereby reducing 
potential noise susceptibility. 


Temperature Operating Range and Thermal Effects: DPM’s 
can measure voltages with resolution as fine as 100uV, 


requiring consideration to be given to operating temperature. In- 
put bias currents may change by several nA over the operating 
temperature range, but the effect on measurement can be 
minimized by keeping source impedance low (1nA through 
10kQ produces only a 10uV drop, <0.1 digit). Dissimilar 
metallic junctions in the wiring can produce thermocouple- 

type effects of up to 50u'V/°C; especially be wary of elec- 
tromechanical relays. 


Common-Mode Interference: Stray pickup, input circuit im- 
pedance, line resistance, and shunt capacitance, if sufficiently 
unbalanced, can introduce common-mode errors even if the 
DPM has infinite CMR. Capacitance unbalance should be kept 
to a minimum; if needed, it can be further reduced by placing 
a shunt capacitor between the input at the meter. 


More information on application of digital measuring devices 
to instrumentation systems can be found in Analog Devices’ 
Analog-Digital Conversion Handbook. 
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DEFINITIONS—DPM TERMS AND SPECIFICATIONS 


Accuracy (absolute): DPM’s are calibrated with respect to a 
reference voltage which is in turn calibrated to a recognized 
voltage standard. The absolute accuracy error of the DPM is 
the tolerance of the full-scale set point referred to the abso- 
lute voltage standard. 


Accuracy (relative): Relative accuracy error is the difference 
between the nominal and actual ratios to full scale of the digi- 
tal output corresponding to a given analog input. See also: 
linearity. 


Bias Current: The current required from the source at zero 
signal input by the input circuit of the DPM. Bias current is 
normally specified at typical and maximum values. Analog 
Devices’ DPM’s using transistor input circuitry are bias cur- 
rent sinks. 


Binary Coded Decimal (BCD): Data coding where each decimal 
digit is represented by a group of 4 binary coded digits (called 
“‘quads”’). Each quad has bits corresponding to 8, 4, 2, 1 and 10 
permissible levels with weights 0-9. BCD is normally used 
where a decimal display is needed. 


Common-Mode Rejection: A differential-input DPM will re- 
ject any input signals present at both input terminals simul- 
taneously if they are within the common mode voltage range. 
Common moée rejection is expressed as a ratio and usually 
given in dB. (CMR = 20 log CMRR). 120dB of common-mode 
rejection (CMRR = 10°) means that a 10V common-mode 
voltage is processed as though it were an additive-differential 
input signal of 10uV magnitude. 


Common Mode Voltage: A voltage that appears in common at 
both input terminals of a device, with respect to its ground. 


Conversion Rate: The frequency at which readings may be pro- 
cessed by the DPM. Specifications are typically given for in- 
ternally clocked rates and maximum permissible externally- 
triggered rates. 


Conversion Time: The maximum time required for a DPM to 
complete a reading cycle, specified for the full scale reading. 


Dual-Slope Conversion: An integrating A/D conversion tech- 
nique in which the unknown signal is converted to a propor- 
tional time interval, which is then measured digitally. This is 
done by integrating the unknown for a predetermined time. 
Then a reference input is switched to the integrator, and in- 
tegrates ‘“‘down”’ from the level determined by the unknown, 


until a ‘‘zero”’ level is reached. The time for the second inte- 
gration process is proportional to the average of the unknown 


signal level over the predetermined integrating period. 
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Dual Slope Conversion 


Input Impedance: The complex ratio of signal voltage to signal 
current at the input terminals. For DPM’s, the input impedance 
is measured at DC. 


Linearity: The conventional definition for nonlinearity of a 
DPM is the deviation from a “‘best’”’ straight line which has 
been fitted to a calibration curve. Analog Devices, defines non- 
linearity as the deviation from a straight line drawn between 
the zero and full scale end points. Not only is this an easier 
method for customer calibration, it is also a more conservative 
method of specifying nonlinearity. 
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Normal Mode Rejection: Filtering or integrating the input sig- 
nal improves noise rejection of undesired signals present at the 
input. Normal mode rejection is expressed as the ratio of the 
actual value of the undesired signal to its measured value over a 
specified frequency range. (NMR (dB) = 20 log NMRR, e.g. 
NMR = 40dB means an attenuation of 100:1). 


Overload: An input voltage exceeding the full scale range of 
the DPM produces an overload condition. An overload condition 


is usually indicated by conspicuous manipulation of the display 
such as all dashes, flashing zeros, etc. On a 3% digit DPM with a 
range of 199.9mV, a 2200mV signal will produce an over- 
load condition. 


Overrange: An input signal that exceeds full scale on a DPM, 
but is less than an overload. On a 3% digit DPM with a full 
scale range of 199.9mV, full scale is 0-99.9mV, and signals 
from 100-199.9mV are said to fall in the 100% overrange 
region. Some DPM’s have higher overrange capability. A 3% 
digit DPM has a full scale range of 3.999 or 300% overrange. 


Overvoltage Protection: The input section of the DPM must 
provide protection from large overloads. Specifications are 
given for sustained DC voltages that can be tolerated. 


Range (Temperature Operating): The range of temperatures 

over which the DPM will meet or exceed its performance 
“Cc . ° 

specifications, usually 0 to +60 C. 


Range (Full Scale): The range of input signals that can be 
measured by a DPM before reaching an overload condition. A 
3% digit DPM provides three digits full scale and 100 percent 
overrange capability. 


Ratiometric: DPM’s compare voltage inputs to a stable internal 
reference voltage. In some systems, the voltage being measured 
is a function of another voltage, and accurate measurements 
should be made as the ratio of the two voltages. Some DPM’s 
provide inputs for external reference voltages for ratiometric 
measurements. 


Resolution: The smallest voltage increment that can be meas- 
ured by a DPM. It is a function of the full scale range and num- 
ber of digits of a DPM. For example, if a 3% digit DPM has a 
resolution of 1 part in 2000 (0.05%) over a full scale range of 
199.9mV, the DPM can resolve 0.1mV. 


Digits Counts (F.S.) Resolution (% F.S.) 


2% 199 0.5% 

3% 1999 0.05% 
3% 3999 0.025% 
4% 19999 0.005% 
4% 39999 0.0025% 


Staircase Conversion: A simple analog-to-digital conversion 
technique in which a clock and counter drives a digital-to- 
analog converter which produces an output voltage waveform 
resembling a staircase. A comparator stops the counter when 
the voltage exceeds the input voltage and the content of the 
counter is the digitized output. 


VOLTAGE 


DAC OUTPUT 


TIME 
Staircase Converter 


Temperature Coefficient: The additive error term (ppm/*C or 
% Reading/°C) caused by effects of variations in operating 
temperature on the electronic characteristics of the DPM. 


Unipolar Input DPM: A DPM designed to measure input 
voltages of only one polarity. 
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DIGITAL PANEL METERS 


AD2001, AD2002, AD2003, AD2004, AD2010 


INTRODUCTION 

In 1972, Analog Devices entered the digital panel meter mar- 
ket with a totally new concept: a DPM that operates off +5 VDC 
power supplies commonly used for logic circuits. The user and 
application benefits of +5 VDC powered DPM’s have been well 
proven. In addition, input circuits were developed that sense 
and correct zero offset drift between each reading, providing 
more accurate DPM performance. 


A GROWING PRODUCT LINE 

But Analog Devices hasn’t stopped yet. During 1972, five DPM 
models were introduced, covering most application requirements, 
and a continuing development program is underway to develop 
new products which combine those product features which 
satisfy the widest application needs of the industry. 


WHY USE 5VDC POWER? 

REDUCED NOISE PICKUP AND SUSCEPTIBILITY: Since 
line voltages are not required for operation, signal leads and 
internal circuitry need not be exposed to this source of noise, 
thereby, reducing power-frequency interference. A separate 
5VDC power supply also provides additional isolatien from 
line transients. Shielding and decoupling of the DPM circuits 


EXTRUDED ALUMINUM CASE 


DPM — Snap-!n Case Design 


a 
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can also be eliminated. The DPM may be used as a component 
without danger of shock hazards to operational personnel or 
nearby circuitry. 

IMPROVED RELIABILITY: Meters without power supplies 
generally require less space and generate less heat. The result 

is improved reliability while achieving lower cost. The smaller 
package size provides greater packaging flexibility and requires 
less ventilation behind the panel. 


AN AWARD WINNING CASE DESIGN 

All Analog Devices’ DPM’s except the AD2001 are packaged 
in similar cases, varying only in depth. The case is an aluminum 
extrusion with ABS plastic front and rear plates. The front 
plate has two panel retaining fingers on either side; the case 
snaps into the front panel and can be removed in seconds. A 
plastic lens assembly containing a colored filter snaps onto the 
case providing a very attractive front panel appearance. The 
filter can be screened with company logo or calibration units. 
Industrial Design magazine awarded the Analog Devices’ DPM 
case an “Excellence of Design’? Award in their 1972 Design 
Review Competition. The design was selected for its functional 
simplicity, flexibility, and overall aesthetic appeal. 
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AD2001, 3% DIGIT, OEM APPLICATIONS, 
NUMITRON DISPLAY 
The AD2001 is a 3% digit panel meter designed for application 


in original equipment designs. The AD2001 was Analog Devices’ 


initial entry into the DPM market, and it introduced the con- 
cept of logic-powered (+5 VDC) DPM’s. 


The AD2001.has a bipolar, single-ended input with.a range of 
199.9mV and an accuracy of 0.05% +1 digit. The AD2001 has 
a temperature coefficient of 50ppm/°C and automatic zero 
correction circuitry that never requires zero offset drift 
adjustment. 


The digital readout is displayed on large, easily readable RCA 
Numitron seven-segment display tubes. Decimal points are ex- 
ternally programmable. The internal conversion rate is set at 5 
conversions per second; rates from 20 conversions per second 
to an indefinite “hold” can be externally triggered. 
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AD2001 Simplified Block Diagram 


AD2002, 2% DIGIT, LOW COST ANALOG METER 
REPLACEMENT, NUMITRON DISPLAY 

The AD2002 is a 2% digit panel meter designed as a minimum 
cost replacement for updating new equipment designs formerly 
using analog meters. The staircase signal conversion technique 
used in the AD2001 requires fewer components and results in 
a low overall cost. 

The AD2002 has a unipolar, single-ended input with a full 


scale range of 0 to 1.99V. The accuracy is +0.5% +1 digit, and 
the temperature coefficient is 1/20 digit/°C. 


The AD2002 display consists of green-filtered RCA Numitron 
seven-segment display tubes. Standard display features include 
filament test, programmable decimal points, automatic over- 
load indication and a display rate of 4 readings per second. 


Up to 200 conversions per second are possible with an optional 
trigger and hold feature. The AD2002/DP option also provides 
parallel BCD data outputs on a multipin connector. 
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AD2002 Simplified Block Diagram 


AD2003, 32 DIGIT, HIGH PERFORMANCE, NUMITRON 
DISPLAY 

The AD2003 is a high performance 3% digit panel meter with 
differential inputs. The differential instrumentation amplifier 
input provides 60dB common mode rejection, a common mode 
voltage of +2.5V and a normal mode rejection of 40dB. 


The AD2003 accepts bipolar inputs in the range of 0 to 
£199.9mV and has an accuracy of 0.05% +1 digit. Automatic 
zero correction circuitry corrects for zero offset drift, and the 
temperature coefficient is 50ppm/°C. 

The AD2003 displays the readings on green-filtered RCA 
Numitron seven-segment display tubes. The display also fea- 
tures polarity and overload indication, programmable decimal 
points, filament test, and a display rate of 5 readings per 
second. External triggering can adjust the rate from 16 read- 
ings per second maximum to an indefinite hold. Data outputs 
are latched, parallel BCD, DTL/TTL compatible. 
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AD2003 Simplified Block Diagram 


DPM’s 117 


AD2004, 4% DIGIT, HIGH PERFORMANCE, ISOLATED 
INPUT, LED DISPLAY 

The AD2004 is-a high performance 4% digit panel meter de- 
signed for use in precision instrumentation and for processing 
critical signals in noisy electrical environments. Optical coup- 
ling is used to provide isolation for the signal channel, pro- 
viding 120dB of common mode rejection at common mode 
voltages of up to +300V. 

The isolated input section can measure voltages in the range 
of 0 to +1.9999V with an accuracy of 0.01% +1 digit. Auto- 
matic zero correction circuitry corrects for zero offset drift 
errors and the temperature coefficient is 15ppm/°C. 
Readings are displayed on a red LED display with automatic 
polarity and overload indication. Normal conversion rate is 4 
readings per second; external triggering can vary sampling 
rates from a maximum of 8 per second to an indefinite hold. 
Decimal points are externally programmable. Latched, parallel 
BCD data outputs are DTL/TTL compatible. 
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Simplified Block Diagram 
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Simplified Block Diagram 
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AD2010, 3% DIGIT, GENERAL PURPOSE, LED DISPLAY, 
RATIOMETRIC OPTION 

The AD2010 is a general purpose 3% digit panel meter that sets 
new standards for size, price, and performance. The LED dis- 
play, +5 VDC power requirement, and innovative packaging 
permit a package size requiring only 3” x 1.8” panel space and 
only %4” depth. 

The AD2010 has a bipolar, single-ended input with a range of 
199:9mV and an accuracy of +0.05% +1 digit. The design 
offers 60dB of common mode rejection at common mode 
voltages up to +200mV. 


The AD2010 has a red LED display with leading zero suppres- 
sion and programmable decimal points. Normal display rate is 

4 readings per second or external triggering can vary rates from 
a maximum of 24 per second to an indefinite hold. The AD2010 
can also be connected for automatic operation at its maximum 
conversion rate. Latched BCD data outputs are available for 
data logging or digital feedback.control. 


The AD2010/R option includes ratiometric input to allow in- 
puts to be referenced to an external voltage source. The 
ratiometric option also includes a normal mode rejection op- 
tomization adjustment that increases NMR to 60dB. 
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CAPSULE SELECTION GUIDE 
DIGITAL PANEL METERS 


Model AD2001 AD2002 AD2003 AD2004 AD2010 
; ae 2% (1.99V) e 
Resolution (digits) 3% (199.9mV) o e e 
ne hange 4% (1.9999V) ° 
Single-Ended e ® e 
Differential e e 
Input Type Ground Isolated ® e! 
Unipolar ® 
Bipolar e e 
. Numitron e 
Displ 
=e LED e . 
Parallel BCD e ° 
Data Outputs Parallel BCD, Latched e e 
PC Card ® 
Connentee Multipin e e e 
Low Cost Analog 
Replacement @ e 
General Purpose e e e 
Instrumentation Amp Input 2 e 
High Noise Immunity e e ® 
Applications Ground Isolation ° 
Off Ground Measurements C) 
Ratiometric Measurements e 
High Visibility Display 
(>8-10' & high ambient light) e ® @ 
Extremely Rugged Display e ® 


‘Limited Differential Input — CMR 60dB, CMV +200mV 


? With DP Option 
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SPECIFICATION SUMMARY (Typical @ +25°C unless otherwise noted) 


Model AD2001 AD2002 AD20u3- 
Display 
Number of Digits 3% 2% 3% 
Type Numitron Numitron Numitron 
Overload Indication Zero’s + “1” Flashes Dashes Dashes 
Decimal Points Selectable at Input Selectable at Input Selectable at Input 
Filament Test Yes Yes 
Input 
Type Single-ended Single-ended Differential 
Zero Automatic Automatic Automatic 
Polarity Bipolar Unipolar Bipolar 
Full Scale Range 0 to $199.9mV 0 to +1.99V 0 to $199.9mV 
Bias Current <1nA 70nA typ/250nA max 3nA typ/7nA max 
Impedance 1000MQ2 >100MQ >100MQ 
Overvoltage Protection w/o 
damage (sustained) +20V +50V +50V 
Accuracy 
Maximum Error of Reading 0.05% +1 Digit 0.5% +1 Digit 0.05% +1 Digit 
Resolution 0.1mV 10mV 0.1mV 
Temperature Range Operating 0 to +60°C 0 to +60°C 0 to +60°C 
Temperature Coefficient +50ppm/°C 1/20 Digit/°C <+50ppm/°C 
Speed 
Internal Conversions/sec 5 4 5 
External Conversions/sec max 20 200 (w/DP Option) 16 
Hold & Readon Command Std pre 
Interface Signals 
(DTL/TTL Compatible) 
Inputs 
Externally Triggerable Std DP Option Std 
External Hold Std DP Option Std 
Outputs 
BCD Digits Std DP Option Std, Latched 
Overrange Signal Std DP Option Std, Latched 
Overload Signal: Std DP Option Std, Latched 
Status Signal Std DP Option Std, Latched 
Polarity Signal Std User Programmable Std 
Connector PCB Multipin (DP Option). Multipin a 
Normal Mode Rejection 
(@50-60Hz) 40dB Requires Filter >40dB 


Common Mode Rejection 


(DC-1kHz w/1kQ unbalance) N/A N/A >80dB 
Common Mode Voltage N/A N/A t2:5V. 
Power (+5VDC) 
Regulated +5% (converter): 200mA 250mA 250mA 
Unregulated +10% (display) 800mA 500mA 750mA 
Warm Up To Rated Accuracy Essentially none Essentially none Essentially none 
Adjustments Range Potentiometer Range Potentiometer Range Potentiometer 
Size 3°W x 1.75"H x1.5"°D FS Woes ioc h57D 3°W x 1.8"H x 2”D 
Case Mounting Bezel Snap-In Snap-In 
Price 
(1-9) $135 $75 $140 
(100’s) 89 50 93 
Options AD2002/DP, Data AD2003/E, 50Hz NMR 
Outputs Optimization (NC) 


($83, 1-9 each) 


N/A - Not Applicable 
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AD2004 AD2010 
4% 3% 

LED LED 
Flashing Zeros Flashing Zeros 
Selectable at Input Selectable at Input 
No No: 

True Floating Limited Differential 
Automatic Automatic 
Bipolar Bipolar 
0 to +1.9999V 0 to +199.9mV 

10 nA typ/40nA max 3nA 
>100MQ 100MQ 
+100V +20V 

0.01% +1 Digit 0.05% +1 Digit 
0.1mV 0.1mV 
0 to +60°C 0 to +60°C 
<+1Sppm/°C <+50ppm/°C 
4 4 (auto. 24-40/sec) 
8 24 
Std Std 
Std Std 
Std Std 
Std, Latched Std, Latched 
Std, Latched Std, Latched 
Std, Latched Std, Latched 
Std, Latched Std, Latched 
Std Std, Latched 
Muitipin PCB 
>60dB 40dB (to 60dB on 
AD2010/R) 
>120dB 60dB 
+300V (fully isolated) +200mV 
1.4A 600mA 
N/A N/A 
5 min Essentially none 
Range Potentiometer Range Potentiometer 


Normal Mode Rejection 
Potentiometer (AD2010/R Only) 


3 WER AX 257 D | 3”W x 1.8"H x 0.75""D 
Snap-In Snap-In 
$269 $120 
189 79 
AD2004/E, 50Hz NMR AD2010/R, Ratiometric 
Optimization (NC) ($135, 1-9 each) 
AD2010/E 50Hz NMR 


Optimization (NC) 
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FUNCTION MODULES 
MULTIPLIERS/DIVIDERS 


PRODUCT PROFILE 

Multipliers from Analog Devices use solid state techniques 
to develop the transfer function +XY/10. Most models are 
capable of performing division according to the function 
+10(Z/X), hence the term multiplier/divider. Except for 
models 424, 530 and 531, all units are factory trimmed to 
guaranteed accuracies and require no further adjustments 
unless higher accuracies are required for the job. External 
trimming of offsets, feedthrough and scale factor terms may 
yield up to a two-fold improvement in accuracy. 


Multiplier/Divider circuits are a fundamental system com- 
ponent. Despite their fundamental nature, the historical high 
cost and application complexity of multiplier/divider 
modules limited their use by OEM’s. Recent developments 
have yielded multiplier modules which are internally trimmed 
for ease of application and greatly reduced price. These new 
multiplier designs have not only gained wide acceptance 

as fundamental system building blocks, but they also are 
making feasible for the first time more complex circuit 
functions. 


During 1971, Analog Devices accelerated efforts toward 

the development of a full line of multiplier/divider modules 
for a wide range of applications. No fewer than seven basic 
models were introduced with performance characteristics 
ranging from complete 1% monolithic multiplier/dividers 
(model 530) to models with accuracies from 0.1% to 2%, 
wide bandwidths to 10MHz and low error drifts to 0.02%/°C. 


With these seven models, Analog Devices offers the broadest 
multiplier/divider product line available. Our continuing 
development program will further expand the range of price 
and performance alternatives for your applications. 


APPLICATIONS FOR MULTIPLIERS/DIVIDERS 
Multiplier/divider modules are highly versatile in their 
application. They can be utilized to develop the following 
circuit functions: 


@ Squarer @ Square Root 

@ RMS Circuit @ AGC Circuit 

@ Phase Sensitive ® Vector Transformation 
Demodulator ® Correlator 

@ Modulator @ Voltage Controlled 

@ Phase Locked Loops Filter 


In each particular application, there is usually a dominant 
and a secondary parameter which influence multiplier choice. 
For low frequency applications (DC to audio), which is by 
far the most common application class, overall accuracy and 
drift are key parameters. At frequencies beyond 100kHz, 
feedthrough and nonlinearity terms are key. 


Since all multipliers from Analog Devices operate over four 
quadrants, signal polarity restrictions may be ignored. For 
divider and square root circuits, signal polarity and magnitude 
restrictions are placed on the inputs with operation 

restricted to two quadrants. Dividers also are subject to 
reduced accuracy and bandwidth because of the basic feedback 
circuit configuration: If the best performance is required for 
the divider, high accuracy multipliers are usually specified. 


In general, each multiplier/divider requirement should be 
carefully studied to ascertain which features are critical and 
where tradeoffs may be made to assure best price/ 
performance. The following discussion is intended to assist 
the user in choosing the best multiplier/divider for his 
application, whether he be expert or newcomer in the use 
and selection of these devices. 


For customer convenience, a selection guide for multipliers 
by key parameter, is listed below. The relevant model 
descriptions and specifications follow this section. 


APPLICATION GUIDE BY KEY FEATURE 


Key Feature 


Highest precision, lowest 
noise & drift 


Multiplier Application 


Multiplier Model 


Analog computation, dividers, servo 424, 427 
multipliers, correlators 


Low drift, good accuracy, Wide temperature range, general purpose 428 
lower cost multiply/divide 

Bandwidth, accuracy Graphic displays, dividers 429, 422 
Wide dynamic divide range, Root and power generation 427, 433 
accuracy 

External trim for accuracy R & D, medical, laboratory, 424, 425 


analog computation 


Economy, size 


MIL spec. available 
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OEM designs, general purpose 
multiply/divide 


Military grade design 


530, 426, 432, 531 


530, 531, 432, 428 


IRCUIT TECHNIQUES FOR DEVELOPING MULTIPLIERS 


n discussing multiplier selection, it is appropriate to review 
everal of the more popular circuit techniques used with 
oday’s solid state multipliers. A comparison table of these 
ternate techniques is presented below highlighting their 
espective capabilities in five key performance areas — 
nultiplier accuracy, stability, offset drift, bandwidth and 
lew rate. 


As with most designs, the choice of circuit technique 
‘ssentially determines the performance range of the 
nultiplier in each of the five specification areas. The user 
should carefully review these criteria to assure the best device 
‘or the job. 


TRANSCONDUCTANCE MULTIPLIERS exploit a useful 
sroperty of the bipolar transistor: namely, that the forward 
collector current and the transconductance are linearly 
‘elated. In most designs, the X signal is internally attenuated 
to a low level, and applied to the base of a transistor, and 
the Y signal linearly modulates the value of a current source 
producing I,, and thereby modulates the transconductance 
of the transistor. The result is a signal proportional to the 
product X* Y. 


These multipliers can be made to exhibit good accuracy and 
bandwidth, are low in cost, and well suited to most appli- 
cations. Only wide temperature range and extreme stability 
requirements can displace this technique in favor of some 
alternate. 


PULSE-WIDTH/AMPLITUDE MODULATION MULTIPLIERS 
are often called ‘‘averaging” multipliers, because the output 

is the average value of a pulse whose amplitude is modulated 
by X, and whose “‘ON” time (width, or duty-cycle) is modu- 
lated by Y. The average of such a pulse is proportional to 

the X ° Y product. By making the pulse-repetition (carrier) 


frequency high, the averaging time may be shortened to 
permit remarkably fast response. 


These multipliers are exceptionally accurate and stable, and 
reasonably fast. While not as low in cost as the transcon- 
ductance type, they are significantly superior for applications 
demanding the best accuracy attainable, over a wide temp- 
erature variation. 


PIECEWISE-LINEAR APPROXIMATION (QUARTER- 
SQUARE) MULTIPLIERS: This class of multipliers uses 
biased-diode and resistor networks to generate approximate 
square-law responses to the sum and difference of the X and 
Y inputs, and then a fairly complex (and expensive) opera- 
tional amplifier circuit to calculate the X-Y product as 


follows: 

oe | Aa¥y__(e xy] 

=“ «* 2 2 

Unfortunately, the approximations involved in the squaring 
operations cause a “lumpy” error characteristic, and (even 
more unfortunately) cause “‘glitches” at the diode break- 
points, which severely limit the usefulness of these multi- 
pliers in many applications. Frequency response and accuracy 
can be good, but only at fairly high intrinsic cost .. . and this 
circuit must be classified as approaching obsolescence. 


TRIANGLE-AVERAGING MULTIPLIERS: These circuits 
are very similar to pulse-width/height-modulated multipliers, 
but do not quite attain the accuracy or stability of the pulse 
averaging technique. Usually, they provide somewhat inferior 
performance to the pulse-averaging multipliers, at the same 
cost. (Some advanced transconductance multipliers will 
actually perform as well, at lower cost.) A recommended 
lower cost equivalent is the model 428 multiplier. This trans- 
conductance design combines good drift and linearity 
characteristics over wide signal ranges. 


COMPARATIVE CHARACTERISTICS OF MULTIPLIER TYPES & CLASSES 


Performance 


Moderate 
Accuracy 
& Bandwidth 


0.04%/°C 


High Accuracy, ° ° 
Ti = 
pier Madevare 0.5% 0.02%/ C 200KV/ C 
Bandwidth 
High Accuracy e 
Sidesand 0.5% 0.04%/°C imv/°C 


High Accuracy 5 
Pulse-Width/ “ty Slow 0.1% 0.02%/°C 100nV/°C 
Height Response 
Averaging High Accuracy, 
Moderate 0.02%/°C 150uV/°C 
Bandwidth 


Piecewise- High Accuracy 
Linear Wide 
Approx. Bandwidth 


High Accuracy 
Slow 
Response 


Triangle 
Averaging 


(-3dB, Small Signal) 


2mv/°C 


0.25% 0.05%/°C » 500uV/°C 


0.5% 0.03%/°C 200nV/°C 


Bandwidth Recommended 
Slewing Rate ADI Models 


Additional Notes 


400kHz 5V/usec 426, 432 General purpose. 
530,531 Lowest cost. 


Maintains 1% max. 
error over t25°C 
temperature range. 


300kHz 5V/usec 428 


10MHz 120V/usec Fastest of any type 


Low bandwidth 
restricts use to “DC.” 
Lowest T.C. of all. 


0.6V/msec 
to 
6V/msec 


Substitute 
ADI 427 


100Hz 
1kHz 


424, 425 
427 


Best for high-accuracy 


LO0kHz SVipsee dynamic computing 


Pulse-width type offers 
better accuracy and 

T.C. for bandwidths to 
100kHz. 


Substitute 
ADI 427 


Substitute 
1kHz 5V/msec ADI 428 


1MHz 2V/usec 


Replaced by high-accuracy 
transconductance 


NOTE: Slow Response = 100Hz to 10kHz; Moderate Bandwidth = 10kHz to 1MHz; Wide Bandwidth = 1MHz to 10MHz. All at ~3dB Frequency Response. 
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MULTIPLIER CIRCUIT 
In theory, a multiplier has an output which is ideally the 


product of two input variables, X and Y. However, the 
practical multiplier is subject to various offset errors and 
nonlinearities which must be accounted for in its application. 
The discussion below is intended to assist the designer in 
understanding and interpreting multiplier specifications and 
to offer him insight into its operation. 


In practice, the multiplier is designed in two parts, one of 
which contains a multiplying cell, M, whose output feeds into 
a gain conditioning op amp, A. Also summed at the op amp 
input is the variable, Z, which is used as an input in the 
divide mode. Z is normally connected to the output during 
multiplication. To divide, Z and X become inputs and Y is 
tied to the output. Shown below is a practical multiplier 
illustrating both offset and nonlinear components, (Figure 1). 
Although the circuit details are quite sophisticated, the 
concept and block diagram are reasonably straightforward. 
The basic equation for the multiplier, including offsets 

(Xo, Yo, Zo) and nonlinearity (F [X, Y] ) is given here. 
Multiplier specifications may be readily interpreted from 

this expression and are described below. 


XY ~ Xo¥ | XYo , Te 
= Lanes ee a a re as = + > 
Fo = TOR 10B 10B ne 
— —~ eee _—_~—o—_r 
Product 


(B=scale (Xoffset) (Y offset) Output 


factor error) Feedthrough Offset Nonlinearity 


ESTIMATING SMALL-SIGNAL MULTIPLIER ERRORS 
After all the adjustments have been made, multipliers have 


an irreducible error called ‘‘nonlinearity,” a function of both 
x and y, [f(x, y)] . In general, it is small near zero and 
increases rapidly near full scale. By taking advantage of 
nonlinearity specifications on the data sheet, you can often 
use a less-costly multiplier to obtain adequate small-signal 


© Z (DIVIDE INPUT) 


O OUT 


peau TIPLY 
= Sp. (MULTIPLY) 


-102 
. IvI 
= (DIVIDE) 


126 MULTIPLIERS/DIVIDERS 


accuracy, and you can determine which input to use for best 
accuracy, if one of the input signals has a small range of 
Variation. 
This is done by using the approximation: 
f (x, y) = |x lex + ly ley, where €x and €y are the 
fractional nonlinearities specified for the x and y inputs 
EXAMPLE: For Model 426, €, = 0.6%, Ey = 0.3%. What 
maximum error can one expect for x = 5V, y = 1V? Can one 
get less by interchanging inputs? 
1. Nominal output is xy/10 = (5)(1)/10 = 5}00mV 
2. Expected error is (5) (0.006) + (1) (0.003) = 
33mV, 6.6% of output (0.33% F.S.) 
3. Interchanging inputs, (1) (0.006) + (5) (0.003) = 
21mV, 4.2% of output (0.21% F.S.) 
Compare this with the overly-conservative error predicted by 
the overall 1% of full scale specification: 100mV, or 20% of 
output. 


DIVIDER CIRCUIT 


High accuracy multipliers are recommended for divider opera- 
tion because of their high linearity and low drift, which 
become critical in the divide mode since these errors are in- 
versely dependent on denominator, X, as expressed in the 
equation here. The multiplier of Figure 1 is shown connected 
as a divider, in Figure 2. 


Ey and €g, described previously as F (X, Y) and offset error 
drift, appear at the output of the multiplier cell, M. With X 
at full scale, the output divider error is the same as that of 
the multiplier for full scale outputs. However, as X 

decreases, divider errors (and noise to a lesser extent) increase 
inversely with amplitude which severely limits its useful 
dynamic range. Bandwidths vary directly with divisor, X, 
since the multiplier appears as a variable resistor in parallel 
with roll-off capacitor, C. 


if 1 
| DENOMINATOR | ‘ toe” Seve, | Oe 
zs | | ° x x x 
| —_—_o _—o —_—oO 
| ideal linearity drift 
| error error 
| | 
| 
| 
| (EXTERNAL 
| JUMPER) 
| 
| 
| 
| +102 
| ~ 
Z | Limit on range of input signals, 
| X and Z 
cle ala | Z = 1.0, 2< +10V 10V<xX<0 


DIVIDER MODEL 


Figure 2 


JEFINITION OF SPECIFICATIONS 


FFSET AND OFFSET DRIFT: Output offset is the output 
stage observed when X = Y = 0: 


Eos = Eo 


X=Y=0 


JVOISE is specified and measured with both inputs at zero 
ignal and zero impedance (i.e., shorted). For low frequency 
pplications, filtering the output of the multiplier may 
mprove small signal resolution significantly. 


“EEDTHROUGH: Assume now that both inputs are at zero, 
nd the output offset is trimmed to zero. Ideally, the output 
hould remain at zero even if only one of either input is at 
ero. In fact, it should not matter what the value of the 
1on-zero input signal is, within ratings; the product of that 
ignal and zero should yield zero output (Figure A). 

n practical multipliers, however, there is always a small but 
inite output error under these conditions, and this output 

s called the feedthrough. If we set X = 0, and measure the 
y-channel feedthrough at, say, Y = 20V p-p, we define Y 
‘eedthrough offset as: 


Ery = E, 
xX = 0 
Y 20V p-p, 50Hz (1) 
Now, for Y = 0, there is an analogous 
X-channel feedthrough. 


Erx = Ey 
Y 
xX 


0 
20V p-p, 50Hz (2) 


i 


(FOR Y = +10V) 


Ey 


Y-CHANNEL DC FEEDTHROUGH 
Figure A 


(FOR Y = +20V p-p 50Hz) 


Ety 


—10V 


Y-CHANNEL AC FEEDTHROUGH 


Figure B 


NONLINEARITY: While errors due to output offset, feed- 
through and scale factor can be substantially reduced by in- 
ternal (and external) adjustments, nonlinearity remains as a 
basic, irreducible limitation to achievable accuracy. Nonlin- 
earity is measured by applying a full scale DC signal to one 
input and a low frequency sine wave with full scale peak-to- 
peak amplitude to the other. The AC output is then nulled 
against the AC input and the Scale Factor is adjusted for 
minimum error voltage. The residual peak-to-peak error 
voltage is then a measure of nonlinearity referred to a best 
straight line. This method of measuring and defining nonlin- 
earity includes the nonlinear terms of the transfer function as 
well as the feedthrough functions. 
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GAIN ERRORS: The overall gain of the multiplier is not 
constant for any combination of inputs, therefore, we must 
expect a scale-factor error, B © 1, which can be trimmed to 
unity. Gain, in general, also varies with time, temperature, 
power supply voltage, signal level (nonlinearity) and, most 
significant, with frequency. Except in the most critical 
applications, the only gain error of any consequence is 
usually that caused by bandwidth. Also associated with gain 
error is a phase lag at the output. Note also that slewing rate 
errors (inability to “track” large, rapid output changes) limit 
the response time on full scale changes in output. 


Y INPUT (10VDC) 
X INPUT (20V p-p, 100kHz SQ. WAVE) 


j—+— 


VERTICAL: 5V/DIV 
HORIZONTAL: 50ns/DIV 


SLEW RATE BEHAVIOR 
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MULTIPLIER ACCURACY: As one measure of product 
performance, Analog Devices has chosen to combine all error 
contributions in one multiplier specification, multiplier 
output error. This error is the deviation of actual value from 
predicted value of the multiplier output voltage. It is given 

as a percentage of full scale output, +10V, at a specified 
ambient temperature, 425°C, and it includes scale-factor error 
offset, nonlinearity and feedthrough terms combined. There- 
fore, because these factors have been accounted for in the 
overall error specifications, it is important not to duplicate 
these terms in your calculations when developing an error 
budget. Note that overall accuracy is specified, which due to 
error cancellation is usually less than the rms sum of its con- 
stituents. To account for temperature variations in overall 
error, add to the basic error term above the specified 
accuracy drift. 
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427, 424, 425, 426, 432, 428, 429, 422, AD530, AD53l 


MULTIPLIER CLASSIFICATION AND PRODUCT 
DESCRIPTION 

To assist in selecting the best multiplier for the application, 
we have classified products according to the technique used 
to develop the multiply function which essentially determines 
the capabilities of the device. Analog Devices has focused 
on the pulse-width/height technique and the variable trans- 
conductance technique to develop the multiply/divide 
function. These two approaches are considered comple- 
mentary and were selected because of their inherent ability 
to provide a good balance between performance and cost. 


PULSE-WIDTH-HEIGHT MODULATION 

PRECISION MULTIPLIERS (PWH) 

The pulse-width-height modulation technique is capable of 
producing multipliers of the highest precision. Typical 
specifications include accuracies from 0.1% to 0.25%, offset 
drifts to 100uV/°C, output noise of 50uV rms and band- 
widths to 100kHz. Multipliers in this group should be used 
for wide temperature range applications, for analog 
computing elements, for dividers because of their inherently 
good drift, noise and low non-linearities, and, in general, for 
exacting multiplier/divider applications where wide dynamic 
signal swings are anticipated. Products in this group include 
models 427. 424, and 425. 


MODEL 427 (HIGH ACCURACY): Based on the highly 
successful Model 424, the 427K is internally trimmed to 
specified accuracy and requires no external adjustments for 
multiplication. It uses pulse-width modulation to obtain 
accuracies to 0.2% (FS), offset drifts as low as 200uV/°C, 
and nonlinearity of 0.04% maximum, for both inputs. All 
semiconductors used in this design are hermetically sealed. 


Unlike most high accuracy multipliers embodying the 
modulation principle, 427’s high carrier frequency allows 

a bandwidth rating of 100kHz for -3dB response with no carrier 
ripple on output. Depending on how it is connected, the 427 can 
be used for multiplying, dividing, squaring, or square rooting. 


The true capability of a multiplier can be best demonstrated 
when the unit is used in the divide mode, particularly with 
small denominators. Because the 427 features excellent 
small signal linearity, the errors are very much smaller than 
one would predict using 10/x for divider error. 


MODEL 424 (HIGH ACCURACY): The model 424 J/K 
is an untrimmed multiply-only module with performance 
comparable to that of model 427. In every respect, except 
for the divide and external trim features, the 424 will 
perform the 427 task at lower component cost and should 
be considered for laboratory and industrial applications 
where external trimming may be conveniently performed 
to achieve the highest possible accuracies. When externally 
trimmed, model 424 will perform with 0.2% (424J) and ~ 
0.1% (424K) accuracies with bandwidths to 100kHz (- 3dB). 
It may be used to perform division when operated with an 
external op amp. 


MODEL 425: Customers may purchase the model 424 
mounted on a PC card which contains all necessary adjust- 
ment potentiometers to trim the multiplier to its rated 
accuracies. Designated model 425J (with 424J) and 425K 
(with 424K), these models are factory trimmed and offered 
at a nominal cost above that of 424 alone. 
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VARIABLE TRANSCONDUCTANCE TYPES 

The popular variable transconductance technique comple- 
ments the PWH approach and should be considered whenever 
wider bandwidths, to 10MHz, are required along with lower 
costs and good overall performance. Both discrete and mono- 
lithic devices are available using this design approach. 
Multiplier specifications include accuracies from 0.5% to 2%, 
bandwidths from 300kHz to 10MHz and drifts from 
200uV/°C to 2mV/*C. Each model is capable of 4-quadrant 
multiplication, or 2-quadrant division. Because the trans- 
conductance technique can be optimized in different ways 
to yield highly specialized performance, models may be 
classified as: general purpose (models 426, 432, 530 and 
531; high performance (model 428); and wide bandwidth 
(models 429 and 422). 


General Purpose 

MODEL 426 (GENERAL PURPOSE 1%, 0.5%): Available 
as an internally trimmed 1% (J, K) or 0.5% (L) accurate 
multiplier/divider, Model 426 should be considered as a 

first choice for most general purpose designs and OEM 
applications. External trimming further improves performance 
to 0.6% (J, K) and 0.35% (L). Nonlinearities are held to a 
low 0.6% (X) and 0.3% (Y) for models 426 (J & K), allowing 
the user to assign that input signal with the widest dynamic 
range to the 0.3% (Y) input terminal for better accuracy. For 
even better performance, model 426 L should be selected 
for lowest drift and good linearity and feedthrough charac- 
teristics. 

MODEL 432 (ECONOMY): Using hermetically sealed 
components, the models 432 J(K), 2%(1%) multiplier/ 
dividers, are internally trimmed and are available in a 
compact package for low cost OEM applications requiring 
field interchangeable modules with no additional trimming. 
External trimming will improve accuracy from 2%(1%) to 
1%(0.6%). Performance, reliability and bandwidth are 
comparable to model 530. OEM discounts are available. 


MODEL AD530 (MONOLITHIC): With the transfer function 
XY/10, the AD530 is the first IC multiplier/divider to include 
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the transconductance multiplying element, the built-in refer- 
ence and the output op amp all on the same chip. Available in 
both industrial (AD530 J, Kor L) and military grades 
(AD530S), its compact package and good performance make 
it an ideal choice for high reliability assignments. The AD530 
needs only four trim pots to achieve accuracies to +0.5% of 
full scale. Bandwidth is 1MHz and slew rate 45V/usec. The 
AD530 is available in both the TO-100 metal can and TO-116 
ceramic dual-in-line packages. 


MODEL AD531 (MONOLITHIC): TRANSFER FUNCTION 
(X, - X2)Y/Z. Not just a multiplier, the AD531 is truly a 
computation circuit that is ideally suited to such applications 
as AGC, True rms-to-DC conversion, ratio determination, 
absolute value and vector computation. Like the AD530, the 
AD531 combines the transconductance element, a precision 
stable reference and the output op amp on a single monolithic 
structure. Flexibility of operation is achieved by virtue of the 
programmable scale factor capability and the differential in- 
put feature. In addition to verification of accuracy at +25°C, 
the AD531L and AD531S are further tested for maximum 
error limits of +1.5% and +3.0%, respectively, at their ex- 
treme operating temperature limits. The AD531 is available 
in the TO-116 ceramic dual-in-line package. 


MODEL AD532 (MONOLITHIC-INTERNALLY TRIMMED): 
TRANSFER FUNCTION (X, - X2)(Y; - Y2)/10, The 
AD532J, AD532K and AD532S are the industry’s first 
internally-trimmed monolithic multiplier/dividers. They 
guarantee maximum multiplying errors of 2.0%, +1.0% and 
+1.0% of full scale (10V) at +25°C, respectively, without the 
need for any external trim networks or output op amp. In 
addition, the differential X and Y inputs provide significant 
operating flexibility for both algebraic computation and 
transducer instrumentation applications. Further, the AD532 
can be used as a direct replacement for some popular IC 
multipliers that require external trimming, such as the AD530. 
The AD532J and AD532K are rated for operation from 0 to 
+70°C. The AD532S will operate from -5 5°C to +125°C with 
a maximum multiplying error of +4.0% of full scale. All de- 
signs are available in both the TO-100 metal can and the TO- 
116 ceramic dual-in-line packages. 


High Performance 


MODEL 428: (LOW DRIFT): This device meets high 
performance requirements for many applications where 
component price and accuracy are key factors. As a trans- 
conductance multiplier, it approaches the performance of 
more expensive multipliers, using modulation techniques, 
but at lower costs. Factory trimmed to 0.5% with offset 
drift of 200uV/°C, enables model 428K to operate over a 
50°C temperature range with less than 1% error increase. 


Both 428) and 428K may be externally trimmed for an 
improved accuracy of 0.25% and operated as dividers and 
square root circuits. The nonlinearity component of error is 
particularly low in this unit, resulting in excellent 
performance as a divider. For example: 50mV maximum 
error for a 10:1 dynamic range of denominator. 


In addition to its excellent DC performance, it has 300kHz 
small signal bandwidth (- 3dB) and full power output to 
beyond 70kHz, considerably exceeding the audio range. 


Wideband 

MODEL 429 (HIGH ACCURACY): This unit should be 
considered for all new multiplier/divider designs requiring 
the best possible speed, drift and accuracy performance. The 
model 429 factory trimmed, is available as a 429A (1%, 
2mV/°C) and 429B (0.5%, 1 mV/°C) both with 10MHz 
response. Capable of multiplying or dividing, models 429 
A/B may be easily converted to the divide mode with 
external pin interconnections. Accuracies may be improved 
upon for models 429A (from 1% to 0.7%) and 429B (from 
0.5% to 0.3%) with external trimming. Note, that although 
model 429 is an improvement over model 422, these 
devices are not pin compatible. 


MODEL 422 (HIGH FREQUENCY): This unit is available 
as a 1% multiplier with a SMHz bandwidth, and may be 
operated as a divider when connected with an external op 
amp. Model 422A and 422K, with 2mv/°C and Imv/°C 
offset drifts respectively, may be externally trimmed for 
0.7% accuracy to improve on the 1% factory trimmed 
specification. 
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MULTIPLIERS/DIVIDERS (Discrete) 


SPECIFICATION SUMMARY (Typical @ 25°C and +15VDC unless otherwise specified) 


VARIABLE TRANSCONDUCTANCE TYPES 


1 
a Economy General Purpose Wideband 

432J (432K) 426A (426K) (426L) 422A (422K) 

Full Scale Accuracy? 2% (1%) 1% (1%) (0.5%) 1% 

Divides and Square Roots YES YES Division requires 

external amp 
Multiplication Characteristics 
Output Function XY/10 XY/10 XY/10 


Error, Internal Trim (+) 
Error, External Trim (+) 
Accuracy vs. Temperature (+) 


2% (1%) max 
1.0% (0.6%) 
0.06%/°C (0.04% /°C) 


0.05%/°C (0.04%/°C max) (0.04%/°Cmax) 


1% (1%) (0.5%) max 
0.6% (0.6%) (0.35%) 


1% (1%) max 
0.7% (0.7%) 
0.05 %/°C (0.04%/°C max) 


Accuracy vs. Supply (+) 0.1%/% 0.03%/% 0.05 %/% 

Warm up Time to Specifications 1 min 1 sec 1 sec 
Output Offset (+) 

Initial 20mV (25mV max) 20mV 25mV 

Average vs. Temperature 0°C to +70°C 2mv/°C (Imv/°C) 2mV/°C (1mV/°C max) (ImV/°C max) 2mV/°C (ImV/°C max) 

Average vs. Supply 10mV/% 2mV/% ImV/% 
Scale Factor (+) 

Initial Error 1% (0.5%) 0.5% (0.5%) (0.25%) 0.5% 
Non Linearity (+) 

X Input (X = 20V p-p, Y = +10VDC) 0.8% (0.6% max) 0.6% (0.6%) (0.25%) max 0.6% max 

Y Input (Y = 20V p-p, X = +10VDC) 0.4% (0.3% max) 0.3% (0.3%) (0.25%) max 0.3% max 


Feedthrough 
X =0, Y = 20V p-p 50Hz 
with external trim 


80mV (S5OmV) p-p max 


60mV (60mV) (40mV) p-p max 50mV p-p max 


30mV p-p 20mV p-p 8mV p-p 
Y =0, X = 20V p-p 5OHz 120mV (100mV) p-p max 100mV (100mV) (40mV) p-p max 100mV p-p max 
with external trim N/A 60mV (60mV) (20mV) p-p 35 mV p-p 
Feedthrough vs. Temperature, each input ImV p-p/°C 2mV p-p/°C 2mV p-p/°C 
Bandwidth 
~ 3dB Small Signal 1MHz 400k Hz 5MHz min 
Full Power Response 700kHz 80kHz 2MHz min 
Slew Rate 45 V/usec 5V/psec 120V/usec min 
Small Signal Amplitude Error (+) 1% @ 40kHz 1% at 40kHz 1% at 300k Hz min 
Small Signal Vector Error (+) 1% @ 10kHz 1% at 10kHz 1% at SOkHz min 
Settling Time for +10V Step lpsec to 2% 3 psec to 1% O.4ysec to 1% 
Overload Recovery 3psec 3 sec 0.15 psec 
Output Noise 
5Hz to 10kHz 600LV rms 500uV rms 500uV rms 
5Hz to SMHz 3mV rms 2.5mV rms 2.5mV rms 
Output Characteristics? 
Voltage at Rated Load (min) +10V +11V +11V 
Current (min) +5mA +11mA +11mA 
Load Capacitance Limit 0.001KF 1yF 0.01pyF 
Input Resistance 
X/Y/Z Input 10M92/10k22/36kQ 25kQ/25kQ2/200kQ 10kQ/11kQ/N/A 
Input Bias Current 
X/Y/Z Input 2uMA each +100nA/+100nA/- SOLA +100nA each 
Maximum Input Voltage 
For Rated Accuracy +10.1V +10.5V +10.5V 
Safe Level +Vs +18V +16V 
Power Supply (Vs) 
Rated Performance +15V +14.7 to +15.3V +14.7 to +15.3V 
Operating +12 to +18V +11.5 to +18V +14 to +16V 
Quiescent Current +4.5mA +5mA +12mA 


Temperature Range® 


Rated Performance 0°C to +70°C 


-25 to +85°C (0 to +70°C)(0 to +70°C) 


-25°C to +85°C (0°C to +70°C) 


Operating -25°C to +85°C -25°C to +85°C -25°C to +85°C 
Storage -55°C to +125°C -55°C to +125°C -55°C to +125°C 
Package Outline Qc-2 FA-4 FA-3 
Case Dimensions LAY xl” Oe” LS" 1:5" 80:6" 1.57" 961.5" 0:6" 
$29 ($45) $45 ($59) ($69) $109 ($139) 
$27 ($43) $43 ($57) ($67) $104 ($129) 


NOTES: 

1 Parentheses indicate specification for the high performance (K or L 
version) model of each multiplier when it differs from the J or A version. 
For example, order Model 427J for 0.25% accuracy, Model 427K for 
0.2% accuracy. 
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? All accuracy and error specifications, when expressed as percentages, 
refer to % of full scale (10V). 

> Model 424 available for $20 additional on printed circuit board with 
preadjusted trim pots. Card socket supplied. Order Model 425J or 425K. 


Accurate Wideband 


PRECISION (PWH) TYPES 
Accurate Low Drift High Accuracy High Accuracy 
429A (429B) 428) (428K) 424) (424K) 425° 427) (427K) 
1% (0.5%) 0.5% 0.2% (0.1%) 0.25% (0.2%) 
YES YES Division requires YES 
external amp 
XY/10 XY/10 XY/10 XY/10 
1% (0.5%) max 0.5% (0.5%) max Untrimmed 0.25% (0.2%) max 
0.7% (0.3%) 0.25% (0.25%) 0.2% (0.1%) max 0.15% (0.1% max) 
0.05 %/°C (0.04%/°C max) 0.02%/°C (max) 0.02%/°C (max) 0.02%/°C max 
0.05 %/% 0.02%/% 0.02%/% 0.02%/% 
1 sec 1 min 1 min 1 min 
20mV (1O0mV) max 10mV Adj. to zero 5mV 
2mV/°C (ImV/°C max) 0.5mV/°C (0.2mV/°C max) 0.2mV/°C (0.2mV/°C max) 0.2mV/°C (0.2mV/°C max) 
ImV/% 2mV/% 2mV/% ImV/% 
0.5% (0.25%) 0.25% Adj. to 0.1% (0.05%) 0.1% (0.05%) 
0.5% (0.2%) max 0.25% max © 0.08% (0.04%) max 0.08% (0.04%) max 
0.3% (0.2%) max 0.25% max 0.08% (0.04%) max 0.08% (0.04%) max 
50mV (20mV) p-p max 40mV p-p max N/A 20mvV p-p max 
16mV (10mV) p-p 10mV p-p 2mV (1mV) p-p 4mV p-p 
100mV (30mV) p-p max 40mV p-p max 20mV p-p max 
50mV (20mV) p-p 10mV p-p 4mV (2mV) p-p SmV p-p 
2mV p-p/°C ImV p-p/°C 0.2mV p-p/°C 0.2mV p-p/°C 
10MHz 300k Hz 100kHz 100kHz 
2MHz min 7OkHz 40kHz 30kHz 
120V/usec min 4V/psec 3V/psec 2V/psec 
1% at 300kHz min 1% at 40kHz 0.1% at 4kHz 0.1% at 4kHz 
1% at 5OkHz min 1% at 2kHz 1% at 700Hz 1% at 700Hz 
0.5 psec to 1% Spsec to 0.5% 15 psec to 0.1% 20sec to 0.1% 
0.15 usec 3pusec 10psec 10ysec 
200uV rms 500yuV rms SOV rms SOV rms 
1.5mV rms 2.5mV rms ImV rms ImV rms 
+11V +11V +10V +10.2V 
+11mA +11mA +7mA +7mA 
0.01 uF 0.001 uF 0.01puF 0.01pF 
10k2/11k2/13kQ 25k92/25k22/200k2D 10k2/11kQUN/A 10k92/10k92/3 3k 
+100nA/+100nA/+40nA +100nA/+100nA/-SOpA +3A each +3 A/+3pA/+10pA 
+10.5V +10.5V +10.5V +10.5V 
+16V +18V +16V +16V 
414.7 to 15.3V +14.7 to +15.3V +14.8 to +16V +14.8 to +15.3V 
+14to +16V +11.5 to +18V +14.8 to +16V +14.8 to t16V 
12mA +5mA +16mA +16mA 
-25°C to 485°C 0°C to +70°C 0°C to +70°C 0°C to +70°C 
-25°C to +85°C -25°C to +85°C -25°C to +85°C -25°C to +85°C 
-55°C to +125°C -55°C to +125°C -55°C to +125°C -55°C to +125°C 
FA-4 FA-4 D1 
1.5” x 1,5" x 0.6" 15" x15" <Oe" 1.6” x 3.0" x 0.6” 1.6” x 3.0" x 0.6” 
$109 ($139) $89 ($109) $139 ($174) $159 ($210) 
$104 ($129) $79 ($98) $126 ($157) $143 ($189) 
* All models are short-circuit-proof, from output to ground. Multipliers 
are not guaranteed short-circuit-proof from output to +Vsg or -Vs. 


5 Most models designated ‘J’ or ‘K’ are available with extended temperature 
range operation to stated accuracy. Consult factory or your nearest Analog 
sales office. 
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MULTIPLIERS/DIVIDERS (Monolithic) 
SPECIFICATION SUMMARY (Typical @ +25°C and +15VDC, unless otherwise specified.) 


Models 


Price 1-24 
Price 25-99 


Full Scale Accuracy 

Divides and Square Roots 

Multiplication Characteristics 
Output Function 


Error, Internal Trim (+) 
Error, External Trim (+) max 


Accuracy vs. Temperature (+) 


Accuracy vs. Supply (+) 


Warm up Time to Specifications 


Output Offset (+) 
Initial 


Average vs. Temperature 0 to +70°C 


Average vs. Supply 


Scale Factor (+) 
Initial Error 


Non Linearity (+) 


X Input (X = 20V p-p, Y = £10VDC) 
Y Input (Y = 20V p-p, X = +10VDC) 


Feedthrough 
X = 0, Y = 20V p-p 50Hz 
with external trim 
Y = 0, X = 20V p-p 50Hz 
with external trim 


Feedthrough vs. Temperature, each input 


Bandwidth 
-3dB Small Signal 
Full Power Response 
Slew Rate 


Small Signal Amplitude Error (+) 


Small Signal Vector Error (+) 
Settling Time for +10V Step 
Overload Recovery 


Output Noise 
5Hz to 10kHz 
Siz to SMHz 


Output Characteristics 
Voltage at Rated Load (min) 
Current (min) 
Load Capacitance Limit 


Input Resistance 
X/Y/Z Input? 


Input Bias Current 
X/Y/Z Input 


Maximum Input Voltage 
For Rated Accuracy 
Safe Level 


Power Supply (V,) 
Rated Performance 
Operating 
Quiescent Current 


Temperature Range 
Rated Performance 
Operating 
Storage 


Package Outline 


(LI REF = full scale. 


$18.00($27.00)($36.00)($41.00) 


2% (1%) (0.5%) (1%) 2% (1%) (0.5%) (1%) 


2% (1%) (0.5%) (1%) . 
0.06(0.03)(0.01)(0.02 max)%/ C 


Adj. to 1%(0.5%)(0.2% 0.5%) 


0.8%(0.5%)(0.3%)(0.5%) 
0.3%(0.2%)0.2%)(0.2%) 


J—0t0+70°C K— 010 +70°C 
L—0to+70°C S$—-55°C 10 +125°C | L—Ot0+70°C S—-55°C to +125°C 


VARIABLE TRANSCONDUCTANCE TYPES 


530J (530K) (530L) (5305) 531J (531K) (531L) (531S) 


$22.50($33.50)($45.00)( $51.00) 


$30.00($45 .00)($54.00)( $54.00) 
$24.00($36.00)( $44.00)( $44.00) 


YES YES 


XY/10 XY/IREF 
N/A N/A 

2% (1%) (0.5%) (1%) 
0.06(0.03)(0.01)(0.02 max)%/°C 
0.2%/% 0.2% /% 
1 sec I sec 


Adj. to zero 
0.2mv/C 

7OmV/V 

Fixed Dynamically Variable 
Adj. to 1%(0.5%)(0.2%)(0.5%) 


0.8%(0.5%)(0.3%)(0.5%)"!? 
0.3%(0.2%)(0.2%)(0.2%)'!? 


150mV(80mV)(+0nV)(80mV)p-p max |150mV(80mV)(40mV)(80mV )p-p max"? 


100mV(60mV)(30mV)(60mV)p-p max |100mV(60mV)(30mV)(60mV)p-p max")? 


2mV p-p/"C 2mV p-p/°C 
1MHz IMHz 
750kHz 750kHz 
45 V/psec 45V/psec 
1% @ 100kHz 1% @ 100kHz 
1% @ 10kHz 1% @ 10kHz 
Ipsec to 2% Ipsec to 2% 
lpsec Ipsec 
600”V rms 600uV rms 
3mV rms 3mV rms 


+10V 
+t5mA 
0.001yF 


10MQ2/6MQ2/36k2. 


10M2./6MQ2/36kQ 


2pA/2pA/SHA 


+10.1V 
tVs 


215V 
+12 to +18V 
+4mA 


t15V 
+12 to $18V 
+4.5mA 


J—0t0+70°C K—Ot0 +70°C 


-55°C to +125°C 
65°C to +125°C 


-55°C to +125°C 
-65°C to +125°C 


TO-100 + TO-116 TO-116 


(2)Z input current is proportional to Z input voltage. 


532J (532K) (5328S) 


$26.00($36.00)($49.00) 
$21.00($30.00)($40.00) 


2% (1%) (1%) 


YES 


(X1 - X_)(Y, - Y2)/10 
2% (1%) (1%) 
N/A 
0.06(0.03)(0.02)%/°C 
0.2%/% 
1 sec 


+50mV max(+20mV max)(+20mV max) 
0.7(0.7)(2.0 max)mV/°C 
60mV/V 


Fixed 
Adj. to 1%(0.5%)(0.5%) 


0.8%(0.5%)(0.5%) 
0.3%(0.2%)(0.2%) 


200mV(100mV)(100mV )p-p max 
200mV(100mV)(100mV)p-p max 


2mV p-p/°C 


1MHz 
750kHz 
45V/usec 
1% @ 100kHz 
1% @ 10kHz 
lusec to 2% 
lysec 


600LV rms 
3mV rms 


+10V 
t5mA 
0.001uF 


10M&2/10MQ/36kQ. 


2yuA/3UA/SUA 


+10.1V 
tVs 


£15'V' 
+10 to +18V 
t4mA 


0 to +70°C(0 to +70°C)(-55°C to +125°C) 


-55°C to +125°C 
-65°C to +125°C 


TO-100 + TO-116 
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FUNCTION MODULES 


MULTI-FUNCTION 433 ¥(Z/X)™ OPERATOR 
LOG, ANTILOG, MULTIPLIER, DIVIDER, EXPONENTIATOR 


PRODUCT PROFILE 

The model 433 is a multifunction module, consisting of all 
hermetically sealed semiconductors, which may be used to imple- 
ment a wide range of computational circuits. Requiring only 
two external resistors for programming the exponent, m, the 
model 433 will perform multiplication, division or expon- 
entiation up to the 5th power or root according to the 
expression, Y (Z/X)™. It may also be used to develop more 
complex functions such as RMS or vector sums using 
inexpensive external operational amplifiers. Examples of 
these transfer functions are listed below along with a 

model 433 block diagram design. 


The model 433 has proven to be extremely useful for 
generating both linear and nonlinear functions for on-the- 
spot computations and for linearizing a wide range of trans- 
ducer characteristics in medical, industrial and process 
control equipment design. Its excellent accuracy performance 
and programmability make it ideal for analog computation 

or simulation, test equipment designs or, in general, where 
one function module may be used to fulfill several design 
objectives. Model 433 is attractively priced for new OEM 
equipment designs. 


EXAMPLES OF MODEL 433 TRANSFER FUNCTIONS 


10 
General Expression: Vo = >. Vy(V2/Vx)™ 
Limits: 


Using two programming resistors only: 


Multiply: Vo =KVyVz 
Square: Vo = K(Vz) =K VzVy 
Powers: Vo =K Vy(V2/Vx) 1<mS5 
P/V/T: Vo =KVyV2/Vx 


Using External Amplifiers: 


True RMS to DC: Vg= ¥V v2 
1 


1/5 <<m<5,0< Vx, Vy, Vz 


<10V 


Divide: Vo = K (Vz/Vx) 


Square Root: Vo = K (V;)” 


Roots: Vo=K VAV,/V,)1/5 S251 
Reciprocal: Vo = K/Vx 
Vector: Vo = V1? x V2? 
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CIRCUIT TECHNIQUES 

The model 433, using log circuit techniques, is designed in 
two parts and consists of log circuits followed by an 
antilog section. The log ratio section operates on inputs 
X and Z to develop the function, log Z/X. This ratio is 
then either amplified or attenuated, using external pro- 
gramming resistors, R1 and R2, to establish the exponent, 
m, where m > 1 for powers, m < 1 for roots. The signal, 

m log Z/X, is then summed with the log Y; and the anti- 
log is developed to realize the final transfer function, 
(10/9)(Y)(Z/M)™. The exponent, m, may have any 

value from 1/5 to 5. As with all log designs, operation is 
limited to one quadrant. 


An internal reference voltage, Vref, is also made available 
for the convenience of the user. When setting up the desired 
transfer function, all unused input terminals should be 
connected to Vref. This reference voltage is temperature 
compensated, as is the entire +33 design, for good 
performance from 0 to +70°C. 


OTHER DESIGN FEATURES 

The designer, considering model 433 for one quadrant 
applications, can expect additional performance charac- 
teristics, better than those found in most transconductance 
multipliers. 


Multiplier performance for outputs from 10mV to 10V 
(60dB), typically has less than 0.5% of full scale overall 
error, with a total error drift coefficient of 0.01%/°C. 


Square and square root circuits (m = 2, 1/2) also have typical 
errors of 50mV at 10 volts out, reducing to 20mV errors 

for 100mV outputs. For other roots (m < 1/2) and powers 
(m > 2), errors are typically less than 1% of full scale for 
10mV to 10V outputs. Output noise, worst case, is 100UV 


rms at X = +10V, increasing to about 300uV rms for 

X = 0.1V, in a 10Hz to 1kHz bandwidth. This is a threefold 
improvement over most transconductance type multipliers 
or dividers. 


Small signal frequency response (- 3dB) is signal-amplitude 
dependent, as is the case with all log circuits, and decreases 
from approximately 100kHz at 10 volt input levels to 400Hz 
at 10mV input levels for any multiplier or divider input. 

This is measured using a 10% small signal amplitude super- 
imposed on the larger dc level. Full output responses for a 

+5 volt signal, superimposed on a 5VDC level is 50kHz for 
the multiplier and (V, ) X (5kHz) for the divider. 


MODEL 433: 0.5% DIVIDER, WIDE DYNAMIC RANGE 
Probably the most impressive performance improvement owing 
to model 433’s log/antilog circuit approach, is its ability to 
hold high divider accuracies over wide, 100:1, input signal 
ranges. For example, when compared to a precision 0.1% 
multiplier/divider of conventional design, the model 433 offers 
greater than a tenfold improvement. As shown in Figure 1, the 
model 433 has only 30mV of error for a denominator of 
100mV, as opposed to 300 to 500mV of error for the con- 
ventional multiplier/divider. 


When using a conventional multiplier/divider as a divider, accu- 
racy, offset drift, and noise performance are all degraded as the 
denominator is decreased. But, for model 433, accuracy, offset 
drift, and noise performance are all virtually independent of 
denominator level as illustrated in Figure 1, and this perform- 
ance is obtained with no external trims. 


It is apparent that as a one-quadrant divider, model 433’s per- 
formance exceeds by wide margins those of higher accuracy 
dividers costing two to three times more. 
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DIVIDER 
OUTPUT 
ERROR 
Vv) 
‘ : 
TRANSFER ‘i 
FUNCTION x 
l 
200 + 
CONVENTIONAL 0.1 
MULTIPLIER/DIVIDER 


EXTERNALLY TRIMMED 
TO 0.05% 


MODEL 433 WITH NO 
EXTERNAL TRIM 


T + + + a 


0.1V Vv 10V DENOMINATOR 


xX 


Figure 1. Comparison of Divider Error vs. Denominator Level 
for Model 433 and a Conventional Multiplier/Divider 


FEEDBACK TECHNIQUE VS DIRECT IMPLEMENTATION 
The reason for the significant improvement of model 433 

over other divider designs is apparent if one considers the 
basic sources of error arising from each design approach. Con- 
ventional divider circuits are implemented by using a multiplier 
cell in a feedback loop. As with all feedback designs, overall 
accuracy is directly tied to the accuracy and gain setting of the 
feedback element, a multiplier in this case. In this configura- 
tion, as X decreases, loop gain decreases, and divider accuracy 
therefore varies inversely with the denominator signal, X. The 
governing equation for this design is derived and presented in 
Figure 2 to illustrate its basic limitations. 


Good performance for these designs requires using a fast, high- 
accuracy multiplier and a low-drift amplifier in the divider loop. 


In contrast, the model 433 log circuit directly implements the 
divide function. Its accuracy, as shown in Figure 3, is virtually 
independent of denominator amplitude for constant signal 
ratios, thereby improving on the conventional divider approach. 
Drift nonlinearity and noise are also independent of denomina- 
tor amplitude in contrast to feedback designs. Its only draw- 
back is that operation is restricted to one quadrant (which is 
not usually a handicap for many applications). 


MODEL 433B: HIGHER ACCURACY 

Model 433B, an improved version of model 433J, offers 4% ac- 
curacy for denominator levels of 100mV to 10V, has a lower 
initial offset voltage than the 433J, and offers guaranteed drift 
performance over a wider temperature range. Like the 433J, 
this new design contains all hermetically sealed semiconductors. 
The 433B will be available in production quantities by May 

of 1973. 


Iz ¥z 
MODEL 434: e, = Vy —— or Vy 


Ix Vx 
Model 434, a new member of the 433 family, contains all her- 
metically sealed semiconductors, is optimized for one quad- 
rant divider applications, and may be trimmed externally to 
eliminate all DC offset errors. With no external trimming, 
quadrant divider applications, and may be trimmed externally 
to eliminate all DC offset errors. With no external trimming, 
accuracy is guaranteed to within 2% for model 434A, and to 
%% for model 434B. In order to facilitate the implementation 
of complex circuits, such as vector computations, the model 
434 has input pins brought directly to the internal summing 
junctions. Current summing can then be done directly at the 
input pin without the use of an external amplifier. A separate 
set of input pins is brought out for voltage operation thereby 
offering complete flexibility on combinations of input signals. 


Model 434 will be available in production quantities by 
May of 1973. 


DENOMINATOR | 


Transfer Equation of M 
=XY 
E,° 


PanY, 
To ERROR 


Summing Currents 
atA, 


(EXTERNAL 
ea JUMPER) 


VERROR Ps 
R 10R R 2 


€,.<'¥is 102 , 10VERROR 
x x +102 


x 


Limit on range of input signals, 
4 X and Z 
X <1.0, 2<+10V, -10VSxX<0 


NUMERATOR 


a —— J 


DIVIDER MODEL 


Figure 2. Divider Model 


log Z=log X #U 


E, = Vorrser + {1#ERROR] & 


Figure 3. Simplified Logarithmic Divider. Error is a Constant 
Plus a Constant Fraction of Output. 
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SPECIFICATION SUMMARY (Typical @ +25°C unless otherwise noted) 


~ GENERAL CHARACTERISTICS _—Model 433). a 


General Expression 


; 10 Vz\m 
Eg =+ "| v7) 


Rated Output! 
Input 
Signal Range 
Max. Safe Input 
Resistance 
X terminal 
Y terminal 
Z terminal 
External Adjustment of the 
Exponent, m 
Range for m < 1 (Root) 


Range for m > 1 (Power) 


Reference Terminal Voltage! 
Vref (Internal Source) 
vs Temp (0 to +70 C) 


Power Supply Range 
Specified 
Operating 

Temperature Range 
Specified 
Storage 


Package Outline 

Case Dimensions 

Price (1—9) 
(10-24) 


+10.5V @5mA 


0<Vx, Vy, Vz < +10V, 
Vx. Vy, Vz <+18V 


100kQ +1% 
90kQ +10% 
100kQ2. +1% 


R 

is Sm tne — 
R; +R) 

R, +R 
1<=n<s, n= — 


2 
(Ry = R, ) < 2002 


+9.0V +5% @ ImA 
+0.005%/°C 


+(14.7 to 15.3) VDC @ 10mA 
+(12 to 18) VDC 


0°C to +70°C 
-25°C to +85°C 
FA-7 
x 1%" x 0.62" 
$75. 
$69. 


” 


1% 


MULTIPLIER/DIVIDER PERFORMANCE CHARACTERISTICS: 


Model 433J Specifications Divide Multiply 
: F : «tM yMe 
Transfer Function Ey = +10(V, Mx) Eo == 


? 
Accuracy~: 3 


Total Output Error @ +25°C 
(for specified input range) 
Typical (RTO) 

Max. Error (RTO) 
Input Range (V, < V,) 


+5mV +0.3% of output id 


+50mV b 
0.01V to 10V, V, 0.01V to 10V, V, 
0.1V to 10V, Vx 0.01V to 10V, Vy 


vs Temp. +1 mV/°C 3 
Output Offset Voltage (Not Adjustable) 
Initial @ +25°C max +10mV . 
Offset vs Temp. timv/°C . 
Noise, 10Hz to 1kHz 
Vy = +10V 100uV rms * 
Vx, =+0.1V 300UV rms ‘i 
Bandwidth, 
Small Signal (-3dB)*, 
Vy =V,= Vx = 10V 100kHz . 
Vy =V,=Vx=1V 50kIIz - 
Vy =V,= Vx =0.1V SkHz 
Vy =Vz = Vy =0.01V 40012 . 
Full Output (Vy or V, = SVDC (Vx) x (SkHz) = 


t+5VAC) 
*Same as for divide mode. 
"Terminals short circuit protected to ground only. 
* Multiplier scale factor must be trimmed at Y terminal using a 25kQ trim pot. 
* Total errors defined as the difference between the measured output and the 
theorctical output voltage for any given pair of specified input voltages. 
*Small-signal measurements are conducted with Vy = Vy = V_, =V at a fixed DC 
level, and V,, or V, a superimposed sine wave of amplitude 10%V. 
All active components hermetically sealed. 
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FUNCTION MODULES 


LOGARITHMIC AMPLIFIERS AND ELEMENTS 


A Note On Nomenclature 

Log modules from Analog Devices develop the instantaneous 
value of the log or antilog of an input signal. Contrary to 
communications type log amplifiers, which basically compress 
AC signals, the 700 series log modules operate on single 
polarity inputs from DC to an upper cutoff frequency. These 
temperature compensated designs will work over 6 decades 
of input current (InA to ImA) and 4 decades of voltage 
(ImV to 10V). 


GENERAL DESCRIPTION 


Analog Devices offers four types of circuit modules which 
may be used to develop the log or antilog of an input signal. 
Depending upon the user’s expertise in log amplifier design, 
or the need for specialized performance, the designer may 
select: 1) the model 755, a versatile yet complete log/antilog 
amplifier; 2) the model 756 a versatile and complete log ratio 
module; 3) the model 752 log module requiring one external 
op amp to complete the design at lower cost; or 4) the model 
751 log element requiring two external op amps and several 
other components for log operation. The external op amps 
are usually selected to reduce voltage drift or bias currents 
for improved performance over extended input signal ranges. 


Typical applications for these circuits include data com- 
pression, transducer linearization, exponentiation, root 
extraction, and other computational functions for use in gas 
chromatography, acoustical and light measurements as well 
as medical and seismic instrumentation. 


Circuit Techniques: In contrast to earlier techniques using 
diode-resistor breakpoint networks, all Analog Devices’ log cir- 
cuits use a combination of selected dual transistor networks 
that make use of the relationship between base emitter volt- 
age and collector current. When properly temperature com- 
pensated, as supplied by Analog Devices, these improved cir- 
cuits operate over wider dynamic ranges with better log 
conformity than most other techniques available. Reduced 
cost and compact circuitry are other user benefits of this 
design approach. 


Logarithmic Circuits and Sources of Error: Voltage and 
current log amplifiers are identical in design, except for an 
input voltage summing resistor, and operate on the input 
current supplied directly to terminal jj. The obvious 
sources of error for log amplifiers arise from three areas: 

1) amplifier offset and drift errors, 2) log conformity errors 
and 3) frequency limitations. These errors restrict both the 
static and dynamic range of performance. 


Voltage and current offsets of the input amplifier, with their 
attendant drift and noise, limit the smallest value of input 
signal to be detected. Base spreading resistance of antilog 
transistor elements, on the other hand, set the maximum 
signal level for a given accuracy. 


For completeness, offset error and drift terms are expressed 
by the transfer function in the specification table. From the 
table, it becomes apparent that voltage offset (Eg,) should 
be trimmed to a small value compared to the lowest level of 
input voltage to be processed. For example, if Ejj is 1mV 
and Eg, is 1/20 (50uV or 5%) of Eyn, the output error is 
compressed to 2% of a decade (log 1.05 = 2). 


Assuming that offset and base resistance errors did not exist, 
there would still remain the question of how well the logging 
element conforms to the ideal log transfer characteristic. 

This is defined as log conformity and is expressed as a percent 
of the input signal. Typical nonlinearity (i.e. departure from a 
straight line on a semilog plot) ranges from 0.5% to 1% 

over several decades of signal change. This adds to those errors 
arising from the voltage offset and drift terms described 
above. 


Since the gain-bandwidth product of the logging element is 
relatively constant, a change in gain will vary the bandwidth. 
This gain change occurs as the input current to the logging 
element varies with signal level. Consequently, frequency 
response and slew rate are specified as a function of signal 
level and will vary accordingly. At higher currents, amplifier 
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frequency response 1s usually the limiting factor and not log 
elements. 


Circuit Configurations: Shown below, with their appropriate 
transfer functions, are log and antilog amplifier configurations 
for models 755 and 752. Note that model 755 has an adjust- 
able scale factor (2V, 1V, or 2/3V/decade) which is selected 
with external pin connections. The corresponding transfer 
curves for these circuit configurations are presented on the 
following page. 


Each model, available from Analog Devices (models 755, 
752,751), is specified with an N or P suffix for operation 
with positive or negative input signals, respectively. It should 
be recalled that the log of zero is asymtotic; the appropriate 
polarity module is required depending upon whether the 
input signal is positive or negative. 


LOG OF VOLTAGE/CURRENT: MODEL 755N 


755(N) 


“K" SCALE 
FACTOR 
SELECT 
ANTILOG 
ELEMENT 


LOG OF VOLTAGE/CURRENT: MODEL 752N 


(25k2) 


ae 


| 
ANTILOG 
ELEMENT 


EXTERNAL 
OP AMP 
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ANTILOG OF VOLTAGE: MODEL 755 OR 752 


(NO 1 
755 752 (SIMPLIFIED) OR Paid 
/ SHOWN FOR 
- 7 MODEL 752) 
] 

| 
| 
| 
| 
| 
| 


ANTILOG 
ELEMENT 


= A, 
(EXTERNAL FOR 752) 


IDEALIZED TRANSFER FUNCTIONS 


is 

-K logi9 — ; log of voltage 
EREF 
i; 

-K logio a ; log of current 
IREF 


= Eppp 10 i"/K ; antilog of voltage 
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MODEL 755, COMPLETE LOG/ANTILOG AMPLIFIER 
The model 755, a complete logarithmic amplifier with FET 
input, provides a choice of six decades of current logging 
(1nA to 1mA), or four decades of voltage logging (1mV to 
10V). For increased flexibility, three scale factors (2V, 1V, 
2/3 V/decade) and log or antilog operation may be selected 
through appropriate terminal pin connections. When two 
such amplifiers are connected in tandem, as a log and antilog 
amplifier, a wide range of fractional powers and roots may 
be developed for computational purposes. The model 755 
offers the greatest value in a complete log/antilog amplifier 
and is the first choice for the application. Specify 755N 

for positive, and 755P for negative input signals, respectively. 


MODEL 752, VERSATILE LOG/ANTILOG AMPLIFIER 
ELEMENT 

The model 752, when operated with an external FET amplifier 
(e.g., model 40J), will perform over the same input dynamic 
range as the 755; six decades of current (1 nA to 1 mA) and 
four decades of voltage (1 mV to 10V). The module contains 
a temperature compensated log element and scaling resistors 
for good performance and 1V/decade sensitivity. Using an 
external input resistor and two adjustment pots, the scale 
factor, reference current and input dynamic range may be 
varied to suit a specific log or antilog application. 


Another key feature of model 752 is the design freedom 
available to the user. He may select the best amplifier to 
optimize his design. For example, when used with a chopper 
stabilized amplifier (e.g., 233J), offset voltage errors are 
minimized for the most demanding applications. For 
economy, combining 752 with a general purpose FET ampli- 
fier (model 40J) will provide good current or voltage perform- 
ance at prices below that of model 755. Specify 752N or 
752P for use with positive or negative input signals, 
respectively. 


MODEL 751, TEMPERATURE COMPENSATED LOG 
ELEMENT 

Model 751, a log element building block, is considered the 
best choice for performance and economy when developing 
log ratio circuits as well as any other general purpose log- 
circuit. The 751 contains temperature compensated logging 
transistors with precision scaling networks which together 
yield a 1 volt per decade log ratio amplifier when combined 
with three op amps and several other components. Detailed 
application notes are available from Analog Devices to aid in 
applying 751 to a wide variety of circuit designs. Specify 
751N for positive input signals or 751P for negative signals. 


MODEL 756: NEW LOG RATIO MODULE 

Capable of either current log ratio or voltage log ratio, the 
model 756 is the first module of its kind to be offered to the 
industry. This design consists of a complete log ratio module 
with two continuously variable signal inputs. Channel 1 fea- 
tures a high quality, 10pA bias current FET amplifier that 

is capable of processing up to four decades of input cur- 
rent. The second channel, intended to be used as a reference, 


MODELS 755, 752, 751, 756 


y gp | 


DEVICES 


15D? 


is also capable of signal processing, but the range is limited to 
3 decades. 


Designed primarily for photometer applications, model 756 re- 
places two log modules, a subtractor, and associated circuitry. 
The signal sources for these applications are usually photo 
diodes which should be operated in the zero-volt mode (short 
circuit current). When connected as shown in Figure 2, the 
summing junctions provide virtual grounds, thereby forcing 
the input currents to be the short circuit current of the 

photo diodes. 


Principles of Operation 

CURRENT LOG RATIO 

Current log ratio is accomplished by model 756 when two cur- 
rents, Ig and Iref, are applied directly to the input terminals. 
The two log amps process these signals providing voltages 
which are proportional to the log of their respective inputs. 
These voltages are then subtracted and applied to an output 
amplifier. The scale factor, when connected as shown, is 1V/ 
dec. However, other scale factors may be achieved by using an 
external/feedback resistor for A3 instead of the internal 15kQ. 
The governing equation for this optional adjustment is: 


15kQ 
R®& Kae 
( Vv ) antes 


where R represents the total feedback resistance of A3, 
and Kpgs is the desired scale factor. 


As a specific example of gain setting assume it is desired to set 
the scale factor to 2V. For this application the feedback resis- 


. 15kQ2 
tor must be approximately a X 2V or 30kQ. To accom- 


plish this, the designer could either insert a 15k2 resistor from 
the output Pin to Pin 1, or he could leave Pin 1 open and con- 
nect a 30kQ resistor from Pin 2 to the output. In either case, 
the total feedback resistance is 30k{2, and the desired scale 
factor will be achieved. 


VOLTAGE LOG RATIO 

The principle of operation for voltage log ratio is identical to 
that of current log ratio after the voltage signal has been con- 
verted to a current. To accomplish this conversion, an external 
resistor is attached from the voltage signal to the appropriate 
input current terminal of the 756. Input currents are then 
determined by: 
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P TYPE N TYPE 


INPUT CURRENT +INPUT CURRENT 
a 
Piot of Output Voltage vs Input Current 
When Connected in Log Mode 


Log of Current 


OUTPUT VOLTS 


PTVPE N TYPE 
INPUT VOLTS +INPUT VOLTS 
<< -- a 
Piot of Output Voltage vs Input Voltage 
When Connected in Log Mode 
Log of Voltage 
OUTPUT VOLTS OUTPUT VOLTS 
FOR P TYPE FOR N TYPE 


——<—— INPUT VOLTS ———»+ igs 


10-3 
10-2 
2 +3 +4 
10-1 + +t 4 
0.5 DECADE/V 
10° “i 
1 DECADE/V 


1.5 DECADE/V > 
10! he 
Plot of Output Voltage vs Input 
Voltage When Connected in 
Antilog Mode 


Antilog of Voltage 


10! 


SPECIFICATIONS (Typical @ 25°C and +15VDC) 
TRANSFER FUNCTIONS DYNAMIC RANGE 


Log of Voltage 80dB 


Cin ~ E 
four = —K logio ae 10°? V <lein |< 10V 
REF 
Log of Current 120dB 
1 I S = 
€out = -K logio -—2 10°? A<liin |<107? A 
TREF 
Antilog of Voltage 
Cour = PREF oS feos 10°? V<leour | <10V 


TRANSFER FUNCTION COEFFICIENTS (ALL MODELS) 


Drift 


See Notes 


= 2,1,2/3V +1% +0.04%/°C 1,25 
EREF = 10°' Vv +2% +0.05%/°C 1, 3,5 
IREF = 10° A +2% +0.05%/°C 1,.3,3 
Eos = OV + tol. +400uV +10uV/°C 4 
los = O A ttol. 0,-10pA 2 X/10°C 4 


ACCURACY OF LOG CONFORMITY 
(REFERRED TO INPUT) ALL MODELS 


Input Current 
Range 


1nAto10nA 


10nA to 100UA 
100HA tol mA 


Accuracy 


1mVtol1V 
1Vto10V 


+0.5% 
+1% 


NOTES: 

1. Positive for positive input (N types), negative for negative inputs 
(P types). 

2. For model 755, select by external pin connections. For model 752, 
adjust externally from .5V. 

3. Model 752; IREF, EREF are externally adjustable. 

4. For 752 and 751, offset is a function of external op amp selection. 

5. Parameter is a function of 751 log circuit design. 


MODELS (N & P TYPES) 752/751 
Small Signal Frequency 
Response of 
iin (-3dB down) 
10° A 80Hz 80Hz 
ia* & 1 kHz 1 kHz 
107A 40kHz Depends on op amp 
io & 200kHz Depends on op amp 


+10V @5mA 
+15VDC +1% @10mA 


Rated Output 
Power Supply 
Temperature, Rated 


Depends on op amp 
Depends on op amp 


Performance 0- 70°C 0- 70°C 
Package Style QB-2/M-3 
Price (1—9) $32. 

(10-24) $28. 


Specify P Type for Negative Inputs; N Types for Positive Inputs. 


142 LOG AMPLIFIERS 


SPECIFICATIONS FOR MODEL 756 N/P 


Current Log Ratio : 
Transfer Equation eo = - K log— ,i; = sig 
12 ig = ref 


Transfer Equation including €o = 
Error Terms 


Voltage Log Ratio 


1 
Aw 
g 
AES: 
| 
a 
nn" 
+ 
ie] 
a 
9SZ :s2npoid mou 


: ey R2 
Transfer Equation e9 =-K log]—- X — 
e2 Ri 
€1 — Eosi 
“ -Ib1 
Transfer Equation including €9 =- K Jlog i +E 
os3 
Error Terms €2 - Eoso 
-Ib2 
R2 
Parameter Value 
Signal Current, i, : 10nA to 100UA (4 decades) 
Reference Current, i : 100nA to 100uA (3 decades) 
Log Conformity” +0.5% (2 decades, iz constant) 
+1.0% (4 decades, iz constant) 
Scale Factor, K'? 1V +1% +0.04%/°C 
Bias Current, Ip1 10pA, doubles/1 raat @ 
Bias Current, Ip2 10nA, max, +1%/°C 
Offset Voltage, Egs1 ° +1mV, max, 25uV/°C 
Offset Voltage, Eos 0.5mV, max, 30uV/°C max 
Output Offset, Eg.3 * +10mV, max, 85uV/°C 
Package Style F-6 


Price (1-9) $75. 


’ Positive for positive inputs (N type), negative for negative inputs (P type). 

? The log conformity specification is referred to input (R.T.1.). Note: 1% error R.T.I. is 
equivalent to 4.3mV of error at output for K = 1V. 

3 Externally trimmable. 


Figure 1. Functional Block Diagram of Model 756 Figure 2. Photometry Application of Model 756 
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ACCESSORIES 


new product: 920 


900 SERIES: GENERAL PURPOSE POWER SUPPLIES 

The 900 series power supplies from Analog Devices have been 
widely accepted by designers as industry standards for 
reliability and performance. Useful in industrial and laboratory 
applications, these companion products to op amps are capable 
of delivering clean, well regulated power to IC and discrete 

op amps, digital converter products, and to transducer 
elements. 


All designs are line operated with domestic and international 
voltage ratings offered. Available models feature short circuit 
protection with either +5VDC single output (with over- 
voltage protection) or +15VDC dual output. Current output 
is +25mA to +200mA for dual outputs and 500mA and 

1 amp for single outputs. To service its customers, Analog 


Devices maintains an off-the-shelf stock for immediate delivery. 


Substantial OEM discounts are available. 


MODULAR POWER SUPPLIES 


MPD SERIES: PRECISION POWER SUPPLIES 

Analog Devices ““MPD” series of power supplies are intended 
for applications where the extraordinary performance is 
required. These feature excellent regulation and low 
temperature coefficients. These devices may be used as stable 
references for the most demanding requirements in laboratory 
grade designs. 


All MPD supplies are sealed in anodized aluminum enclosures 
for maximum ruggedness and minimum RFI. Employing 
switching techniques for high efficiency, these units feature 
low ‘‘see through”’ capacitance (typically 20pF) and are 
desirable for delivering isolated power to “floated circuits”’ 
and for use in systems having considerable ground noise. 


SPECIFICATION SUMMARY (Typical @ 25°C and 115VAC unless otherwise noted) 


900 SERIES, GENERAL PURPOSE 


7 
+15VDC Dual Op Amp Supplies +5 VDC Logic Supplies 
Model | 915 904 902 920 | 903 905 
Rated Output t1ISVDC @ t15VDC @ t1SVDC @ t1SVDC @ +5VDC @ +5VDC @ 
Voltage __+25mA +50mA +100mMA ___ +200mA +500mMA +l amp 
Rated Input 1USVAC to 125VAC! 105VAC to 125VAC! 
Voltage _ . SOUz to 400Lz iS | 5Ollz to 40011z 
Output Error (max) +1% +200mV, -OmV +300mV,-OmV +300mV, -OmV 41% +1% 
Regulation 
105 to 125VAC 0.2% 0.1% 0.05% 0.05% 0.15% 0.05% 
Load, 0 to 100% i 0.2% 0.1% 0.1% 0.3% 0.1% 
Temperature Coefficient (/°C) 0.02% 0.015% 0.015% 0.015% 0.02% 0.02% 
Operating Temperature CE} =2> to-+7'1 Oto +717 Oto +71" Oto +71° -25 to +71° 
Warm Up Drift 30mV 37mV (max) 4+5mV (max) 15mV 40m V 
Ripple & Noise rms (max) 1mvV 0.5mV 0.5mV 
Short Circuit Protected all outputs all outputs 
Overvoltage Protected | = = +6.5VDC +6.5VDC 
Package HA-1 HA-1 H=2 
Price (1—9) $23. $39. $49. 
(10-24) i $22. $38. $47. 


144 POWER SUPPLIES/ACCESSORIES 


MODEL 950 


MANIFOLDS 


MODEL 194 


MODEL 950: POWER SUPPLY MANIFOLD 

This manifold permits use of the 900 series “‘H”’ cased modules 
on the design bench. In combination with these supplies the 
950 provides a safe, convenient, and inexpensive bench supply 
for breadboarding, testing, or general laboratory use. Price is 
$16 each (1-9). 


MODEL 194 OPERATIONAL AMPLIFIER MANIFOLD 
The Model 194 manifold is ideal for experimenting, bread- 
boarding, and/or teaching with op amps. Completely self- 
contained, it includes a +15VDC 100mA power supply, and 
accepts up to 5 amplifiers in the popular 7-pin “‘Q”’ case 
configuration, in sizes up to 1.5 inch square. Adapters are 
available for integrated circuits such as the Analog Devices 
AD741K or AD502 IC op amps. Provisions are made for 

a balance potentiometer for each amplifier. The unit is 
designed for maximum flexibility, with all connection points 
% inch apart. Price is $250 each (1—9), substantially less in 
higher quantity. 


MPD SERIES, PRECISION REGULATED 


+15VDC Dual Supply 


+5 VDC Logic Supply 


MPD 15/100A MPD 15/300A MPD 5/150A MPD 5/750A 
+15VDC* @ +15VDC* @ +5VDC5, +150VDC +5VDC° @ 
+100mA +300mA | 600mA, 5mA 750mA 


105VAC to 125VAC 
50Hz to 450Hz 


105VAC to 125VAC 
50Hz to 450Hz 


adjustable adjustable 
NOTES: 
0.005% 0.005% 0.005% 0.005% 1. Specify: E option 220VAC +10% (Europe) 
0.02% 0.02% 12.5mV 12.5mV H option 240VAC +10% (U.K.) 
0.015% max 0.015% max 0.015% max 0.015% max Popes ee ee ae 
-55 to +71 -55 to +71° -55 to +71 ~$3 t6:+71 2. Derate SmA/ C above +55 C, 1 mA/ C 
= = = = below +10 C. 
imV imV 3. Derate 12mA/°C above +50°C, 10mA/°C 
to ground +5VDC to ground to ground below +15 C. 
= = = = 4. Individually adjustable, +14VDC to +16VDC. 
= = — _ 5. Adjustable, +4.7V to 5.3V. 
$149. $275. $149. $149. 6. Derate 7mA/°C above +55°C. 
$141. $260. $141. $141. | 
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INTRODUCTION 


The integrated circuits specified on these pages are 

indicative of a commitment to product expertise in I.C. 
technology coincident with Analog Devices’ position of 
leadership in analog and converter modules. Achieving the 
optimum price/performance product is our goal; combining 
more than seven years of analog product design is our vehicle. 
In addition to that expressed by our products, our IC commit- 
ment is manifested in two other important ways . . . communi- 
cation and cooperation. 


Because we manufacture devices that are a cut above the usual 
IC in performance and applicability, and because we realize 
that your interest in these products is indicative of your need 
for excellent system performance, our service goes beyond 
product, price and delivery. 


To get the most out of our circuits, you must clearly know 
how best to use them. This dictates the need for a high level of 
communication . . . provided by the completeness of our 
product data sheets and application notes, and by a team of 
circuit design-oriented engineers who are well versed in solving 
product and applications problems. And if our products are 
not specified exactly as required by your system application, 
if a max drift must be lower or a minimum gain higher, or if 
you need special device processing, we are ready to cooperate 
to meet your requirement. 


Our broad line of I.C. products is presented in this section 
for the designer who specifically requires microcircuit 
products. For applications in which the choice of micro- 
circuits is not dictated, these products are also presented 
on a functionally comparative basis with Analog Devices’ 
modular amplifiers and multipliers in these product 
sections. 


Introductory to the product descriptions, we have provided 
below: a brief overview of our current state-of-the-art 
production capability; a product line profile; and an abbrev- 
iated reference to the MIL 883 reliability standard to which 
our I.C.’s adhere. 


1.C. TECHNOLOGY AT ANALOG DEVICES 


Our broad line of linear I.C.’s is produced with a combina- 
tion of design, processing, test capabilities, and innovations, 
with stringent process control. 


Active-operation laser trimming of thin-film resistors de- 
posited on the monolithic chip is an IC technology break- 
through unique with Analog Devices. It is used to manufac- 
ture the AD532 internally trimmed monolithic multiplier and 
is a technique that will find wide applications in future IC de- 
signs. Conventional, laser trimming is also performed on thin- 
film resistors deposited on ceramic substrates to permit FET 
op amp offset voltages to be specified below 1.0 millivolt. 


Thin film deposition on monolithic chips results in resistors 
that match within 50ppm and track within 5ppm to 
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produce voltage drifts below 0.5uV/°C and multiplication 
error below 2% over the military temperature range. 


Dual FET fabrication on a single chip employs uniformed epi- 
taxy, low dislocation diffusion techniques, and silicon nitride 
passivation. This produces devices with uitra low gate leakage 
currents below 0.1pA, extremely low noise, tight matching 
characteristics, with linear tracking over temperature guaran- 
teeing a temperature drift nonlinearity (TDN) of +1uV/°C. 


Super beta transistors produce gains of 2500 to 3000 with 
breakdown voltages of 20 to 35 volts. 


Hybrid assembly techniques provide circuits that combine 
the best individual characteristics of FET and bipolar 
chips into operational amplifiers that offer 250 femtoamp 
input currents and 6 volt/usec slew rates. 


Thermal balancing of the chip layout is a primary design 
criteria for all circuits to minimize the effects of power 
dissipation which causes thermal feedback that mismatches 
the critical input stage. 


Stringent in-process control and 100% stress conditioning 
include pre-cap visual chip and bonding inspection, high 
temperature storage, high impact acceleration, and temp- 
erature cycling to eliminate defective units before they 
reach the customer. 


Computerized and fully automatic equipment tests the 
circuits for all guaranteed DC parameters, and combines 
with a user-oriented philosophy to produce such no- 
nonsense criteria as measuring FET op amp gain with the 
offset voltage automatically nulled, and measuring multi- 
plier accuracy in all four quadrants at three temperatures. 


Thus, Analog Devices has uniquely combined the numerous 
design, processing, and manufacturing capabilities necessary 
to produce its broad line of high performance integrated 
circuits. 


PRODUCT PROFILES 

The I.C. product line is divided into eight main groups: FET in- 
put op amps; high accuracy op amps; instrumentation amplifiers; 
fast, wideband op amps; general purpose DC op amps; conver- 
sion components; multiplier/dividers; and dual transistors. These 
groups are si bdivided into more than three dozen product 

series with more than 250 standard variations. 


FET Input Operational Amplifiers 

The AD503, AD506, AD513, AD516, AD523, and AD540 
series all share the common functional characteristic of being 
able to accurately measure low level currents or small voltages 
from high impedance sources where bias current can be a pri- 
mary source of error. Their FET inputs provide fully warmed 
up maximum bias currents as low as 0.25pA (AD523K), with 
offset voltages below 1.0mV (obtained with internal laser 
trimming) (AD506L), gains of 20k to 50k and CMRR’s of 70 
to 80dB. Offset voltage drifts with temperature are guaranteed 
as low as 10uV/°C (AD506L), and vary very little with Vos 
trimming. These amplifiers have a typical small signal band- 
width of 1.0MHz and a settling time to 0.1% of 10usec. 
Higher first stage current levels permit minimum slew rates of 
3.0V/usec for internally compensated devices, and as high as 
50V/usec (AD513) where external compensation is possible. 


High Accuracy Operational Amplifiers 

The AD504 and AD508 series, and the AD301AL and 

AD741 J/K/L/S are specially designed, processed, and tested 
to achieve the highest possible accuracy and stability with both 
temperature and time, and permit error budgets as low as a 
few parts per million at surprisingly low cost. They provide 
gains ranging from 50k to more than 1 million (AD504, 
ADS508), offset voltages as low as 0.5mV, offset voltage 

drifts from 20uV/°C to below 0.5u-V/°C, bias currents from 
200nA to less than 10nA (AD508), offset currents as low as 
1.0nA, and minimum CMRR’s from 80 to 110dB. Typical 
noise is 1.0 to 3.0uV (p-p) in the 0.01Hz to 10Hz bandwidth, 
and the AD504M guarantees maximum 0.6uV (p-p) noise from 
0.1 to 10Hz. An added benefit of the thermally balanced de- 
sign of these amplifiers is their excellent output performance 
of up to +10V minimum into a 1kQ load at +70 C. Although 
these amplifiers are basically 300kHz to 1.0MHz small signal 
bandwidth devices, several are externally compensated, per- 
mitting considerable variation in bandwidth and slew rate. 


Instrumentation Amplifiers 

The AD520 is the first IC instrumentation amplifier. It is 

closed loop gain block with differential inputs and an accurately 
predictable input-to-output gain relationship. The AD520’s per- 
formance is unlike that of conventional IC op amps because of 
an internal feedback design which permits gain adjustment 
from 1 to 1000 by varying the value of a single resistor. High 
Zin is achieved at both inputs and both Zj, and CMRR remain 
high at all gain settings. 


Fast, Wideband Operational Amplifiers 

The AD505, AD507, AD509 and ADS518 operational ampli- 
fiers are specifically designed for applications requiring wide 
bandwidth, high slew rate, fast settling time to high accuracy, 
predictable operation and low cost. Their excellent ac per- 
formance is characterized by small signal bandwidths up to 
35MHz (AD507), slew rates above 120V/usec (AD505), and 
settling times guaranteed below 2usec to 0.01% (AD509K). A 
high level of dc accuracy is maintained with gains above 80k, 


offset voltages below 5.0mV, and input bias currents below 
75nA. Because these amplifiers are optimized for wideband, 

fast settling operation, certain practical stabilization and inter- 
connection techniques are described in their specification sheets 
to insure proper operation and to minimize user experimentation. 


General Purpose DC Operational Amplifiers 

The AD101A, AD108, AD108A, AD502, and AD741 opera- 
tional amplifiers are characterized by good to excellent dc per- 
formance provided by medium gain of 20k to 50k, offset volt- 
ages below 7.5mV, bias and offset currents as low as 0.2nA 
(AD108/108A), and common mode rejection ratios above 
80dB..They typically have a small signal bandwidth of 1.0MHz, 
slew rates of 0.3 to 1.0V/usec, and settling times to 0.1% of 
10usec. Several of them are externally compensated, and their 
ac performance can be significantly improved by applying vari- 
ous compensation schemes. In keeping with their general pur- 
pose applicability, these amplifiers are supplied in a number of 
packages, including the TO-99 metal can, TO-116 ceramic DIL, 
plastic mini-DIP, and TO-91 flat package. 


Multipliers/Dividers 

The AD530, AD531, and AD532 provide Analog with several 
IC multiplier firsts. The AD530 is the industry’s first IC 
multiplier to include the transconductance multiplying ele- 
ment, stable reference, and output amplifier on a single mono- 
lithic chip. The AD531 is the first to provide a variable scale 
factor, and the AD532 is the first internally trimmed mono- 
lithic multiplier. The devices multiply and square in 4 quad- 
rants; divide in 2 quadrants, and square root in one quadrant; 
the AD530 and AD532 with a fixed scale factor of 10, and 
the AD532 with a variable scale factor of kIz in volts. When 
multiplying, the AD530 provides the transfer function 

Vout = Vx * Vy/10, the AD5 32, because of its differential in- 
puts, Vout = (Vx, = Vx>) (Vy, = Vy ,)/10, and the AD531 
Vout = Vx * Vy/Vz with Vz set by an external resistor, or 
varied dynamically by an externally derived reference current. 
Both the AD530 and ADS531 series are specified for max 
multiplying errors (with external trimming) as low as 0.5% at 
+25°C, 1.5% from 0 to +70°C, and 3.0% from -55°C to 
+125°C. The AD532 (requiring no external trimming) is speci- 
fied for errors below 1% at +25°C, and 4% from -55 C 

to +125°C. 


Conversion Components 

Analog’s IC conversion components, which are used in our own 
modular D/A and A/D converters, provide the user with a do- 
it-yourself kit for the construction of very small and reliable 
D/A and A/D converters, which provide extremely high accu- 
racy and resolution over the military temperature range. The 
components include integrated circuit switches and associated 
thin-film resistor networks which form the heart of D/A and 
A/D converters having 8-to-12-bit accuracy. 


Four basic series are available: the AD550 and AD551 quad 
switches and the AD552 quint switch use current switching 


LINEAR IC’s 149 


techniques, and are recommended where speed and accuracy 
requirements are paramount; the AD555 quad voltage switch 
is optimized for applications where both digital and analog 
signals vary, such as digital-to-synchro conversion or multi- 
plying DAC applications. 

Compatible thin-film resistor networks for binary current 
summing are also available: the AD850 (12-bit resolution), 
and the AD852/85 3 (8 bits/4 bits) set for use with the AD550, 
AD551 and AD552; the AD855 is a 12-bit R/2R network for 
voltage switching, and is used with the AD555. 


Monolithic Dual Transistors 

A complete line of low cost dual monolithic NPN and PNP 
transistors is available with excellent matching characteristics 
(0.5mV max) and exceptional high current gain (500). 


Also available is an exclusive line of super beta transistors 
(beta’s of 1000 to 3000) with outstanding breakdown voltages 
of 20 to 35 volts. These combined specs are nowhere else 
available! 


To aid the circuit designer, Analog Devices developed a dual 
monolithic NPN transistor especially suited for logarithmic 
converters and computational circuits. This transistor, the 
AD818, is also unique with its extremely low voltage noise 
specification and low collector saturation voltage. 


Dual Monolithic TRAK-FET’s 

The AD820, AD840, AD5906 and AD3954 Series are the result 
of recent breakthroughs in monolithic junction FET processes. 
The use of proprietary deposited diffusion techniques 

provide gate diffusion uniformities unattainable from 
standard gas diffusion sources. The inherent advantages of 

the TRAK-FET’s are exhibited in low gate leakage, excellent 
drift linearity with temperature and tight G¢, and Yg, matching. 


Unique characteristics are displayed by the AD830 Series 
where the gate leakage current is extremely low, 0.1pA max, 
while the AD840 Series show outstanding low noise speci- 
fications, 15nV/\/Hz max at 10Hz. 


MIL STANDARD 883 

Analog Devices manufactures its modular, converter, and 
integrated circuit products to standards of quality that 
meet and consistently exceed our customers’ requirements 
for high reliability applications in military, aerospace, 
instrumentation, and industrial systems. Because of their 
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hermetically sealed packages, low component count, and 
minimum number of interconnections, integrated circuits 
offer the highest inherent reliability to the user. We 
optimize this reliability by adherence to exact manufac- 
turing control, and to the processing and inspection require- 
ments of MIL-STD-883, a government processing, testing, 
and inspection standard that defines the following levels of 
screening for integrated circuits. 


1. Class A — ‘‘Devices intended for use where mainten- 
ance and replacement are extremely difficult or 
impossible and reliability is imperative.” 

2. Class B — “Devices intended for use where maintenance 
and replacement can be performed, but are difficult and 
expensive, and where reliability is vital.” 


3. Class C — “‘Devices intended for use where maintenance 
and replacement can be readily accomplished and down- 
time is not a critical factor.” 


Further guidance is provided: 


“Since it is not possible to prescribe an absolute level of 
quality or reliability which would result from a particular 
screening level or to make a precise value judgment on the 
cost of a failure in an anticipated application, three levels 
have been arbitrarily chosen. The method provides 
flexibility on the choice of conditions and stress levels to 
allow the screens to be further tailored to a particular 
source, product or application based on user experience. 
The user is cautioned to collect experience data so that a 
legitimate value judgment can be made with regard to 
specification of screening levels. Selection of a level better 
than that required for the specific product and application 
will, of course, result in unnecessary expense and a level 
less than that required will result in an unwarranted risk 
that reliability and other requirements will not be met. 

In the absence of specific experience data, the Class B 
screening level is recommended for military applications.” 


Where particularly specified by the user, Analog Devices 
will supply its integrated circuits screened to Class A, B 
or C of MIL-STD-883 Method 5004. Standard high- 
reliability products, denoted by a /883 suffix on the 

part number (e.g., AD530S/883), are screened to Level B. 


HIGH ACCURACY FET- INPUT OP AMP 


PIN CONFIGURATION 
Top View 
NC 


OFFSET NULL (1) 


INVERTING INPUT (2) 


NON-INVERTING INPUT 


OUTPUT 


‘a # NULL 
@) 
V- 


TO-99 


GENERAL DESCRIPTION 


The AD506J, AD506K, 


AD506L and AD506S are high accu- 


racy FET-input op amps which combine the low current char- 
acteristics typical of FET amplifiers with the low initial offset 
voltage and offset voltage stability of bipolar amplifiers. Active 
laser trimming and close matching of circuit elements provide 
maximum warmed-up offset voltage below 1.0mV, maximum 
offset voltage drift of 10uV/°C, and warmed-up bias current 


AD506 


below 5pA max. Other excellent characteristics include open 
loop gain above 75,000 and minimum CMRR of 80dB. 
User-oriented circuit design and testing philosophy insure that 
full advantage can be taken of the high performance specifica- 
tions of the AD506. Offset voltage nulling is accomplished 
without affecting the operating current of the FET’s and re- 
sults in small changes in temperature drift characteristics. For 
example, the drift induced by nulling the AD506 is only 
+0.8uV/°C per millivolt of nulled offset voltage. Further, the 
AD506 is guaranteed to meet its maximum Ip and Vog specs 
after full device warm-up caused by self-heating of the chip due 
to internal power dissipation. The bias current is specified as a 
maximum at each input, not as the average of the two inputs. 
Finally, gain is measured with the offset voltage nulled. Nulling 
a FET-input op amp can cause the gain to decrease below its 
specified limit. The minimum gain of the AD506 is guaranteed 
with Vos both nulled and unnulled. All models are supplied in 


the TO-99 metal can package. The AD506J, K and L are speci- 


fied for operation from 0 to +70°C; the AD506S from 
to +125°C. 


-55'C 


ELECTRICAL SPECIFICATIONS (Typical at +25°C and +15VDC, unless otherwise noted) 


Parameter ADS506J ADS506K ADS06L ADS506S 
Open Loop Gain (Note 1) 
Vout =+10V, Ry >2k2 20,000 min 50,000 min 75,000 min 50,000 min 
Ta = min to max 15,000 min 40,000 min 50,000 min 25,000 min 
Output Characteristics 
Voltage @ Ry, = 2k, Ta = min to max +10V min * = = 
@ R, = 10kQ, Ta = min to max +12V min * 5 * 
Load Capacitance (Note 2) 1000pF i = = 
Short Circuit Current 25mA a bs = 
Frequency Response 
Unity Gain, Small Signal 1.0MHz * = = 
Full Power Response 100kHz - = ¥ 
Slew Rate, Unity Gain 3.0V/usec min - be * 
Settling Time, Unity Gain 10usec bs . od 
Input Offset Voltage (Note 3) 3.5mV max 1.5mV max 1.0mV max 1.5mV max 
vs. Temperature, Ta = min to max 75uVP°C max 25uv/°C max 10uV/°C max 50uVv/°C max 
vs. Supply, Ta = min to max 200uV/V max 100unV/V max 100u'V/V max 100uV/V max 
Input Bias Current 
Either Input (Note 4) 15pA max 10pA max SpA max 10pA max 
Input Impedance 
Differential 10'' Q\|2pF a : . 
Common Mode 10'?Q\|2pF * : * 
Input Noise 
Voltage, 0.1Hz to 10Hz 15uV(p-p) = * a 
f = 10Hz 280nV/v/ Hz “ © i 
f = 100Hz 70nV/V/ Hz . * . 
f = 1kHz 25nV/V/Hz : : . 
Input Voltage Range 
Differential t4V © * * 
Common Mode, Ta = min to max +10V min * * 
Common Mode Rejection, Vin =+10V 70dB min 80dB min 80dB min 80dB min 
Power Supply 
Rated Performance £15V - - * 
Operating +(5 to 18)V = +(5 to 22)V 
Quiescent Current 7mA max “ bi = 
Temperature 
Operating, Rated Performance Oto +70°C . * * -55°C to +125°C 
Storage 65 Cto +150 C of by 
Price (1-24) $13.00 $15.50 $24.00 $26.50 
(25-99) $11.00 $12.80 $19.20 $21.80 
(100-999) $9.50 $11.00 $16.00 $17.60 


1.Open Loop Gain is specified with VQg both nulled and unnulled. 
2.A conservative design would not exceed 750pF of load capacitance. 
3.Input offset voltage specifications are guaranteed after 5 minutes of 


operation at Ta = +25°C. 


4.Bias current specifications are guaranteed after 5 
minutes of operation at Ta =+25°C. For higher 
temperatures, the current doubles every +10°C. 

*Specifications same as for AD506J. 
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HIGH SPEED FET-INPUT OP AMPS 
AD513, AD5I6 


GENERAL DESCRIPTION 

The AD513 and AD516 high speed FET op amps combine 
high DC accuracy with excellent dynamic response by utilizing 
the flexibility of external compensation. With simple lag com- COMPENSATION 
pensation, the AD513 and ADS516 achieve slew rate of TYPICAL COMPENSATING 
20V/usec, and gain bandwidth of 1MHz at unity gain and SCHEMES lala 
10MHz for gains greater than 100. With feedforward compen- és — 
sation a slew rate of 50V/usec and gain bandwidth of 30MHz 

can be achieved. High accuracy DC specifications indude max 
bias current as low as 20pA, a minimum gain of 50,000, and 


PIN CONFIGURATION 
Top View 


+INPUT 


CMRR of 80dB. vite Ae 

: : Offset Nulling 
The AD513 is suggested for all general purpose FET input am- Gdrene 
plifier requirements where low cost and frequency response 7” 
flexibility are of prime importance. The AD516, with specifi- +—WM—o 


cations otherwise similar'to the AD513, offers significant im- ie te | 
provement in offset voltage by supplementing the AD513 
configuration with internal laser trimming of thin film re- 
sistors to provide typical offset voltages below 1mV. 


< 


The devices are also fully short circuit protected and can be Gain (nv) 
externally offset voltage nulled. All the circuits are supplied in 
the TO-99 package in the same pin configuration as the 
AD101A and AD108/108A. The AD513J/AD516J and 
AD513K/AD516K are specified for 0 to +70°C temperature 
range operation; the AD513S/AD516S for operation from 
-55 C to +125°C. 


ELECTRICAL SPECIFICATIONS (Typical @ +25°C and +15VDC unless otherwise specified.) 


Parameter ADS13J/ADS16J ADS513K/AD516K ADS513S/AD516S 

Open Loop Gain (Note 1) 

Vout = t10V, Ry 2 2kQ 20,000 min 50,000 min 50,000 min 
Ta = min to max 15,000 min 40,000 min 40,000 min 

Output Characteristics 

Voltage at Ry = 2kQ, T, = min to max +10V min * a 

at Ry = 10kQ2,T, = minto max +12V min a * 
Load Capacitance, Unity Gain (Note 2) 1000pF * # 
Short Circuit Current 25mA . € 

Frequency Response 
Unity Gain, Small Signal (Feedforward) IMHz - * 

Slew Rate, Unity Gain (Feedforward) 50V/usec . * 

Input Offset Voltage (Note 3) 50mV max/3.5mV max 20mV max/1.5mV max 20mV max/1.5mV max 
vs Temperature, T,4 = min to max 75uV/°C max 25uV/°C max 50uV/'C max 
vs Supply, Ta = min to max 300UV/V max 200UV/V max 200KV/V max 

Input Bias Current 
Either Input (Note 4) 30pA max 2UpA max 20pA max 

Input Impedance 
Differential 10'' Q)|2pF * * 
Common Mode 10' "Q1l2pF * * 

Input Noise 
Voltage, 0.1Hz to 10Hz 15uV (p-p) é * 

5Hz to SOkHz Suv (rms) * * 
f = 1kHz (spot noise) 25nV/V Hz ° * 

Input Voltage Range 
Differential t2V5 Ms 4 
Common Mode, T, = min to max +10V min : S 
Common Mode Rejection, Vip =*10V 70dB min 2 52 

Power Supply 
Rated Performance t15V id es 
Operating +(5 to 18)V 3 2 
Quiescent Current 7mA max * m 

Temperature 
Operating, Rated Performance 0 to +70°C % -55'Cto +125°C 
Storage -65 Cto +150 C * * 

Price 
(1-24) $11.00/$13.00 $13.50/$15.50 $21.00/$26.50 
(25-99) $9.00/$ 11.00 $10.80/$12.80 $16.80/$21.80 
(100-999) $7.50/$89.50 $9.00/$11.00 $14.00/$17.60 

NOTES: 

1. Open Loop Gain is specified with Vg, both nulled and unnulled. *Specifications same as for AD513)J. 


2. A conservative design would not exceed SOOpF of load capacitance. 
3. Input Offset Voltage specifications are guaranteed after 5 minutes of operation at Ta = +25°C. 
4. Bias Current specifications are guaranteed after 5 minutes of operation at Ta = +25°C. For 


higher temperatures, the current doubles every +10°C. 
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LOW COST FET-INPUT OP AMP 


GENERAL DESCRIPTION 

The AD503 and AD540 IC FET-input op amps provide med- 
ium to high performance at low cost for all general purpose ap- 
plications where the measurement of low-level currents, or 
small voltages from high impedance sources is a primary re- 
quirement. Despite their low cost, both models offer such 
benefits as bias current (maximum for either input) and offset 
voltage specified under fully warmed-up conditions, minimum 
gain guaranteed with the offset voltage both nulled and un- 
nulled, and minimal variation in offset voltage drift with null- 
ing. The AD503 series provides higher accuracy with maximum 
bias currents below 10pA, maximum offset voltage of less than 
20mV, maximum offset voltage drift below 25uV/°C. and 
minimum CMRR above 80dB. At a lower price, the AD540 has 
only slightly reduced accuracy, and provides the additional 
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PIN CONFIGURATION 
Top View 
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TO-99 Ao 
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OL 
benefit of a differential input voltage range of +20V. Both cir- 
cuits have excellent dynamic performance, with typical slew 


rates of 6V/usec, and are supplied in the TO-99 package for 
operation from 0 to +70°C and -55°C to +125°C. 


ELECTRICAL SPECIFICATIONS (Typical at +25°C and +15VDC, unless otherwise noted) 


PARAMETER AD503J ADS503K AD503S AD540. 
Open Loop Gain (Note 1) 
Vour = £10V, Ry, > 2kQ 20,000 min 50,000 min 50,000 min 20,000 min: 
Ta = min to max 15,000 min 40,000 min 25,000 min 15,000 min 
Output Characteristics 
Voltage @ Ry, = 2kQ, Ta = min to max +10V min * : : 
@ Ry = 10k2, Ta = min to max +12V min * i ‘a 
Load Capacitance 750pF = : = 
Short Circuit Current 25mA is . + 
Frequency Response 
Unity Gain, Small Signal 1.0MHz . is , 
Full Power Response 100kHz 63 sf = 
Slew Rate, Unity Gain 3.0V/usec min ¥ = 6.0V/usec 
Settling Time, Unity Gain (to 0.1%) 10sec = * é 
Input Offset Voltage (Note 2) 50mV max 20mV max 20mV max 5OmV max 
vs Temperature, Tq = min to max 75uv/°C max 25uV/°C max 50uv/°C max 75uV/°C max 
vs Supply, Ta = min to max 400”"V/V max 200uUV/V max 200UV/V max 400uUV/V max 
Input Bias Current 
Either Input (Note 3) 15pA max 10pA max 10pA max SOpA max 
Input Impedance 
Differential 10''Q||2pF * * 
Common Mode 10!?Q\|2pF bi ss 
Input Noise 
Voltage, 0.1Hz to 10Hz 15uV (p-p) * i 
5Hz to 50kHz 5.0uV (rms) = * 
f = 1kHz (spot noise) 30.0nV//Hz * * 
Input Voltage Range 
Differential +3.0V * i +20V 
Common Mode, Ta = min to max +10V min ba = * 
Common Mode Rejection, Vi, = +10V 70dB min 80dB min 80dB min 70dB min 
Power Supply 
Rated Performance +15V * . re 
Operating +(5 to 18)V : +(5 to 22)V +(5 to 18)V 
Quiescent Current 7mA max * = 7 
Temperature ° 
Operating, Rated Performance 0 to +70°C = -55°C to +125°C Oto +70 C 
Storage -65 °C to +150°C . . : 
Price 
(1-24) $14.80 $21.00 $27.00 $6.45 
(25-99) $12.00 $16.80 $21.50 $5.70 
(100-999) $9.90 $14.00 $18.00 $4.90 
NOTES: 


1. Open Loop Gain is specified with Vog both nulled and unnulled. 


2. Input offset specs are guaranteed after 5 minutes of operation at Ta = +25°C. 
3. Bias current specs are guaranteed after 5 minutes of operation at Ta = +25°C. 
*Specifications same as for AD503J. 


For higher temperatures, the current doubles every +10°C. 
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ELECTROMETER FET-INPUT OP AMPS 
AD523 


PIN CONFIGURATION 


GENERAL DESCRIPTION Top View 

The AD523J, AD523K, and 523L are internally com- GUARD PIN 
pensated FET input IC operational amplifiers that feature los 
sub-picoamp bias current performance, low drift, high ORESETMULL vs 


(1) 


common mode rejection, and high gain. Maximum bias 
currents as low as 0.25pA under warmed-up operating : 

conditions are achieved by combining matched small mineur ( apna 
geometry FET chips with a specially designed monolithic 
chip within a low leakage TO-99 package. The package 


NON-INVERTING | ) 5) OFFSET NULL 


is manufactured with high resistivity glass insulation and is ~@ 

a guard pin connected to the can to minimize surface v 

leakage currents, power supply induced input noise, and SEER Oke OnE NULe 
capacitive pickup. The AD523 is fully short circuit © © 
protected and offset voltage nullable, and offers maxi- - v 


mum voltage drift of 30uV/°C, minimum CMRR of 80dB, 

and minimum gain of 40,000 V/V. The AD523J, K, and L TO-99 
are specified for operation over the 0°C to +70°C 

temperature range. 


ELECTRICAL CHARACTERISTICS (Typical @ +2 5°C and +15VDC, unless otherwise noted) 


ee a eee eer ee AD523L 
Open Loop Gain 
Vos 20, Ry = 2kQ 20,000 min (50,000 typ) 40,000 min (75,000 typ) 40,000 min (75,000 typ) 
@Ta =0to +70°C 15,000 min 25,000 min 25,000 min 
Output Characteristics 
Voltage @ Ry, = 2kQ, Ta = 0to +70°C +10V min (#12V typ) * * 
Current, Ta =0 to +70 C +5mA min “3 = 
Load Capacitance 1000pF 5 s 
Short Circuit Current 25mA : . 
Frequency Response 
Unity Gain, Small Signal S00kKHz . < 
Full Power Response 5OkHz * a 
___ Slew Rate, Unity Gain 3V/usec min (5V/usec typ) = = 
Input Offset Voltage 
Initial 50mV max (25mV typ) 20mV max (10mvV typ) 20mV max (10mV typ) 
vs. Temp Ta =0 to +70°C 90uV/°C max (25uV/C typ) 30uV/°C max (15uV/°C typ) 60uV/°C max (25uV/°C typ) 
vs. Supply 200uUV/V max 100”nV/V max 100uUV/V max 
Input Bias Current 
Initial, each input, Vagigf <+V (Note 1) -1.0pA max (-0.4pA typ) ~O0.5pA max (+).2pA typ) -~0.25pA max (~+0.1pA typ) 
Input Impedance 
Differential 10'? ||3pF - . 
Common Mode 10'*||3pF * id 
Input Noise 
Voltage, 0.01 to 1Hz 20KV p-p # . 
5Hz to 50kHz 15uV rms . - 
Input Voltage Range 
Differential, max safe +10V a = 
Common Mode Rejection @ +8V 
____ Ta = Oto +70°C 70dB min (80dB typ) 80dB min (90dB typ) 80dB min (90dB typ) _ 
Power Supply 
Rated Performance +15V * * 
Operating +(5 to 18)V ig * 
Current, quiescent +7.0mA max (+5.0mA typ) = id 
Temperature Range : 
Rated Performance 0 to +70°C ‘ * 
Operating -55°C to +125°C - : 
Storage -65°C to +150°C = * 
Prices (1-24) $21.00 $25.00 $28.00 
(25-99) 16.50 20.00 22.50 
(100-999) 14.00 16.75 18.75 


NOTE 1: Bias Current specification guaranteed after 5 minutes of operation at T, = +25°C. (For higher ambient temperatures, the current 
doubles every +10°C.) 


*Specifications same as AD523]. 


154 LINEAR IC’s 


FET-INPUT GENERAL PURPOSE OP AMPS 
PIN CONFIGURATIONS AD50I, ADM50I, ADP50I 


Bottom View 


+15V —15V 


OUT 


GENERAL DESCRIPTION 
The Analog Devices Model AD501 is a microcircuit FET 
input operational amplifier that is supplied in the industry- 
ADMS501 standard axial-lead and plug-in molded packages, and in the 
j hermetically sealed TO-8 type of package. The AD501 
features offset voltages of less than 1mV, offset voltage 
: 3 > drifts below 25uV/°C and bias currents of less than 5pA. 
I The circuits are manufactured with strictly controlled 
hybrid assembly techniques, which have proven their 


PIN 1: INVERTING INPUT 
PIN 2: NON-INVERTING INPUT 


PIN 3: +15VDC 
PIN 4: —15VDC high reliability and fault-free performance through three 
PIN 5: OUTPUT gas : : 
- = years of system usage. The AD501 is supplied in the 
7 ‘i end-lead mini-package; the ADP501 in the bottom-lead 
° BOTTOM View BOTTOM ViEW mini-package; and the ADM501 in the TO-8-type 
ADS501 ADP501 package. 


ELECTRICAL CHARACTERISTICS (Vg = +15V, Ta = +25°C,* unless otherwise noted) 


Parameter Conditions 501A 501B 501C Units 
P501A P501B P501C 
MS501A M501B M501C 
Initial Input Offset Voltage Rg S 100k 2.0 1.0 1.0 mV 
(max) 
Average Temp Coef of Input T, =-25 Cte 75 25 25 uV/°C 
Offset Voltage (max) +85°C 
Initial Input Bias Current 25 10 5.0 pA 
(max)** (10pA M501) 
Average Temp Coef of Input Ta = 25°C 25 1.0 0.5 pA/°c 
Bias Current (typ)** (1pA/ C M501) 
ALL DEVICES 
Parameter Conditions MIN TYP MAX Units 
Large Signal Voltage Gain Ry 2 2kQ 25,000 100,000 V/V 
Vo = +10V 
Input Resistance Differential 10"* Q 
Common Mode 10"? Q 
Input Capacitance 4 pF 
Input Noise Voltage (rms) 5Hz to 50kHz 6 UV 
Input Voltage Range +10 £12 Vv 
Common Mode Rejection Vin = $5V 80 dB 
Supply Voltage Rejection 50 LV/% 
Output Voltage Swing Ry 2 10kQ +12 +14 Vv 
Ry > 2kQ +10 +13 V 
Output Short Circuit Current 25 mA 
Supply Current 9 mA 
Slew Rate 3 5) V/us 
Unity Gain Bandwidth 4 MHz 
Full Power Response R, 2 2kQ, 70 kHz 
Vo 2 10V 
Price (1—9) 501 30.00 35.00 40.00 $ 
P501 30.00 35.00 40.00 $ 
M501 35.00 40.00 45.00 $ 


“Typical Junction Temperature (Tj) is 10°C above Ambient Temperature (T,) after 15 minutes warm-up at Vg = +15V. 
*Doubles every 10°C. 
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FET-INPUT GENERAL PURPOSE OP AMPS 


AD5II, ADPSII 


GENERAL DESCRIPTION 

The Analog Devices AD511 and ADP511 series of FET- 
input operational amplifiers are low cost pin-for-pin 
replacements for the 501 and P501, 20-008 and 20-108, 
C-118 and 140801 FET op amps. They feature offset 
voltages of less than 1mV, offset voltage drifts below 
25uV/°C, and bias currents of less than 5pA. The AD511 
and ADP511 series are manufactured by combining 
separate specially designed monolithic bipolar amplifier 
and FET chips on a laser-trimmed thick-film substrate. 
This technique provides extremely high performance 

and reliability at a significant reduction in assembly 

cost — making possible a low selling price. The circuits 
are available in A, B and C specification variations for 


PIN CONFIGURATIONS 


PIN 1: INVERTING INPUT 

PIN 2: NON-INVERTING INPUT 
PIN 3: +15VDC 

PIN 4: -~15VDC 

PIN 5: OUTPUT 


— ‘ee 

a 2 

2s = — ¥ 12 

? BOTTOM VIEW BOTTOM VIEW 
AD511 ADP511 


operation over the -25°C to +85°C temperature range 
The ADS511 is supplied in the end-lead mini-package; 
the ADP511 in the bottom-lead mini-package. 


ELECTRICAL CHARACTERISTICS (Vg = +15V, Ta = 25°C; unless otherwise noted) 


Parameter 


Initial Input Offset Voltage 
(max) 

Average Temp Coef of Input 
Offset Voltage (max) 

Initial Input Bias Current 
(max)** 

Average Temp Coef of Input 


Bias Current (typ)** 


Parameter 
Large Signal Voltage Gain 


Input Resistance 


Input Capacitance 

Input Noise Voltage (rms) 

Input Voltage Range 

Common Mode Rejection 
Ratio 

Supply Voltage Rejection 
Ratio 

Output Voltage Swing 


Output Resistance 

Output Short Circuit Current 
Supply Current 

Slew Rate 

Unity Gain Bandwidth 

Full Power Response 


Transient Response 
Rise Time 
Overshoot 
Overload Recovery 

Price (1—9) 


Conditions 511A 511B 511C Units 
P511A P511B P511C 
Rg <100kQ 3.5 1.5 1.0 mV 
Ta ="25°C to 75 25 25 uv/°C 
+85°C 
25 10 5.0 pA 
T, =29°C 2.5 1.0 0.5 pa/°c 
ALL DEVICES 
Conditions MIN TYP MAX Units 
Ry > 2k 25,000 100,000 V/V 
Vo = +10V 
Differential 10" Q 
Common Mode 10}? Q 
2 pF 
4Hz to 10kHz 7 UV 
+10 +12 Vv 
70 86 dB 
100 V/V 
R, > 10kQ +12 +14 Vv 
Ry > 2k2 +10 +13 Vv 
75 Q 
25 mA 
7 mA 
3 5 V/us 
1 MHz 
Ry > 2kQ, 70 kHz 
Vo 2 10V 
R, > 2kQ, 
C; <100pF 300 ns 
5 % 
6 Us 
20.00 24.00 29.00 $ 
18.00 21.00 26.00 


*Typical Junction Temperature (Tj) is 10 C above Ambient Temperature (Ta) 
after 15 minutes warm-up at Vg= +15V 


** Doubles every 10°C 
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LOW DRIFT, LOW NOISE OP AMP 
PIN CONFIGURATION AD504 


GENERAL DESCRIPTION iy os 


The AD504J, AD504K, ADS504L, and AD504M are moderately orrser 
priced operational amplifiers which combine ultra-low drift ali 
and noise and extremely high gain with the frequency response / 

and slew rate of general purpose I.C. op amps. A new double INVERTING] 
integrator circuit concept combined with a precise thermally- 
balanced layout achieves maximum nulled offset drift below 
0.5uV/°C, max input noise voltage of 0.6uV (p-p), and mini- yon 
mum gain of 10°. Unity gain small signal bandwidth is 300kHz sic 
and the slew rate is 1.2V/usec at a gain of 10. The amplifier is TO-99 

externally compensated for unity gain with a single 390pF ca- 

pacitor; no compensation is required for gains above 500. The _ tected from short circuits to ground and/or either supply volt- 
AD504 has fully protected inputs, which permit differential in- age, and is capable of driving 1000pF of load capacitance. All 
put voltages of up to Vg without voltage gain or bias current models are specified for operation over the 0 to +70°C temper- 
degradation due to reverse breakdown. The output is also pro- ature range, and are supplied in the TO-99 can package. 
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ELECTRICAL SPECIFICATIONS (Typical @ +25°C and +15VDC, unless otherwise noted) 


MODEL ADS504J AD504K AD504L AD504M 
OPEN LOOP GAIN 
Vos = £10V, Ry >2kQ 250,000 min 500,000 min 10° min 10° min 
@T,a =0°C 0 +70°C 125,000 min 250,000 min 500,000 min 500,000 min 


OUTPUT CHARACTERISTICS 


Voltage @ Ry > 2kQ, Ta = 0°C to +70°C:-+10V min (#13V typ) . Mi 
Load Capacitance 1000pF - = = 
Output Current 10mA min i s =i 
Short Circuit Current 25mA = * 3 
FREQUENCY RESPONSE 
Unity Gain, Small Signal, C, = 390pF 300kHz = * ss 
Full Power Response, Cc = 390pF 1,5kHz ? : : 
Slew Rate, Unity Gain, Cc. = 390pF 0.12V/psec = * 
INPUT OFFSET VOLTAGE 
Initial Offset, Rg < 10kQ 2.5mV max 1.5mV max 0.5mV max 0.5mV max 
vs. Temp., TA = 0°C to +70°C, Vos nulled = 5.0¢V/°C max 3.0uV/°C max 1.0nV/°C max 0.5uV/°C max 
Ta = 0°C to +70°C, : : 5 : 
Vos unnulled (Note 1) 10uV/ C max 5.0uV/ Cmax 2.0uV/ Cmax 1.0uV/ C max 
vs. Supply 25uV/V max 15uV/V max 10uV/V max 10uV/V max 
@ Ta = 0°C to +70°C 40uV/V 25uV/V max 15uV/V max 15uV/V max 
vs. Time 20uV/mo 15uV/mo 10uV/mo 10”uV/mo 
INPUT OFFSET CURRENT 
@ Ta = +25°C 40nA max 15nA max 10nA max 10nA max 
INPUT BIAS CURRENT 
Initial 200nA max 100nA max 80nA max 80nA max 
@ Ta = 0°C to +70°C 300nA max 150nA max 100nA max 100nA max 
vs. Temp., TA = 0°C to +70°C 300pA/°C 250pA/°C 200pA/°C 200pA/°C 
INPUT IMPEDANCE 
Differential 0.5MQ 1.0MQ 1.3MQ 1.3MQ 
Common Mode 100MQ||4pF + * bd 
INPUT NOISE 
Voltage, 0.1Hz to 10Hz 1.0uV (p-p) * * 0.6uV (p-p) max 
f = 100Hz 10nV/\/ Hz (rms) x ad 10nV/s/ Hz (rms) max 
f = 1kHz 8nV/V/ Hz (rms) - - 9nV/s/ Hz (rms) max 
Current, f = 10Hz 1.0pA/V/ Hz (rms) 5 * 1.3pA/A/Hz (rms) max 
f = 100Hz 0.6pA// Hz (rms) * . 0.6pA// Hz (rms) max 
f = 1kHz 0.5pA/V/ Hz (rms) * * 0.3pA/V/ Hz (rms) max 
INPUT VOLTAGE RANGE 
Differential or Common Mode, max safe tVs 4 = 3 
Common Mode Rejection, Vin = +10V 94dB min 100dB min 110dB min 110dB min 
POWER SUPPLY 
Rated Performance t15V 5 % ? 
Operating +(5 to 18)V . ° a 
Current, Quiescent +4.0mA max +3.0mA max +3.0mA max +3.0mA max 
TEMPERATURE RANGE 
Operating, Rated Performance o to +70°C | i * 
Storage -65 Cto +150 C = ie 
PRICE 
(1-24) $11.20 $19.80 : $28.00 $30.00 
(25-99) 9.55 16.80 +: 21.80 23.80 
(100—999) 8.40 15.30 20.40 22.00 
NOTES: 


' This parameter is not 100% tested. Typically, 90% of the units meet this limit. 
*Specifications same as for AD504J. 
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new products: 3O1AL, 741)3/S 


LOWEST COST HIGH ACCURACY OP AMPS 


AD30IAL, AD741J/K/L/S 


GENERAL DESCRIPTION 


The AD301AL and AD741J/K/L/S op amps provide the user 
with the highest possible performance achieved by the two 
most popular IC op amp series, combined with the lowest pos- 


sible cost. Their performance approaches that of precision am- 
plifiers, and offers the user the additional advantage of using 


op amps with which he is already familiar. 


The AD301AL offers a 30% improvement in accuracy over 
the AD201A by reducing errors due to offset voltage (0.5mV 
max), offset voltage drift (5 Ouvi?c max), bias current (30nA 
max), offset current (5nA max), voltage gain (80,000 min), 


PSRR (90dB min), and CMRR (90dB min). 
The AD741J, AD741K, and AD741L substantially increase 


overall accuracy over the standard AD741C by providing max- 
imum limits on voltage drift, and significantly reducing errors 
due to offset voltage, bias and offset currents, gain, PSRR and 


CMRR. Similarly, the AD741S provides considerably impro' 
performance over the AD741 for wide temperature range ap 


plications. Results of a typical error analysis indicate a facto 


molded minidip DIL packages. 


of 8 improvement in accuracy of the AD741L, a factor of 5 
using the AD741K, and a factor of 2.5 using the AD741J. T 
AD741S achieves a 3.5 times improvement over the AD741. 


All models are supplied in both the TO-99 metal can and 


AD301AL pin configurations same as standard AD101A seri 
(See page 169.) AD741 J/K/L/S pin configurations same as 
standard AD741. (See page 169.) 


SPECIFICATIONS (Typical @ +25 °Cand +15VDC, unless otherwise specified) 


Model 


Open Loop Gain 
Vo = t10V, Ry 22kQ 
T min /max 
Output Characteristics 
Voltage, Ry 210kQ, Tyin/max 
Ry 2 2kQ, Tmin/max 
Short Circuit Curren 
Frequency Response 
Small Sig., A= 1, Cc = 30pF 
Feedforward 
Fp, Cc = 30pF 
Feedforward 
Slew Rate A = 1, Cc = 30pF 
Feedforward 
Input Offset Voltage 
Initial, Rg <SO0kQ 
vs. Temperature, Tmin/max 
vs. Supply 
@ Ta =0t0 +70°C 
Input Offset Current 
Initial 
@ Tmin/max 
vs. Temperature, Tin/max 


Input Bias Current 
Initial 
@ Tmin/max 

Input Voltage Noise 
f = 10Hz 
f = 100Hz 
f = 1kHz 

Input Impedance 

Input Voltage Range 
Diff. or CM, max safe 
Common Mode Rejection Ratio 
@ Tmin/max 

Power Supply 
Rated Performance 
Operating 


Quiescent Current 


Temperature Range 
Operating, Rated Performance 
Storage 


Price 
(1-24) 
(25-99) 
(100-999) 


AD301AL 


80,000 min 
40,000 min 


+12V min 
+10V min 
25mA 


1MHz 
10MHz 
6kHz 
150kHz 
0.25V/usec 
9V/psec 


0.5mV max 

suv/°C max 
90dB min 
80dB min 


5nA max 
10nA max 
0.1nA/°C max 


30nA max 
45nA max 


35nV// Hz 
28nV// Hz 
22nV// Hz 
1.5MQ min 


tVs, Vs <15V 
90dB min 
80dB min 


t15V 
+18V 
3mA max 


0-0 +70°C 
-65°C to +150°C 


$6.00 
$4.80 
$4.50 


Model 


Open Loop Gain 
Ry, = 1kQ, Vo = t10V 
Ry, = 2kQ, Vo = +10V 
Over Temp Range, Tmin/max> 
same loads as above 
Output Characteristics 
Voltage @ Ry = 1kQ, Tmin/max 
Voltage @ Ry = 2kQ, Tmin/max 
Short Circuit Current 
Frequency Response 
Unity Gain, Small Signal 
Full Power Response 
Slew Rate, Unity Gain 


Input Offset Voltage 
Initial, Rg <10kQ 
T min/max 
Avg vs Temperature (untrim.) 
vs Supply, Tmin/max 
Input Offset Current 
Initial 
Tmin/max 
Avg vs Temperature 
Input Bias Current 
Initial 
Tmin/max 
Avg vs Temperature 
Input Impedance 
Differential 
Input Voltage Kange (Note 1) 
Differential, max safe 
Common Mode, max safe 
Common Mode Rejection 


Tmin/max 


Power Supply 
Rated Performance 
Operating 
Current, Quiescent 
Temperature Range 
Operating, Rated Performance 
Storage 


Price 
(1-24) 
(25-99) 
(100-999) 


AD741J 


50,000 min 


25,000 min 
+10V min 
mA 


1MHz 
10kHz 
0.5 V/usec 


3mV max 

4mV max 
20nV/°C max 
100uV/V max 


50nA max 
100nA max 
0.1nA/°C 


200nA max 
400nA max 
0.6nA/?C 


I1MQ. 


+30V 
+15V 


80dB min 


+15V 
+(5 to 18)V 
.3mA max 


0 to +70°C 
-65°C to +150°C 


$1.85 
$1.50 
$1.25 


AD741K 


50,000 min 


2mV max 

3mV max 
15uv/°C max 
15uV/V max 


10nA max 
15nA max 
0.2nA/°C max 


AD741L 


50,000 min 


* 


+10V min 
* 


0.SmV max 

1lmV max 
suv/°c max 
15uV/V max 


5nA max 
i0nA max 
0.1nA/°C max 


75nA max 50nA max 
120nA, max 100nA max 
1.5nA/ C max 1nA/°C max 
2MQ. 2MQ 

* * 

* * 
90dB min 90dB min 
* * 
+(5 to 22)V +(5 to 22)V 
2.8mA max 2.8mA max 
* * 

* * 
$3.40 $9.00 
$2.70 $7.20 
$2.25 $6.00 


Note 1: For supply voltages less than +15V, the absolute maximum input voltage is equal to the supply voltage. 


*Specifications same as AD741J. 


AD741S 


2mV max 


15uV/°C max 
* 


10nA max 
25nA max 
0.25nA/°C ma: 


75nA max 
250nA max 
2nA/ C max 


2MQ 


+(5 to 22)V 
8mA max 


-55°C to +125°C 


$3.30 
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CHOPPERLESS LOW DRIFT 
OPERATIONAL AMPLIFIER 


AD508 


PIN CONFIGURATION 
Top View 


TAB 


GENERAL DESCRIPTION 

The Analog Devices AD508 is the highest accuracy IC opera- 
tional amplifier presently available. Its combination of low ot 
drift (0.5uV/°C max), low offset current (1.0nA max), and bs 
long term stability (10u4V/month max) make it the choice 
for all applications requiring the utmost in precise perform- 
ance from an IC op amp. Guaranteed parameters also include “INPUT (6) oureur 
gain greater than 10°, PSRR less than 10uV/V, CMRR above 

110dB, and offset voltage below 0.5mV — nullable to zero. 


In addition, the AD508’s superbeta input transistor quad re- INPUT @ 
sults in maximum offset and bias currents of 1nA and 10nA, Oneey v=  oewaey 
. . . - at NULL 
while permitting the input stage to operate at sufficiently Oe () 
high current levels to provide a unity gain slew rate of 10-99 
0.12V/usec and small signal bandwidth of 300kHz. a 
The outstanding long term stability of the AD508 is attained time it must meet interim and end-point limits in order to be 
by subjecting 100% of the devices to a 100 hour stabilization qualified to its 10¢V/month maximum drift performance. 
burn-in. Following this, the AD508L is closely monitored The AD508J, K and L are supplied in the TO-99 package for 
. Ris . . . . ° 
during an additional 500 hours of operation, during which operation over the 0 to +70 C temperature range. 
ELECTRICAL SPECIFICATIONS (Typical @ +25°C and +15VDC, unless otherwise specified) 
Parameter ADS508J ADS508K ADSO08L 
Open Loop Gain 
Vo = +10V, RL>2kQ 250,000 min (4 x 10° typ) 10° min (8 x 10° typ) 10° min (8 x 10° typ) 
@ Ta =0°Cto +70°C 125,000 min (10° typ) 500,000 min (10° typ) 500,000 min (10° typ) 
Output Characteristics 
Voltage, RL> 2k, Ta = 0°C to +70°C +10V min (+13V typ) . * 
Output Current 10mA min > i 
Frequency Response 
Unity Gain, Small Signal, Cc = 390pF 300kHz * * 
Full Power Response, Cc = 390pF 1.5kHz . " 
Slew Rate, Unity Gain, Cc = 390pF 0.12V/usec . i 
Input Offset Voltage 
Initial Offset, Rg< 1002 +2.5mV max (+1.0mV typ) +0.5mV max (+0.2mV typ) +0.5mV max (+0.2mV typ) 
vs. Temperature, 
Ta =0 Cto +70°C, Vog nulled +3.0uV/°C max (+0.5uV/°C typ) +0.5uV/°C max (+0.25uV/°C typ) — +1.04V/°C max (+0.3uV/°C typ) 
Ta =0°C to +70°C, Vog unnulledt +10uV/°C max (+1.5uV/°C typ) +2.5uV/°C max (+1.0NV/°C typ) +2.5uV/°C max (+1.0uV/°C typ) 
vs. Supply +25uV/V max +10uV/V max +10uV/V max 
@T, =0°Cto +70°C +40uV/V +15uV/V max +15uV/V max 
vs. Time +15uV/mo +10”LV/mo +10uV/mo max 
Input Offset Current 
Initial +5.0nA max (+2.5nA typ) +1.0nA max (+0.5nA typ) +1.0nA max (+0.5nA typ) 
vs. Temp, Ta = 0°C to +70°C +14pA/°C +4pA/°C +4pA/°C 
Input Bias Current 
Initial 25nA max (10nA typ) 10nA max (6nA typ) 10nA max (6nA typ) 
vs. Temp, Ta = 0°C to +70°C +100pA/°C +40pA/°C +40pA/°C 
Input Noise 
Voltage, 0.01 to 10Hz 1.0uV (p-p) id : 
100Hz 12nV/\/Hz(rms) * * 
1kHz 10nV/\/Hz(rms) 2 = 
Current, 100Hz 0.3pA/VHz(rms) be * 
1kHz 0.2pA//Hz(rms) 1g * 
Input Voltage Range 
Differential or Common Mode, Max Safe tVs = * 
Common Mode Rejection, Vj, = +10V 94dB min (120dB typ) 110dB min (120dB typ) 110dB min (120dB typ) 
Power Supply 
Current, Quiescent +4.0mA max (+1.5mA typ) +3.0mA max (+1.5mA typ) +3.0mA max (+1.5mA typ) 
Temperature Range 
Operating, Rated Performance 0°C to +70°C * 
Storage -65°C to +150°C $ 
Price (1-24) $21.20 $29.80 $38.00 
(25-99) $16.80 $24.00 $34.00 
(100-999) $14.00 $20.00 $30.00 


*Specification same as for AD508J. : 
tThis parameter is not 100% tested; typically, 90% of the units meet this limit. 
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INSTRUMENTATION AMPLIFIER 
AD520 


GENERAL DESCRIPTION 

The Analog Devices’ AD520 is the first instrumentation ampli- 
fier to be manufactured in integrated circuit form. It is a closed 
loop gain block with differential inputs and an accurately pre- 
dictable input-to-output gain relationship. The AD520’s per- 
formance is unlike that of conventional IC operational ampli- 
fiers because of an internal feedback design which permits 

gain adjustment from 1 to 1000 by varying the value of a single 
resistor. Further, high input impedance is achieved at both in- 
puts and both input impedance and CMRR remain high at all 


with larger quantity requirements. The AD520 features low 
bias and offset currents, high gain linea~ity, excellent frequen- 
cy response, and is short circuit proteci ed and offset voltage 
nullable. Thus it is ideally suited for all general purpose, high 
accuracy amplifier requirements. Its small size, low cost, and 
complete-on-a-chip ease of application offer the circuit de- 
signer an attractive alternative to both modular instrumenta- 
tion amplifier packages, and user-wired collections of IC op 
amps and high-precision external components. The AD520 
finds excellent application in the amplification of low level 


Sue Senaee signals from bridge circuits, thermocouples, strain gauges, and 
The AD520 performs like a modular instrumentation amplifier. other transducers. Other applications include chart recorders, 
Because of its monolithic construction, however, its cost is line reviewers, and in medical electronics. For increased versa- 
significantly below that of modules, and becomes even lower tility, the amplifier has a remote sense terminal for current- 


SPECIFICATIONS (Typical at Vg = +15V and Ta = +25°C unless otherwise noted) 


Parameter ADS520J ADS520K AD520S 
Gain 
Range 1 to 1000 ia . 
Equation G = (10° /Rgain) V/V . * 
Error from Equation Value adjustable to zero * . 
Non-Linearity (% of FS max) +0.05% (40.02% typ) = i 
Output Characteristics 
Rated Output — Voltage (min) +10V ‘i ” 
Current (min) +5mA i . 
Impedance at G = 100, de to 100Hz 22 sd * 


Frequency Response 
Small Signal Bandwidth (-3dB) 


G= 1 200kHz i sd 
G= 10 175kHz ‘i - 
G= 100 125kHz "7 = 
G = 1000 25kHz m * 
Full Power Response (min) 50kHz (75kHz typ) - * 
Slew Rate (all gain settings) (min) 2.5V/usec (4.0V/usec typ) ° ia 
Offset Voltage 
Initial Offset Voltage (Note 1) adjustable to zero * * 
Input Offset at G = 1000 (RTI) (Note 2) 
vs Temperature, 0 to +70°C (max) +10uV/°C (+5uV/°C typ) +5uV/°C (42uv/°C typ) 
vs Temperature, -55°C to +125°C (max) +5uv/°C (+2uv/°C typ) 
vs Supply (RTI) +50uV/V be : 
Input Offset at G = 1 (RTI) (Note 2) 
vs Temperature, 0 to +70°C (max) +1.0mv/°C (40.5mV/°C typ) +0.5mV/°C (+0.25mV/°C typ) 
vs Temperature, -55°C to +125°C (max) +0.5mV/°C (£0.25mV/°C typ) 
vs Supply (RTI) +400UV/V ii * 
Bias Current (either input) 
at +25 C (max) +80nA (+40nA typ) +40nA (+20nA typ) ae 
vs Temperature, 0 to +70°C +0.5nA/°C +0.2nA/°C 
vs Temperature, -5 5°Cto +125°C +0.5nA/°C 
Offset Current 
at +25°C (max) +40nA (+10nA typ) +20nA (+10nA typ) — 
Input Impedance 
Differential 2x10°2 . " 
Common Mode 2x 10°2 Z 
Noise 
dc to 10Hz (p-p), G = 1000 (RTI) Suv * * 
10Hz to 200kHz (rms), G = 1 (RTI) ImV » 
1Hz to S5kHz (rms), G = 1000 (RTI) 2uV = = 
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PIN CONFIGURATION 
Top View 


R + R - OFFSET 
GAIN INPUT GAIN INPUT TRIM V+ OUTPUT 


8 [9] fro] nN 12 [is] 


Vv R SENSE R REF COMP COMP 


SCALE SCALE 
controlled load applications. A separate output reference ter- 
minal is also provided so that the output can be biased inde- 
pendently of the gain setting. 
Both the AD520J and AD520K are supplied in a 14-lead 
hermetically-sealed dual-in-line package, and are specified for 
operation from 0 to +70°C. The AD5208, in the same package, 
. . ° ° . 
is specified for -55 C to +125 C operation. 
SPECIFICATIONS (continued) 
Parameter ADS520J AD520K AD520S 
Input Voltage Range a 
Differential, max safe tVo * * 
Differential, max linear +10V * * 
Common Mode, max safe IVs * * 
Common Mode, max linear +10V * * 
Common Mode Rejection Ratio 
de to 100Hz, Rg imbalance = 1kQ 
G= 1 (min) 654B (80dB typ) 70dB (80dB typ) ae 
G= 10 (min) 75dB (90dB typ) 86dB (100dB typ) +* 
G = 100 (min) 90dB (100dB typ) 100dB (110dB typ) oe 
G = 1000 (min) 95dB (106dB typ) 106dB (110dB typ) ** 
G = 1000, f = 1.0kHz 86dB * . 
Power Supply Requirements 
Rated Supply Voltage (Note 3) +15VDC si * 
Voltage, Operating +(5 to 18) VDC = - 
Current, Quiescent (max) +6.0mA (+4.0mA typ) sg - 
Reference Terminal Characteristics : 
Rin 5x 1072 * : 
Output Offset Range +10V - . 
Gain to Output +1 > - 
Bias Current 500nA i = 
Temperature Range ; e 7 
Rated Performance 0 to +70 C . “55 Cro #125 ¢ 
Operating -25°C to +85°C. ‘ -55°C to +125°C 
Storage -65 Cto +150 C a re 
Price 
1-24 $18.00 $24.00 $33.00 
25-99 $14.40 $19.20 $26.50 
100-999 $12.00 $16.00 $22.00 
NOTES: 


1. Trim terminal must be connected. 


2. Maximum drift specifications are guaranteed using a 50ppm T.C. trim potentiometer for offset nulling at each gain setting per the recommended 
nulling procedure. 


3. Supply voltage must always be present before applying an input signal. 
*Specifications same as AD520J. 
**Specifications same as AD520K. 
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HIGH SPEED OPERATIONAL AMPLIFIERS 


AD505 


The AD505J, AD505K and AD505S are monolithic 
operational amplifiers that are specifically designed for 
applications requiring high slew rate and fast settling time 
to high accuracy. The AD505 achieves a minimum slew rate 
of 120V/usec, provides an adjustable unity gain bandwidth 
product of 4MHz to 10MHz, and settles to 0.1% in 800nsec. 
In addition to its superior dynamic characteristics, the AD505 
maintains high gain, maximum offset voltage drift of 15uv/°C, 
maximum bias currents of 25nA and high output swing. 


The circuit has a stable 6dB/octave rolloff for closed loop 
operation. It is also capable of being externally adjusted for 
up to 35dB of additional closed loop gain at high frequencies, 
without causing the small signal or large signal bandwidth to 
decrease, and without increasing settling times. 


The ADS05 is designed for high speed inverting applications 
by using a feed-forward technique. It can drive capacitive 
loads in excess of 1000pF and is short circuit protected. 


ELECTRICAL CHARACTERISTICS (Vs = +Ta = +25°C) 


All the circuits are supplied in the TO-100 package. The: 
AD505J and ADSO5K are specified for 0°C to +70°C 
temperature range operation: the AD505S for operation 
from —55°C to +100°C. 


PIN CONFIGURATION 
Top View 


FEEDFORWARD 


COMPENSATION COMPENSATION 


INVERTING 
INPUT 


BANDWIDTH) 
CONTROL 


Parameter AD505J ADS05K AD505S 
OPEN LOOP GAIN 
RL = 2kQ, Vo = +10V 100,000 min (500,000 typ) 200,000 min (500,000 typ) re 
Over Temp Range (Tin tO Tmax) 75,000 min 150,000 min 100,000 min 
OUTPUT CHARACTERISTICS 
Voltage @ Ry, = 2k 
Over Temp Range (Tin tO Trax) +10V min (+12V typ) * 5 
Current @ Vo = +10V +10mA <i i 
Short Circuit Current 25mA i“ * 
FREQUENCY RESPONSE 
Unity Gain, Small Signal 4 - 10MHz (adjustable) * i 
Full Power Response 2.0MHz min (2.5MHz typ) i , 
Slew Rate 120V/ysec min (150V/usec typ) * - 
Settling Time 
to 0.1% 800nsec i is 
to 0.01% 2.0usec 3 : 
INPUT OFFSET VOLTAGE 
Initial, Rg < 10kQ 5.0mV max (1.0mV typ) 2.5mV max (1.0mV typ) oii 


Avg vs Temp (Tin tO Tmax) 
vs Supply (Trin tO Tmax) 


15uv/°C 
150uV/V max (80”NV/V typ) 


INPUT BIAS CURRENT 


15uV/°C max (8uV/°C typ) 20uV/°C max (10uV/°C typ) 
* * 


Initial 75nA max (15nA typ) 25nA max (15nA typ) is 
Over Temp Range (Tmin to Tmax) 100nA max 40nA max 80nA max 
Avg vs Temp (Tin tO Tmax) 0.1nA/C - - 
INPUT IMPEDANCE 
DC 2MQ = * 
Above 10Hz 20kQ ‘i é 
INPUT NOISE 
Voltage, 0.01 to 10Hz(p-p) 2.5uV e * 
0.01 to 1.0MHz(rms) 10uV ‘a i 
Current, 0.01 to 10Hz(p-p) 0.1nA i = 
POWER SUPPLY 
Rated Performance +15V ss * 
Operating, Derated Performance +(5 to 20)V a * 
Current, Quiescent 8.0mA max (6.0mA typ) = ® 
TEMPERATURE RANGE 
Rated Performance (Tyin to Tmax) 0°C to +70°C = —55°C to +100°C (Note 1) 
Operating —25°C to +85°C * —55°C to +100°C (Note 1) 
Storage —65°C to +150°C . bi 
PRICE 
(1-24) $15.00 $18.00 $21.00 
(25-99) $12.00 $14.40 $16.80 
(100-999) $10.00 $12.00 $14.00 


*4125°C operation is possible with a 100° C/W heat sink. 


*Specifications same as AD505). 
**Specifications same as AD505K. 
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WIDEBAND, FAST SLEWING GENERAL PURPOSE 


3ENERAL DESCRIPTION 

Che AD507J, AD507K, and AD507$S are low cost high perform- 
ince monolithic operational amplifiers that combine slew rates 
»f 35V/usec and 100MHz gain bandwidth with bias and 

offset currents below 10nA, and gain of 150,000 V/V. 

Chey are intended for applications where performance 
‘uperior to that of the popular AD741 or AD101A series 

s required, and are especially well suited for use in fast 

uigh impedance comparators, integrators, wideband ampli- 
‘iers, and in sample-and-hold circuits. The AD507 is stable 

it closed loop gains above ten due to its internal 6dB per 
yetave rolloff. External compensation provides stability 

:o unity gain, and permits flexibility for special frequency 
ipplications. The circuit is short circuit protected and 

offset voltage nullable. Both the AD507J and AD507K 


OP AMPS AD507 


PIN CONFIGURATION 
ue Top View 
COMPENSATION 


OFFSET NULL 


INVERTING 
INPUT 


== tak 200F ze 
(CERAMIC — — 


OFFSET NULL DISK) oF | 210 


INPUT 


TO-99 * 


*NOT REQUIRED FOR C, » 50pF 
**BEST INPUT SIGNAL GROUND AVAILABLE 


are supplied in the TO-99 package for operation over the 


0 to +70°C temperature range. The AD507S is specified for 
operation from -55°C to +125°C. 


3PECIFICATIONS (Typical @ +25°C and +15 VDC unless otherwise noted) 


Model 


Open Loop Gain 
Ry = 2kQ, Cy = 50pF 


ADS507J 


80,000 min (150,000 typ) 


ADS07K ADS507S 


100,000 min (150,000 typ) 100,000 min (150,000 typ) 


Over Temp Range (Tmin to Tmax) 70,000 min 85,000 min 70,000 min 
Output Characteristics 
Voltage @ Ry, = 2kQ, Cy = SOpF 
Over Temp Range (T min to T max) +10V min (+12V typ) . 3: 
Current @ V, = +10V £10mA min (+20mA typ) - +15mA min (+22mA typ) 
Short Circuit Current 25mA = s 
Frequency Response 
Unity Gain, Small Signal 
@ A = 1 (open loop) 35MHz . - 
@ A = 100 (closed loop) 100MHz . * 


Full Power Response 
Slew Rate 


Settling Time (to 0.1%) 900ns 


320kHz min (600kHz typ) 
+20V/usec min (+35V/usec typ) 


400kHz min (600kHz typ) 
+20V/usec (+35V/usec typ) 
* 


400kHz min (600kHz typ) 
+25 V/usec min (+35V/usec typ) 


Input Offset Voliage 


Initial 5.0mV max (3.0mV typ) 


3.0mV max (1.5mV typ) 4.0mV max (0.5mV typ) 


Avg vs Temp, (Tmin tO Tmax) 15uv/°C 15uV/°C max (8uV/°C typ) 20uV/°C max (8uV/°C typ) 
vs Supply, (Tmin to Tmax) 200KV/V max 100”uV/V max 100KV/V max 
“Input Bias Current : 
Initial 25nA max 15nA max 15nA max 
Over Temp Range (Tmin to Tmax) 40nA max 25nA max 35nA max 
Input Offset Current 
Initial 25nA max 15nA max 15nA max 
Over Temp Range (Tmin to Tmax) 40nA max 25nA max 35nA max 
Avg vs Temp (Tmin to Tmax) 0.5nA/ C 0.2nA/ C 0.2nA/ C 
“Tnput Impedance : 
Differential 40MQ min (300MQ typ) ‘4 ig 
Common Mode 1000MQ si “3 
Input Voltage Noise 
= 10Hz 100nV//Hz * * 
f = 100Hz 30nV/\/Hz_ * * 
f = 100kHz 12nVi/\/Hz * * 
Input Voltage Range 
Differential, Max Safe +12.0V * * 
Common Mode Voltage Range 
+11.0V * iy 


Tmin tO Tmax 
Common Mode Rejection @ £15V 


Tin tO Tinex 74dB min (100dB typ) 


80dB min (100dB typ) 80dB min (100dB typ) 


Power Supply 


Rated Performance +15V ‘i * 

Operating +(5 to 20)V = 3 

Current, Quiescent 4.0mA max (3.0mA typ) $4 “ 

Temperature Range s 2 a 
Rated Performance 0 to +70 C f -55 Cto +125 C 
Storage -65°C to +150°C . * 
“Brice nr 

(1-24) $9.50 $15.00 $22.50 

(25-99) $8.10 $12.00 $18.00 

(100-999) $6.95 $10.00 $15.00 
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HIGH SPEED, FAST SETTLING OPERATIONAL 
AM PLIFIER AD509 PIN CONFIGURATION 


Top View 
FREQUENCY COMPENSATION 


OFFSET 
NULL 


INVERTING 
INPUT OUTPUT 


GENERAL DESCRIPTION 

The AD509J, AD509K and ADS509S are fast differential input 
operational amplifiers whose combination of low cost and ex- 
cellent dynamic characteristics make them well suited for 12- NON- INVERTING OFFSET 
bit D/A and A/D circuits, sample/hold circuits, multiplexers, nee v- NULL 
and other applications requiring fast settling time to low error TO-99 

levels. Of particular significance are the maximum settling 
time specifications of 2.0usec to 0.01% and 500nsec to 0.1% 


new product: AD509 


all values of closed loop gain greater than 3 without external 
compensation, and can be stabilized with a single external 


of the AD509K and AD509S. capacitor forany value of closed-loop gain. The AD509J 
Other excellent specifications include unity gain small signal and ADS509K are specified for operation from 0 to +70°C; 
bandwidth of 20MHz, slew rate of 120V/usec, and. +10mA the AD509S from -55°C to +125°C. All models are supplied 
minimum output current at 10V. The AD509 is stable for in the TO-99 metal can package. 


SPECIFICATION SUMMARY (Typical @ +25°C and +15 VDC, unless otherwise specified) 


Model ADS09J ADS09K ADS509S 
Open Loop Gain 
Ry, = 2kQ 7,500 min (15,000 typ) 10,000 min (15,000 typ) ii 
@ Ta = min to max 5,000 min 7,500 min i 
Output Characteristics 
Voltage @ Ry = 2k82, Tq = min to max +10V min (+12V typ) * 7 
Current @ Vo = +10V +10mA min (+20mA typ) * 5 
Short Circuit Current 25mA = = 
Frequency Response 
Unity Gain, Small Signal 20MHz * 
Full Power Response, Vo = +10V 120kHz min (1.6MHz typ) 150kHz min (2MHz typ) = 
Slew Rate, Ry, = 2k22, Vo = +10V, Cy =50pF 80V/usec min (120V/psec typ) 100V/ysec min (120V/psec typ) "* 
Settling Time 
to 0.1% 200nsec 500nsec max (200nsec typ) re 
to 0.01% Ipsec 2usec max (lusec typ) ee 
Input Offset Voltage 
Initial 10mV max (SmV typ) 8mV max (4mV typ) : 
Ta = min to max 14mV max 11mV max . 
Avg vs Temperature, T, = min to max 20uV/°C 30uV/°C max (20uV/°C typ) 
vs Supply, Ta = min to max 200uV/V max 100uV/V max 
Input Bias Current 
Initial 250nA max (125nA typ) 200nA max (100nA typ) 
Ta = min to max 500nA max 400nA max a 
Input Offset Current 
Initial 50nA max (20nA typ) 25nA max (10nA typ) Ke 
Ta = min to max 100nA max 50nA max on 
Input Impedance 
Differential 40MQ min (300M&2 typ) 50MQ min (300MQ typ) we 
Input Voltage. Range 
Differential, max safe +15V . * 
Common Mode Voltage Range, 
Ta = min to max +10V * * 
Common Mode Rejection @ +5V, 
Ta = min to max 74dB min (90dB typ) 80dB min (90dB typ) ae 
Power Supply 
Rated Performance +15V * 
Operating +(5 to 20)V * = 
Current, Quiescent 6mA max (4mA typ) al i 
Temperature Range : : ; 
Rated Performance 0 to +70 C 6 -55 Cto +125 C 
Storage -65°C to +150°C : : 
Price 
(1-24) $11.50 $18.75 $26.00 
(25-99) $10.20 $15.00 $22.00 
(100-999) $8.50 $12.50 $19.00 


*Specifications same as AD509J. 
**Specifications same as AD509K. 
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4IGH SPEED, LOW COST, OPERATIONAL AMPLIFIER 
AD5I8 


PIN CONFIGURATION 
Top View 
COMPENSATION 2 


BALANCE 


NERAL DESCRIPTION food COMPENSATION 1 Cy 
: AD518J, AD518K, and AD518S are precision high speed 
nolithic operational amplifiers designed for applications 

-INPUT (2) OUTPUT 


2re high slew rate and wide bandwidth are required but low 
t and ease of use are essential. The devices are internally 
apensated for unity gain applications with a 60° phase +INPUT 
‘gin to insure stability, a minimum slew rate of 50V/usec, 


BALANCE 
COMPENSATION -3 


.a typical bandwidth of 12MHz. In addition, in inverting V- 
ilications, external feedforward compensation may be TO-99 
fe arleeaer — KH nee Rien sec, re nearly The high slew rate, fast settling time, ease of use, and low cost 
ible the bandwidth. I : rie ne ng Ee te 0.1 % can be of the AD518 make it ideal for use with the D/A and A/D con- 
uced to under 1usec with a single external capacitor. verters, as well as active filters, sample and hold circuits, and 
2 AD518’s de performance is consistent with its precision as a general purpose amplifier. The AD518 is supplied in the 
1amic characteristics. The devices feature offset voltages be- TO-99 package. The AD518J and AD518K are specified for 
. . . ° 
’2mV, maximum offset drifts of 10uV/°C, and offset cur- operation over the 0 to +70 C temperature range; the AD518S 
ts below 50nA max. for operation from -55°C to +125°C. 
LECTRICAL SPECIFICATIONS (Typical @ +25°C and +15VDC, unless otherwise noted.) 
Parameter ADS518J ADS518K ADS518S 

pen Loop Gain 

Ry 22k, Vo = $10V 25,000 min (200,000 typ) 50,000 min (200,000 typ) 50,000 min (200,000 typ) 

@ Ta = min to max 20,000 min 25,000 min 25,000 min 
utput Characteristics 

Voltage @ Ry, = 2k82, T = min to max +12V min (+13V typ) i = 

Current @ Vo = +10V +10mA min * * 

Short Circuit Current 25mA = * 
requency Response 

Unity Gain, Small Signal 12MHz typ 10MHz min (12MHz typ) 10MHz min (12MHz typ) 

Slew Rate, Unity Gain 50V/usec min (70V/usec typ) ‘ ba 

Settling Time to 0.1% 

(Single Capacitor Compensation) 800nsec * * 


Phase Margin, Uncompensated at Unity 


. ° 
Gain Crossover Frequency +60 : ss 


aput Offset Voltage 


Initial, Rg <10kQ 10mV max (4mV typ) 4mV max (2mV typ) 4mV max (2mV typ) 
Ta = min to max 15mV max 6mV max mv max 
Avg vs Temp, Tmin to Tmax 10uV/°C 10uV/°C max (SuV/°C typ) 10uV/°C max (SuV/°C typ) 


Avg vs Supply, Tmin to Tmax 65dB min (80dB typ) 70dB min (80dB typ) 70dB min (80dBtyp) 


nput Bias Current 


Initial 500nA max (120nA typ) 200nA max (120nA typ) 200nA max (120nA typ) 
Ta = min to max 750nA max 400nA max 400nA max 

nput Offset Current 
Initial 200nA max (30nA typ) 50nA max (6nA typ) 5OnA max (6nA typ) 
Ta = min to max 300nA max 100nA max 100nA max 


nput Impedance 


Differential 0.5MQ min (3MQ typ) id 


nput Voltage Range 


* 


Differential, max safe +Vs, Vs S15V * 
Common Voltage Rejection Ratio 70dB min (100dB typ) 80dB min (100dB typ) 80dB min (100dB typ) 
Power Supply 
Rated Performance t15V = - 
Operating +(5 to 20)V , i 
Current, Quiescent 10mA max (5mA typ) 7mA max (SmA typ) 7mA max (SmA typ) 
Temperature Range ‘ ° ° 
Rated Performance 0to +70 C * 55 € to +125 ¢C 
Storage -65°C to +150°C es * 
Price 
(1-24) $3.00 $7.20 $12.00 
(25-99) $2.40 $6.00 $9.60 
(100-999) $1.95 $4.95 $7.95 


*Specifications same as for AD518). 
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LOW Ip, HIGH ACCURACY BIPOLAR OP AMPS 
ADIO8, ADIO8A 


PIN CONFIGURATION 
Top View 


COMPE ee 


NON-INVERTING INPUT 


TO-99 a 


GENERAL DESCRIPTION ree ; . 
The AD108 and AD108A series offer a level of input isolation for the AD308. The AY series offer several improved Speer 
ranging between that of general purpose op amps, such as the fications, including maximum Vos of 0.5mV, minimum gain 
AD741 or AD101A families, and the high performance FET op of 80,000, maximum voltage drift of 5 Ouv/ C, and PUnaUn 
amps, such as the AD506 or ADS 16 series. The use of super- CMRR of 96dB. The a of both series to operate with 
beta transistors in the input stage, combined with extremely supply voltages as low as nav and them extremely low eg) 
precise. processing results in guaranteed input currents nearly a consumption, make them ideal for battery-powered applica- 
thousand times lower than those of the AD741. The AD108, enieans Frequency COREE is accomplished externally, in 
AD208, and AD308 feature excellent input characteristics, most cases with a single capacitor. 

with typical I}, of less than 1.0nA, Igg of less than 100pA, and All the amplifiers are supplied in the TO-99 metal can package; 
Vos of less than 1.0mV. In addition, the devices are tightly the AD108 and AD108A are specified for operation from -55°C 
specified for temperature drift operation, with a maximum volt- to +125°C, the AD208 and AD208A from -25°C to +85°C, 
age drift of 15uV/°C for the AD108 and AD208, and 30uV/°C_—_—_ and the AD308 and AD308A from 0 to +70°C. 


SPECIFICATION SUMMARY (Typical @ +25°C and +15VDC power supply unless otherwise noted.) 


Model AD108 AD208 AD308 AD108A. AD208A AD308A 
Open Loop Gain 
DC Rated, Load, V/V Min 50,000 50,000 25,000 50,000 50,000 25,000 
Rated Output, Min, Ry >10kQ +13V bi a * 53 ® 


Frequency Response 
Unity Gain, Small Signal (Variable 


With External Compensation) 0.3.to 3.0MHz * . = i * 
Slewing Rate (Variable as Above) 0.3 to 1.3V/usec ‘ bg * sa Bg 
Input Offset Voltage 
Initial, +25 C, min 2.0mV 2.0mV 7.5mV 0.5mV 0.5mV 0.5mV 
Avg. vs. Temp, max 1suv/°C 15uv/°C 30nV/°C 5.0uV/°C 5.0uV/°C 5.0uV/°C 
Supply, min, Ta min to max 80dB 80dB 80dB 96dB 96dB 96dB 
Input Bias Current 
Initial, +25°C, max 2.0nA 2.0nA 7.0nA 2.0nA 2.0nA 7.0nA 
Input Difference Current 
Initial, +25°C, max 0.2nA 0.2nA 1.0nA 0.2nA_ 0.2nA’ 1.0nA, 
Avg. vs. Temp, max 2.5pA/°C 2.5pA/°C 10pA/°C 2.5pA/°C 2.5pA/°C 10pA/°C 
Input Voltage Range ee as = a or 
Common Mode Voltage, min +14V - . * * : 
Common Mode Rejection, min 85dB 85dB 80dB 96dB 96dB 96dB 
Differential Input Current (Note 1) +10mA . ¥ * s ‘ 
Power Supply Range (VDC) +(2 to 20)V +(2 to 20)V +(2 to 15)V +(2 to 20)V +(2 to 20)V +(2 to 15)V 
Rated Specification (VDC) +(5 to 20)V +(5 to 20)V +(5 to 15)V +(5 to 20)V +(5 to 20)V +(5 to 15)V 
Quiescent Current, max 0.6mA 0.6mA 0.3mA typ 0.6mA 0.6mA 0.3mA typ 
Temperacure Range a : 5 5 : a e 2 
Operating, Rated Specification -55°C to +125°C -25 Cto +85 C Oto +70 C -55 Cto +125 C -25 Cto +85 C 0to +70 C 
Storage -65°C to +150°C " = * : * 
Price 
(1-24) $18.75 $10.50 $3.00 $26.50 $21.00 $10.50 
(25-99) $15.00 $8.50 $2.35 $21.00 $16.75 $8.40 
(100-999) $12.50 $7.00 $1.95 $17.50 $14.00 $7.00 


Note 1. Current must be limited to +10mA. Inputs have shunt-diode protection. 
“Specifications same as for AD108. 
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LOW INPUT CURRENT 709, 741 REPLACEMENTS 


DSO! PIN CONFIGURATIONS 


coureiaanion Top View 
oO ADS502 


INVERTING INPUT (2) OFFSET 


NULL 

OUTPUT 

FREQUENCY 
(3) COMPENSATION 

NON-INVERTING 

INPUT 


INVERTING 
INPUT (2 


NOTE PIN 4 CONNECTED TO CASE 


OFFSET 
NULL 


NON 
INVERTING 
INPUT 


TO-99 


AD80I, AD502 


GENERAL DESCRIPTION 

The AD801 and AD502 are low input current replacements for 
the popular 709 and 741 operational amplifiers. Levels of I, 
below 4nA and Igg below 1nA are achieved by utilizing a Dar- 
lington input modification of the basic 709 and 741 designs, 
with no significant change in other operating parameters. Thus 
the user is afforded the opportunity of upgrading performance 
in his 709 and 741 sockets without resorting to a new amplifi- 
er design. The AD801 offers the 709’s flexibility of external 
compensation; the AD502, like the 741, is internally com- 
pensated. Both devices are supplied in the TO-99 metal 

can package. 


SPECIFICATION SUMMARY (Typical @ Ta = +25°C and Vg = +15V unless otherwise noted) 


AD801 AD502 
A B s J K L 
Open Loop Gain 
R, >2kQ, Eg = +10V, min 15,000 ¢ ’ 20,000 oe we 
Rated Output Voltage 
Ry, >2kQ, min +10V ‘ * +10V * * 
Frequency Response 
Unity Gain, Small Signal 500kHz (note 1) = 4 1MHz bai as 
Full Power Response 200kHz (note 2) i _ 10kHz a iia 
Slew Rate 10V/usec (note 2) + - | 0.5V/usec v2 — 
Input Offset Voltage 
@ +25°C max +5mV 7 +omV +5mV +5mV 
Over Temp Range (T) to T},), max +7.4mV +5.6mV +7.0mV +7.5mV +6mV +6mV 
Avg. vs Temp (T; to +25°C to Ty), max +40uv/°C +10uv/°C +20uv/°C +40uv/°C +20uv/°C —- +10uV/°C 
vs Supply Voltage, max +200uV/V . . +150uV/V +s “* 
Input Bias Current | 
@ +25°C, max 4nA : 2 25nA 7nA 4nA 
Over Temp Range (T] to T},), max 11nA is 16nA 50nA 15nA 10nA 
Input Difference Current 
@ +25°C, max +2nA +inA +2nA +12nA +4nA +1nA 
Over Temp Range (T| to T,,), max +8nA +2nA +5nA +24nA +8nA +2nA 
Input Impedance 
Differential, min 25MQ bi * 25MQ ba oe 
Common Mode 500MQ - - 500MQ =e a 
Input Voltage Noise 
0.01 to 10Hz, p-p 100uV * * 100nV am +* 
10Hz to 5kHz, rms 6uvV * * 6uvV ee ital 
Input Voltage Range 
Common Mode Voltage, Min +8V . . +10V = ii 
Common Mode Rejection, Min 65dB i i 70dB ae at 
Max Safe Differential Voltage +10V . * tVs “ ie 
Power Supply 
Voltage, Rated Specification +(15 to 16)V * > +(15 to 16)V “es + 
Voltage, Derated Specification +(5 to 18)V i ‘a +(5 to 18)V sia sai 
Current, Quiescent, max tomA bi = +2.8mA ei ae 
Temperature Range 
Operating, Rated Specifications T =-25°C, Ty =-25°C, T) = -55°C, T, =0, iid *s 
Th = +85°C Th = +85°C Th =+125°C Ty =+70°C * ** 
Operating, Derated Specifications -55°C to +125°C $ ® -55°C to +125°C i sali 
Storage -65°C to +150°C * -65°C to +150°C ne he 
Mechanical 
Case Style - Pin Configuration TO-99 is - TO-99 sya ae 


$23.00 $4.50 $9.00 $19.00 
$19.00 $3.60 $7.20 $15.00 
$15.00 $3.00 $6.00 $12.50 


Price 
1-24 $14.00 $19.00 
25-99 $12.00 $16.00 
100-999 $9.75 $13.00 
NOTES: 


1. Cy = S000pF, Ry = 1.5k2, Cy = 200pF (Ay = 1). 
2. Cy = 10pF, Ry = 08, Cy = 3pF (Acy = 1000). 


*Specifications same as for AD801A. 
**Specifications same as for AD502J. 
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HIGH OUTPUT CURRENT OPERATIONAL 
AMPLIFIERS AD512 


PIN CONFIGURATION 
Top View 
NC 


OFFSET 
GENERAL DESCRIPTION RU) 
The AD512K and AD512S are monolithic operational ampli- 
fiers specifically designed for high output current capability. INVERTING 


High efficiency output transistors, thermally balanced. chip de- re Oourrur 


sign and precise short circuit current control insure against gain 
degradation at high current levels and temperature extremes. 
The ADS512K specifies a minimum gain of 20,000 swinging 
+12 volts into a 1kQ load from 0 to +70°C; the AD512S 


NON- (3) 


INVERTING OFFSET 


specifies a minimum gain of 15,000 swinging +10 volts into a roe view 


1kQ load from -55°C to +125°C. In addition, the devices offer TO-99 
excellent input characteristics and common mode and power Streams red eaaae? 
supply rejection ratios, and are internally compensated. Both 

are available in the TO-99 package; the AD512K for 0 to +70°C S oe : 
temperature range operation, and the AD512S for operation 4 an 


from -55°C to +125 C. 


ELECTRICAL SPECIFIEGATIONS (Typical @ +25°C and +15VDC, unless 
otherwise noted.) 


Model ADS12K ADS512S 
Open Loop Gain 
Vog = T1OV, Ry > 1k2 50,000 min (200,000 typ) “ 
@ T, = min to max 25,000 min ~ 
Output Characteristics 
Voltage @ Ry, 21kQ2, Tq = min to max +10V min (+13V typ) i 
Short Circuit Current 25mA = 
Frequency Response 
Unity Gain, Small Signal IMI Iz * 
Full Power Response 1OKIIz " 
Slew Rate, Unity Gain 0.5V/usee . 
Input Offset Voltage 
Initial, Rg <10kQ (Adjustable to Zero) 3mV max (ImV typ) i 
Tmin tO Tmax 5mV max - 
Avg vs ‘Temperature (Untrimmed) 20uV/"C max 25yuv/°C max 
vs Supply, Tf, = mimto max 100KV/V max (30HV/V typ) : 
Input Offset Current 
Initial 50nA max (SnA typ) ‘ 
Tmin tO Tmax 100nA max 150nA max 
Input Bias Current 
Initial 200nA max (40nA typ) — 200nA max (40nA typ) 
Tmin to Tmax 400nA max 600nA max 
Input Impedance 
Differential IMQ > 
Input Voltage Range (Note 1) 
Differential, Max Safe +30V . 
Common Mode, Max Safe +15V : 
Common Mode Rejection 
Rg < 10kQ, Trin tO Tmax: 
Vin = +12V 80dB min (90dB typ) 7 
Power Supply: 
Rated Performance t+15V * 
Operating 4(5 to 18)V +(5 to 22)V 
Current, Quiescent 3.3mA max (2.0mA typ) : 
‘Temperature Range 
Operating, Rated Performance Oto +70°C 55°C to +125°C 
Storage -65°C to +150°C * 
Price . 
(1-24) $6.00 $9.00 
(25-99) $4.80 $7.20 
(100-999) $4.00 $6.00 


Note 1: For supply voltages less than +15V, the absolute maximum input voltage is 
equal to the supply voltage. 


*Same specifications as AD512K. 
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LOW COST, GENERAL PURPOSE OP AMPS 
AD741, ADIOIA 


PIN CONFIGURATIONS 


GENERAE DES€RIPTION 

The AD741 and AD101A*amplifier series are Analog Devices’ 
versions of the two most popular IC op amps. They: are de- 
signed for general purpose use where medium.performance is 
acceptable and economy is mandatory. Both offer full short 


circuit protection, external offset voltage nulling, high common 


mode range, and the absence of latch-up. The AD741 and 
AD741C emphasize'simplicity of use, requiring no external 
compensation. The AD101A, AD201A and AD301A provide 
somewhat higher DC accuracy and require external. compen- 
sation, thus affording the user the opportunity to fit the 
amplifier’s dynamic characteristics to its specific application. 
The AD741 is available in the TO-99 metal can package for 
operation from -55°C to +125°C; the AD741C is packaged in 
both the TO-99 and plastic mini-DIP DIL and operates from 
0 to +70°C. The AD101A is specified in both the TO-99 and 
ceramic flat packages from -55°C to +125°C; the AD201A is 
available in the TO-99, mini-DIP and flat packages for -25°C 
to +85°C and 0 to +70°C operation; and the AD301A is 
packaged in the TO-99 and mini-DIP, and operates from 

0 to +70°C. 


Top View 
COMPENSATION _~ 
, 
: 
waLAETD AD101A 
OUTPUT 

: 

INPUTS 4 
BALANCE 
Vv. BALANCE ‘COMPENSATION COMPENSATION 
INVERTING INPUT Ver 


NON INVERTING INPUT 


i» OUTPUT 
a T NULL 


OFFSET NULL 


INVERTING INPUT [2 


NON-INVERTING INPUT 


v- 


BALANCE 


mini-DIP 


AD741 


OUTPUT 


OFFSET NULL 


mini-DIP 
SPECIFICATIONS (Typical @ +25°C and #15VDC_ power supply unless otherwise noted.) 
Model AD741 AD741C ADIO1A AD201A AD301A 

Open Loop Gain 

DC Rated Load, V/V Min 50,000 20,000 50,000 50,000 25,000 
Rated Output, Min, Ry > 2kQ +10V * * - * 
Frequency Response 

Unity Gain, Small Signat 1.0MHz * 1.0 to 8.0MHz 1.0 to 8.0MHz 1.0 to 8.0MHz 
Slewing Rate 0.5V/us - 0.5 to 10V/us 0.5 to 10V/us 0.5 to 10V/uUs 
Input Offset Voltage 

Initial, +25°C (Adj. to Zero) Min 5.0mV 6.0mV 2.0mV 2.0mV 7.5mV 

Avg vs Temperature, Max ~ - 15uV/°C 15puV/°C 30nV/°C 

vs Supply Voltage 30uV/V és 96dB 96dB 96dB 

Input Bias Current 

Initial, +25°C, Max 500nA ‘ 75nA 75nA 250nA 
Input Difference Current 

Initial, +25°C, Max 200nA ‘ 10nA 10nA 50nA 

Avg vs Temperature, Max ~ ~ 0.2nA/°C 0.2nA/°C 0.6nA/°C 
Input Impedance 

Differential 2.0MQ2 = 4.0MQ 4.0MQ 2.0MQ 
Input Voltage Range 

Common Mode Voltage, Min +12V * * # ? 

Common Mode Rejection, Min 70dB * 80dB 80dB 70dB 

Differential Voltage +30V : - S = 
Power Supply Range (VDC) +(5 to 22)V +(5 to 18)V +(5 to 22)V +(5 to 22)V +(5 to 18)V 

Rated Specification (VDC) t15V id . : . 

Quiescent Current, Max 2.8mA ba 3.0mA 3.0mA 3.0mA 
Temperature Range 

Operating, Rated Specification -55°C to +125°C 0 to +70°C -55°C to +125°C -25°C to +85°C! 0 to +70°C 


Package Outline TO-99 


TO-99, mini-DIP 


TO-99, flat pack 


TO-99, flat pack, 


TO-99, mini-DIP 


Price? 
(1-24) $3.00 
(25-99) $2.40 
(100-999) $2.00 


muni- 
$1.50 $4.50 $4.10 $1.50 
$1.20 $3.60 $3.30 $1.20 
$1.00 $3.00 $2.75 $1.00 


10 to +70°C in mini-DIP package. 
2-70-99 package, and mini-DIP package (where listed). 
*Same specifications as AD741; 
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MULTIPLIER/DIVIDER COMPUTATION CIRCUITS 


AD530, AD531, AD532 


GENERAL DESCRIPTION 

Models AD530, AD531, and AD532 utilize the Gilbert lin- 
earized transconductance technique to perform the basic 
functions of multiplying, dividing, squaring and square rooting. 
In addition to being most useful operations in themselves, 
these functions are excellently applied in circuitry for modula- 
tion and demodulation, frequency discrimination, phase de- 
tection, automatic gain control, vector computation, function 
generation, and true RMS-to-DC conversion. 


Each multiplier offers the user specific choices in the areas of 
performance, flexibility, ease of use, and cost, and should be 
carefully evaluated to ascertain which is best suited for the 
particular application. Certain performance features are com- 
mon to all models, and are described here. The differences are 
covered in the individual product descriptions. 


Since all the multipliers operate over four quadrants, there are 
no restrictions as to signal polarity. The guaranteed maximum 
error specifications include the contributions from all sources 

. feedthrough, offset, scale factor, and nonlinearity . . . in 
the four quadrants. Further, in addition to the transconductance 
element, the design of the three models incorporates a stable 
reference and output amplifier on the monolithic chip. The 
AD530 and AD532 are available in the hermetically-sealed 
TO-100 metal can and TO-116 ceramic DIL packages, the 
AD531 only in the DIL package, and are specified for opera- 
tion over the 0 to +70°C and -55°C to +125°C temperature 
ranges. 


AD530: Vx * Vy/10; 2%, 1%, 0.5% MAX ERRORS 

The low-priced AD530 multiplies in four quadrants with a 
transfer function of XY/10, divides in two quadrants with a 
10Z/X transfer function, and square roots in one quadrant with 
a transfer function of -./10Z. Due to its design completeness, 
which includes the output amplifier, frequency compensation, 
level shifting, and scaling on the chip, the AD530’s complement 
of external components is confined to feedthrough, output 
zero and gain adjusting trim pots. 


The AD530J, AD530K, and AD530L operate from 0 to +70°C 
and are specified for maximum full scale multiplying errors of 
+2%, +1%, and +0.5%, respectively, at +25°C. The AD5308, de- 
signed for wide temperature range military and aerospace require- 
ments, is guaranteed for a maximum multiplying error of 1%, at 
+25°C, and is 100% temperature tested to insure less than +3% 
error from -55°C to +125°C. The high accuracy AD530L is also 
100% tested to guarantee a maximum error of +1.5% from 0 
to +70°C. These low maximum errors over temperature are in- 
dicative of the excellent temperature stability of the AD530; 
performance that is unmatched by any IC multipliers except 
those supplied by Analog Devices. 


ADS531: Vx * Vy/Vz; 2%, 1%, 0.5% MAX ERRORS 

The AD531 is the first monolithic multiplier/computation cir- 
cuit to provide the true transfer function Vx - Vy/kIz without 
the need for an external level shifting op amp at the output. 
Significant flexibility of operation is achieved by means of the 
variable scale factor kIz, which can be set by an external resis- 
tor or varied dynamically by an externally derived reference 
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current to obtain the overall transfer function Vx « Vy/Vz. 

This provision for the direct computation of three variables 
greatly simplifies the design of such complex circuits as the 
true RMS-to-DC converter, AGC, vector computation, and 
absolute value. Further, multipliers less flexible than the AD531 
must put the multiplying element in the feedback of an op amp 
to obtain division, often with significant sacrifice in accuracy 
and bandwidth. 

The unique features of the AD531 include a differential V, in- 
put with 75dB of CMR, an internally derived stable reference 
for use in fixed scale applications, and a sense feedback ter- 
minal for simple load sensing or special applications. The cir- 
cuit’s complement of required external components is limited 
to feedthrough and output zero adjusting trim pots, and pas- 
sive or active adjustment of the scaling current I,. 


The AD531J, AD531K, and AD531L operate from 0 to +70°C 
and have maximum multiplying errors of +2%, +1%, and +0.5% of 
full scale respectively, at +25°C. The AD5 3] 1L is also guaranteed 

to have less than +1.5% error from 0 to +70°C. The AD531S is 
guaranteed for a maximum error of +1% at +25°C, and i is: also 100% 
tested to guarantee a maximum error of +3% from -55°C 

to +125°C, 


AD532: (Vx, 
TRIMMED 
The AD532 is the first totally self-contained monolithic 
multiplier/divider. Because it needs no external components 
for accuracy trimming or output level shifting, the AD532 
provides design engineers who require analog multiplication 
(Vx, - Vx») (Vy, - Vy )/10 in four quadrants] , division 
[10Z/(X4 - Xz) in two quadrants] , square rooting (++/ 10Z in 
one quadrant), and squaring, with the best in-board combination 
of low cost, small size, and simplicity of use. It can be inserted 
directly into the circuit board — much as an internally compen- 
sated IC op amp — thus saving the user the time and expense of 
providing external trimming resistors and of performing the re- 
latively sophisticated adjustment procedure. 


- Vx) (Vy, - Vy>)/10; 2%, 1%; INTERNALLY 


In addition to the benefits of internal trimming, the AD532, 
which can be used in the same socket as the AD530 by omitting 
the external trim connections, offers significant versatility in 
new applications by providing differential X and Y inputs (typ- 
ical 75dB CMR), and an output null terminal which permits 

an independent setting of the output offset. 


The AD532J and AD532K operate from 0 to +70°C and have 
maximum multiplying errors of 2% and +1% of full scale at 

+25 "C, The AD5 32S is guaranteed for a maximum error of +1% 
at +25°C, and is 100% temperature tested to guarantee a maxi- 
mum error of +4% from -55°C to +125°C. 


MIL-STD-883 

All wide temperature range versions of the IC multipliers are 
available as standard products with processing to MIL-STD-883, 
Method 5004, Class B. Type numbers are AD530S/883, 
AD531S/883, AD532S/883. 


AD530 SPECIFICATIONS (Typical @ +25°C, externally 
trimmed and +15VDC, unless otherwise specified.) 


PARAMETER AD530J (530K)(530L)(530S) 


MULTIPLIER SPECIFICATIONS 
Transfer Function Vxin * Vyin/10 volts 
Total Error (% FS @ +25°C) 2.0%(1.0%)(0.5%)(1.0%) max 
(TA = min to max) 2.5%(1.5%)(1.5% max)(3.0% max) 
vs. Temperature 


(TA = min to max) 0.04(0.03)(0.01)(0.02 max)%/°C 


Nonlinearity 
X input 0.8%(0.5%)(0.3%)(0.5%) 
Y input 0.3%(0.2%)(0.2%)(0.2%) 
Feedthrough 
X input 150(80)(40)(80)mV max 
Y input 100(60)(30)(60)mV max 
DIVIDER SPECIFICATIONS * 
Transfer Function 10 * Vz;,/Vxjp volts 


Total Error (% FS) 


SQUARER SPECIFICATIONS 
Transfer Function Vx:7/10 


Total Error (% FS) 0.8(0.4%)(0.2%)(0.4%) 


SQUARE ROOTER SPECIFICATIONS 

Transfer Function —v¥V10Vz;,° 

Total Error (% FS) 0.8%(0.4%)(0.2%)(0.4%) 
INPUT SPECIFICATIONS 

Input Resistance 


1.0%(0.5%)(0.2%)(0.5%) 


X input 10MQ 

Y input 6MQ 

Z input* 36kQ 
Input Bias Current 

X, Y inputs 3.0(4.0 max)(2.0 max)(4.0 max)UA 

Z input* 10(15 max)(15 max)(15 max)yA 
Input Voltage (for rated accuracy) 

Vx, Vy, Vz 

(TA = min to max) +10V 


Null Input Voltage (required to trim) 


Vxo, Vyo: Vzo +15(+10)(+10)(+10)V max 


DYNAMIC SPECIFICATIONS. 
Small Signal, Unity Gain 1.0MHz 


Full Power Bandwidth 750kHz 
Slew. Rate 45V/usec 
Small Signal Amplitude 

Error 1% at 75kHz 
Small Signal 1% Vector 

Error 5kHz 
Settling Time lusec to 2% 
Overload Recovery 2usec to 2% 


OUTPUT AMPLIFIER SPECIFICATIONS 

Output Voltage Swing 

(Ta = min to max) 

Output Offset Voltage 
vs. Temperature 


+10V min @ 5mA 


0.7(0.7)(1.0 max)(2.0 max)mV/°C 


POWER SUPPLY SPECIFICATIONS 


Supply Voltage 


Rated +15V 
Operating +15 to 18(10 to 18)(10 to 18) 
(10 to 22)V 
Supply Current, quiescent +6mA max 


Power Supply Variation 
(includes effects of recommended null pots) 


Multiplier Accuracy +0.5%/% 
Output Offset +10mV/% 
Scale Factor +0.1%/% 
Feedthrough +10mV/% 


PRICE (1—24) 


$22.50($33.50)($45.00)($51.00) 


* 


H SUFFIX | 


With Z (feedback) terminal used as an input terminal. 


CIRCUIT FUNCTIONS 


MULTIPLIER 


DIVIDER a _ 


(£10V)Zo 
(0 TO-10V) Xo 


a ile 
(+10V) 
= 7.5k 5k 
GAIN 
+15V 20k -15V 
SQUARER 
xo 
x2 
t — 
(+10v) oVo=75 
(0 TO +10V) 
+15V -15V 
SQUARE 
ROOTER 
Vo=-y10Z 
(0 TO -10V) 


PIN CONFIGURATIONS 


Top View 
P DSUFFIX 40-116 
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AD531 SPECIFICATIONS (Typical @ +25°C, externally 
trimmed and +15VDC, unless otherwise specified.) 


PARAMETER 


AD531J (531K)(531L)(531S) 


PERFORMANCE SPECIFICATIONS 


Transfer Function 
Total Error (% FS, kIz = 10V) 
TA= 25°C 
TA = min to max 
Terminal Limits 
Input Voltage 
Reference Current 
Nonlinearity 
X input 
Y input 
Z input (0.1 <kIz <10V) 
Feedthrough 
X input 
Y input 
Z input (1 <kIz <10V) 
INPUT SPECIFICATIONS 
X terminal 
Differential Input 
Resistance 
Common Mode 
Input Resistance 
Input Bias Current 
Common Mode 
Voltage Range 
CMRR 
Y terminal 
Input Resistance 
Input Bias Current 
Z terminal 
Reference Current 
(for kIz = 10V) 
Sense Terminal 
Input Resistance 
Input Bias Current 
Null Input Voltages 
Vyo> Vos 


Vxo 


DYNAMIC SPECIFICATIONS 
Small Signal, Unity Gain 
Full Power Bandwidth 
Slew Rate 
Small Signal Amplitude 

Error 
Small Signal 1% Vector 
Error 
Settling Time 
Overload Recovery 


Vx * Vy/klz 


2.0%(1.0%)(0.5%)(1.0%) max 


2.5%(1.5%)(1.5% max)(3.0% max) 


-10V <Vx * Vy <+10V 
0<kIz < +10V, Vx/kIz < 2.5 


0.8(0.5)(0.3)(0.5)% 
0.3(0.2)(0.2)(0.2)% 
0.5(0.5)(0.5 )(0.5)% 


150(80)(40)(80)mV max 


100(60)(30)(60)mV max 
50(50)(50)(50)mV typ 


10MQ 


80MQ 
8uA max 


+10V min 
60dB 


6MQ 
8uA max 


+320UA SI, < +490UA 


36kQ 
15uA max 


+15 (+10)(+10)(+10)V max 
+10V < Vx <+15V 


1.0MHz 
750kHz 
45V/usec 


1% at 75kHz 
5kHz 


lusec to 2% 
2usec to 2% 


OUTPUT AMPLIFIER SPECIFICATIONS 


Output Voltage Swing 
(TA = min to max) 

Output Offset Voltage 
vs. Temperature 


+10V min @ 5mA 


0.7(0.7)(1.0 max)(2.0 max)mV/°C 


POWER SUPPLY SPECIFICATIONS 


Supply Voltage 
Rated 
Operating 


Supply Current, quiescent 
Power Supply Variation 


+15V 

+15 to 18)(10 to 18)(10 to 18) 
(10 to 22)V 

+6mA max 


(includes effects of recommended null pots) 


Muitiplier Accuracy 
Output Offset 
Scale Factor 
Feedthrough 


PRICE (1-24) 
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+0.5%/% 
+10mV/% 
+0.1%/% 
+10mV/% 


$30.00($45 .00)($54.00)($60.00) 


CIRCUIT FUNCTIONS 


MULTIPLIER, DIVIDER 
(DYNAMIC SCALE FACTOR CONNECTION) 


Yo 


aa 


AD741CH 


1N4149 470k 


: MULTIPLIER, SQUARER 
(FIXED SCALE FACTOR CONNECTION) 


OUTPUT 


TRUE RMS-TO-DC CONVERTER 


+15 15 


nee 3 


I] +Vs Xo Yo Vos -Vs 
+X Va 
-Xin 
YiNg c GND 


Top View 


+ Xin 8B c REF -Vs ouT SENSF 
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AD532 SPECIFICATIONS (Typical @ +25°C and +15VDC, CIRCUIT FUNCTIONS 


unless otherwise specified.) 
PARAMETER AD532J (AD532K)(AD532S) 
MULTIPLY 
MULTIPLIER SPECIFICATIONS 
Transfer Function (Vx - Vx2)(Vy, - Vy2)/10V 
Total Error (% FS @ +25°C) 2.0%(1.0%)(1.0%) max 
(Ta = min to max) 2.5%(1.5%)(4.0% max) 
vs. Temperature 
(Ta = min to max) 0.04(0.03)(0.02 max)%/°C 
Nonlinearity 
X input 0.8%(0.5%)(0.5%) yi R= Me )(¥;—-Y2) 
Y input 0.3%(0.2%)(0.2%) a 10V 
Feedthrough 
X input 150(80)(80)mV max 
Y input 100(60)(60)mV max 
DIVIDER SPECIFICATIONS* 
Transfer Function 10Z/(X, - X2) 
Total Error (% FS) 2.0%(1%)(1%) DIFFERENCE OF SQUARES 
SQUARER SPECIFICATIONS 
Transfer Function +x?/10 
Total Error (% FS) 0.8%(0.4%)(0.4%) 
SQUARE ROOTER SPECIFICATIONS 
Transfer Function -V 10V;,,* 
Total Error (% FS) 0.8%(0.4%)(0.4%) 
INPUT SPECIFICATIONS 
CMRR Xin, Yin = 10V 40(60)(60)dB min eu at 
Input Resistance a -m 
X input 10MQ 
Y input 10MQQ 
Z input* 36kQ. 
Input Bias Current 
X, Y inputs 3.0(4.0 max)(4.0 max)UA 
Z input* 10(15 max)(15 max)yA 
Input Voltage (for rated accuracy) DIVIDE 
Vang Vie Me 
(Ta = min to max). +10V 
Null Input Voltage (required to trim) 
Vos +15V max 
DYNAMIC SPECIFICATIONS 
Small Signal, Unity. Gain 1.0MHz 
Full Power Bandwidth 750kHz 
Slew Rate 45V/usec . 
Small Signal Amplitude Error 1% at 75kHz 
Small Signal 1% Vector Error 5kHz 102, 
Settling Time lusec to 2% Vout “te ey 2 ON gl OV 
Overload Recovery 2usec to 2% ie 


OUTPUT AMPLIFIER SPECIFICATIONS 
Output Voltage Swing 


(Ta = min to max) +10V min @ 5mA 
Output Offset Voltage* * +50(+20)(+20)mV max 
vs Temperature. 0.7(0.7)(2.0 max)mV/°C PIN CONFIGURATIONS 
POWER SUPPLY SPECIFICATIONS Top View 
Supply Voltage H SUFFIX 
Rated +15V 
Operating +15 to 18(10 to 18)(10 to 22)V 
Supply Current, Quiescent +6mA max 
Power Supply Variation D SUFFIX 
Multiplier Accuracy +0.5(+0.5 max)(+0.5 max)%/% TO-116 
Output Offset +10(+10 max)(+10 max)mV/% 
Scale Factor £0.1(+0.1)(+0.1)%/% ~a~ OO Sane 
Feedthrough +10(+10 max)(+10 max)mV/% 
PRICE 
(1-24) $26.00($36.00)($49.00) 


*With Z (feedback) terminal used as an input terminal. 
**Trimmable to zero. 


NC XIN GND Vos Yin +Vin +Vs 
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SWITCHES AND RESISTOR 


NETWORKS FOR A/D AND D/A CONVERTERS 
AD550, AD55I, AD552, AD555, AD850, AD852, AD853, AD855 


GENERAL DESCRIPTION 

The converter components discussed in this section were de- 
signed to form the heart of current and voltage switched D/A 
and A/D converters. 


CURRENT STEERING CONVERTERS 
The AD550 and AD551 are quad current switches that can be 
provided in matched sets to build 4, 8 and 12-bit converters. 
The AD552 is a quint current switch for building 5 and 10-bit 
converters. They consist of four (AD550, AD551) or five 
(AD552) logic-operated current steering switches with a refer- 
ence transistor on a single monolithic chip. Further, the switch 
emitter areas are geometrically proportioned to achieve con- 
stant current density and thus attain virtually perfect Vgr 
matching and tracking between switches. The reference transis- 
tor is provided to compensate the external voltage reference, 
which powers the binary current determining resistor ladder net- 
work (e.g., AD850) for Vgr- 


The basic operation of the current steering switch is shown in 
Figure 1 using the AD551. For a nominal full scale output cur- 
rent of 2.0mA (less one LSB), a stable reference zener and pre- 
cision resistor are used to establish a reference current of 
1/8mA (LSB weight) into the reference transistor Q,; . The op 
amp then adjusts the common base rail so that the individual 
bit currents will assume their correct values, as shown. These 
bit currents are then steered into the load or the -5 V supply 
according to the logic level at each input. A complete 12-bit 
converter is shown on the page describing the AD550, 

AD551 and AD552. 


VOLTAGE SWITCHING CONVERTERS 

The AD555 is a dielectrically-isolated quad voltage switch that 
can be provided in matched sets to build 4, 8 and 12-bit con- 
verters. Comprising four logic-operated single pole, double 
throw (SPDT) switches, the AD555 can switch AC signals at 
its reference terminals, making it ideal for multiplying and D/S 
and S/D converter applications. 


GIC INPUT LEVELS 


© 15.0V0C 


Figure 1. 
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Voltage switching involves the switching of resistor legs of an 
R/2R ladder network (e.g., AD855) between two continuously 
variable voltage references as shown in Figure 2. Depending on 
the logic state of the input terminals, the 2R leg of the R/2R 
network will be connected to the voltage appearing on either 
Ref A or Ref B. The R/2R network has the property that, no 
matter what state the digital inputs are in, the impedance seen 
from the R/2R output (non-inverting terminal of the output 
amplifier) is always R. A complete 12-bit D/A converter is 
shown on the page describing the AD555 switch. 


LADDER NETWORKS 

The AD850 and AD852, AD853 are binary weighted resistor 
ladder networks for use with the current steering switches 
AD550, AD551 and AD552. The AD855 is an R/2R ladder for 
use with the AD555 voltage switch. Nichrome thin-film con- 
struction combined with small physical size offer temperature 
tracking of Ippm/°C (within the network) and excellent long 
term stability. 


The AD850 includes the binary ladder network and applica- 
tions resistors to build complete 12-bit converters. For BCD 
weighting, order the AD851. 


The AD852 can be used either alone to build 8-bit converters, 
or combined with the AD853 (which includes the last quad 
and the circuit applications resistors) to build full 12-bit 
converters. 


The AD855 R/2R ladder has been specifically designed for 
use with the AD555 voltage switch (Rgw = 1592, AD555 L/U) 
and includes the applications resistors for building 12-bit 
converters. 


4v MSB 2 3 LSB 15V 
(14) 43) 12) iD 10) 3 (8) 
es : I I T T 
x ! | MODEL ADS555 
us p> VOLTAGE SWITCH 
cc I I 
2 | + i T . 
Oo | ly | 
Prt) pa Sa ee yx 1 
aa) pf | a ek | 7 \ p 
Or , : 5 YT T 
eC eI | 
33 | = i A t t+ + 
“=~ 4 
Rae = t 4 
D) 2 3) 4 ri 7 
VREFA | | J 
VREF . 
EF BO 1 t yy LADDER 
(*4V MAX) yer R i= R il R ic" TERMINATION 
— sas wine an-O--> 
- ~~ 
N VREF >—7—0VouT ~ GN Var 
N=DIGITAL mt = 
NUMBER Ry er: _|r a Bare 
rc —w 3 
Figure 2. 


MONOLITHIC CURRENT SWITCHES 
AD550, AD55!I, AD552 


GENERAL DESCRIPTION DEE UEERTIN 


The AD550 and AD551 are quad current switches for building 
4, 8 and 12-bit accurate A/D and D/A converters. The AD552 ess 
is a quint current switch for building 5 and 10-bit converters. 


© 
Pa) . 


They feature monolithic construction to obtain tight switch | So eS 
matching and tracking with temperature and high reliability agg pes | 
for military and avionics applications. ré CL or CAL aS 


LOGIC INPUTS 
A = 
958 10S8 NSB LSB 


MSB 2S8 358 458 5S8 6SB 7SB 8SB8 


2 oO 


ADS5O01 |) 


To obtain 12-bit linearity it is important that the AD550 and =n 
AD551 switches be ordered and used as matched sets. Units 
shipped as matched sets will be marked with a “Vgg group eae nt 
number” (-9 to +9) following the grade selection for the PO Oe es ze Soars 
TO-116 package (e.g., 551K + 3D where +3 is the grade selec- 4 , ! 

tion and D the package suffix) and following the pin 1 desig- AR EssGi0 Wek Gsia ia bic ives talw alse sacar vmunmnpolarsen 
nator for the flat pack (e.g., © +5X XXX, where @ is the pin 1 


designator and XXXX the date code). 


10k |20% |40% | 80% 
+ 44 


14 0625 


and reference current resistors on a single substrate 


The ADS552 does not require Vgx classification. 


ELECTRICAL CHARACTERISTICS (Typical @ +25°C, unless otherwise noted.) 


Parameter AD550 ADS551 AD552 


Logic Inputs 
“0” (Switch ON) 0.8V max, 1.6mA nom. 


(Avg. Sum of 4) 


0.8V max, 1.6mA max 
(Each Input) 
* 


0.8V max, 1.6mA max 
(Each Input) 


“1” (Switch OFF) 2.0V min, 1OO“A max 3 
Common Base Bias Voltage -2.0V max (-5.0V min) * * 
Input Coding Complementary Binary . = 
Output Current (Nominal) 

Bit 1 1.0mA = = 

Bit 2 0.5mA * = 

Bit 3 0.25mA . eZ 

Bit 4 0.125mA = = 

Bit 5 N/A N/A 0.062mA 
Output Voltage Limit 

Unloaded OV (Amplifier 2 pt) = = 

Resistor Load -2V to +10V ¥ * 
Switch Speed 

Switching Time (to turn on LSB) 500nsec 60nsec 90nsec 

Settling Time to +“ZLSB 

12 Bits 1.8usec 200nsec - 
10 Bits O.8usec 120nsec 120nsec 
Accuracy (% Full Scale, With 10V 
Across Resistor Network) 
Linearity J/S 1.0% max . +1.0% 
K/T 0.1% max . +0.05% 
L/U 0.01% max * N/A 
Temperature Coefficient 2ppm/'C * 7ppm/°C 


Power Requirements 
+5 VDC (45%) 
-1SVDC (43%) 

Packages 


Operating Temperature Range 
J, KL 
S,T, U 

*Same as ADS5O. 


+12mA max 
-9mA max 
TO-87 (F.P.) 
TO-116A (DIL) 


0 to +70°C 
-55°C to +125°C 


* 


-10mA max 


* 


* 


* 


-10mA max 


TO-116B (DIL) 


ORDERING GUIDE 


AD550 X Y* Z X= Performance/Temperature Grade J, K, L, S, T, U 
AD551 X Y* Z Y= Vge Characteristic (-9 to +9) 
AD552 X Z Z= JEDEC Package Designation D = TO-116, F = TO-87 


*Do not specify unless ordering a replacement part. Units ordered as 12 bit matched sets will automatically be 
shipped with the same Vgrx characteristic. 
PRICES: Consult the factory or your local representative for the latest pricing. 
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VOLTAGE SWITCH 
AD555 


APPLICATION 


DIGITAL NUMBER, N 


OUTPUT 
AMPLIFIER 


Ver Zs Vout 
GENERAL DESCRIPTION a posser|fossey 0 
The AD555 is a dielectrically isolated quad voltage switch Vaer 8 I 
which is optimized for applications where both digital and ana- a 


log signals vary — such as in digital to synchro conversion or | 

multiplying DAC applications. Temperature coefficient has | 

been specified to insure full 12 bit linearity when used with a L = ees = 
AD855 R—2R NETWORK = 


50kQ2 R-2R ladder network, such as the AD855. LADDER = 
TERMINATION 


ELECTRICAL CHARACTERISTICS 


Parameter AD555 
Input Signals 
Digital “0”? <0.8V max @ -500UA, max 


“1” >2.0V min @ +100uHA, max 
Analog 1. Ref A and/or Ref B 
in any combinations 
2. Ref A Alone 
(Ref B Grounded) 
Analog Input Current 
(Ref A or Ref B) 
Output Voltage Range 
Switch Offset Voltage, E,, 


-3 Volts, min to +3 Volts, max 
-4 Volts, min to +4 Volts, max 


-1.5mA, max 
+4 Volts 
555 J/S +10mV, max 
555 K/T +3mV, max 
555L/U +2mV, max 
AD555L/U +1imV, max 
555 J/S 100Q, max 
555 K/T 40Q, max 
555L/U 250, max 
555L/U 10Q, max 


Switch Offset Mismatch, AE,, 
Switch on Resistance, Rg 


On Resistance Mismatch, ARg 


Switch Load Current 
Settling Time (0.01%) 
Switch Leakage Current 
Error Temp Coefficient 
Power Requirements 


Dissipation 


0.5mA, max 
5 usec 
1.5nA, max 
+5ppm/°C 
+15V +20% @+7mA 
-4V +1% @-3mA 
130mW (typ), 200mW (max) 


TO-87 Flat Pack 
TO-116 Dual In-Line 
Types J, K, L 0 to +70°C 
Types $,T,U -55°C to +125°C 


Packages 


Operating Temperature Range 


ORDERING GUIDE: 


AD555 X Y X = Performance/Temperature Grade J, K, L,S, T, U 
Y = Package designator D = TO-116 DIL 


F = TO-87 F.P. 
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-AD850, AD85I, AD852, AD853, AD855 


GENERAL DESCRIPTION 
The nichrome thin-film resistor networks outlined here have 
been designed for use with the HDAC current and voltage 
switches already described. The AD850 is a 12-bit binary cur- 
rent determining ladder network for use with the AD550, 
AD551 and AD552 current switches, and the AD851 is its BCD 
equivalent. The AD852 is an eight-bit current ladder network 
for 8-bit applications, which can be extended to 12 bits using 
the AD853. The AD855 is an R/2R twelve-bit ladder network 
specifically designed for use with the AD555 voltage switch. 
All the networks include applications resistors to build the 
complete D/A converter. 


BINARY CURRENT LADDER 


RESISTOR NETWORKS ¥ 


ELECTRICAL SPECIFICATIONS (Typical @ +25°C, unless otherwise noted.) 


Parameter 


R1 = 10kQ 

R2 = 20k2 

R3 = 40k. 

R4 = 80kQ 

R5 = 10kQ 

R6 = 20k2 

R7 = 40kQ 

R8 = 80kQ22 

R9 = 10k 
R10 = 20k2 
R11 = 40kQ2 
R12 = 80k2 
R13 = 5kQ 
R14 = 14.0625kQ 
R15 = 14.0625kQ 
R16 = 5kQ 
R17 = 1kQ2 
R18 = 937.5kQ 
R19 = 80kQ 
R20 = 6.00k2 
R21 = 48.40k2 
R22 = 15kQ 


Operating Temp. Range 
L Grade 
U Grade 
Packages (Suffix E or F) 
(Suffix D) 


AD850 L (U) AD852 L (U) 
+5% Abs. +0.3% Abs. 
0.015% 0.015% 
0.03% 0.03% 
0.05% 0.05% 
0.10% 0.10% 

0.2% 0.2% 
0.4% 0.4% 
0.8% 0.8% 

1% 
1% 
1% 
1% 
0.1% 


Ratio to R17 0.05% Ratio to R17 0.05% 
Ratio to R17 1% 


0.1% 
+5% Abs. +0.5% Abs. 
Ratio to R17 1% 
0.1% 0.2% 
0.1% 
0.1% 
= Ratio to R17 0.5% 
0 to +70°C * 
-55°C to +125°C * 
24 Pin Epoxy TO-87 Flat Pack 
24 Pin DIL TO-116 DIL 


1. All resistors ratio to R1 unless otherwise specified. 


2. Total positive or negative contribution to error is less than 0.012%. 


s)}}++}—-~w—4 ew. +n) 
af 80K 937 be 
ro 
3 }++—war— \ +16 
Oe 
AD853 L (U) Rw A2i 
%0 }—}—-war— WA + 18 
_ 20% 48 ae ~~ 
ny+ eee | >= ti“ 
S 40 
_ bird R20 ~ 
12 }—}_~w— 3) 
808 Ld 
NOTE 1 COMMON BUSS RESISTANCE SHALL BE f150m{ 
BETWEEN PIN 24 AND THE R11 R12 JUNCTION 
(@) (3) n) © 3) @ 
0.3% Abs. * * [ T 
Ratio to R9 1% T T r Ic 
Ratio to R9 1% Sy sok =i. 
Ratio to R9 1% + 
Ratio to R16 0.2% = 
80k AD852 
Ratio to R18 0.3% —t ? 
0.5% Abs. m R2 £53 
Wk 20% 40 
0.3% Abs. T 
a) ®® ® ( 


Ratio to R21 0.2% 
0.5% Abs. 


* 
* 
TO-87 Flat Pack 
TO-116 DIL 


3. AD851 (= BCD form of AD850): R13 = R16 = 4kQ; R14 = 8.1325kQ; 


R15 = 8.4375kQ. 


*Specifications same as for AD850. 


R-2R VOLTAGE LADDER 


ELECTRICAL SPECIFICATIONS (Typical @ +25°C, unless otherwise noted.) 


Parameter AD855 L (U) 

R 50kQ +10% Abs. 
2R 100kQ2 
Rsw 152 
Resistor Ratio Accuracy <0.004% 
Operating Temperature Range 

L Grade 0 to +70°C 

U Grade -55°C to +125°C 
Packages (Suffix F) TO-87 Flat Pack 

(Suffix D) TO-116 Dual-In-Line 
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DUAL FET’S 
AD3954 SERIES 


GENERAL DESCRIPTION 
Types AD3954 through AD3958 are a family of dual 
monolithic N-channel silicon junction field-effect 
transistors in the hermetically-sealed TO-71 package. 
They are designed to provide low input drift (to 5uV/°C 
max) and bias current (to 50pA max) when used in the 
input stages of general-purpose differential amplifiers. 
They will generally provide superior performance when 
replacing equivalent members of the 2N3954-58 family. 


The dual FET’s are fabricated on N-type silicon wafers, 
and the two elements are diffusion-isolated. This isolation 
eliminates gate-to-gate breakdowns; bulk biasing and 

input gate protection are not needed for the great majority 


of practical designs. 


ELECTRICAL CHARACTERISTICS (@ +25°C unless otherwise noted) 


Parameter 


Drift vs Temperature | 


Offset Voltage, +25°C 


Symbol 


AV 
AT 


Temp Drift Nonlinearity TDN 


Price (1-99) 


Parameter 
Transconductance 
Full Conduction 
Typical Operation 


Mismatch 


Drain Current 
Full Conduction 


Mismatch at 
Full Conduction 
Gate Current 
Operating 
High Temperature 
Reduced Vpg 
Forward Current 
At Full Conduction 
Output Conductance 
Full Conduction 
Operating 
Differential 


Common Mode Rejection 


AVES, 4 


- 20 log BV ps 
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TDN max 


=I¢ 

-Ig 

Ic (f) D* 
-Igss 


Yoss 
os 


Y 
Yos,-2| 


CMR 
CMR 


max 
| Ves,_, |max 


Monolithic fabrication of dual FET’s provides inherently 
superior matching by design, and eliminates the costly 
handling employed in assembling 2-chip duals, as well as 
improving yield and reliability. The low offset drifts 
resulting from this matching tend to be linear with 
temperature and can be maintained in practical environ- 
ments because of the monolithics’ insensitivity to thermal 


gradients. 


Conditions AD3954A AD3954 
Vp = 20V, Ip = 200A : ; + - 
Ta =-55 Cto +25 Cto +125 C 
Voc = 20V, Ip = 200UA 10 10 25 
Voc = 20V, Ip = 200UA as] +] 2 of | 
Ta =-55°C to +25°C to +125° Cf) +5 +5 +5 
6.90 5.65 4.25 
ALL DEVICES 
Conditions MIN TYP 
Voc = 20V, Vgs = 0, f = 1kHz 1000 2000 
_- 700 
Vpg = 20V, Ip = 200UA = 0.6 
0.5 2 
VpG = 20V, Ves = 0 
=a 1 
VpocG = 20V, Ip = 200HA = 20 
Voc = 20V, Ip = 200MA, Ta = +125°C  — - 
Vp = 10V, Ip = 200UA _ 5 
Any Condition - - 
Voc = 20V, Vps = 0 = = 
Voc = 20V, Vgs = 0 i = 
_ 0.1 
Vpg = 20V, Ip = 200A Ss ee 
AVps = 10 to 20V, Ip = 200UA — 100 
AVps = 5 to 10V, Ip = 200uA “ 75 


50 


AD3955 AD3956 


AD3958 Units 


100 wv/rc 
25 mV 
+5 vic 

- pvc 

2.25 $ 


umho 
umho 
umho 


dB 
dB 


PIN CONFIGURATION 


Bottom View 


TO-71 


ELECTRICAL CHARACTERISTICS (Continued) 


ALL DEVICES 
Parameter Symbol Conditions MIN TYP MAX 
Gate Voltage 
: Ves (off) 
Pinchoff Voltage = Vps = 20V, Ip = 1nA 1 2 4.5 
or Vp 
Operating Range Voces Vps = 20V, Ip = 200UA 0.5 = 4 
Breakdown Voltage BVcss Vps = 0, Ip = 1nA, 40 = = 
To Source or Drain Vocss D* Any Condition = = 40 
Gate-to-Gate Breakdown VgGo Ig = 1nA, Ip = 0, Ig = 0 40 — = 
Drain-Source Voltage Vpso D* Any Condition _ = 40 
ae m a Vps = 20V, Ves = 0, Rg = cone _ _ sh 
” f = 100Hz, NBW = 6Hz ; 
Vps = 20V, Ip = 200uA, f = ie 
Vol - 
oltage Cn NBW = 1Hz 25 70 
Capacitance 
Input Ciss = - 6 
= =0,f=1M 
Reverse Transfer Cree Vos = 20, Veg= me = - 2 
Drain to Drain Caa Vpg = 20V, Ip = 200UA _ 0.1 ~ 
Temperature 
Storage Ts D* Any Condition =65 - +150 
Junction Ty D* Any Condition — = +150 
Lead Ty, D* 10 sec max — 1/16” or more from case — - +300 
Can Dissipation Pp D* Ta = +25°C, Derate 3.3mW/°C _ ~ 400 


Units 


<<<<< < 


*D indicates an Absolute Maximum Limit above which Degradation or Destruction may occur. 
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DUAL LOW Ig FET’S 
AD5905 SERIES 


GENERAL DESCRIPTION 

Types AD5905 through AD5909 are a family of small- 
geometry dual monolithic N-channel silicon junction 
FET’s. They are designed for use in low level differential 
amplifiers that measure small currents, or small voltages 
at high impedance, and in high-impedance analog comput- 
ing circuitry (e.g., long-term integrators, slow differen- 
tiators). They will generally provide superior performance 
when used to replace members of the 2N5902-9 and 
U248-251 families. 


The dual device is fabricated on N-type silicon wafers 
with diffusion isolation between the two FET’s. For 
this reason, low “punch-through”’ gate-gate breakdowns 
are eliminated, and bulk biasing is not needed for most 
applications. The substrate is connected to the can, and 
can be used as an effective shield and guard in circuit 
designs demanding extremely-low leakage current. 


With leakage currents less than 1pA at Vpg = 10V, and 
even less at lower voltages, these dual junction FET’s, 
used with circuit design and assembly techniques 
appropriate to their capabilities, will excel in such appli- 
cations as pH meters, photo and ion-current transducers, 
low-drift integrators, and sample-holds. 


PIN CONFIGURATION 
Bottom View 


TO-71 


180 LINEAR IC’s 


ELECTRICAL CHARACTERISTICS 
(@ +25°C unless otherwise noted) 


Parameter 
Gate Difference Voltage 


Drift vs Temperature 


Offset Voltage, +25°C 
Temp Drift, Nonlinearity 


Gate Leakage Current 
Operating 
Ta = #125°C 
Full Conduction 
TA = 4125 ¢ 


Price (1-99) 


Parameter 


Transconductance 
Full Conduction 
Typical Operation 


Mismatch 


Drain Current 
Full Conduction 


Mismatch, at 
Full Conduction 
Output Conductance 
Full Conduction 
Operating 
Differential 
Common Mode Rejection 


AVgs,_, 


-20 log DVps 


Gate Voltage 
Pinchoff Voltage 


Operating Range 
Breakdown Voltage 

To Source or Drain 
Gate-to-Gate Breakdown 


Gate Current 
Gate-to-Gate Leakage 
Gate Reverse Current 
Gate Forward Current 

Drain to Source Voltage 

Noise 
Figure 


Spot Voltage 


Capacitance 
Input 
Reverse Transfer 
Drain to Drain 
Temperature 
Storage 
Junction 
Lead 
Can Dissipation 


Yos 
| Y 


Symbol 


AT 


| Ves 


TDN 


max 


max 


I=2 


-Ig max 
-Ig max 
-IGss max 
-loss max 


Yoss 
OS}-2 | 


CMR 
CMR 


-Vp or 
-Vcs (off) 
“VGés 
BYGss 
—Véss D* 
BVGco 


IGco 
=Ie D* 
Ig (f) D* 


-Vpso D* 


NF 


en 


Ciss 
Crss 
Cad 


T. D* 
Ty D* 
Ti D* 
Pp D* 


Conditions AD5906 
Vpg = 10V, Ip = 30HA 
5 
Ta =-55°C to +25°C to +125°C 
Voc = 10V, Ip = 30HA 25 
Vp = 10V, Ip = 30A 
° ° ° 1 
Ta =-5S Cto:+25 Cto #125 C 
1 
Vp = 10V, Ip = 30HA ; 
2 
Vos = 0, Ves = -20V 5 
11.20 
Conditions MIN 
Vpg = 10V, Ves = 0, f = 1kHz 70 
50 
Vpg = 10V, Ip = 30A, f = 1kHz 


VpG = 10V, Ves = 0 


Voc = 10V, Ves = 0 
Voc = 10V, Ip = 30HA 


AVpg = 10 to 20V, Ip = 30UA 
AVps = 5 to 10V, Ip = 30UA 


Vps = 10V, Ip = 1nA 


Voc = 10V, Ip = 30UA 
Vps = 0, Ip = 1nA 
Either Vgs or Vgp 
Ig = 1nA, Ip = 0, Ig = 0 


Voc = 20V 
Any Condition 
Any Condition 


Vps = 10V, Vcs = 0, Rg = 10MQ2 


f = 100Hz, NBW = 6Hz 
Vpg = 10V, Ip = 30uA 
NBW = 1Hz, f = 10Hz 


Vps = 10V, Ves = 0, f = 1MHz 


Voc = 10V, Ip = 30UA 


10 sec max — 1/16” or more from case 


Ta = +125°C 


60 


AD5907 


10 


25 


AD5908 


20 


25 


5 
7.00 


ALL DEVICES 


AD5909 


40 


25 


0.5 
0.1 


ADS5905 


75 


25 


Units 


uv’c 
mV 


uvi°c 


*D indicates an Absolute Maximum Limit above which Degradation or Destruction may occur. 
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DUAL ULTRA LOW Ig FET’S 
AD830 SERIES 


GENERAL DESCRIPTION 

Types AD830 through AD833 are a family of small-geometry 
dual monolithic N-channel silicon junction FET’s. They are 
designed for use in low-level differential amplifiers that 
measure extremely small currents, or small voltages at very 
high impedance, and in high-impedance analog-computing 
circuitry (e.g., long-term integrators, slow differentiators). 
They will generally provide superior performance when 
used to replace devices having similar geometry but higher 
leakage currents, such as members of the AD5 905-5909 
family. 

The dual device is fabricated on N-type silicon wafers using 
silicon nitride passivation, with diffusion isolation between 
the two FET’s. For this reason, low “‘punch-through” gate- 
gate breakdowns are eliminated, and bulk biasing is not 
needed for most applications. The substrate is connected to 
the TO-78 can, and a connection is provided to use it as an 
effective shield and guard in circuit designs demanding 
extremely-low leakage current and noise pickup. 


With leakage currents less than 0.1pA at Vpg = 10V, and 
even less at lower voltages, these dual junction FET’s, 
used with circuit design and assembly techniques 
appropriate to their capabilities, will excel in such applica- 
tions as pH meters, electrometers, photo and ion-current 
transducers, low-drift integrators, and sample-holds. 


PIN CONFIGURATION 
Bottom View 


2-D1 6—D2 


TO-78 
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ELECTRICAL CHARACTERISTICS 
( @ +25°C unless otherwise noted) 


Parameter Symbol 
Gate Difference Voltage 
, AVcs 1-2 
Drift vs Temperature —ar | ™* 
Offset Voltage, +25°C | Vas, [mm 
Temp Drift, Nonlinearity TDN 
TDN max 
Gate Leakage Current 
Operating -Ig max 
Ta = +125°C -Ig max 
Full Conduction -Igss max 
Ta = +125°C ~IGss max 
Price (1-99) 
Parameter Symbol 
Transconductance 
Full Conduction Vfss 
Typical Operation Yfs 
AG 
Mismatch | aed | 
Yfs 
Drain Current 
Full Conduction Ipss 
I 
Mismatch, at | — 
Full Conduction DES 
Output Conductance 
Full Conduction Yoss 
Operating Yos 
Differential | Yos;-2 | 
Common Mode Rejection 
AVGs,-, CMR 
-20 log 
AVps CMR 
Gate Voltage 
5 -Vp or 
Pinchoff Volt P 
inchoff Voltage -Vgg (off) 
Operating Range -Vces 
Breakdown Voltage BVgcss 
To Source or Drain -Vcss D* 


Gate-to-Gate Breakdown BVcco 


Gate Current 


Gate-to-Gate Leakage Igco 

Gate Reverse Current =Ie D* 

Gate Forward Current Ig (f) D* 
Drain to Source Voltage -Vpso D* 
Noise 

Figure NF 

Spot Voltage en 
Capacitance 

Input Ciss 

Reverse Transfer Crss 

Drain to Drain Cad 
Temperature 

Storage Ts D* 

Junction ay D* 

Lead tT D* 
Can Dissipation Pp D* 


AD833A Units 


40 


dB 


uv?c 


mV 
uv/°c 


uvic 


nV/V Hz 


Conditions AD830 AD831 AD832 AD833 
Vv = 10V, Ip = 30HA 
ciate cies 2 5 10 20 75 
Ta =-55 Cto +25 Cto +125 C 
Vpc = 10V, Ip = 30HA 25 25 25 25 
Vpc = 10V, Ip = 30HA +1 +1 +1 +5 
Ta =-55°C to +25°C to +125°C +5 +5 +5 7 
+ 0.1 0.1 0.1 0.5 
Mee: ES Ay 0.1 0.1 0.1 0.5 
aS 0.2 0.2 0.2 1.0 
Res Se ee = eny 0.5 05 0.5 1.0 
13.40 10.70 8.60 5.10 
ALL DEVICES 
Conditions MIN TYP MAX 
Vpg = 10V, Vgs = 0, f = 1kHz 70 300 500 
50 100 200 
Voc = 10V, Ip = 30uA, f = 1kHz 
= 1 5 
60 400 1000 
Voc = 10V, Ves = 0 == 2 5 
Vpc = 10V, Ves = 0 — - 5 
Voc = 10V, Ip = 30UA = = “ 
= a 0.1 
AVps = 10 to 20V, Ip = 30UA = 90 = 
AVps = 5to10V,Ip = 30UA = 90 - 
Vps = 10V,Ip = 1nA 0.6 2 4.5 
Vpg = 10V, Ip = 30UA = = 4 
Vps = 0, Ip = 1nA -40 -60 = 
Either Vgs or Vep = = 40 
Ig = 1nA, Ip = 0, Is = 0 40 - = 
Vac = 20V = al = 
Any Condition — = 10 
Any Condition = = 10 
- - 40 
Vps = 10V, Ves = 0, Rg = 10MQ - ss 1 
f = 100Hz, NBW = 6Hz 
Voc = 10V, Ip = 300A ~ 70 ei 
NBW = 1Hz, f = 10Hz 
- - 3 
Vps = 10V, Ves = 0, f = 1MHz 7 7 a 
Vpg = 10V, Ip = 30UA = = 0.1 
-65 - +150 
- _ +150 
10 sec max — 1/16” or more from case ~ - +300 


Ta = +125°C - — 40 


*D indicates an Absolute Maximum Limit above which Degradation or Destruction may occur. 
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DUAL ULTRA LOW NOISE FET’S 


AD840 SERIES 


GENERAL DESCRIPTION 

TRAK-FET’s, AD840/841/842 are large geometry, dual monoli- 
thic silicon N-channel J-FET’s optimized for operation in 
differential amplifier applications where extremely low noise 
levels are required. The AD840 series is ideal: for sensing very 
small signals commonly found in optoelectronic and bio- 
medical applications. 


The dual FET’s are fabricated on N-type silicon wafers and the 
two elements are diffusion isolated. This isolation eliminates 
gate-to-gate breakdowns; bulk biasing and input gate protec- 
tion are not generally needed. 


The AD840 series dual monolithic FET’s are the only devices 
available where initial offset voltage and drift can be closely 
correlated. The secret: a.breakthrough in process and a thor- 
ough understanding of critical parameters in matching 

and tracking. 


These.devices are almost as predictable as dual monolithic 
transistors. At the same time, no interdigitated geometry is 
needed to obtain this close matching and tracking, hence no 
gate-tc-gate breakdown problems at 2 x Vp. 

For these reasons the AD840 series is offered at extremely 
low Ves, ~ Ves, offsets, 5mV maximum, and tracking, 5 
and 10uV/°C. 

Outside these most important parameters, very close Y¢, and 
Yogs matching is natural for these devices. Furthermore, these 


devices were specifically designed for very low voltage noise, 
less than 15nV/\/Hz @ 10Hz. 


Besides all these features, the devices do not compromise on gate 
leakage current as the typical number of 5pA @ 10V indicates. 


The above given characteristics make these FET’s superior re- 
placements for the 2N5515, 2N5520 series which in contrast 
are hybrid dual-chip devices. 


PIN CONFIGURATION 


Bottom View 


3—-G1 5—S2 
ails 6—D2 
1-S1 — 
TO-71 
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SPECIFICATIONS 


(@ +25°C unless otherwise noted) 


Parameter Symbol 
4VGS 1.2 
Drift vs Temperature — 
AT = max 
° 
Offset Voltage, +25 C | VGSi5 qax 
Temp Drift Nonlinearity TDN 
TDN max 
Price (1-99) 
Parameter Symbol 
Transconductance 
Full Conduction Vess 
Typical Operation Vee 
Yfsy- 
Mismatch | as 
Yes 
Drain Current 
Full Conduction Ipss 
Ipss, 2 
Mismatch at ae 
Full Conduction DSS 
Gate Current 
Operating -lé 
High Temperature -Ig 
Reduced Voc i et 
Forward Current Ic (f) D* 
At Full Conduction -Iess 
Output Conductance 
Full Conduction Yoss 
Operating Yos 
Differential | Yos)-2 | 
Common Mode Rejection 
AVGs,-> CMR 
-20 log | ————— 
AVps CMR 
Gate Voltage 
Pinchoff Voltage Vas (off) 
or Vp 
Operating Range VGs 
Breakdown Range BVcGss 
To Source or Drain Voss D* 
Gate-to-Gate Breakdown VoGGo 
Drain-Source Voltage Vpso D* 
Noise 
Voltage €n 
Voltage en 
Capacitance 
Input Ciss 
Reverse Transfer Gass 
Drain to Drain Cad 
Temperature 
Storage Ts '‘D* 
Junction Ty D* 
Lead Tr D* 
Can Dissipation Pp D* 


Conditions AD840 AD841 AD842 Units 
Vpg = 20V, Ip = 200uA 
Ta =-55°C to +25°C to +125°C 3 10 40 uVI'C 
Voc = 20V, Ip = 200A 5 5 25 mV 
Vpg = 20V, Ip = 200HA 1 1 +1 UVC 
Ta =-55 °C to +25 Cto+125°C ss + +3 VIC 
9.40 7.80 3.50 $ 
BOTH DEVICES 
Conditions MIN TYP MAX Units 
Voc = 20V, Ves =0, f = 1kHz 1,000 4,000 umho 
Vpog = 20V, Ip = 200A } 500 1,000 umho 
0.6 3 % 
VpG = 20V, Ves =0 0.5 2 5 mA 
1 % 
Voc = 20V, Ip = 200uUA 20 50 pA 
Vpg = 20V, Ip = 200MA, Ta = +125°C 50 nA 
VpoGg = 10V, Ip = 200UA 2) pA 
Any Condition 50 mA 
Vpc = 20V, Vps =0 100 pA 
Voc = 20V, Ves =0 10 umho 
oO 1 umho 
Voc = 20V, Ip = 200UA 
BG » “ 1 0.01 0.1 umho 
AVps = 10 to 20V, lp = 200HA 100 dB 
AVps =5 to 10V, Ip = 200HA 75 dB 
Vps = 20V, Ip = 1nA 1 v 45° V 
Vps = 20V, Ip = 200uA 0.6 4 V 
Vos =0, Ip =1nA 40 Vv 
Any Condition 40 Vv 
Ig = 1nA, Ip = 0, Is = 0 40 V 
Any Condition 40 Vv 
Vps = 20V, Ip = 200A, f = 10Hz 
: 1 V/V H 
NBW = 1Hz - iy ie 
Vps = 20V, Ip = 200A, f = 1kHz 
10 V/VH 
NBW = 1Hz aviv 
25 pF 
Vps = 20V, Ves = 0, f = 1MHz 5 oF 
Vpg = 20V, Ip = 200uA 0.1 pF 
Any Condition -65 +150 = 
Any Condition +150 "6 
° 
10 sec max-1/16" or more from case +300 iG 
Ta = +25°C, Derate 3.3mW/°C 400 mW 


*D indicates an Absolute Maximum Limit above which Degradation or Destruction may occur. 
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DUAL NPN TRANSISTORS 
AD8I0 SERIES 


GENERAL DESCRIPTION 

The Analog Devices AD810, AD811, AD812, and AD813 
are monolithic dual NPN transistors designed for use in 
ADI’s modular products. Thus, they are suited for a 

wide range of applications requiring excellent matching of 
characteristics, high current gain, and high voltage 
breakdown. 


The AD810 series is manufactured with linear I.C. 
processing techniques. The resulting Vgf characteristics — 
voltage differential less than 0.5mV, temperature drift 
below 2.5uV/°C, breakdown voltage above 40V — 

make the devices ideal for critical differential input 

stage requirements. In addition, the excellent current 

gain performance — typically 500 over a 10uUA to 5mA 
collector range — insures high performance operation in 
second stage applications. 


The AD810, AD811, AD812, and AD813 are specified 
for operation over the 55°C to +125°C temperature 
range and are supplied in the hermetically sealed TO-71 
package. 


PIN CONFIGURATION 
Bottom View 


MATCHING CHARACTERISTICS (Ta, = 425°C, unless otherwise noted) 


Test Condition 
I, = 10UA to 5.0mA, V,,. = 5.0V 
I, = 10MA, V,, = 5.0V \ 


Parameter 


Vpe1~— VBE2 
A(Vgg1 — VBE2) 


AT T, =-55°C to +125°C 
gi — Ip2 I, = 10MA, Vo_ = 5.0V 
A(igi — Ip2) 1, = 10MA, Vo = 5.0V 

AT T, =-55 C to +125°C 


Limit 


max 
max 


max 


max 


ELECTRICAL CHARACTERISTICS (Ta, = +25°C, unless otherwise noted) 


Parameter Test Condition 

her L. = 10uA, Vee = 5.0V 1 
her I, = 1.0mA, V,,. = 5.0V 

FE . I, =5.0mA, V,, =5.0V 
hpp (55 C) I, = 10UA, Vee = 5.0V 
BVcRo I, = 10uA,1, =0 
BVcEOo I, = 0,1, =5.0mA 
BVcc Ise = 10uUA 
BVEBO I, = 10UA,1, =0 
VE (sat) I, = 1.0mA, I, = 0.1mA 
VcE (sat) 1, = 5.0mA, I, = 0.5mA 
VBE (sat) I, = 5.0m<A, I, = 0.5mA 
VBE (on) 1. = 10HA, Vee =5.0V 
IcRo : 1, = 0, Vo, = 80% rated BVcpo 
Icgo (+150 C) 1, = 0, V., = 80% rated BVcRo 
Igno I, = 0, Vey = 5.0V 
ca 1. = 0, Vy, = 5.0V 
é. I, = 1.0mA, V,,. = 5.0V 


Price (1-99) 
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Limit 
min 
max 
min 
min 
min 
min 
min 
min 
min 
max 
max 
max 
max 
max 
max 
max 


typ 
typ 


TO-71 
AD810 AD811 AD812 
3.0 1.5 1.0 
15 Ta 5.0 
20 10 25 
0.6 0.3 0.3 
AD810 AD811 AD812 
100 200 400 
= 600 1000 
100 200 400 
85 170 350 
35 75 150 
35 45 35 
35 45 35 
35 40 50 
6.5 6.5 6.5 
0.5 0.3 0.3 
1.0 0.8 0.8 
0.9 0.9 0.9 
0.7 0.7 0.7 
1.0 0.2 0.2 
1.0 0.2 0.2 
0.3 0.2 0.2 
2.5 25 2.0 
125 125 125 
2.00 2.60 3.80 


AD813 


0.3 


AD813 
200 
600 
200 
170 

75 
45 
45 
50 
6.5 
0.3 
0.8 
0.9 
0.7 
0.2 
0.2 
0.2 
2.5 
125 
4.75 


Units 
mV 
uv/°c 


nA 


nA/°C 


Units 


Beep aetseeeaari1 iit 


MHz 


DUAL “SUPERBETA” NPN TRANSISTORS 
AD8I4 SERIES 


GENERAL DESCRIPTION 

Types AD814, AD815 and AD816 are super-beta, monolithic 
dual NPN transistors which are designed to provide very high 
DC current gain over wide, collector current ranges with atten- 
dant high breakdown voltages. When used in the input stages of 
differential amplifiers, they provide very low offset voltages 
with very low drift over temperature. High gain, coupled with 
high breakdown voltages, tight Vgz matching and low output 
capacitance are all characteristics enhancing a wide range 

of applications. 


The AD814 series is manufactured utilizing super-beta NPN 
transistor technology, and advanced silicon nitride passivation 
techniques. The resulting Vgr characteristics — voltage differ- 
ential less than 0.2mV, temperature drift below 1uv/°C, break- 
down voltages of 20V - 30V make these duals ideal for applica- 
tions requiring critical, differential input stages. Also, very high 
DC gain of 2000 from 1 to 500“A makes for most efficient sec- 
ond stage applications. 


The AD814, AD815 and AD816 are specified for operation 
over the full military temperature range (-55°C to +125°C) and 
are supplied in hermetically-sealed TO-71 packages. 


PIN CONFIGURATION 
Bottom View 


VLSaGV :#2npoid Mou 


TO-71 

SPECIFICATIONS (@ +25°C unless otherwise noted) 

Parameter Test Condition AD814 AD815 AD816 Units 
hee, min Ic = 1MA, Ve“ =5V 1000 2000 2000 
hpe, min Ic = 10MA, Vez = 5V 1000 2000 2000 
hp E; min Ic = 500HA, Ve“ =5V 1000 2000 2000 
hpg, (-55°C) Ic = 100HA, Ver =5V 600 800 800 
BVcRO Ic = 100HA, Ig = 0 35 20 10 Vv 
BVEBO Ip = 10MA, Ic =0 7 7 7 Vv 
VCEO (sust) Ic = 100pA, Ip = 0 35 20 10 Vv 
Price (1-99) 5.00 6.50 5.75 $ 
COMMON DEVICE PARAMETERS 

Parameter Test Condition MIN TYP MAX Units 
VBE (on) Ic = LOMA, VeE = 5V 0.7 Vv 
VcE (sat) Ie = 1mA, lg = 0.1mA 0.5 Vv 
VBE, =VEEQ| Ic = 10UA, Veep =1V 0.2 1.0 mV 
VBE} > he = Aa, Vie = 1 1.0 5.0 yvi°c 

T Ta =-55 Cto +125 C 
IcBo, Ip = 0, Veg = 10V 10 pA 
Icpo, (+150°C) Ip =0, Vcg = 10V 10 nA 
leBo Ic =0, Veg =5V 5 pA 
IG e5 Vcc =+100V 10 pA 
[!8, -IB, Ic = 10HA, Vex = 1V 0.5 nA 
fr, Ic = LOMA, Vep = 5V 10 MHz 
Ea. Ic = 200NA, Veg =5V 100 MHz 
Copo Ip =0, Vep=zlVv 0.8 pF 
Cre Ic = 0, Veg =0.5V 1.0 pF 
Ce,¢, Vcc =0 1.2 pF 

I¢ = LOWA, Vey = 3V 

NF f = 1kHz, Rg = 10kQ 3.0 dB 


BW = 200Hz 
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new product: AD8I18 


DUAL “LOG CONFORMANCE” NPN TRANSISTORS 


AD8I18 


GENERAL DESCRIPTION 

The AD818 is an excellent dual monolithic NPN log confor- 
mance transistor designed specifically for computational cir- 
cuits using logarithmic conversions. 


The AD818 is designed for operation over full military 
temperature range from -5 5°C to +125°C and is offered in 
hermetically-sealed TO-52 packages (TO-71 and TO-78 
are optional). 


PIN CONFIGURATION 
Bottom View 


The outstanding characteristic of the AD818 is the low re 
tracking error (Are), typically 192, over a wide collector cur- 
rent range up to 1mA. This results in more than 6 decades of 
excellent log conformance. 


Excellent reliability and long term stability are achieved 
through a proprietary device surface stabilization process that 
features a Nitrox” nitride passivation over the silicon and a 
Silox® glass passivation over the entire structure. 


® Applied Materials Technology, Inc. TO-71 


MATCHING CHARACTERISTICS (Ta = +25 Cand +15VDC, unless otherwise noted) 


Parameter Test Condition MIN TYP MAX Units 
VBE, - VBE, I¢ = LOMA, Voz = 5.0V 0.4 1.0 mV 
A(VBE, ~ VBE) Ic = 10HA, Vey = 5.0V . 
ap a) ala 2 aa 1.0 5.0 uv’? 

AT Ta =-55 Cto +125 C 
hre,/hrE, Ic = 10MA, Vege = 5.0V 5 % 
Ip, - In, Ic = LOMA, Vey = 5.0V 10 nA 
Adp, - IB,) 2270 Vina es , - 
yy Ic = 1OHA, Ver = 5.0V \ oT nao 

AT Ta =-55°Cto +125°C 
ELECTRICAL CHARACTERISTICS (Ta = +25°C and +1 5 VDC, unless otherwise noted) 

Parameter Test Condition MIN TYP MAX Units 
hee Ic = LOMA, VcE = 5. 0V 150 600 
hee Ic = 100A, VEE = 5.0V 150 600 
hee Ie = 1.0MA, Vey. = 5.0V 150 
hee (-55°C) Ic = 10HA, Vez = 5.0V 50 
Or,* > = 10-100-10 

= Ic = 10-100-1000HA, s a 
Ver = 5.0V 
BVcBO I¢ = 10MA, Ip = 0 25 v 
BVcEO Ip = 0, Ic = 10.0HA 25 Vv 
BVcc Icc = 10KA 45 vi 
BVEBO Ip = 10HA, Ic = 0 65 Vv 
VcE (sav Ic = 1.0MA, Ip = 0.1mA 0.5 Vv 
VBE (on) Ic = 10MA, Vey = 5.0V 0.7 Vv 
I Ip = 0, Veg = 80% rated 
CBO E cB rate! \ 02 aa 
BVcBo 
1 (+150°C) Ip = 0, Veg = 80% rated 
‘CBO E CB rate, 02 BA 
BVcBo 
lego Ic = 0, Veg = 5.0V 0.2 nA 
Icc Vec = £45V 0.5 nA 
Cos Ip = 0, Veg =5.0V 2 pF 
Cep Ic = 0, Veg =05V 3 pF 
CTE Ic = 0, Veg = 0.5V 2 pF 
f, Ic = 1.0mA, Vcr = 5.0V 200 MHz 
f I¢ = 200HA, Voz = 5.0V 100 MHz 
NF I¢ = 100HA, Vez = 5.0V 
Cc HM. CE 3 dB 
BW = 200H2, Rg = 10kQ 
Price (1-99) 5.00 $ 


*Ar, is a deviation from the ideal r, and determines the log conformance. 
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GENERAL DESCRIPTION 

Types AD820, AD821 and AD822 are small signal, dual mono- 
lithic PNP transistors which are primarily designed to provide 
high gain over wide, collector current ranges with high break- 
down voltages, close matching and predictable tempera- 
ture drift. 


Through precise, linear IC production processes coupled with 
advanced silicon nitride passivation techniques, it is now possi- 
ble to routinely fabricate these dual monolithic PNP transistors 
with voltage breakdowns in excess of 60V; voltage offsets of 
0.5mV; temperature drifts of <2.5uv/°C and IB, - IB, drift 


<0.3nA/°C. Additionally, gain linearity is evident from 10MA 
to 1.0mA of collector current. 


DUAL PNP TRANSISTORS 
AD820 SERIES 


PIN CONFIGURATION 
Bottom View 


OZ8aV s2npoid mou 


The AD820 series is designed for operation over full military TO-71 
° ° . - 
temperature range from -55 C to +125 C, and is offered in 
hermetically-sealed TO-71 packages (TO-78 is optional). 
oO. Ff 
MATCHING CHARACTERISTICS (Ta = +25 C, unless otherwise noted) 
Parameter Test Condition Limit AD820 AD821 AD822 Units 
Vee, - VBE Ic = 10HA to S.OmA 
1 2 iu 0 
Ver = 5.0V max 5.0 1 0.5 mV 
(Vee, - VBE, Ic = 1OMA, Vey = 5 0V 
Sie) Pies cm TOBA son z - max 20 5 2:5 uve 
AT Ta = -55°Cto +125'C 
Ip, - Ip, Ie = 10MA, Voy - SOV max 10 5.0 nA 
Ag, ~Ip,) le = 10pA, Ve = 5.09 a ie ie ate 
a, Ta = -S5 Co +125 ¢ 
hee, Mee, Ic = OMA, Vey = 50V ip 10 5 5 % 
° . 
ELECTRICAL CHARACTERISTICS (Ta = +25 C, unless otherwise noted) 
Parameter Test Condition Limit AD82U0 AD821 AD822 Unis 
00 0 200 = 
hee Ic = LOWA, Vez = 5.0 ba , He 
max 600 600 = 
100 v0 00 — 
hee Ic = LOOMA, Vez = 5.0V ge 1 2 
max 600 600 
hee Ie = 1.0mA. Ver = 5.0 min 100 150 200 = 
hpe (-55°C) Ic = LOMA. Vep = 5.0V min 30 50 75 - 
VCE (sat) ic = 1.0mA, lg = 0. 1mA max 0.5 0.5 0.5 v 
VBE (on) Ic = 10MA, Vo p = 5.0V max 0.7 0.7 0.7 Vv 
BYcBo Ie = 10MA, Ip = 0 min 25 45 60 v 
BYcEO Ig = 0, Ic = 100HA min 25 45 60 Vv 
BVcc lec = 10HA min 30 60 100 Vv 
BVEBO Ip = LOMA, Ic = 0 min 6.5 6.5 6.5 v 
Ico ie: #0. View “80% eats max 0.2 0.2 0.2 nA 
BVcBo 
Icpo (+150°C) Ip = 0, Vop = 80% rated ie 02 0.2 0.2 aR 
BYcpo 
lepo Ic =0, Veg = 4.0V max 0.2 0.2 0.2 nA 
lc, c, Veg = 80% rated BVe RO max 0.5 0.5 0.5 nA 
Cos Ip = 0, Veg =5.0V max 2,0 20 2.5 pF 
Cre ic = 0, Veg =05V max 2.0 2.0 2.0 pk 
Coc Veco =0 max 2.0 2.0 20 pF 
ff: Ic = 1.OmA, Ver = 5.0V min 200 200 MHz 
f, Ic = 200A, Ver = 5.0V min 100 100 Miiz 
NF Ic = 100A, 
Voce = 5.0V, BW = 200Hz typ - 3.0 2.0 dB 
Ro, = 10k), f = IkHz 
Price (1-99) 2.10 2.75 5.25 $ 
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MECHANICAL OUTLINES 
ANALOG PRODUCTS 


MODULE TERMINAL 


— 0.040 DIA 
GENERAL NOTES: 2b 


4h 
. . : . : ” TYPICAL ON ALL CASES 
e All pin diagrams are terminal views. Grids are on 0.1 


spacing for reference only. 


© Pin designations are for reference only ; in general 
designations are silk screened on the sockets. 


@ Pins are gold plated, half-hard brass, 0.04” in diameter, 
0.2” minimum length. 


®@ Mating socket numbers are shown with each pinning SOCKET TERMINAL 
diagram. Socket outlines are shown on page 171. poaree ne 


® Socket material is NEMA grade G-10 glass epoxy, 0.093” ee y 
thick. Terminals are 0.5"’ maximum length. ‘SOOMAX 


e@ All dimensions shown in inches. 


Terminals: Press fit TEFLON 


B PACKAGE 


MODEL 171 


| 


0.6 B-1 


AC1037 


OUT 
1 6+ 


+Vs Ys 
oa—-1 1 ee 
TRIM TRIM TRIM 
bans ae 
—IN}——+- +1N4 
ee al 


-_} 3 


D PACKAGE 


MODELS 424, 427 


D-2 
AC 1023 


OtVs 
-Ocom+++1-] 


—-O-VS>+ 
OOUT 
+ +O OUT BAL; 
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F, FA PACKAGES 


MODELS 41, 119, 120, 146, 153, 163, 183, 184, 233, 234, 260, 261, wD 
350, 422, 426, 428, 429, 433, 434, 602, 603, 605, 755, 756 es 


F-2 F-3** 
AC 1027 AC 1011 |_1s __-| 


15 


{— + --OUT(+)< 


NC ++} 
} Co Rid ‘as 


FA-3 
AC 1012 


1 


- ee 


-I + 


I 


co 
tat 
Mi 


+ 
A 
+ 

1 


FA-4 F5, FA-5 FA-6 FA-7 
AC 1023 AC 1023 
++++ ++ 4 a S 
Hewett tvs HH ea 2080 
x COM } ee 
Trp eA. COMP TT regan ett 
Xs + ~OIN(- et 
a a kM ES al + “out 
Cer re I eeludeeri 
TT oy pai tout t —-dGain-_-POT tt 
mo tte Hteat tt Ter dl 
+OZ | + 
*F-1 Common pin on model 350 functions as limit to facilitate output clamping. 


**F-3 Bandwidth pin and pin marked NC omitted on models 233, 234. (Use mating socket AC1010.) 


H, HA PACKAGES HL AC 1033 


MODELS 272, 273, 274, 902, 903, 904, 905, 915, 920 


— 


H-1.27 

HA-0.875 
HA-1, H-2 seas 
AC 1013 


Fo a 


AE ee es 


25 


= 


*H-3 Model 274 ‘‘HI IN #1” and “Gain” pins are detachable. 
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M PACKAGE 


MODELS 40, 43, 118, 165, 751 


0.5 


1 M-1 M-2 
AC 1003 AC 1003 


N PACKAGE 


MODELS 46, 50 


Q, QB, QC PACKAGES 


MODELS B100, 42, 44, 45, 47, 48, 180, 432, 752 Q1. QB-1*, QC-1 
AC 1003 


11/8 


*Model 42 (QB-1) common pin may be missing. 
No connecting required. 
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He 


aan it 444 tt vgot 

: 4-+++ouT+ot 
ite is one 

t 


M-3 
AC 1016 


N-1 
AC 1034 


O.-OTRIM-.-OOUT._. 


eon EEC 
+4 +} 


Ht+-0-Ve++++14 


QC-2 


R PACKAGE 


MODELS 210, 211 


R-7 
AC 1002 


ii 
i 
W, WA PACKAGES 


}+_—_____—2z.8,_______| 
= | 
MODELS 231, 310, 311 


yw W-1 WA-1 
Lae AC 1017 AC 1014 
* 


3.06 #2-56NC-2B THDS 


MODEL 425 OUTLINE 


1072 — | 
~+—_.84—_+| 
ee - —+ -—.16 
T n 
[: vee MO Mm CT a 
a 
2 
Q 
= 
2 i é g 
z a wi w 
< he N N 
o ro x > 
3.3 
pe 
MODULE 


NOTES: 
1. Model 425 gain adjust pot in series with X input. 
2. Mating socket supplied with unit (ADI part no, 60-42820). 
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MPD POWER SUPPLIES 


MPD 15/100A 
USE MOUNTING CARD AC 2714A 


+15V cOM 15V 
(2) LEADS 4&6 
KEEP SHORT 


115V AC 
LINE IN 


ee 1 


4 40 INSERT 
(4 PLACES) 


+.015 
3.19 


MPD 15/300A 
USE MOUNTING CARD AC 4482 


+15VDC -~15VDC 
SENSE SENSE 


ye 
LOAD GRDGRD LOAD 
oS oo fo) 


+15VDC 
ouT 


: : : ar 
: 2G 268 ¥ 
.418R MAX 4 ’ 
.720 -——. 2.175 Thy 40 
4—aoinsert S837) Max 
262 3.350 (4 PLACES) 


3.90 MAX 
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MPD 5—150A and MPD 5/750A 
USE MOUNTING CARD AC 2714B 


150V —— (MPD 5 150 ONLY) 


+5V 
fe) 


LEAD 4 
KEEP SHORT OR SHIELD 


nSV AC 
LINE IN 


\— 4 40 Insert 
(4 PLACES) 


al \ 
1,09 ‘ 
1.34 


+.015 


MOUNTING CARDS 


AC 2714 A/B 


POWER SUPPLY MANIFOLD 


MODEL 950 


_— MOUNTING HOLES 
FOR 4-40-%"° SCREWS 


4.23 WITH BINDING 
POST OPEN 


OPERATIONAL AMPLIFIER MANIFOLD 


MODEL 194 


18.38 


AUXILIARY 


AMPLIFIER AMPLIFIER 
SOCKET#1 


SOCKET#2 


MODEL 79P CERMET BALANCE POT 


Analog Devices has selected the Beckman Helitrim Model 79P as SPECIFICATIONS 
suitable for most applications and carries this balance pot in stock. | Tempco, max +100ppm (0 to ~250ppm for 250k ohms) 
We offer this service since you may find it more economical or Input voltage, max ipinadclsoaniasigo 


Power rating 0.75 watts at +25°C, derated to 0 


convenient to order your balance pots directly from Analog waepacsd0e'C 
Devices along with your amplifiers. The identical pots are also End resistance, max 2 ohms 
available from Beckman or their stocking distributors. Resolution essentially infinite 
Ambient temperature range -55°C to +105°C 
ADJUSTMENT SCAEW Adjustment turns, nominal 15 
HOUSING AND COVER gcd ee Sealing (immersion test) meets MIL-R-2209 7C 5 
’ 2.015 ~~ Leasoe4 Temperature cycling 5 cycles-55 C to +105 C 
| | | Humidity cycling 5 cycles 
| Shock 50G’s 
020 #019 Typ, 3602018 Vibration 10 to 500kz, 10G’s 
2901-015 Load life at 0.75 watts 1,000 hrs. at +25°C 
ab 14 Rotational life 200 cycles 
) en ANALOG DEVICES RESISTANCE PRICE 
ai PART NUMBER OHMS 
3 TERMINAL PINS ~ ' +.010| | +£.015 79PR1ik 1k +10% 
todo wine ow TuicK)| —sooeow | 79PR2k 2k £10% 
00 2:0 : 79PR5Sk 5k +10% (1-9) $3.00 
1—-p ‘ 79PR10k 10k +10% (10-99) $2.75 
= ge it 79PR50k 50k +10% | (100-249) $2.50 
| TP osat.o1 rye, MERE DER 79PR100k 100k +10% 
 oaiaiaesP* 79PR250k 250k +10% 


=| 


}+—_——.750 +.015 
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MATING SOCKETS 


AC 1002 @ $3.50 


0.140 DIA 


Sano 4 HOLES 


— 
ee 
(OX) 


0% 


© 
(2) 
(©) 


AC 1014 @ $3.50 


0.140 DIA 
c'SNK 
2 HOLES 

~ 


go 

. - 1.05 
naa ° aii 

. 


— ae 
Lok 


= 2.50 


AC 1022 @ $3.00 


AC 1027 @ $4.00 


C'SNK 
2 HOLES 
t + 
7 + 
oe © * 
0.90 © 
12) 
LL 
fen z 
0.25 


AC 1034 @ $3.00 


Oy40 DIA 
0.18 J csi 
j / 4Hoves 


©OQOOO 
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AC 1003 @ $2.75 


140 1a 
c 


SNK 
4 HOLES 


1 E0000 © 


0.875 

|\® 00 © 

O19 

t 
- 620 | 0.19 
» 2.00 ie 


AC 1012 @ $4.00 


a} 
O17 = +} .0s ——+ 


~ 0.140 018 
C'SNK 
2 HOLES 


AC 1016 @ $3.00 
AC 1039 @ $3.00 


b 1,40 + 


GIT—+ f— 1.085 ———— 
©0000 


: al com 
0.140 DIry 
Sis ©0000 S ROLES 


AC 1023 @ $3.50 


0,140 DIA 
a 


SNK 


AC 1007 @ $7.50 


0,140 O18 FEEDTHROUGH HOLE 
/ CSNm, HOLES —/ FOR NO,24 BUSS WIRE 
a + 
{_ A / i 
ar > a ae | 
ag ed | 
ee ee 
— © + 
0 
t—|++ eo —+ 
na 
pS 2 
es Se 4 . 
24 
os ’ oS 4 
; 
L 4 j 
$99 -—__—] 
— 3.80 4 
— — 4.20— -—-— 4 


AC 1010 @ $3.00 


AC 1013 @ $3.50 


0.40 DIA 6 HOLES 


= g oO 9 0 
¥ oO 
264 
2140 [o} 
S70 
' fo) 
0570} € 
1/-O. © e 8 
aa |} .940 4 
oo 3.880 al 
- 420 
AC 1017 @ $6.00 
ozs SHOLES|/ FOR MTG FEEDBACK) C'sNK 
=| 6 / NETWORK 2 HOLES 
hee = 2 oO 
tad ° 6 © 
\ ‘6 > © 8 
ie Witenes See } 
. (0) & 
0194 —344 — a 
3.82 a ~ 
AC 1024 @ $3.50 
<— 0,140 ia 
C’SNK 
2 HOLES 
= 
D+ (©) 
o2 96 
450 
© e) 
ul @ ¢ 
2 ) 
LH & 8 
| e 
_——— | 
AC 1033 @ $7.50 
0.140 01a /— FEEDTHROUGH HOLE 
/ C'SNK,6HOLES / FOR NO.24 BUSS WIRE 
oe o 
we ce) 
t-—fe 6 
1.00 
eee iN = aii 
| .5| 
uy = - [e) 
fe) 
46> e fe) +O 
2 7) ————4 | 
— 3.80 - 
e — — — 4.20 + 


MECHANICAL OUTLINES 
CONVERTER PRODUCTS 


GENERAL NOTES: ® Unless otherwise noted, all module pins are gold plated rodar 
(MIL-G-45 204),0.02” in diameter, and 0.2” minimum 


e All pinning diagrams are terminal views on 0.1” grids. 
length. 


All modules are 0.4” in height unless otherwise noted. 
®@ All models constructed on printed circuit boards are 


@ All possible pin locations are shown, even though pins ; c ; 
supplied with mating edge connectors. 


are installed in only a portion of these locations for any 
given product. e All dimensions shown in inches. 


PACKAGE STYLES 


C-1 


— 
| 
a 


*Pin No. 29 for model MPX-8A. Note: Pins on SHA-2 are 0.040’ Note: Pins on SHA-6 are 0.040” 

(Functional pin also used as key) dia. gold-plated brass. dia. gold-plated brass. Pins on 
DAC-14/16QM and ADC1103 are 
0.020" dia. gold-plated brass. 


> 


[SSeatan 
© 0000000 


nN. =o 


fo} 
Q 
Q 
3 
ro) 
Q 
9 

t 
Q 
zo) 


ON _SOS2RBR— 


.000000000000000000 . 


000000000 
A-NwWagan © 


000000000000 
1066000000000 


nt 
> 


Note: Pin 1 is identified with € 
a mark on the top surface 

and with a colored glass bead 

sealer on the bottom. 
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MOUNTING BOARDS 


MODEL NO. MOUNTING BOARD BOARD DIMENSIONS PRICE (1-9) 
A B 
ADC-I AC1500 4%" x6" $60. 
ADC-QM AC4451 4%" x 3%," $25. 
ADC-QU AC4451 4%" x 3%" $25. 
ADC-8S AC4751 4%" x 6" $25. 
ADC-10Z AC1504 4%" x6" $25. 
ADC-12QZ AC1548 4%" x 6" $25. 
ADC1100 AC1550 4%" x6" $25. 
ADC1103 AC1549 4%" x 6" $25. 
DAC-10Z AC4102 see outline $15. 
DAC-12QZ AC4516 4%" x 3%," $40. 
DAC-QM AC4494 4%" x 3%" $40. 
DAC-QS AC4516 4%" x 3%” $40. 
DAC-M AC4102 see outline LS. 
MDA-10Z AC4102 see outline $15. 
MDA-10F AC4159 4%" x 2%" $15. 
MDA-11MF AC1509 4%" x 6" $25. 
MPX-8A AC6160 4%" x2" $40. 
SHA-1A AC4102 see outline $15: 
SHA-2A AC1503 4%" x 2%," $35. 
SHA-3 AC4102 see outline $15. 
SHA-4 AC4102 see outline $15. 
SHA-5 AC4102 see outline $15. 
SHA-6 AC1508 4%" x 6" $15. 
#43 (.0890) DRILL 
A >| 


TT 


1h 


a i | 


| 


NOTES: 


1.788 


~-—1.78s + 
e 


A 
m 
«< 


3°°SQ. 


2 
TYP 


Wl dddd bidddaws 


ee ee Tt 375 "Ta 12 TYP 


1. Material: 1/16" G-10 glass epoxy per MIL-D-139, 2 oz. copper clad with solder plating. 
Edge connectors gold plated per MIL-G-45 204. 
2. Mating cinch connector supplied with mounting board. 


3. Trim adjustment pots mounted on boards (when applicable). 
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4 HOLES 
I + TURRET a 
TERMINAL (28) 


od 


Eb tbe bboees 


PIN SOCKET 
2-330808-8 (29) 


MECHANICAL OUTLINES 
DIGITAL PANEL METERS 


MODEL AD2001 


OVERALL DIMENSIONS 


RECOMMENDED 
PANEL CUT OUT 


1.60 +0.015 


|}+——-300 :0,015 >| 


MODELS AD2002, AD2003, AD2004, AD2010 


OVERALL DIMENSIONS 


RECOMMENDED 
PANEL CUT OUT 


+k —— 3.175 +0.015 — 


MODEL D, D2 

AD2002 1.520 2.020 
AD2003 2.020 2.800 
AD2004 2.520 3.300 
AD2010 0.750 1.400 


ALL DIMENSIONS ARE IN INCHES 
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MECHANICAL OUTLINES 


LINEAR INTEGRATED CIRCUITS 


CN2 


0.500 MIN 


TO-99 


0.040 
0.185 MAX 
0.165 
1 
0.500 
INSULATOR 
MIN fl 1 l 0.050 MAX 
8 LEADS 
0.370 DIA 0.019 ,, 
0.335 0.016 DIA 


45° EQUALLY 
SPACED 
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: 0.230 
0.209 
0.195 E 
0.175 OA. | 
oa 0.210 
MAX. an70 
ry |0.170 
6 EADS 0.500 MIN. 
0,019 | 
——— A. 
a.o16 © at 
0.100 ++} 


Wy 
jam 4 


0.036 


TO-71 


~ 0,048 
0.028 


TO-99 
(Modified) 


TO-78 


MAX. 
0.040 0.165 
0.185 
0.016 
0.079 
: MIN, 
eee || Nl ii 
oe cell 
0.021 
DIM. B 


0.100 


TO-100 


REF. PLANE 
SEATING PLANE 


370 305 ; 
355 | | 
=e | W016 (DIM) 
y 021 
040 ais L 
pod 016 
040 Se (DIM.A.) 


FP1 


is = 7 
é ve SS 8 t 
es 2 Mh = 0.200 
rT = 
ey 
eas : 
part | | 0.018 DIA 
| |; [ro.400% GOLD PLATE 
+— 0 600—+ KOVAR LEADS 
| | 
0.20 TYP | _———— — 
1 _ = | | 0.20 ll B 
0.100 L : | 0.500 MAX 
rt az ont 
0.250 
+> 0.750 —-+~-—— 0.600 —_+-+ 0.750—+ 0.280 
MIN MAX MIN aT 
24 PIN MOLDED PACKAGE TO-87 
FLAT PACK (SUPPLIED 
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BUSINESS GUIDE 


The following minimal procedures are designed to make it as 
convenient as possible for you to conduct business with us. 
Any questions regarding products, applications or service 
can be referred to any office listed in the Worldwide Service 
Directory or to our Norwood headquarters. 

PLACING AN ORDER 

When placing an order please provide specific information 
regarding model type, number, option designations, quantity, 
ship-to and bill-to address. Prices quoted are list and do not 
include applicable taxes, customs or shipping charges. Unless 
otherwise requested, all shipments are FOB, factory. 


ORDERING INSIDE THE UNITED STATES: Orders may be 
placed with our local representative in your area, or directly 
with Norwood. Orders may be telephoned, sent via TELEX 
or TWX or mailed. Orders are acknowledged upon receipt; 
billing and delivery information is included. 


ORDERING OUTSIDE THE UNITED STATES: All orders 
should be placed with the local representative serving your 
country. Where there is no local representation, orders may 
be forwarded directly to Norwood. TELEX facilities are 
available for such international requests. 


RETURNS AND WARRANTY SERVICE 

Product warranties are uniform worldwide. Defective units 
being returned for servicing should be accompanied by a 
statement outlining the nature of the failure and the applica- 
tion in which the failure occurred. Upon receipt of the defec- 
tive unit, notices will be issued, when applicable, regarding 
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warranty status, cost for repair, or nonrepairability. Applicable 
credits are issued immediately, and replacement units sched- 
uled. Repairable units out of warranty will be serviced, upon 
customer authorization, on a quoted time/material charge 
basis. Where practical, we request that all defective units, 
serviceable or not, be returned so we may include them in 

our on-going product reliability program. 


RETURNS INSIDE THE UNITED STATES: All defective 
units should be sent to our Norwood location to the attention 
of our ‘Returns Department.”’ Consultation with the local 
representative, although suggested, is not required. 


RETURNS OUTSIDE THE UNITED STATES: All defective 
units should be brought to the attention of the local repre- 
sentative who will instruct you as to the disposition of the 
unit. For improved customer service, a complete repair depot 
is located in our Munich office; limited repair facilities are 
also located in England and Japan. From those countries not 
served by representatives, defective units should be forwarded 
directly to Norwood. 


EVALUATION SAMPLES, SPECIAL SERVICES, 

PRICE OFFERS 

To assist you in final product selection, we can make available, 
through our local representatives, evaluation samples of our 
products. However, offers for such samples, price promotions, 
and special services promoted by Analog Devices, Inc. through 
U.S.-based publications, are not necessarily available abroad 

in the same form. 


LITERATURE 


To assist you in understanding our products and how to use 
them we maintain an active technical communications program 
which produces many forms of documentation in addition to 
this comprehensive PRODUCT GUIDE. All of the material in 
our “‘library’’ has been prepared by our engineering and mar- 
keting staffs. The following summarizes the more popular liter- 
ature offerings currently available. Please direct requests for 
this material by title to our Norwood headquarters, overseas 
representative offices, or European literature depot. 


DATA SHEETS: All standard products are supported by de- 
tailed data sheets which provide specifications and all other 
information necessary to apply our products. Many data 
sheets also contain extensive supplementary application data. 
Order data sheets by model type and number. (Free) 


ANALOG DIALOGUE: This international technical jour- 

nal is published approximately six times per year and contains 
articles on state-of-the-art techniques, application notes, new 
product descriptions and a variety of other information about 
Analog Devices and the current technical thought. User articles 
are welcome. (Free) 


ANALOG-DIGITAL CONVERSION HANDBOOK: This 400 
page treatment of A/D and D/A conversion was prepared by 
the engineering staff of Analog Devices. Heavily applications 
oriented, this HANDBOOK explains what A/D and D/A 
converters are, what role they play in the data handling 
environment, how they are applied, and how they are 
specified. It contains more than 250 reference tables and illu- 
strations and is written primarily for the practicing design 
engineer. U.S. $3.95 or foreign currency equivalent. 


APPLICATION NOTES: A limited quantity is in stock on the 
following subjects. Many of these appeared in trade magazines 
and in technical papers and seminars given by Analog Devices. 
High Performance Monolithic Instrumentation 
Amplifier (AD520) 
ADS530, Complete Monolithic Multiplier/Divider 
Applying the AD504 Precision IC Operational Amplifier 
AD513, AD516 IC FET Input Operational Amplifiers 
AD503, AD506 IC FET Input Operational Amplifiers 
“Computational Module Stresses Applications Versatility,” 
ELECTRONICS reprint on Model 433 multifunc- 
tion module. 
“‘New Applications Open Up for the Versatile Isolation 
Amplifier,” ELECTRONICS reprint. 
ADC-I Dual Slope Integrating A/D Converter 
“The Multiplying D/A Converter,’”” ELECTRONICS 
PRODUCTS reprint. 
Designing with UDAC Monolithic IC D/A Converter 
Components 
High Speed Versatile D/A Quad Current Switch 
Circuit Advantages of Chopper Stabilized Opera- 
tional Amplifiers 
Designing with Chopper Stabilized Operational Amplifiers 
Design of Temperature Compensated Log Circuits Employ- 
ing Transistors and Operational Amplifiers 
Understanding Multiplier/Divider Circuits 
“Applications for Instrumentation Amplifiers,” 
ELECTRONICS PRODUCTS reprint 
“16-Bit Data Conversion,” a two part article 
from ELECTRONICS 
“How to Really Look at Low Drift IC Op Amps,” an 
ELECTRONICS reprint 
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WORLDWIDE SERVICE DIRECTORY 


HEADQUARTERS: ANALOG DEVICES, INC. 
Route One Industrial Park, P.O. Box 280, Norwood, Massachusetts 02021 


NORTH AMERICA 


Tel: (617) 329-4700, TWX: (710) 394-6577, Cable: ANALOG NORWOODMASS 


ALABAMA 3 INDIANA . 
ALASKA 17 IOWA . 
ARIZONA 8 KANSAS. 
ARKANSAS . 4 KENTUCKY 
CALIFORNIA 1 Western . 
COLORADO . 7 Eastern . 
CONNECTICUT LOUISIANA 
Fairfield County . 6 MAINE. . . 
All Others 17 MARYLAND . 
DELAWARE = 23 MASSACHUSETTS . 
BEORHNAL 3 < & mw i 3 MICHIGAN 
GEORGIA 3 MINNESOTA 
HAWAII 1 MISSISSIPPI 
IDAHO . 7 MISSOURI 
ILLINOIS MONTANA 
Norther «<6 »« « « J&Z NEBRASKA 
Southern’ <<. « =; « J NEVADA 


12 NEWHAMPSHIRE . . . 17 
12 NEW JERSEY 
11 Northern . . .:= : 6 
Southem .... . 

12 NEWMEXICO .... 8 
17 NEW YORK 

4 New York City Area 6 
17 All. Others . . =. 9 
10 NORTH CAROLINA 3 
17 NORTH DAKOTA .. . 12 

5 OHIG™ 2. = re 5 
12 OKLAHOMA . 4 

3 OREGON . . . 2 
11 PENNSYLVANIA 

7 Eastern . 13 
11 Western. « « 5 

1 RHODE ISLAND 17 


SOUTHCAROLINA . . 3 
SOUTH DAKOTA .. . 12 
TENNESSEE .... . 3 
TEXAS 

El Paso County 8 

All Others 4 
UTAH . ef 
VERMONT 17 
VIRGINIA 10 
WASHINGTON . 2 
WEST VIRGINIA 5 
WISCONSIN 12 
WYOMING 7 
PUERTO RICO . «© « « 14 
CANADA 2.4 an « » “2S 
MBXICO «§ «= « « = « 26 


1. ANALOG DEVICES, INC. 
4004 Orange Avenue 
Long Beach, California 90807 
Tel: (213) 595-1783 
Twx: (910) 341-7268 
885 San Antonio Road, Suite C 
Los Altos, California 94022 
Tel: (415) 941-4874 
Twx: (910) 370-7457 


2. AVIONICS LIAISON, INC. 
6770 Perimeter Road, South 
Seattle, Washington 98108 
Tel: (206) 767-3870 
Twx: (910) 444-2013 


3. CURRIE AEROSPACE ASSOC, 
2907 McCoy Road, P.O. Box 13229 
Orlando, Florida 32809 
Tel: (305) 855-0843 
Twx: (810) 850-0106 
2603 Artie Street, S.W., P.O. Box 1424 
Huntsville, Alabama 35807 
Tel: (205) 536-5650 
Twx: (810) 726-2200 
P.O. Box 5588 
Greensboro, North Carolina 27403 
Tel: (919) 273-3040 


4. DATA APPLICATIONS CORPORATION 
777 South Central Expressway, Suite 1-W 
Richardson, Texas 75080 
Tel: (214) 231-4846 
Twx: (910) 867-4739 
2120 South Post Oak Road 
Houston, Texas 77027 
Tel: (713) 622-2820 
Twx: (910) 881-3668 
4242 Piedras Drive East, Suite 111 
San Antonio, Texas 78228 
Tel: (512) 732-7176 
Twx: (910) 871-1269 
4580 East 50th Street 
Tulsa, Oklahoma 74135 
Tel: (918) 622-3753 


5. ELECTRO SALES ASSOC.* 
851 East 222nd Street 
Cleveland, Ohio 44123 
Tel: (216) 261-5440 
1635 Mardon Drive 
Dayton, Ohio 45432 
Tel: (513) 426-5551 


*Analog Devices, Inc. has a regional sales office (10600 W. Higgins Road, Suite 510, Rosemont, Ill. 60018, 


10. 


11. 


ELECTRO SALES ASSOC.* (con’t) 
11211 Morang Drive 

Detroit, Michigan 48224 

Tel: (313) 526-8800 

201 Penn Center Boulevard 
Pittsburgh, Pennsylvania 15235 
Tel: (412) 371-9449 


. HARWOOD-SANDLER ASSOC. 


8243 Jericho Turnpike 

P.O. Box 385 

Woodbury, New York 11797 
Tel: (516) 692-6100 


. KLEIN AEROSPACE 


P.O. Box 1056 
Englewood, Colorado 80110 
Tel: (303) 781-4967 


. KLEIN — NEW MEXICO 


3606 Alta Monte N.E. 

P.O. Box 30168 

Albuquerque, New Mexico 87110 
Tel: (505) 344-8020 

Twx: (910) 989-1691 


. LABTRONICS, INC.* 


166 Pickard Building 

East Molloy Road 

Syracuse, New York 13211 
Tel: (315) 454-9314 

5800 Transit Road 

Depew, New York 14043 
Tel: (716) 685-4111 

P.O. Box 22, E. Side Station 
Binghamton, New York 13904 
Tel: (607) 748-0509 ; 
P.O. Box 82 

Ulster Park, New York 12487 
Tel: (914) 471-2806 


REP-TRON, INC. 

10750 Columbia Pike 

Silver Spring, Maryland 20901 
Tel: (301) 593-4844 


TECHNICAL SALES ASSOC., INC.* 
P.O. Box 5232 

Shawnee Mission, Kansas 66215 

Tel: (913) 888-3330 

Twx: (910) 761-0565 

P.O. Box 10907 

Ferguson, Missouri 63135 

Tel: (314) 725-5361 

Twx: (910) 761-0565 


Tel. (312) 297-8710) which provides services to the sales offices indicated by an asterisk. 


Tz, 


16. 


17. 


TORKELSON ASSOCIATES * 
540 West Frontage Road. 
Northfield, Illinois 60093 

Tel: (312) 446-9085 

Twx: (910) 992-1438 

4940 Viking Drive 
Minneapolis, Minnesota 55435 
Tel: (612) 835-2414 

Twx: (910) 576-2740 

3512 Rockville Road 
Indianapolis, Indiana 46222 
Tel: (317) 244-7867 

Twx: (810) 341-3141 


. WYNCOTE INSTRUMENTATION CO. 


365 East Butler Avenue 
Ambler, Pennsylvania 19002 
Tel: (215) 643-2440 


. E. FRANCESCHINI ASSOC. 


187 Jose Padin Street 

Hato Rey, Puerto Rico 00918 
Tel: (809) 722-1654 

Cable: EFRA 


. WHITTAKER ELECTRONICS, LTD. 


1478 Merivale Road 
Ottawa, Ontario K2E6Z5 
Tel: (613) 224-1221 

Twx: OTT (610) 562-1920 
P.O. Box 216 

Roxboro, Quebec 

Tel: (514) 683-3621 

Twx: MTL (610) 422-3980 
1144 Millstream Road 
West Vancouver, B.C. 

Tel: (604) 926-3411 

Twx: VAN (610) 924-6033 
43 Troutbrook Drive 
Downsview, Ontario 

Tel: (416) 247-7454 

Twx: TOR (610) 492-2383 


NUCLEOELECTRONICA, s.a. 
Calz. Las Aguilas 101-2 

Col. Las Aguilas 

Mexico 20, D.F. Mexico 


HEADQUARTERS 
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OVERSEAS 


ARGENTINA 
Rayo Electroniga s.r.1. 
Belgrano 990-6 P. 
Buenos Aires 
Tel: 38 1779 
Telex: 122153 


AUSTRALIA 
Melbourne Office 
Parameters Pty. Ltd. 
53 Governor Road 
Mordialloc, Victoria 3195 
Tel: 90 7613 


Sydney Office 
Parameters Pty. Ltd. 

68 Alexander Street 
Crow’s Nest, N.S.W. 2065 
Tel: 43 6577 

Telex: 25021 


AUSTRIA & YUGOSLAVIA 


International Engineering Service 


Veitingergasse 159 
1130 Wien 
Tel: 0222/824 67 32 


BELGIUM & LUXEMBOURG 
Klaasing Benelux N.V. 
Avenue de l'Université 93 
1050 Bruxelles 
Tel: 02/49 85 32 
Telex: 25003 


DENMARK 
Analog Devices A/S 
Maalovgaardsvej 9 
2750 Ballerup 
Tel: 1-979 599 
Telex: 16600 FOTEX DK 


FINLAND 
SW-Instruments 
Elimaenkatu 30A 
005100 Helsinki 51 
Tel: 738265 


FRANCE 
Analog Devices, s.a. 
Centre d’ Affaires SILIC 
3, rue Le Corbusier 
Batiment ‘‘Berne”’ 
94 - Rungis 
Tel: 686-77-60 
686-7 8-02 
Telex: 22.429 UPIEX 


Rhone-Alpes: Grenoble (38) 
Tel: (76) 96 96 57 


Toulouse-Pau-Bordeaux 
Tel: (61) 08 20 58 


Bretagne: Alengon (6100) 
Tel: (34) 26 07 61 


GERMANY — W 
Analog Devices GmbH 
8000 Minchen 2 
Mozartstrasse 17 
Tel: 0811/530 319 
Telex: 523712 


Analog Devices GmbH 
4703 Bonen/Krs, Unna 
Friedhofstrasse 23 
Tel: 023 83/73 55 


Analog Devices GmbH 
75 Karlsruhe 
Seiterichstrasse 5 

Tel: 0721/69 46 00 


Horst Waikusat 

1 Berlin 12 
Kantstrasse 54 

Tel: 0311/31 64 41 


INDIA 
Darbari Industries 
24 Canning Road 
Allahabad 
Tel: 3385 


ISRAEL 
STG International Ltd. 
52 Nachlat Benyamin Street 
P.O. Box 1276 
Tel Aviv 
Tel: 53459 
Telex: 032 229 


ITALY 
Dott. Ing. Giuseppe de Mico 
Via Manzoni 31 
20121 Milano 
Tel: 65 31 31 
Telex: 33035 
Bologna 
Tel: 22 97 51 
Padova 
Tel: 65 29 09 
Roma 
Tel: 31 62 04 
Torino 
Tel: 87 41 37 


JAPAN 


Analog Devices of Japan, Inc. 


Jibiki Building 

7—8 Kojimachi 4-chome 
Chiyoda-ku, Tokyo 

Tel: 03/263-6826 


Analog Devices of Japan, Inc. 


505 Shinseifu Building 
4-10, 1-chome, Nakatsu 
Hondo-Ri Oyodo-ku 
Osaka, Japan 

Tel: (06) 372-1814 


NETHERLANDS 
Klaasing Electronics N.V. 
Tramsingel 74 
Breda 
Tel: 01600-48457 
Telex: 54598 


NEW ZEALAND 
W. Arthur Fisher Limited 
36-38 Lower Taranaki Street 
Wellington 
Tel: 555-930/1/2 
Telex: N.Z. 3086 


P.O. Box 12103, Penrose 
Auckland 


P.O. Box 4158 
Christchurch 


NORWAY 
EStronic 
Klokkerjordet 31 
1364 Hvalstad 
Tel: 782410 


PAKISTAN 
Superior Electronics Assoc. 
S.B. 1 Block F 
North Nazimabad, Karachi-33 


SINGAPORE & MALAYSIA 
General Engineers (Electr.) Corp. 
173 B Cecil Street 
Singapore 1 
Tel: 71042 


SOUTH AFRICA 
Peter Rothenberg Pty. Ltd. 
P.O. Box 2471 
Johannesburg 
Tel: 22 37 57/8 


SPAIN 
P.A.C.1.S.A. 
Gen. Primo de Rivera 35 
Madrid 5 
Tel: 230 8300 
Telex: 23014 


SWEDEN 
Komponentbolaget NAX AB 
Bjornsonsgatan 243 
161 56 Bromma 
Tel: 08/37 29 45 
Telex: 17912 


SWITZERLAND & LIECHTENSTEIN 
Megex Zurich GmbH 
Badenerstr. 582 
8048 Zurich 
Tel: 051/52 78 00 
Telex: 54368 


TAIWAN 
Yuan Kong Enterprises Ltd. 
P.O. Box 22687, Taipei 
72-4B Nan Yang Street 
Tel: 338833, 335400 


UNITED KINGDOM & EIRE 
Analog Devices, Ltd. 
59 Eden Street 
Kingston-upon-Thames 
Surrey, England 
Tel: 01/549 2201 
Telex: 27383 
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IN DEX (PRODUCT CLASSIFICATION) 


Model 


Amplifiers, Instrumentation 


ADS520) 
602J/K 
603)/K/L 
605J/K/L 


Amplifiers, 


272) 
273J/K 
274) 


Amplifiers, 


433)/B 
751N/P 
752N/P 
755N/P 
756N/P 


Amplifiers, 


40J/K 
41J/K/L 
42J/K/L 
43)/K 

- 44)/K 
45)/K 
46J/K 
47A/B 
48J/K 
50J/K 


118A/K 
119A/K 
120A/B 
146J/K 
153J/K 
163A/K 
165A/K 
171J/K 
180J/K 
184J/K/L 
210 

211 
231J/K 
233)/K/L 
234J/K/L 
260)/K 
261)/K 
310J/K 
310J/K 
311J/K 
B100 


Low Drift, Monolithic 

Fixed Gain, Low Drift . 
General Purpose, Economy FET 
Low Drift, Bipolar Input 


Isolation 


Unity Gain, 1A and S5kV Isolation 
Unity Gain, 1A and 5kV Isolation ; 
Adjustable Gain, 1A and 5kV Isolation . 


Logarithmic 

Multi-Function Module . 4 
Temperature Compensated Log Element : 
Versatile Log/Antilog Amplifier Element. 
Complete Log/Antilog Amplifier . 
Complete Log Ratio Amplifier. 


Operational (Discrete) 


General Purpose FET — Low Bias : 
General Purpose FET — Ultra Low Bias . 
Ultra Low Bias FET 
General Purpose FET — Low Bias . 
Wide Bandwidth — Fast Settling 
Wide Bandwidth — Fast Settling 
Wide Bandwidth — Fast Settling 
Wide Bandwidth — Fast Settling 
Wide Bandwidth — Fast Settling 
Wide Bandwidth — Fast Settling 

(100mA Output). 
General Purpose ~ Moderate Performance 
General Purpose — Moderate Performance 
Wide Bandwidth — Fast Settling 
General Purpose FET — Low Bias . 
Low Voltage Drift — Differential Input 
High Output Voltage, Current . : 
High Output Voltage, Current . 
High Output Voltage, Current . 
Low Voltage Drift — Differential Input 
Low Voltage Drift — Differential Input 
Low Voltage Drift — Chopper Stabilized . 
Low Voltage Drift — Chopper Stabilized . 
Low Voltage Drift — Chopper Stabilized . 
Low Voltage Drift — Chopper Stabilized . 
Low Voltage Drift — Chopper Stabilized . 
Low Voltage Drift — Chopper Stabilized . 
Low Voltage Drift — Chopper Stabilized . 
Electrometer — Ultra Low Bias Current 
Varactor Bridge . 5 
Electrometer — Ultra Low Bias Current 
High Output Voltage, Current . 
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40, 


44, 


Amplifiers, Operational (IC) 


AD101A 
AD108/108A 
AD201A 
AD208/208A 
AD301A 
AD301AL 
AD308/308A 
AD501A/B/C 
ADMS01A/B/C 
ADP501A/B/C 
ADS502J/K/L 


ADS503J/K/S 
AD504J/K/L/M 
ADS505J/K/S 
AD506J/K/L/S 
AD507J/K/S 
ADS508J/K/L 
AD509J/K/S 
ADS11A/B/C 
ADP511A/B/C 
ADS512K/S 
ADS513J/K/S 
AD516J/K/S 
AD518J/K/S 
AD523J/K/L 
ADS540J 
AD741/C 
AD741J/K/L/S 
AD801A/B/S 


Low Cost, General Purpose. 
Low Ig, High Accuracy Bipolar 
Low Cost, General Purpose. 
Low Ip, High Accuracy Bipolar 
Low Cost, General Purpose. 
Lowest Cost, High Accuracy 
Low Ip, High Accuracy Bipolar 
FET Input General Purpose 
FET Input General Purpose 
FET Input General Purpose 
Low Input Current, 709, 

741 Replacements 
Low Cost FET Input 
Low Drift, Low Noise 
High Speed . 
High Accuracy FET Input ‘ 
Wideband, Fast Slewing, General Purpose 
Chopperless, Low Drift . s @ 
High Speed, Fast Settling 
FET Input General Purpose 
FET Input General Purpose 
High Output Current 
High Speed FET Input . 
High Speed FET Input . 
High Speed Low Cost 
Electrometer FET Input 
Low Cost FET Input 
Low Cost, General Purpose. 
Lowest Cost, High Accuracy 
Low Input Current, 709, 

741 Replacements 


Amplifiers, Sample & Hold 


SHA-1A 
SHA-2A 
SHA-3 
SHA-4 
SHA-5 Ge 
SHA-6 


Comparators 


350A/B/C 
AD351J/K/S 


High Accuracy — High Speed 

High Accuracy — Very High Speed 
High Accuracy — Long Hold Time 
High Accuracy — Reduced Transients 


neral Purpose — Economy 


High Resolution — Very High Accuracy : 


FET Modular 
Monolithic 


Converters, Analog-to-Digital 


ADC-8, 10F 
ADC-8, 10H 
ADC-14, 171 
ADC-8, 10, 12Q 
ADC-16Q 
ADC-12QL 


High Speed : , 

Low Cost General Purpose . 

Dual Slope 

High Performance General Purpose 
High Resolution 

Low Power 


ADC-8,10,12QM _ High Performance General Purpose 


169 
166 
38, 169 
38, 166 
169 
38, 158 
166 
155 
155 
155 


167 
40, 153 
50, 157 
44, 162 
40, 151 
44, 163 
50, 159 
44, 164 
40, 156 

156 
54, 168 
40, 152 
40, 152 
44, 165 
52, 154 
40, 153 

169 
38, 158 


167 


100 
100 
100 
100 
100 
100 


ADC-8, 10, 12QU 


ADC-12QZ 
ADC-8S 
ADC-10Z 
ADC-1100 
ADC-1103 


Converters, 


DAC-10DF 
DAC-8, 12M 


DAC-8, 10, 12Q 
DAC-8, 10, 12QM 
DAC-14, 16QM 


DAC-QG 


DAC-8, 10, 12QS 


DAC-12QZ 
DAC-10Z 
MDA-10F 
MDA-11MF 
MDA-12QD 
MDA-10Z 


Converters, 


SDC Series 
TSC Series 
API 1617 

DSC Series 
SSD Series 


High Performance General Purpose 
Low Cost General Purpose 

Low Cost General Purpose 

Low Cost General Purpose 

Dual Slope 

Fast 


Digital-to-Analog 


Fast Display . 

Multiplying 

High Performance General Purpose 
High Performance General Purpose 
High Resolution 

High Resolution 

High Performance General Purpose 
Low Cost General Purpose 

Low Cost General Purpose 

Fast Display . 

Multiplying 

Military Grade : 

Low Cost General Purpose 


Synchro 


Single Speed, Tracking, Synchro to Digital 
Two Speed, Tracking, Synchro to en 
Angle Position Indicator ; 
Digital to Synchro 

Multiplexed Synchro to Digital 


Conversion Components, {DAC 


ADS550 
ADS551 
AD552 
ADS55 
AD850 
AD851 
AD852/853 
AD855 


Monolithic Quad Current Switch . 
Monolithic Quad Current Switch . 
Monolithic Quint Current Switch . 
Monolithic Quad Voltage Switch . 
12-Bit Binary Resistor Network 
12-Bit BCD Resistor Network 
12-Bit Binary Resistor Pair 

12-Bit R-2R Resistor Network 


Digital Panel Meters 


AD2001 3% Digit, OEM Applications 
AD2002 2% Digit, Low Cost Analog 

Meter Replacement 
AD2003 3% Digit, High Performance : . 
AD2004 4% Digit, High Performance, Isolated Input : 
AD2010 3% Digit, General Purpose, Ratio. Option 
Multipliers/Dividers 
422A/K Wideband Variable Transconductance Type . 
424J/K High Accuracy PWH Type . 


425J/K 


Highest Accuracy External Trim PWH. * 


- 174,175 


174, 175 


174, 175 


174, 176 


- W74, 177 


177 
174, 177 
174, 177 


426A/K/L 
427)J/K 
428)J/K 


429A/B 


432J/K 
433]/B 
434A/B 
AD530J/K/L/S 
AD531J/K/L/S 
AD532J/K/S 


Multiplexer 
MPX-8A 


General Purpose Transconductance Type 

Highest Accuracy Internal Trim PWH Type 

High Performance Variable 
Transconductance 

Wideband High Accuracy Variable. 
Transconductance Type 


Economy Variable Transconductance Type 3 


Multi-Function Module . 
Multi-Function Module . 

General Purpose Monolithic 
Programmable XY/Z, Monolithic . 
Internally Trimmed, Monolithic 


High Speed MOSFET 


Power Supplies 


902 


MPDS5-150A 
MPDS5/750A 
MPD15/100A 
MPD15/300A 


Dual Op Amp Supply 
Logic Supply 
Dual Op Amp Supply 
Logic Supply 
Dual Op Amp Supply 
Dual Op Amp Supply 
Logic Supply 
Logic Supply 
Dual Op Amp Supply 
Dual Op Amp Supply 


Transistors, Monolithic Dual FET 


AD830-833 
AD840-842 
AD3954-3958 
AD5905-5909 


Ultra Low Ig 

Ultra Low Noise . 
Excellent Matching Characteristics 
Low Ig 


Transistors, Monolithic Dual NPN 


AD810-813 
AD814-816 
AD818 


Excellent Matching Characteristics 
“Superbeta”’ 
Log Conformance 


Transistors, Monolithic Dual PNP 


AD820-822 


Excellent Matching Characteristics 


Accessory Products 


Amplifier Mating Sockets 
Converter Mounting Boards 

Model 194 Op Amp Manifold .. 
Model 950 Power Supply Manifold 
Trim Potentiometers 


*Non-current products not listed in this PRODUCT GUIDE. 
Data is available upon request. 


129, 
129, 
129, 


129 
129 


129 


129 
129 
135 
135 
171 
172 
173 


99 


144 
144 
144 
144 
144 
144 
145 
145 
145 
145 


182 
184 
178 
180 


186 
187 
188 


189 


196 
198 
145 
145 
195 
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INDEX (MODEL NUMBER) 


Page 


56 

56 

141 
141 
141 
141 
144 
144 
144 
144 
144 
144 
145 


169 
166 
38,169 
38, 166 
169 
38,158 
166 

61 

155 
155 
155 


167 

40, 153 
50, 157 
44, 162 
40,151 
44, 163 
50, 159 


44, 164 
40, 156 


156 


54, 168 
40, 152 
40, 152 
44, 165 


56, 160 
52,154 


Model # 


AD551 
AD552 

AD555 
AD741/C 
AD741J/K/L/S 
AD801A/B/S 
AD810-813 
AD814-816 
AD818 
AD820-822 
AD8 30-833 
AD840-842 


Page odel # 


174,175 |DSC1622/1623 
174, 175 ya 

174, 176 
169 DA-12QD 
38, 158 

167 PD5/150A - 
186 PD5/750A 
187 PD15/100A 
188 PD15/300A 


189 PX-8A 
182 


184 SDC1602 
174,177 
177 SDC1604 
174,177 
174,177 


116 SDC1607/1610 


116 SDC1608/1610 
116 SDC1609/1610 


116 SHA-1A 
116 SHA-2A 
178 HA-3 
180 SHA-4 
94 HA-5 
96 HA-6 


id SSD1627 
97 SSD1628 
98 SSD1629/ 
92 SDC1610 
92 SSD1630/ 
90 SDC1610 
90 SSD1631 
90 SSD1632/ 
104 SDC1610 
ot SSD1633 
82 SSD1634 
86 SD1636 
84 SSD1637/ 
80, 84 SDC1610 


80 


Model # Page Model # 
40J/K 40 603J/K/L 
41J/K/L 40,52 |605J/K/L 
42J/K/L 52 751N/P 
43J/K 40 752N/P 

44J/K 44 755N/P 

45J/K 44 

46J/K 44 

47A/B 44 

48)/K 44 

50J/K 44,54 

118A/K 38 

119A/K 38 

120A/B 44 

146J/K 40 

153J/K 50 AD108/108A 
163A/K 54 AD201A 
165A/K 54 AD208/208A 
171J/K 54 AD301A 
180J/K 50 AD301AL 
184J/K/L 50 AD308/308A 
194 145 AD351J/K/S 
210 48 AD501A/B/C 
211 48 ADMS01A/B/C 
231]/K 48 ADP501A/B/C 
233J/K/L 48 AD502J/K/L 
234J/K/L 48 AD503J/K/S 
260J/K 48 AD504J/K/L/M 
261J/K 48 AD505J/K/S 
272J 58 AD506J/K/L/S 
273J/K 58 AD507J/K/S 
274) 58 AD508J/K/L 
310J/K 52 AD509J/K/S 
311J/K 52 ADS511A/B/C 
350A/B/C 61 ADP511A/B/C 
422A/K 129 AD512K/S 
424J/K 129 AD513J/K/S 
425]J/K 129 ADS516J/K/S 
426A/K/L 129 AD518J/K/S 
427J/K 129 AD520J/K/S 
428]/K 129 ADS523J/K/L 
429A/B 129 AD530J/K/L/S 
432]/K 129 AD531J/K/L/S 
433]/B 135 AD532J/K/S 
434A/B 135 | AD540J 
602J/K AD550 


208 INDEX 


129,171 78 
129, 172 78 

129, 173 {08 
40, 153 105 


174,175 |DSC1621/1623 105 


SDC1610 
SC1614/ 
SDC1610 


Page 


105 


82 
86 
88 
78 
145 
145 
145 
145 
99 


102 
102 
102 
102 
102 
102 
102 
102 


100 
100 
100 
100 
100 
100 


105 
105 


105 


105 
105 


105 
105 
105 
105 


105 


102 
102 


102 


WARRANTY 


STANDARD TERMS: All Analog Devices, Inc. products are warranted against defects in workmanship, 
materials, and construction under normal use and service for a one year period from date of shipment, 
except that liability for defective components shall conform and be limited to the obligations of the original 
manufacturer's warranties covering these components. This warranty does not extend to any of our products 
which have been subjected to misuse, neglect, accident or improper installation or application. Nor shall it 
extend to products which have been repaired or altered outside of our factory. Analog Devices will repair or 
replace the defective products in accordance with its own best judgment. 


EXCEPTION: Each new digital panel meter manufactured and/or sold by Analog Devices is warranted to 
be free from defects in material and workmanship for one year. Should a failure resulting from defects in 
material or workmanship occur within ninety (90) days after shipment, such failure will be repaired and the 
unit recalibrated and tested at no charge. Non-catastrophic failures resulting from misuse, neglect, accident 
or improper installation or application, will be repaired for a flat charge of $25.00 during this period. 


For aperiod from ninety (90) days to one year after shipment, non-catastrophic failures, regardless of cause, 
will be repaired at a flat charge of $25.00. 


WARRANTY SERVICE: For service under this warranty, please advise promptly the factory, or represent- 
ative if outside the United States, of all pertinent details. Transportation charges covering return of defective 


products to our factory shall be at our expense if such products are determined to be defective within the 
limitations of this warranty. 


Analog Devices, Inc. requests immediate notification for any claims arising from damage in transit in order to 
determine if carrier responsibility exists. 


Information furnished by Analog Devices is believed to be accurate and reliable. However, no responsibility 
is assumed by Analog Devices for its use; nor for any infringements of patents or other rights of third 
parties which may result from its use. No license is granted by implication or otherwise under any patent 
or patent rights of Analog Devices. 


Prices and specifications are subject to change without notice. 
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ANALOG DEVICES, INC. NORWOOD, MASS. 0202 TEL: (617) 329-4700 
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